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PLATE I. 

OpncS or THE COMPODND MiCSOSCOPE.' 
F| UpTjer focal plane of objective. Fi Lower focal plane of 
A Optical tube length — distance between Fi and Fi. 
Oi Object. Oi R.^ image in Ft transposed by collective lens. 
Oi Real image in eyepiece diaphiaf^. 

Oi Virtual image formed at the projection distance C, 150 mm. from EP. 
EP Eye-point. CD 0)ndenser diaphn^m. L Mechanical tube length 
{160 mm.). 
, a, 3 Hiree pencils oE parallel light coming from different pcants of a distant 
illuminant. 
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The American chemist, usually ready to accept with alac- 
rity all time, labor and money saving devices, has been strangely 
backward in taking advantage of the bene&ts to be gained 
through the intelligent application of chemical microscopic meth- 
ods in the industries and in research. He has also failed to 
grasp the fact that the modem microscope is, in reality, a more 
important adjunct to his laboratory than spectrometer, polarim- 
eter or refractometer; in fact, it may be said that the micro- 
scope is entitled to as unportant a place as the analytical balance. 
No one other instrument can perform so many functions and do 
them all well. 

This curious reluctance to grasp the opportunities offered is 
the more extraordinary, when we recall that the earliest com- 
prehensive work dealing with microchemical methods was from 
the pen of an American — Theodore G. Wormley — whose 
clas^c "The Microchemistry of Poisons" appeared in 1867. 

The failiire of the chemists to obtain from the microscope all 
that the instrument is capable of yielding is, perhaps, largely 
due, first, to the fact that few of them are given an opportunity 
of becoming sufficiently familiar with the instrument and its 
accessories; second, they are not aware of the great variety 
of problems which are solvable through the microscope, nor ot 
the specific sort of problems for the investigation of which this 
is the instrument par excellence; third, there has been a lack of 
elementary manuals covering the field, and for this reason the 
microscope has been looked upon as an instrument peculiar to 
the biologiail laboratory. 

One application, if no other, should appeal to every chemist, 
that of microscopic qualitative analysis, because of its enormous 
saving of time, labor, material and space, yet with increased 
sensitiveness of tests and greater certainty of results. 



The very apparent need of including a course in the manip- 
ulation and applications of the microscope in the curriculum of 
students of chemistry led to the establishment, by the author, 
of laboratory courses in chemical microscopy some fifteen years 
ago. These courses have comprised informal lectures, demonstra- 
tions and laboratory practices. The students have been guided 
by their notes and by mimeographed and typewritten sheets. 
With the growth of the courses in number of students, apparatus 
and laboratory equipment, some more permanent and compre- 
hensive outline has become imperative. The result has been 
the preparation of the present little book. The author has 
intended it primarily for his students in elementary chemical 
microscopy and as a basis for more advanced work in specific 
fields, but he hopes that the gathering together of methods 
and apparatus may prove of value to American chemists at 
large and perhaps serve to arouse in some an interest in one of 
the most fascinating branches of chemical science. 

The actual nucleus about which the various parts of the book 
have grown is a series of some twenty articles written by the 
author between the years 1899 and 1902 for the Journal of Applied 
Microscopy, dealing with methods of microchemical analysis; to 
this foundation have been added the laboratory direction sheets 
and the substance of the lectures delivered. 

Until the year 1911, when Emich's excellent little Lekrbuch 
der Mikrockemie appeared, there was not in existence any work 
embodying the broad applications of the microscope to the 
solving of problems such as arise in the chemical laboratory. 
So far as the writer is aware this is the only book touching this 
field. The topics presented by Emich are substanriaUy those 
which have been covered in the author's courses with the excep- 
tion that more weight is placed upon analytical methods and 
less upon apparatus. The present writer therefore feels that 
there is still room for an ouUine of Chemical Microscopy proper. 

It is assumed that the students for whom this textbook is 
intended have had a course in crystallography and one in physics, 
including optics. Therefore, only a mere statement of funda- 
mental facts has been thought essential, that is, only so much 



as is necessary to recall knowledge already acquired but not 
yet sqiplied in practice. 

In discussii^ the polarizing microscope, only the barest pos- 
sible outline of its use and application has been thought wise. 
This chapter is intended to be largely suggestive in character 
and to induce at least some students to extend their studies to 
include optical crystallography and petrogra.phy. 

In the chapter dealing with grinding, polishing and etching, 
it was found impossible to properly present the subject without 
unduly enlat^ing the book and encroaching too deeply into the 
&eld of microscopic metallurgy; only the most fundamental 
methods of alloy treatment have therefore been given. 

The instruments figured (and the methods described) have all 
been tested and tried by the author with but one or two excep- 
tions. The instruments are those with which the Cornell Uni- 
ver^ty Laboratories are supplied or those which have kindly 
been loaned by their makers. Doubtless there are other pieces 
of apparatus and other instruments which may be as satisfactory, 
but it has been thought best to discuss only such as have actually 
been examined and tested experimentally by the author and his 
students. 

For the benefit of those who may wish to obtain similar in- 
struments the manufacturers have in most cases been indicated. 

In preparing such an outline the work of an author must of 
neces^ty be largely one of compilation, of modification of old 
methods and the presentation of old ideas from a new viewpoint. 
The present writer, therefore, makes no claims for originality, and 
as a student of that remarkable teacher, the late Professor Behrens 
of the Polytechnic School of Delft, he naturally has followed and 
favored the methods developed by this master of the art of the 
qualitative analysis of minute quantiries of material and he 
acknowledges fully his indebtedness to his former teacher, and 
takes this opportunity of expres^ng his gratitude for the advice 
and help given him by his guide and friend. 

To Simon Henry Gage, Professor Emeritus of Histology and 
Embryology, the writer also acknowledges his indebtedness for 
much that is here presented. It is largely due to the spirit of 
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optiinism aiid love for research with which this indefatigable in- 
vest^ator is ever surrounded that the author was originally led 
to enter the field of applied microscopy when first a student. 

To Professor Louis Munroe Dennis, Head of the Department 
of Chemistry of Cornell University, the writer is even more in- 
debted in later years for his unflagging enthusiasm and confidence 
in the possibilities of a neglected field. Without his encourage- 
ment and support, the development of laboratories and equipment 
would have been impos^ble and the preparation of this little book 
impracticable. 

The author also wishes to express his indebtedness to Dr. 
E. Mac£ of the University of Nancy, France, and to colleagues 
in the Cornell University departments of chemistry, physics, 
and mineralogy for valuable advice and suggestions. His thanks 
are also due to his assistants Dr. C. M. Sherwood and Mr. H. I. 
Cole for reading manuscript and testing methods. 

E. M. C. 
Ithaca, N. Y., Junt, 1914. 
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ELEMENTARY 
CHEMICAL MICROSCOPY. 



CHAPTER I. 
OBJECnVES Am) OCULARS. 

The modem compound microscope, in any one of its many 
complicated forms employed by chemists, con^ts essentiaUy of 
three parts, (i) an objective, (2) an eyepiece or ocular and (3) a 
device for properly illuminating the object. The manner in which 
these three essential components are mechanically mounted, 
and their relative importance with respect to each other will de- 
pend upon the nature of the investigation to which the instru- 
ment is to be E^>eci£ica)ly ^plied. The mechanical parts of the 
microscope can therefore be best discussed under the differ^t 
types of microscopes applied to special investigations. 

The optical components, however, need a few words in order 
that the student may refresh his memory relative to the optics 
involved. 

Objectives have as their function the formation of an enlarged 
real unage of the object placed upon the stage of the microscope. 
From the viewpoint of the chemist, their construction should be 
such as to keep them as far above the object as possible, yet 
yield an image of as great an area of the object as can be ob- 
tained without distortion and without color bands or fringes. 
In addition, they ^ould possess considerable depth of focus. 

Objectives are commonly designated by their equivalent focal 
length, as, for example, i inch, 32 millimeters, etc., the numbers 
indicating that the objective will produce a real image of approxi- 
mately the same size as that produced by a simple convex lens 
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whose principal focus lies at the distance marked upon the ob- 
jective. 

In a similarly constructed series, the smaller the value of the 
equivalent focus, the greater will be the magnifying power of the 
objective. A few manufacturers still arbitrarily letter or number 
their objectives. In such cases it is generally the rule that the 
earlier in the alphabet the letter or the smaller the number in 
the series the lower the magnifying power. 

When properly focused upon a preparation, the front or lowest 
lens entering into the construction of an objective is usually 
nearer to the preparation (in dry objectives) than the distance 
indicated by the equivalent focus. This distance between the 
front combination of the objective and the preparation, when in 
focus, is known as the working distance of an objective. In their 
selection for use in microchemical analysis the working distance 
becomes one of the most important considerations affecting the 
choice of the objectives. 

The construction of typical microscope objectives is shown 
diagrammatically in Figs. 17, 18 and 19, page 44. 

All objectives are corrected to a greater or lesser degree for 
chromatic aberration (presence of colored fringes around the 
images) and also largely for spherical aberration (failure to yield 
a flat field of view). When the spherical aberration is so corrected 
as to yield an especially large and fiat field the objectives are 
often called aplanatic objectives. Although an objective may 
be so corrected as to yield a flat field, images of objects lying near 
the circumference are apt to be hazy or indistinct, the result of 
a form of spherical aberration known as coma; this is especially 
marked in high power objectives and requires unusual care in 
construction for its elimination.' 

In aU ordinary so-called achromatic objectives the corrections 
are usually such as to bring the rays of two spectral colors to a 
focus. In such lenses the optical and chemical foci may he in 
different planes and therefore such objectives may not give 
really good results if employed in photomicrography; for this 
reason specially corrected achromatic lenses called photo- 
* See 5[Mtta, Microscopy, London, 1909. 
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objectives are manufactured. When in the correction for chro- 
matic aberration three spectral color rays are brought to a common 
focus the objectives are known as apochromatic objectives. In 
these objectives the chemical and optical fod are identical and 
we have the highest grade of lenses at present available. Al- 
though in apochromatic objectives lays of three colors are brought 
to a correct focus, the images produced by these three sets of 
rays are not coincident and thus yield a colored fringe or halo 
at the edges of the field. This, however, is eliminated by em- 
ploying slightly over-corrected eyepieces, known as compensating 
eyepieces, in which the construction is such as to neutralize, or 
compensate for, the errors due to the objectives. Beautifully 
clear, colorless images are thus obtained, but the field is rarely fiat. 
Objectives are either dry or immersion according as they are. 
designed to be used with air or with some liquid between the 
front or lower lens and the preparation. High power dry ob- 
jectives must each be specially adjusted for a certain definite 
thickness of cover glass. In order to permit some freedom of 
choice in cover glasses most high grade high power dry objectives 
are adjustable and are provided with a movable graduated collar^ 
permitting the regulation of the objective for the thickness of the 
cover glass used; that is, a part of the combination of lenses 
making up the objective may be raised or lowered in the mount- 
ing, thus affording a correction for the displacement of the image 
brought about by the cover glass. By consulting the diagram. 
Fig. ig, page 44, it will be seen that by tinning the collar C the 
combination of lenses L will be displaced and their distance 
from the combination L' will either be increased or diminished. 
A cover glass which is thicker than that for which the objective 
is corrected affects the image in the same maimer as if the spheri- 
cal aberration were over-corrected, while on the other hand if 
too thin the effect produced is similar to that of under-correc-^ 
tion. In the first case the focal distance of the objective must 
be increased, and in the second, decreased. This is accomplished 
by turning the adjusting collar to the right or left, as the case 
may require, or, in the absence of such a device, by shortening 
or lengthening the distance between the eyepiece and the objec- 
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tive, shortening for cover glasses too thick, and lengthening for 
those which are too thin. Fitting into the body tube of modem 
inicrosc(4>e3 is a tube which may be drawn out several centi- 
meters. This tube is known as the draw-tube and is graduated 
in millimeters. Objectives are commonly corrected (for use on 
the usual type of microscope) for a tube length of i6o milli- 
meters. The i6o-millimeter mark will therefore be found only 
when the draw-tube is pulled out a short distance. This portion 
of the standard mark permits lengthening or shortening the draw- 
tube, and thus correcting for cover glass thickness as stated above. 

In addition to corrections for chromatic and spherical aberra- 
tion at least two other factors must be taken into account in 
comparing, or choosing between, objectives of similar equivalent 
focal length. These are the angular aperture and the numerical 
aperture of the objectives. By the angular aperture of an ob- 
jective is meant the "angle contained, in each case, between 
the most diveiging rays issuing from the axial point of an object 
(i.e., a point in the object situated on the c^tic axis of the micro- 
scope), that can enter the objective and take part in the formation 
of an image" (Carpenter-Gage). 

This angle is obviously that of the cone of light rays whose 

apex lies in the optic ads of the microscope at the point where 

the axis passes through the plane of the object and the diameter 

of whose base is equivalent to the opening of the front lens com- 

' bination of the objective. 

Dry objectives may be compared with each other with refer- 
ence to their angular aperture. In general the ai^;ular aperture 
depends largely upon the diameter of the front combination of 
the objective, and usually in objectives of like magnifying power, 
the greater this diameter the larger will be the angular aperture 
and the wider and clearer will be the area oi field covered. It is 
also generally true that the shorter the equivalent focus of the 
objective, the larger its angular aperture and that dry objectives 
of small working distance usually have large angular apertures. 
It is obvious that in dry objectives an easy comparison of the 
relative areas of field covered is afforded by a consideration of 
Angular apertures. The true field of view of a compound mi- 
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aoscape is, however, controlled by the ocular, as will be seen 
below. 

It would appear at first sight that the light-grasping power 
of ah objective is indicated by its angular aperture. Such is not 
the case, for Abbe has proved that in comparing objectives as to 
their light-grasping and transmitting power it is the sine of half 
the angle of aperture which should be taken into account and not 
the angular aperture; and further, that since objectives are 
not all dry, the index of refraction of the medium between the 
objective and the object must necessarily be considered. It is 
therefore now conceded that the light-grasping and transmitting 
power of an objective is equal to the refractive index of the 
medium in which the objective dips midtiplied by the sine of 
half the angle of aperture. The product is what is known as 
the Numerical Aperture and is expressed N.A. = « • sin ;i. 

If the above formula is accepted as true it is evident that 
if the value of « is increased the numerical aperture will likewise 
be increased. 

The light rays illuminating an object by transmission through 
the preparation evidently pass from a denser medimn (object) 
to a rarer mediiun (air), and following the law of refraction are 
bent away from the perpendicular. Hence part of these light 
rays are lost, since they are bent so far that they cannot enter 
the small front lens of the objective. To prevent this loss and 
secure a brilliant image it is necessary, according to the formula 
N,A. = n-win, to inaease the value of «. Therefore, to 
obtain very high powers, the substitution of some hquid for air 
(» = i) between the objective and the preparation becomes 
imperative in order that the image may be bright and distinct.* 

Objectives permitting the use of a liquid in this manner 
are known as immersion oftjectives. When water is employed 
(n = 1.33) they are called water immersion, and when an oily 
hquid, oil immersion. Usually the oil consists of sUghtly thick- 
ened oil of cedar wood (« = 1.52), and since the refractive index 
of glass object slides and cover glasses is approximately 1.52 

' Abbe found that the brightness of the image varies as the square of the oumer- 
ical apertuie. 
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also, such objectives are more commonly designated homog- 
enous immersion objectives. Alpha mono-brom naphthalene 
is also sometimes used as an immersion fluid (» = 1.66) and 
gives us the highest numerical aperture obtainable.' Since oil 
immersion objectives have the highest numerical apertures they 
therefore yield the brightest and the clearest images, and repre- 
sent the highest development in the art of microscopic objective 
manufacture. 

In the case of immersion objectives the working dbtances 
are usuaUy greater than the equivalent foci. 

Variable Objectives are so constructed tliat the distances be- 
tween two sets of component lenses may be changed by means of 
a graduated collar, permitting a wide range 
in the magnifying power of the objective. 
A single objective is thus made to do the 
same work as a nimiber of objectives of 
fixed system. For low powers, the chemist 
will find an objective of this sort an ex- 
ceedingly great convenience. Fig. i shows 
a variable objective as manufactured by 
Zeiss. Its range of magnification lies be- 
tween 29 and 43 diameters and its free 
*^' "ob^ve^"^'''^ working distance between the limits 53 
millimeters and 13 millimeters. To obtain 
a similar range with non-variable objectives requires four or 
five. Variable objecUves do satisfactory work and are rela- 
tively inexpensive. 

A measure of the quality of an objective lies in its a.bility to 
make clear any fine and delicate details of structure. It is, 
therefore, customary to speak of the resolving power of objectives 
and express this attribute in terms of the number of fine lines per 
unit length the different objecdves will render distinctly visible, 

< Ad Abbe condenser of the commonly purchased fonn has as its maximum 
a N.A. of 1,30; while the three lens condensers of the highest type will trans- 
mit rays only up to a numerical aperture of 1.40. Unless therefore a special 
Achromatic condenser is available, it is manifestly useless to employ alpha mono- 
brom Daphthalene immersion objectives since only a part of the lull aperture 
niU be available. 
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or, in other words, the resolving power of an objective can be 
defined as the ininimiim distance apart two lines or spots may be 
and yet appear as two distinct individuals. The resolving power 
of an objective is dependent upon its light collecting and light 
transmitting power; this in turn is governed by the numerical 
aperture and by the particular wave length of light entering 
the lens system. 
From the viewpoint of the phy^dst the resolving power of 



the wave length of %ht. This is based upon the assumption 
that the illuminating 'cone of light completely Jills the aperture 
of the objective. From this formula, we find that, theoretically, 
the limit of resolution will be attained when the magnification 
of an objective reaches about 900. 

The chemist is not alone interested in the brightness of image 
and the resolving power of an objective, but he is vitally con- 
cerned with another property, namely, the ability of the objective 
to make clear objects or structures in more than one plane. 
This is known as its penetrating power. The penetrating power 
of an objective has been shown to be inversely proportional to 
the numerical aperture and to vary as the square of the equiv- 
alent focus. 

Leaving out 'of consideration the numerical aperture, it is 
found that the resolving power of an objective is inversely pro- 
portional to 'the wave length of light. By employing light 
rays of very short wave lengths we may thus obtain exceptional 
resolution. 

In the above consideration it has been assumed that the illu- 
minating cone of light compUtely fills the aperture of the objective. 
Nelson ' has shown that in practice with the older types of 
objective we can rarely count upon more than three-fourths 
of the available numerical aperture. More modem objectives 
perform somewhat better. 

In comparing objectives as to their ability to render struc- 
tures clear and distinct it is usual to do so by computing the 
' J. Roy. Micro. Soc., 1893, iS-'7- 
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mtmba' of rukd Gnes to the inch or mflUroeteT each one will 
make cleaily visible (resolve). To obtain these vahies the rec^ 
Focal (rf the above ^ven standard ftmnula must be taken. Since, 
as pointed out, we cannot obtain the theoretical resolving power 
in practice a correcti<m coefficient must be introduced into our 
formula. Nelson assigns to this coefficient the value 1.3, The 
practical working formulas then become: * 

AtaUabU resahing power = -^ » 

AvaiiaUe iUuminatittg power — ( ^) > 

AvoUabU peitOrating power — '^ ■ 

For iriiite light a mean vahie may be assumed to be X = 5607 
(= 0.5607^) and for blue lig^tt X = 4861 (= 0.4861 n). 

Advantage has been taken of the increased resolving power 
attainable by short wave lengths in the application of ultra- 
violet light (X 250o±) to photomicrography. In this way a 
resolving power of three times that obtainable with red li^t 
(X 75oo±) may theoretically be obtained. Since ordinary glass 
is opaque to rays below X 3000, it is essential that the condenser, 
objectives, oculars, object slides, etc., be made of quartz. For 
mnilar reasons quartz is preferable to glass in all ultramicrosco[^, 
moreover, most glass exhibits a marked violet fluorescence under 
the influence of ultraviolet rays; quartz does not. ' 

SELECTING OBJECTIVES. 

It is evident from the above briefly outlined considerations, 
that the choice of an objective of a given equivalent focus and 
magnification must depend upon the nature of the work the 
objective will be required to perform. In microchemical analy- 
sis, because of the rather unusual conditions which obtain, ob- 
jectives must be selected with special reference to long working 
distance and great depth of focus; the brightness of field and the 
resolving power necessarily lost are, in this class of work, of 
I Nelson, J. Ray. Micro. Soc., 1906, jit. 
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little importance, since only low powers axe employed and the 
indices of refraction of objects and surrounding medium are 
generally sufficiently different to permit an ea^ study of the 
preparations. When magnifications of from 300 to 500 are 
required in microchemical nominations, difficulty will be e^>e- 
rienced in obtaining suitable objectives unless the prospective 
purchaser stipulates long working distances, since the working 
distance of those manufactured for the use of biologists is far 
too short to permit their application to the study of uncovered 
and therefore thick drops of liquid. 

For the study of objects lying in a ^gle plane, for polished 
surfaces, rulings, fine etchings, etc., in which sharpness of out- 
line and delicacy of structure or tracery are present, flatness of 
field and high numerical aperture are essential. Our choice is, 
consequently, here restricted to E^lanatics or to apochromaUcs, 
bearing in mind the fact that the resolving power of an immersion 
objective, where applicable, is greater than that of a dry one. 

If, on the other hand, the investigation to be conducted 
involves much photomicrographic work, photo-objectives, apo- 
chromatics, or better still, the very carefully constructed micro- 
planars, microsummars, or microanastigmats, should be selected. 
For in addition to the fact that the chemical or actinic rays 
are not properly brought to a focus, it should be remembered 
that ordinary microscopic objectives are corrected for a isxeA. 
tube length, usually 160 millimeters, while in the case of photo* 
graphic work the distance between objective and plate holder 
is variable and in all cases much greater than the standard tube 
length. 

THE CASE OF OBJECTIVES. 

Objectives should always be most carefully handled and pro- 
tected from dust and vapors. They should be kept dry and 
clean by wiping with clean neiv lens paper} Never use a 
piece of lens paper more than once, nor touch the lenses of 
objectives or oculars with the fingers or with cloths. 

' "Lens paper" U a soft absorbent tissue-like paper made from long fledhle 
fibera expressly lea deomiig lenses. 
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Wheo abiadves are employed (as, for example, in metallo- 
graphic work) cvea in adjoining rooms, all lenses should first be 
blown upon (but not breathed upon) and then dusted off with 
a very soft camel's hair brush before wiping with lens paper, 
otherwise serious scratcl^ing of the glass will sooner or later result 

Dust on the back, lens combination of the objective is often 
responsible for great loss of definition and greatly reduces the 
resolving power of an objective. Dust on the rear lens may 
easily be seen by removing the ocular, illuminating the objec- 
tive to its full capacity and looking into the microscope tube. 
Often a screen of ground glass placed in front of the microscope 
mirror renders the dust particles more clearly discernible. 

After using an immersion objective immediately wipe off the 
immersion fluid with lens paper, then if the fluid is oil, wipe the 
lens with lens paper moistened with xylene, and finally wipe 
dry. Never use alcohol in cleaning objectives or any part of 
the microscope. Never allow an objective to remain moisteQed 
with any fluid whatsoever a moment longer than absolutely 
necessary. 

When focusing a microscope upon a preparation, first turn the 
body tube down by means of the coarse adjustment \mtil the 
objective is closer to the preparation than is indicated by 
the equivalent focus of the objective, watching carefully with 
the head to one side to see that the front lens is not forced 
against the slide. Ixwk into the microscope and slowly raise 
the tube by the coarse adjustment until the object is almost 
in focus; complete the adjustment by means of the fine adjust- 
ment. Never focus down while looking into the instrument. 
Failure to observe this simple rule is apt to lead to serious loss 
and considerable expense. 

Never change from one objective to another without first 
making sure that the body tube has been raised sufficiently to 
allow the new objective to be slipped into place without injury 
to the preparation on the stage or to the objective. 

Never handle objectives or oculars or, in fact, any parts of 
the microscope with dirty, greasy, or wet fingers, or when the 
hands are so cold as to incur darker of dropping the a^iqiaratus. 
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Never use a high power until the preparation has first been 
examined and centered with a low one. Remember that it is 
possible to see more of the object and see it better with low 
powers than with high ones. 

Invariably work with the lowest power which will clearly 
define the preparation. The most common fatilt of the beginner 
is to employ too high a magnification. 

Oculars. — The function of the ocular or eyepiece of a com- 
pound microscope is to magnify the real inverted image of the 
object formed by the objective; but in addition to this the \isnsl 
type of ocular employed serves as a collector of light rays and 
increases the brilliancy of the image and therefore of the useful 
area of the field of view. 

Eyepieces are of two types, those in which the real image is 
formed inside the lens system of the ocular, and those in which 
the real image is formed outside the ocular. The former are 
known as negative or Huygenian eyepieces; the latter, as posits 
or Ramsden eyepieces. 

Oculars are designated either by their equivalent focal length, 
by the number of times they magnify the real image formed by 
the objective or by arbitrary ntmibers or letters based upon 
either equivalent focus or magnification. The shorter the 
equivalent focal length the higher the magnification. When 
designated by their magnification the figures with which they 
are marked indicate the number of times the real image is mag- 
nified. 

In all ordinary microscopic work negative or Huygens oculars 
are employed, the use of po^tive or Ramsden oculars being 
restricted to micrometer eyepieces. In the case of positive 
oculars the entire lens system acts as a magnifier. 

The usual type of negative eyepiece is shown in section in Fig. 2, 
with the passage of the l^t rays diagrammatically indicated. 
It will be seen on consulting the diagram that the lower or field 
iens, as already stated, collects the light rays and reduces the 
size of the image formed by the objective and is thus, optically, 
in reality a part of the objective system; the eye lens functions 
as a magnifier of the image formed by the field lens. It is evident 
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that the position and diameter of the dia4)hragm in the eyepiece 
greatly influence the character and size of the £eld lens image, 
and are thtts largely responsible for the area of the field of the mi- 
croscope, and consequently are very closely associated with the 
resolving power of the optical 
combination employed. The 
light rays leaving the eye lens 
are concentrated within a tiny 
drcle, known as the eye-point, 
eye-circle, Ramsden disk, or 
Ramsden circle. The de^g- 
nation "eye-point" has been 
given to this smallest bright 
spot of light, since it is the 
proper position for the pupil 
of the eye when looking into 
the microscope. If either 
above or below the eye-point, 
light rays are lost and the 
/ image is less bright and less 

/ clear. The diameter of the 

/eye-point is dependent upon 
the numerical aperture of the 
a objective and the magni&ca- 

^ tion of the microscope. It will 

be found upon measuring the 
Fig. 1. ■ Path of IJgbt Rays in a Negative ,. . __ i *i. ■ i 

Eyepiece diameters of the eye-circles 

produced by different oculars 
with the same objective, that they are inversely proportional 
to the magnification obtained and that with different objec- 
tives and one and the same eyepiece, the diameter of the eye- 
circle varies directly as the numerical aperture of the objectives. 
The value of the numerical aperture in any consideration of 
the probable performance of different objectives of the same 
equivalent focus has aheady been alluded to. We now see that 
there is a close relation existing between numerical aperture and 
the performance of the ocular; for example, of several objectives 
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of approximately the same equivalent focus, but possessing 
different numerical apertures, that one having the highest aper- 
ture will pennit the employment of an ocular of much higher 
power and thus yield a conaderably greater magnification 
without loss of detail. 

If an attempt is made to inaease the ocular magnification 
beyond a certain limit the eye-point becomes so small that the 
image resulting is blurred and indistinct. This fact must be 
borne in mind in microchemical examinations where high mag- 
nifications must often be brought about by using high power 
oculars with low power objectives of long working distance. 

In order that images of satisfactory distinctness and sharpness 
of detail may be obtJiined, the optical combination for work 
must be such as to yield an eye-point not less than one milli- 
meter in diameter nor greater than the diameter of the pupil 
of the eye of the observer.* The diameter of the eye-point and 
the position of the plane in which it lies can easily be ascer- 
t^ed by holding a piece of thin ground glass or waxed paper 
over the ocular, shading it with a saeen or with the hand and 
raising or lowering it until the bri^t circle seen upon the glass 
or paper attains its minimum diameter. 

Oculars to be used on the chemical microscope should have 
the plane of the eye-drcle at such a distance above the eye-lens 
as to permit the adjustment of drawing or other prisms to the 
position of maximum brightness and diameter of field. 

Compensating or Compensation oculars are eyepieces specially 
designed for use with apochromatic objectives. They are so 
called because of the fact that they ud in the correcting of chro- 
matic aberration. 

Oculars are s^d to be par-focal when they are so constructed 
as to permit their interchange on the microscope without dis- 
turbing the focus of the instrument.* 

Compensating oculars are usually par-focal. 

> Wright, F. E., The Methods of PetrogTaphic MiooKopic Retearch, Bui. 158, 
Cam^ie Inlt. Washington, 1911, p. 38. 

* For a consideration of the conditions to be fulfilled in their construction, see 
Gage, The Mkroscope, p. 47. Tenth ed. 
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Projection Oculars, as their name implies, are used in photog- 
raphy or with the projection microscope. Thdr purpose is 
the projectioD of a bright and clear image upon a screen whose 
distance from the ocular may be varied. This is accomplished 
by having the eye lens of the ocular movable in the mount, thus 
changing the distance between eye lens and ocular diaphragm. 

Goniometer oculars are eyepieces provided with cross-hairs 
and graduated circle. They are used for the measurement of 
crystal ai^es and may be substituted for a rotating graduated 
stage and thus permit angular measurements on any microscope 
whose tube they fit. 

The Care of Oculars. — In general the suggestioos made with 
respect to objectives on pages 9, 10 and 11 apply with equal 
force to eyepieces. 

To remove cross-haired oculars grasp them firmly between 
the fingers by the milled head and first lift them free from any 
slot into which a stud upon them may fit, then remove them by 
a screw motion. 

Dust on the ocular lenses may be located by raising and 
turning the entire ocular, then by unscrewing and turning first 
the field lens, then the eye lens. If both lenses are clean and 
the objective is dean yet the field shows specks of dirt and ap- 
pears blurred, the dust and dirt will be found to be on the disk 
carrying the cross-hairs or micrometer scale. Exceeding great 
care is required in cleaning cross-hairs &nd micrometer plates 
resting upon the diaphragm of the ocular and should only be 
imdertaken by a person having patience, care and steady nerves. 

Use low oculars first and confine the work whenever possible 
to medium powers. Have recourse to high power oculars only 
as a last resort, since they cut down the Ught to such an ex- 
tent as to cause fatigue and eye-strain. 

Always look into a microscope with both eyes open. 

In the study of fiat preparations between slides and cover 
glasses, the general rule is to obtain the proper magnification 
chiefiy by means of the objective, u^g a law power ocvlar. 
But in the case of insular surfaces or curved and heaped up 
drops of liquid, the reverse is essential and low power objectives 
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(having long free working distance) and high oculais must be 
adopted. The latter procedure is also indicated when employ- 
ing dark groimd illimiinators or iiltra-condensers, namely, in- 
crease the magnification by the ocular. 

Limit of Magnification. — A consultation of the tables of 
magnification given in the catalogues of the leading makers of 
microscopes and microscope lenses will show that with the modem 
compoimd microscope employed in the usual manner with stock 
achromatic objectives and Huygenian oculars, a magnification 
as high as 1500 to 3000 may be obtained, and that with stock 
apochromatics and compensating eyepieces this may still further 
be increased to 3000, the upper limit of listed combinations. 

Theoretically there is no limit to the magnification which 
may be obtained. But this must not be confused with resolving 
power which enables us to see things dearly and permits differ- 
entiating one part or structure from another. Great magnifica- 
tion avails us nothing if the image be bliured and irrecognizable. 
A little thought will show that there must be a limit to the 
resolving power practically available beyond which we cannot go. 

The shortest violet rays producing the effect of light upon the 
average normal human eye may be assumed to have a wave 
length of approximately X 4000 (or o^ *i)'. It has been shown 
that under ordinary conditions the smallest particle which will 
be visible as a black spot upon a light ground must have a diam- 
eter equal to at least half this value (Helmholtz-Abbe) . More- 
over, a lens, owing to diffraction, yields as an image of a point, a 
diffraction disk and not a. point. The final image may be con- 
sidered as consisting of a series of diffraction disks or patterns, 
and if the distances between bright points are such as to cause an 
overlapping of the resulting disks or their surroimding circles, 
a blurring of the image must result. Thus we are limited, in 
our attempt to see and study infinitely small particles, by the 
sensitiveness of the human eye, on the one hand, which cannot 
properly respond to the stimuli of very short wave lengths, and 
to the fact, on the other hand, that no matter how great the mag- 

> One micron, dedgnaud by tlie Greek letter ^ ia equivalent to one-thousandtli 
of a, miUimeter (0.001 mm.). 
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oificatkni employed we cannot bring about a separation <A the 
overUfqnng rings of the diffraction patterns. The result, there- 
fore, must be at the best a vague, bhirred, uninteipretable 
image or merely a diffraction pattern. 

If, therefore, our wave theory of Hght is correct, the most 
minute particle which we may hope to render distinct^ visible 
by our compound miciosoq)es by transmitted light must have 
dimensions of at least o.: it. It should not be inferred, however, 
that the existence of particles many times smaller cannot be 
indicated, for an invisible particle may yield a large diffraction 
paUem, a phenomenon which makes ultra-microscopic investi- 
gations possible; but we must bear in mind that in the case of 
ultra-microscopic particles we have no picture or image of their 
shape or structure and that we know of their existence simply 
through the light diffracted by them and thus have passed far 
beyond the range of the resolving power of our lenses. Although 
it is true that the limit of resolving power, 0.2 n, has been seri- 
ously questioned by men of recognized authority, it may be 
acc^ted as beyond dispute that a moderately skillful micros- 
copist cannot hope in practical work to carry the resolving 
power of his instnmient beyond this limit 

In ordinary work a magnification of from 750 to 900 diameters 
is the upper limit of true usefulness in the study of dOaUs of 
structure. Above this point the worker must be an exc^tionalty 
keen and skillful observer in order that he may properly interpret 
the appearances seen in the images formed. 

It is best, therefore, to make it a rule to work with Imii mag- 
nificaiUms. 



CHAPTER n. 
inCROSCOI^S FOR USB IN CHBBaCAL LABORATORIES. 

The problems which the chemist is called upon to solve where 
the microscope is of great value, if not actually essential, are 
so diverse in their nature and the materials to be examined so 
varied in size, outward form, structure and composition that it 
is safe to say that no ^ngle instrument will ever be constructed 
which will meet all requirements and fulfill all conditions. Before 
deciding upon any given style or model of instrument the in- 
tending purchaser should, therefore, first careful^ con^der the 
kind of woik his instrument will most frequently be called upon 
to perform. 

A microscope for microchemictl analysis and applicable to 
the ordinary problems ari^ng in the chemical laboratory should 
fulfill the following requirements : 

1. The stand should be substantially built so as to be easify 
and safely carried about. It should permit the attachment of 
the usually employed accessories, such as a mechanical stage, 
Abbe condenser, camera hidda, polarizing apparatus, etc. A 
hinged pillar allowing the inclination of the microscope is a 
valuable feature and a great convenience. In a vertical position 
for woi^ the stand should be low enou^ to permit observations 
being made in comfort, without the necessity of having either 
specially high stools or low tables. It is desirable that the in- 
strument be entirely finished in black and have as few bright 
reflecting surfaces as possible. 

2. There should be coarse adjustment by diagonal rack and 
pinion of as great range as possible. When the movement of 
the rack is short the usefulness of the microscope is greatly 
restricted, dnce low powers caimot then be used with thick ob- 
jects. A sensitive fine adjustment is also an essential, and if the 
fine adjustment is provided with micrometer screw and gradu- 
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ated head, micrometric measuronents of thickness are possible, 
and refractrometric detenninations are simplified. 

3. The body-tube carrying the objective and eyepiece should 
be of sufficient diameter to permit the microscope being used 
for photography, and it should be provided with an inner grad- 
uated draw-tube whose lower end is tapped with standard or 
universal thread for the attachment of very low power objectives 
or of amplifiers. 

4. The stage should be circular, rotatii^ and provided with 
centering screws with small milled heads. The circumference 
of the stage should be graduated in d^rees and the surface 
covered with hard rubber. The stage must be constructed in 
such a manner as to be easily removed by ^mply loosening the 
centering screws, in order that thick, objects may be examined, 
various heating devices employed, and opaque objects to be 
studied by means of vertical illuminators may be brought into 
focus on the substage without interfering with the proper ad- 
justment of radiant or illuminator. 

5. The substage should consist of a simple ring, raised and 
lowered by screw or rack and pinion, and must permit of being 
swung to one side from under the stage. This ring carries 
condenser, polarizer, auriliary stage, heating devices, etc. The 
ring should be tapped at one side and fitted with thumb-screw 
or with some sort of locking device to hold firmly in place the 
accessories fitting into the substage ring. The substage ring 
should also be provided with a slot or other contrivance for 
lining up the polarizer. If the microscope is to be used chiefly 
for observations at high temperatures, polarization by reflection 
is best. 

6. It is essential that the microscofw be fitted with attach- 
ments for study with polarized light including converging as 
well as plane. For all ordinary problems, the best system ap- 
pears to be rotating prisms of the type of the Nicol prism, one 
placed below the stage, the other above the objective. One or 
both of these polarizing prisms should be mounted so as to rotate 
and be provided with graduated circles. It will be found to be 
a great convenience if the construction is such that when polarizer 
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and analyzei are in thdr proper places the planes of vibratioa 
of these prisms will be crossed without the necessity of experi* 
mental adjustment. 

7. The instrument must be provided with a miiror, plane on 
one ^de, concave on the other, of as large diameter as possible, 
which permits turning over from plane to concave side when 
the microscope is in a vertical position without the necesaty of 
tipping the pillar. The minor should be mounted on a swing- 
ing bar to provide very oblique light and it is desirable that the 
bar have an extendon arm in order that the mirror may be swung 
to give oblique light above the st{^. 

8. At least two of the oculars (a high power and a low power) 
must be fitted with cross-hairs and stud fitting into a notch or 
slot in the upper end of the draw-tube. 

9. The objectives should be of exceptionally long working 
distance and in combination with the eyepieces should yield a 
magnification of from 15 or 20 diameters to 300 or 350 diameters 
for ordinary work. 

10. The instrument should be of as simple construction as 
possible and should permit the easy and inexpensive replace- 
ment of parts damaged through acddent. 



Instruments for General Use, — A microscope which con- 
forms very closely to the specifications given above is shown 
in its latest model in Fig. 3. This instrument has been con- 
structed after specifications of the author' to meet most of 
the problems ari^g in chemical laboratories in which a micro- 
scope may be employed. In this model an attempt has been 
made to provide as compact an instrument as possible, having 
an exceptionally great distance between the optic axis and the 
arm, thus providing sufficient manipulative space for large ob- 
jects, cells, etc.; the range of the body tube is also sufildent to 
permit even very low powers to be used with vertical illumina- 

I Chamot, J. Applkd Micros., S (1S99) 501. Manufactured by the Bauadi 
& Lomb C^tical Co., Rochester, N. V. 
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Fig. 3. Simple Folandng Microsoope for Chemiat Microsoopy. 
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tors, while the range oi the substage screw is long enough to 
pennit focusing the substage ring with auxiliary stage attached 
in metallograpMc work, thus keeping the body tube with an 
illimiinator in line with the radiant. 

The milled heads of the stage centering screws have been made 
much smaller and shorter than usual in order that they may 
interfere less with manipulations on the stage and be less subject 



The revolving stage with circle graduated into degrees is 
removable by merely unscrewing the centering screws, and then 
lifting out the stage. This permits inserting into the substage 
ring an auxiliary stage for use with thick objects, or opaque 
objects, to be studied with a vertical illuminator (see Fig. 41, 
page 88), or when preparations are to be heated with a tiny 
flame. 

The polarizer FO consists of a Nicol prism set in a rotating 
mounting graduated into degrees. A stud in the fixed part of the 
motmting fits into a slot in the substage ring, thus insuring that 
the polarizer mounting is always in the same relative position. 
The analyzer, PA, a Thompson prism, fits over the eyepiece, 
rotates, and is provided with a graduated circle. In the mount- 
ii^ of the prism provision is made for adjustment in a vertical 
direction so as to ensure a wide field of view with all oculars. 
A slot in the collar in which the analyzer revolves engages a 
stud St on the draw-tube of the instrmnent. The draw-tube 
itself moves vertically only, thus if the polarizer and analyzer be 
properly inserted and their graduated circles set at zero, the 
prisms are crossed without further adjustment. The placing of 
the analyzer over the eyepiece in a microscope for microchem- 
ical analysis will be found to be much safer than the more con- 
venient moimting sliding into the body tube, as in petrographic 
instruments. When the instrument is to be much used in the 
microscopy of foods a supplementary polarizer may be obtained 
which fits into the ring below the Abbe condenser, thus allowing 
the prism to be swung quickly aside without interfering with the 
iUuminating devices. 

Instruments made by other firms for chemical microscopy 
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differ but little from that shown in the illustration. It has, 
therefore, been thought unnecessary to picture them here. 

Microscopes for Special Purposes. — When large samples of 
powdered material are to be investigated, as in the examination 
of dry, powdered or granulated foods, drugs, etc., for adulter- 
ation, a microscope with large stage of the type shown in Fig. 4 



Fig. 4. VCaoBoope with Large Stage for the Rapid Examinatioii of Powdoed 
Material. 

is of great assistance.' The material is thinly spread out upon 
the plate glass stage, and the microscope is made to pass by 
means of the screws S and R over the entire area covered by 
the material, A very low power L is first employed until some 
particle is found, needing to be studied more carefully. The par- 
ticle is centered under the lens, L is then removed and the com- 
pound microscope M slipped in place in the same slot previously 
occupied by L. The particle in question now falls under the 
compound microscope. This type of microscope primarily in- 
tended for the examination of large sections of the brain will 

t Made b^ E. LdU, Wetzlar and also by Nachet et Fils, Paris. 
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be found a great saver of time, labor and material. Its appli- 
cations are many. In laboratory work, involving the study of 
plates of bacterial cultures it will be found to be far superior 
to microscopes of the ordinary type, ^ce plates of lai^e size 
may be examined at any point within their areas. 

The compound microscope is provided with rack and pinion 
coarse adjustment and with a quick acting screw adapter F 
fitted to the end of the body tube for fine adjustment. 

Con^arison Microscopes. — It not infrequently happ^is that 
it is found desirable to carefully compare two preparations or 
two different samples. This is especially true in quantitative 
microscopy. With ordinary microscopes it is necessary to place 
first one sample, then the other, under the microscope, make 
drawings, measurements and take mental note of the appearance 
of each preparation in turn and then compare the mental pictiires 
by the aid of the data at hand. This process is not easy, and the 
results not always trustworthy even in the hands of an expert 
without long and exceptionally thorough studies. Photomicrog- 
raphy offers a fair solution but here again the time required 
and the additional manipulations necessitated prevent its general 
application. 

This need of some device whereby quick and rapid compari- 
sons might be possible has long been felt, but no suitable instru- 
ments were placed upon the market until very recently. These 
new instruments have received the name Comparison Micro- 
scopes. They are so constructed that the images formed by 
two different optical systems are brought into juxtaposition, 
so that the observer is able to simultaneously see the images of 
two different objects. 

As long ago as 18S5, Inostranzeff' employed what he deag- 
nated as a comparison chamber, consisting of two sets of totally 
reflecting prisms so mounted in a rectangular chamber as to 
reflect, iAto a single eyepiece, the images of half the field of each 
of two microscopes. 

Two years later Van Heurck* improved the Inostranzeff in- 

> Jahib. f. Min., 3 (1885}, 94; J. Roy. Micros. Soc, 1SS6, 507. 
* Van Heuick, J. Roy. Micros. Soc., 1S87, 463- 
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struinent by a different arrangement of prisms. This latter 
type has again been revived by the Bausch and Lomb Optical 
Ctmipany in 1912, and by E. Leitz in 1014. 

A somewhat similar comparing device, consisting of two 
totally reflecting prisms, was proposed by Ewell^ and employed 
by him as a colorimeter. The Van Hem'ck comparison eyepiece, 
Fig. 5, as constructed by Bausch and Ixnnb consists of a rec- 
tangular ceil provided on the lower side with two ori£ces and 
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Fig. j. The Bausch and Lomb Comparison Eyepiece. 



with tubes T* and T* of the same diameter as ordinary oculars, 
and at such a distance apart as to permit their simultaneous 
insertion into the tubes of two microscopes placed side by side. 
Midway between these tubes on the top of the cell is an opening 
with a tube into which slides a Ramsden eyepiece O. Above 
the tubes T>, T* are placed totally reflecting prisms P*, P*, 
^ Ewell, J. Roy. Micros. Soc., igio, 14. 
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which reflect the images, formed by the objectives of the micro- 
scope, into the rectangular prisms R', R^ situated just below 
the ocular O. The prisms R*, R' consist of rectangular pieces 
of glass cut through diagonally and cemented together, the 
inclination of the cut surfaces being parallel to the reflecting 
surfaces of P', P*, respectively. Upon looking into the ocular O 
the field is seen to be divided into an upper and a lower part by a 
line passing from left to right. It is obvious that the image of 
half the field of one microscope will be seen in one of the halves 
of the ocular, while the other half of the ocular will exhibit half 
the field of the other microscope. In order to facilitate focusing 
the microscopes the tube P is of such diameter as to fit snugly 
into the tube of one of the microscopes, while the tube 17 is of 
less diameter and hence fits loosely. The microscope carrying 
T" is therefore focused first Objects to be carefully compared 
by means of this instnmient must necessarily lie in the same 
plane, otherwise the magnification in one half-field will be greater 
than in the other. Where slight variations in magnification 
can be neglected, the thicker preparation is placed upon the 
stage of the microscc^ carrying the tight tube of the comparison 
ey^ece, or if chemical microscopes (Fig. 3, page so) are em- 
ployed, one or both preparations may be supported upon the 
auxiliary stage and turned down until the upper surfaces of the 
two preparations lie in the same plane. This, however, is only 
possible when no substage condenser need be employed. 

Comparison microscopes proper are of two different types, 
dther they have a single eyepiece and make use of reflecting 
prisms or they consist of two microscopes with two eyepieces, 
the observer using both eyes. 

The Leitz* comparison microscope, Fig. 6, consists of two 
microscope tubes A, B attached to a single pillar P movable by 
rack and pinion. A single stage S is provided with two open- 
ings, one for each microscope tube. Under each st^;e opening 
is placed an Abbe condenser with iris diaphragm and rings 
for stops, or for blue, green or ground glass. Each condenser is 
ilhmiinated by means of a separate mirror on a swin^ng bar and 
> UanuEftctuRd t^ E. Ldtz, Wetzlai, Germany. 
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is adjustable up and down by a friction collar. To the upper 
end of each microso^ tube is attached a. targe chamber C, C 
_, containing reflecting erecting 

prisms. Above the cham- 
bers are the oculars E, E', 
provided with sliding dia- 
phragms D', D*. The prism 
chambers are so constructed 
as to rotate through a small 
arc in the directions of the 
arrows, thus bringing the 
eyepieces nearer together or 
farther apart for adjustment 
of the proper pupillary dis- 
tance of the observer. The 
upper half of each eyepiece 
can also be rotated so that 
when the diaphragms D*, D* 
are inserted to cut off half the 
field in each ocular, they may 
be turned imtil the diam- 
eters of each half field are 
parallel or coincident. After 
tumii^ through the proper 
arc the thumb screws T^, T* 
, are tightened to prevent the 
adjustment from changing. 
By proper manipulation of 
the sliding diaphragms, the 
observer looking into the 
instrument with an eye above each ocular sees half the field 
from one preparation and half from the other in close juxtaposi- 
tion. A very rapid yet critical comparison of one preparation 
with another is thus easily accomplished. Or D^ D' may be so 
placed as to cut out the field of either tube, or if both are pushed 
in as far as they will go the fields will be superimposed, and the 
symmetry of two objects may be compared. 
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The coarse adjustment R by rack and pinion serves to roughly 
focus both tubes at once; then each objective is focused sepa- 
rately by means of the fine adjustment screw collars F, P just 
above the objectives. That really satisfactory results may be 
obtained it is essential that both the sets of eyepieces and objec- 
tives shall be paired, i.e., shall have been constructed for use 
with a comparison microscope and be exactly equivalent in all . 
properties. The fields are flat, brilliant, and with careful illu- 
mination and adjustment and a little practice most excellent 
results can be obtained. The instrument is adapted to all 
problems involving an exact comparison of size, stracture or 
symmetry of microscopic objects, especially where the structure 
is so intricate as to render comparison and interpretation with 
the ordinary single compound microscope exceptionally difficult 
without recourse to photography. The value of the instnunent 
in all problems of forensic chemical microscopy is evident. 

A second type of comparison microscope^ is provided with a 
single eyepiece only, the field being divided into halves. As in 
the previously described instrument, two microscope tubes are 
attached to a single pillar and both focused together by rack 
pinion. Attached to the tubes is a rectangular closed chamber 
of the Inostranzeff type provided with two sets of totally reflect- 
in prisms, thus yielding to a single eyepiece half the field of 
view of each microscope. By means of a knob in the side of 
the chamber one set of prisms may be shifted at will so as to cut 
off the field of one instrument. 

In addition to a single fine adjustment, simultaneously affect- 
ing both microscopes, each tube is provided with independent 
fine adjustment collars just above the objectives. A single 
stage with two openings carries two substages, each with an 
Abbe condenser and with a mirror. The instnmient may be 
employed with polarized light, thus affording exceptional 
opportunities for exact comparisons in the search for food 
adulterants and in microchemical analysis. Since in this in- 
strument we have a single ocular yielding a divided field, it is 
pos^ble to obtain photomicrographs, half the area of the drcle 
> W. and H. Sdbert, WetzUi, G«nnaiiy. ThSmer, Chan. Ztg., S6, 781. 
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in the o^ative obtained being the image of one preparation, the 
other half that of the second preparatioa. This instrument 
consists essentially of a stand similar to the Leitz with the 
microscope tubes joined by a prism chamber and therefore no 
illustratioa of its construction is necessary. 

Photomicrographs and polarization studies are of course also 
. possible with the comparison ey^iece described above. 

When two microscopes are available the c(nnparison eyepiece 
wUl be found to perform all the work which may be accomplished 
by means of instruments of the Seibert type and will entail 
little additional expense to the equipment of the microdiemical 
laboratory. 

Comparison microscopes are ahnost indispensable when fre- 
quent comparisons must be made between unknown and known 
or standard preparations, or when rapid approximate quantita- 
tive results are required. These instruments and the simple 
polarizing compound microscope may be said to be the only 
ones for what can be called general use in the chemical laboratory. 

Special microscopes for micrometric purposes, such as read- 
ing scales, determinations of the positions of lines in the photo- 
graphs of spectra, or measuring the diameter of depressions 
produced in testing for hardness by the Brinell method, will 
be found described in Chapter VII, page 147; microscopes for 
the study of ultramicroscopic particles in Chapter IV, page 54, 
while the special types of instrument for the examination of 
metallurgical products and large castings are taken up in detul 
in Chapter V. 

For the investigation of molten material, liquid crystals, etc., 
microscopes of special construction have in recent years been 
placed upon the market. Most of these have followed the de- 
signs of O. Lehmann and comprise a great variety of forms.' 
One of the simplest of these is shown in Fig. 7. In this instru- 
ment polarized light (see Chapter VIII) is obtained by reflection 
instead of by the usual manner by means of a Nicol prism, in 
order to permit swinging the tiny Bunsen burner B below the 
stage. The light rays reflected from F and R are polarized and 
I See Lehmann, Das KrotanisatJonsmikroakop, BraunKhweig, 1910. 
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are sent through the pre^>aratioti upon the stage by means of 
the mirror M. The analyzer consists of a prism sliding in and 
out of the microscope tube at A. In the illustration the dotted 



Fio. 7. Simple Form of Hot-sUge Microscope. Polariied Light is obtained by 
Reflection from the Plates P and R and the Mirror M as mdicated by the 
Dotted Arrows. A — Analyzer. B — Small Gas Burner which swings under 
the Stage Opening. 

lines indicate the approximate direction of the light rays \ised 
to illuminate the object. When moderate temperatures are 
necessary the objective must be cooled by means of a blast 
of air directed upon the lower lens, and when high temperatures 
are employed the objective must be water-jacketed. 



CHAPTER m. 
HXUMIHATIOH OF OBJECTS; ILLUMDIATHTG DBVICBS. 

mitniiiution and Bluniliuitlng Devices. — Of even greater 
importance than the selection of the correct combination of 
objective and ocular for tlie study of a preparation is the matter 
of proper illumination. The earlier in his work the student 
^predates the importance of illumination and the more thought 
and care he expands upon this phase of microscopic methods, 
the fewer errors he will make and the more ea^y will he accom- 
plish the objects of his investigations. 

For convenience of discussion the modes of illuminating 
objects for microscopic study may be grouped under the follow- 
ing heads: 

a. Transmitted axial light 

b. Transmitted oblique li^t 

c. Reflected axial light 

d. Reflected oblique light 

e. Oblique dark ground illumination. 

/. "Orthogonal illumination" (Siedent<^f SKt Ultrami- 
croscope). 

g. Differential color illumination. 

h. By means of ultraviolet light, thus causing certain sub- 
stances to become fluorescent. 

a. Transmitted Axial Li^t obtained by means of the mirrors 
with or without a condenser may be SEud to be the usual or most 
frequently employed method of illuminating transparent and 
translucent objects. With low power objectives and objects of 
coarse structure no condenser is necessary, but when the object 
to be studied presents a fine structure and delicacy of tracery 
and when its refractive index lies close to that of the mounting 
medium, structural studies' become difficult, if not impossible, 
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without moderately high powers and some form of substage 
condenser. It is therefore a sale rule to always employ a sub- 
stage condenser unless esceptionally low powers are to be used; 
this of course does not apply to problems involving examinations 
with polarized light. 

b. Transmitted Oblique Light is essential for the proper 
interpretation of appearances under the microscope of objects 
whose upper and lower surfaces are so placed as to lead to serious 
confuaon if axial light is alone employed. Oblique light also 
aids in establishing whether the liquid mediiui or the object 
immersed tn it has the higher refractive index. The value of 
oblique illumination may be better understood by referring to 
the diagram shown in Fig. 8. A transparent object O whose 
upper and lower surfaces are identical 
and perfectly symmetrioil, is shown 
in section, lying upon an object slide 
upon the stage, with perfectly axial 
light as shown by the arrows. It will 
be obvious that even very careful focus- 
ing will fail to disclose the probable 
structure of the tower surface and that 
even the upper surface may be in 
doubt; but if oblique illumination be 
employed, usually a very faint shadowy 

image of the lower surface will be observed, slightly out of sym- 
metry with the upper surface. Swinging the mirror to one ade 
or decentering the iris diaphragm of the condenser when this is 
po5»ble, and noting at the same time any change produced in 
the image, will show that the image of the upper surface has the 
appearance of sliding over the lower, providing the objective has 
sufficient penetrating power. Under these conditions the trained 
observer is able to form a fairly accurate conjecture as to the 
morphology of the object imder observation. 

Cleavage planes, in&iitely narrow fissures or structures, the 
arrangement of whose elements is so hne and delicate as to be 
practically indistinguishable by axial light, may become easily 
discernible by oblique illumination; but as intimated above, 
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the character of the iofonnatioQ thus gained is Qe(»ssarily 
closely associated with the resolving power, penetration and, 
to a certain extent, the size of field of the optical combination 
above the stage. 

DEVICBS FOR QXUMinATION BT TRAHSMTETm) LIGHT. 
C<Mid«uen. — In order that sufficient light may enter a high 
power objective to produce an image of such a degree of bright- 
ness as to be easily studied, it is essential that some device or 
apparatus shall collect, concen- 
trate and send through the 
object light rays at an angle 
which wiU fiU Ike aperture of 
the objective. 

The usual construction of 
this device is shown in diagram 
in Fig. 9 and is known as the 

— Abbe condenser. Condensers 

of this construction with two 
lenses have usually a numerical 
aperture, when employed to 
their full extent, of 1.20 and 
may be used with all ordinary 
dry objectives and with oil im- 
mersion objectives. They are 
deigned to be used with the 
plane mirror. In the case of 
objectives of more than 1.20 

N.A., a three or more lens com- 
FiG. Q. Diagram of Abbe Condeiuer; .... j 

Anal Light. bmaUon condenser givmg 1. 40 

N.A. should be chosen. Con- 
densers used to their full aperture usuaUy so flood the field 
with light, in the case of dry objectives, as to necessitate lower- 
ing them or closing their iris diaphragms or both until only 
just sufficient l^ht rays are intercepted by the objective to fill 
its back lens and thus render the fine details of the illuminated 
object most distinct. 
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In the diagram, Fig. 9, the passage of the light rays is roughly 
indicated for a portion of the Abbe condenser when used with 
an objective of low numerical aperture. The iris diaphragm 
is shown weD closed. Usually it is advisable to also lower the 
condenser. Failure to employ the Abbe condenser in the proper 
manner or to appreciate the fact that a different adjustment is 
required to meet different prob- 
lems, is doubtless responsible for 
more errors in interpretation in 
microscopic examinations than 
any cause other than exces- 
sive magnification. Since very - 
few dry achromatic objectives 
have a high numerical aperture 
it is evident that in order to 
obtain the best results it will be 
essential with all such optical 
combinations to dose the iris 
diaphragm of the Abbe con- 
denser imtil the numerical aper- 
ture is no greater than that of 
the objective. It will be found 
to be a safe general rule to lower 

the Abbe condenser and to close ^k. 10. Digram of Abbe Condenaet; 
its iris diaphragm to a diameter ^*'^'*'^ ^'8'''- 

about two-thirds or one-half that of the rear lens opening of 
the objective. The size of the diaphragm opening may easily 
be adjusted by removing the ocular, looking into the tube of 
the microscope and closing the diaphragm until the bright disk, 
of light is reduced one-half or two-thirds. 

Oblique illumination with the Abbe condenser is quickest 
and most easily obtained by the method suggested by Wright 
of holding a finger below and half across the opening of the con- 
denser; the light rays then take the path roughly indicated in 
Fig. 10. Or we may drop upon the swing-out ring attached 
to the bottom of the condenser mounting a half-disk of black 
paper or cardboard, or a disk provided with a circular opening 
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to one side of the center. The disks furnished with the a)nden- 
set, consisting of a central stop with narrow slots, yield very 
oblique illumination but a black background, and serve an en- 
tirely different purpose which is discussed elsewhere under the 
head Dark-ground Illumination. In the highest grades of mi- 
croscopes the substage motmting is arranged so as to provide a 
lateral movement of the iris difq>hragm by means of rack and 
jnnion. Oblique illumination is then obtained by closing the 
di^hragm to a small opening and racking it to one ^de. 

Oblique illumination is often essential to a ptopex interpre- 
tation of structure and to a sharp differentiation of refractive 
indices. 

The ordinaiy Abbe condenser b corrected for neither chromatic 
nor for' spherical aberration and althou^ it answers all the 
purposes of illumination in ordinary microscopy with standard 
objectives, in photomicrography or in combination with objec- 
tives of the hi^est grade and in work of the finest kind, its use is 
injudicious. Recourse should be had in such cases to achromatic 
or specially constructed condensers. Since investigations of 
this kind are rare in chemical laboratories, space forbids thdr 
consideration. 

In accurate crystallographic studies the microscope condenser 
must be eqwdally free from both chromatic and spherical aber- 
ration; and instruments for this class of work are never provided 
with condensers of the Abbe type, but are always fitted with 
light-concentrating devices of special construction. 

It is essential that the optic axis of the condenser shall coincide 
with the optic axis of the microscope, or, in other words, the con- 
denser must be accurately centered. In the low-priced micro- 
scopes no provision is made for any adjustment of the mounting, 
the pro[>er position being fixed by the manufacturer. Not 
infrequently through carelessness of workmen and inadequate 
inspection of the finished instrument, microscopes are sold 
whose substage condensers are so badly out of center as to render 
them unfit for high grade work. 

To test the adjustment of an Abbe condenser in a fixed mount- 
ing, close its iris diaphragm to the smallest obtainable opening, 
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raise the substage as far as it will go; insert a cross-hair ^epiece 
in the body tube and focus with a very low power upon the 
diaphragm opening. The diaphragm opening should fall at the 
center of the field of view directly under the cross-hairs, con- 
centric with thdr point of intersection. If the image of the 
opening is not centrally located there is something faulty in the 
oinstniction of the condenser or in its attachment to the sul> 
stage, or in the alignment of objective and ocular. 

If the condenser has been found centered, we may change to a 
high power objective and be reasonably sure that the condenser 
will be centered with Te^>ect to the objective, providing a re- 
volving nose-piece is not in use; but if the objective is attached 
to an ordinary nose-piece, turning from one objective to another 
usually necessitates a readjustment of the condenser. With high 
powers, centering, as described above, is impossible and it will 
be found simpler to remove the ocular and hold a tripod or 
podtet magnifier over the tube; the image of the diaphragm 
opening is then eaaly seen and its relative position ascertained. 

In testing for proper centering it is important that the mirror 
be so placed ^ to yield exactly a:rial light. This may be assured 
by swinging the condenser to one side and placing upon the 
stage a preparation consisting of thin gum beaten up until full 
of air bubbles; a very tiny air bubble is selected and brought 
to the center of the field, it appears as a bright spot surrounded 
by a black ring; the bubble is sharply focused and the mirror 
adjusted by proper tipping imtil the bri^t spot appears exactly 
at the center of the circular black ring. The light is now exactly 
axial. This method of assuring absolutely axial light ' is the 
simplest and surest available. 

Without touching the preparation or the mirror, carefully 
swing the condenser back in place, raise it about halfway and 
slowly raise and lower the body tube by means of the coarse 
adjustment, closely observing at the same time the appearance 
of the bubble image. If the light still remains axial with the 
condenser in place there will be no appreciable swaying of the 
image and no change of position of the bright spot of light. If 
) Gage, Tlie Mlaoecope, p. 48. loth Ed., ItbMA, 1908. 
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the image sways and the bright q>ot of light is di^laced to one 
side of the center the Abbe condenser is faulty and the character 
and the amount of the fault will be indicated by the magnitude 
of image displacement. 

In the better grades of Abbe condensers the mounting is 
fitted with centering screws, which permit moving the combina- 
tion of lenses so that the optic axis of the condenser lens becomes 
coincident with the optic axis of objective and ocular. 

The simplest method for easily centering adjustable Abbe 
condensers is to have a cap made, htting exactly over the top 
lens of the condenser; at the exact center of this cap an exceed- 
ingly tiny hole is drilled falling in the optic axis of the apparatus. 
The microscope is focused upon this hole, illuminated by the 
light transmitted by the condenser and the bright ^wt seen is 
brought by means of the centering screws so that its center is 
coincident with the center of the field. 

It is the rule to always use the plane mirror with the Abbe 
■condenser; but when the windows of a laboratory have small 
panes or wide cross bars it is often impossible to prc^>eily illu- 
minate an object with the plane mirror and Abbe condenser 
without projecting an image of the window bars into the field. 
Either the microscope must be moved very close to the window 
or the concave mirror must be used; the latter plan necessi- 
tates closing the iris diaphragm two-thirds or more and lowering 
the condenser. In aggravated cases a disk of ground glass may 
be placed below the condenser or in front of the mirror. The 
use of a disk of thin, fine ground glass will in fact be found a 
distinct gain in ordinary practice in the illumination of most 
.-objects. By its use softer, clearer and more easily interpreted 
images will often be obtained and the true colors of objects 
will be more easily recognized. 

When the recognition of colors becomes important, as, for 
example, in microchemical analysis, the student must remember 
that the image obtained in the microscope by illiunination, 
by mirror and Abbe condenser with light from the sky will 
almost never show the true colors present in the object. To 
■obtain a properly colored image, slide a piece of pure white 
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card at an angle of about 45 degrees between condenser and 
mirror, or place a disk of ground glass in the ring attached to 
the lower part of the condenser, thus obtaining, in part, refiected 
light and a gray or white background. 

The ring attached to the lower part of the condenser and 
arranged to swing aside serves to carry disks of blue glass to be 
employed when working with artificial light. By this means a 
much less fatiguing illumination is obtained, and pro\dding the 
proper intensity of cobalt glass is at hand, white light giving 
proper color values is secured. Blue glass should always be 
placed below the condenser when working with yellow artihcial 
lights. Most manufacturers supply blue glass disks with all 
their Abbe condensers. When the apparatus is to be employed 
in photography, yellow-green glass disks are furnished to be used 
as ray filters. 

c—d. Reflected Ij|^t, Axial or Oblique, must be employed for 
the study of the surfaces of opaque objects or for the purpose 
of ascertaining the surface configuration of objects of any nature. 

In investigations of this sort the preparation may be illu- 
minated either by rays of light whose paths are oblique to the 
surface of the obj'ect and also to the optic axis of the microscope 
or by rays whose paths are parallel (or approxunately so) to 
the optic axis and normal to the surface of the preparation. 

Obhque light rays are obtained either by means of small 
reflectors attached to the objective or by directing upon the 
object the rays from a radiant lying above the plane of the surface 
of the object. When a radiant is employed, as, for example, an 
arc lamp or a Nemst lamp, a condensing lens is usually inter- 
posed between light and object in order to concentrate the light 
rays and facilitate the proper placing of the illuminating beam. 
Illumination by a reflecting mirror may be obtained either by 
means of the mirror of the microscope, provided its swinging 
arm is long enough to allow raising the mirror above the plane 
of the stage, or by attaclung to the objective a silvered metal 
paraboloid. The paraboloid illuminator was very popular at 
one time but has been almost entirely superseded by devices 
known as vertical illuminators (see page 76) in which the re- 
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fleeting surface is mounted in a cell attached to the miaoscqie 
just above the objective. In these devices the reflector sends 
the illuminating beam of light through the obj'ective which acts 
as the condenser, concentrating the light rays into a bright spot 
of light upon the surface of the object at a point lying approxi- 
mately in the optic axis of the microscope. From the surface 
of the object the rays are reflected back through the objective 
and form the image of the object in the usual manner. 

When only very low powers are required for the examination 
of a specimen, simply holding it slightly inclined upon the stage 
will send sufficient light into the instrument to permit a thor- 
oughly satisfactory study of the coarse details. Slight focusing 
up and down will answer all purposes. 

Since reflected axial and oblique light must very frequently 
be employed by the chemist it is essential that he should thor- 
oughly understand the phenomena exhibited by different sur- 
faces illuminated in different ways. 

If we are dealing with a highly polished mirror surface S, 
Fig. II (as, for example, a polished but unetched metallurgical 
specimen), lying in a plane normal to the 
optic axis of the microscope, and we il- 
luminate it by reflected light, it is obvious 
that none of the oblique rays ab, cd and 
^J|f|s ^ can enter the objective to form an image 
since the angle of reflection is equal to the 
Via. II. Path of ObliqtM angle of incidence. The surface will there- 
light Riys striking a f^^g ^^^ ^jje more nearly a per- 

Plane Pobshed Surface. , „ • r ■ ■ ■ 

feet refiectmg surface the object possesses, 
the darker it will appear. It will remain daik until the ray ef 
becomes abnost parallel to the optic axb and therefore prac- 
tically normal to the surface of S. Reflected light rays now 
can enter the objective and the surffice appears hrigJU and shining. 
But if the surface of the object illuminated by the oblique 
rays is irregular or etched, as diagramed in Fig. 12, then the 
irregulariHes will appear bright, the jdane or polished surfaces 
dark. If a light ray a strikes a series of tiny minute points as 
at D, the light will be diffracted; diffraction patterns will be 
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fonned in the field of the microscope and tHe true structure of 
tbe object at this point wil] prove very difficulfof interpretation. 
When, however, axial reflected light is used, that Is, when the 
illuminating beam strikes the polished preparation normal to 
its surface, the j^ane surfaces will appear bright, the irregularities 





Fic. II. Path of Oblique Ught Rays Fio. 13. Path of Axial Light Rays 
stiiking an Inegular Suiface. striking an IneguUr Surface. 

more or less dark, and minute projecting irregular points will 
yield diffraction patterns; for as shown in Fig. 13, the light 
rays b and c, striking reflecting surfaces, are turned aside at such 
an angle as to preclude their entering the objective. 

Careful consideration of the above described phenomena is 
absolutely essential to a correct interpretation of the structure 
of the material being studied. To determine when one is dealing 
with depressions and when with elevations when working with 
moderately high powers and vertical or oblique illumination is 
often a difficult problem which is further complicated for the 
beginner by the fact that the image seen is that of the object in 
a completely reversed position. 

It is obvious that the oblique illumination of opaque objects 
is restricted to low powers, since the free working distance of 
high power objectives is so small that the path of any pencil of 
light which will strike the preparation at a point lying in the line 
of the optic axis of the microscope must then be so oblique as 
to be approximately parallel to the suriace of the pr^aration. 

Light rays reflected from the surfaces of anisotropic crystals 
are polarized, but are not noticeably polarized if from isotropic 
crystals. It therefore often proves of great value in qualitative 
analysis to employ polarized light for the illumination of objects 
to be studied by means of vertical illuminators. 
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e. DaiiE-^prouiid Dluniinatioa is usually obtained by sauling 
oblique light rays into the preparation from below, at such an 
angle that no rays directly enter the objective. This is accom- 
plished by inbcodudng a metal stop below the Abbe condenser so 
as to shut out all central rays and allow only rays near the cir- 
cumference of the condensing lenses to enter the prqiaration, 
or, better, by substituting for the Abbe condenser a device which 
will reflect rays from a curved surface in such a manner as to 
bring them approximately to a focus. In preparations thus 
illuminated objects appear bright upon a black background. 

This method is invaluable for demonstrating the presence of 
very minute bodies or those whose index of refraction is so very 
nearly the same as that of the medium in which they occur as 
to cause them to escape detection when illuminated by trans- 
mitted light. 

It is generally the case that particles of a diameter of one 
micron or less require dark-ground illumination for their demon- 
stration. 

If the obliquity of the rays from the illuminating device is 
very great, the dark-ground illuminator becomes an "ultra- 
condenser " and may be employed for demonstrating the presence 
of particles less than 0.2 ix in size. 

Dark-ground illumination is employed in practice in the ex- 
amination of blood for the presence of parasitic organi^ns, in 
the study of bacteria, in the biological examination of water, 
in the study of foods, fibers, crystallization phenomena, tiny 
crystals, sulnnicroscopic particles, colloids, etc. 

If the Abbe condenser is to be employed for dark-ground 
illumination, insert one of the dark ground stops in the ring 
attached to the bottom of the condenser mounting, open the 
iris diaphragm to its full capacity, and screw up the condenser 
in its mounting until, when turned in place and the substage 
is racked up to its highest point, the upper lens will just touch a 
slide laid upon the stage. A drop of water is then placed be- 
.tween the condenser lens and the preparation to be examined. 
It is always essential to ascertain the thickness of object slides 
which yield the best results and keep this value for future refer- 
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ence. Special dark-ground illuminators are marked by the 
manufacturers with the thickness of object slide for which they 
are designed. 

The use of an Abbe condenser with dark-groimd stop as a 
substitute for special dark-ground illuminators is not to be 
recommended since the obUquity of the rays is seldom su£Eicient 
to prevent some light from entering the objective. The results 
usually obtained are likely to be poor and unsatisfactory. 

Dark-ground Illtiminatois are condensers of such construction 
that very oblique light rays are caused to converge, usually by 
reflection, and to so strike the lower surface of a cover glass 
placed over the preparation to be studied as to be totally re- 
flected. To prevent axial light from passing through the illu- 
minator an opaque stop is placed in the optic axis of the device. 




Fig. 14. PsUi of Rays m Reflecting Condenser for Dark-ground IlluiniiUltion. 



The field is therefore black or nearly so, save for a slight halo at 
its edges, while the objects appear bright or brilliantly colored 
upon a dark background. 

In Fig. 14 a simple paraboloid reflecting illuminator is shown 
diagrammatically in section, with the directions of the light 
rays so exaggerated as to make clearer the reason the field of 
view is dark. 
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Sections of typical illuminators are shown in Fig. 15, A, B, 
C, D. It will be seen that although the construction may be 
difierent in different types, the rays emerge at approximately 
similar angles. In illuminators of these types (B, C, D) the 
curvatures of the reflecting surfaces are ground after mathe- 
matically calailated curves which will bring the light rays ap- 
proximately to a focus at a point upon the cover glass. In the 




Fig. 15. Types of Duk-ground lUui 
A. Nachet et Fib. 
C. B&u9di & Lotnb. 



B. Rddiert. 
D. E. LeiU. 



diagrams for simplicity, cover glasses and preparations have 
been omitted. The cheaper forms of dark-ground illuminators 
fail to bring the rays to a true focus and instead of a point of 
light upon the cover glass we obtain a disk, as shown in an exag- 
gerated manner in Fig. 14. 

An exception to the above statement, relative to the construc- 
tion of reflecting condensers, is found in the Beck' dark-ground 
' Made by R. 4 J. Beet, London. 
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illuminator in which, Fig. 16, a lens is combined with a paraboloid 
to bring the rays to a proper focus. 

The Beck illuminator is unique in that it permits adjustment 
for different thicknesses of object slides, an impossibility with 
other forms of paraboloid illuminators. 
This adjustment for ^de thickness is 
accomplished by changing the distance 
between the focusing lens L and the pa- 
raboloid P. As seen in the diagram, the 
illuminator consists of two parts, the 
paraboloid mounting screwing into that 
which holds the lens; therefore raising or 
lowering the paraboloid will displace the 
focal point / and bring about an accom- Fio. 16. Bedt Adjusuble 
modation for different thicknesses of slides. »"t-8«"»°d lUunnnator. 

In practice it is rarely possible to have such accurate grinding 
that all the rays are properly deflected and none enter the objec- 
tive. Only those rays included in a low niunerical aperture are 
available. Hence the employment of an objective of high nu- 
merical aperture and very short working distance yields a field 
which is never dark. Since practically all high power immersion 
objectives are made with as high numerical apertures as possible, 
it is absolutely essential that some means be used to reduce 
their numerical aperture below i, if they are to be employed in 
dark-ground studies. This is accomplished by introducing into 
the objective mount some form of diaphragm: or specially con- 
structed objectives of N.A. less than i may be purchased. 
Diaphragms for use with objectives in dark-ground studies are 
generally supplied by the manufacturers of reflecting condensers 
for introduction into the special objectives to be used. These 
funnel-like diaphragms are not interchangeable and can be 
employed only for the objective for which they are designed. 
Figs. 17, 18 and 19 show three different types and forms of dia- 
phragms employed for this purpose. In the case of Fig. 17 the 
lens mounting is unscrewed just back of the back lens combina- 
tion and the funnel diaphragm, provided with male thread, is 
screwed into the opening tapped into the upper half of the objec- 
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tive mounting. In the case of Fig. ig, the objective is also 
unscrewed just above the back lens combination, but in this 
case the diaphragm is merely dropped into the hole in the lower 
half of the mounting, while in the case shown in Fig. 19, the 
long tubular diaphragm is inserted into the objective from above 





Fic. 17, Fig. 18. Fig. 19. 

Methods of Reducing Numerical Aperture of Objectives for Dark-ground Studies. 

(D, D, D, Removable Diaphragms.) 



without necessitating any separation in the mounting of the 
objective lenses. By means of these diaphragms the numerical 
apertures of the objectives are reduced to approximately 0.9 
or 0.95. 

In order to obtain the maximum resolving power with dark- 
ground illumination Conrady has shown' that the condenser 
must have not less than three times the numerical aperture of 
the objective. He suggests that the practical resolving power 
obtainable may be expressed as equal to J N.A. objective + 
i N.A. condenser, but Reinberger points out that on actual 
trial* the Conrady formula gives results about 25 per cent too 
low. The inexperienced observer, however, will find that the 
resolving power obtainable in his work will conform rather 
closely with the Conrady formula. It is therefore well to bear 
in mind that in dark-ground illumination studies fine details of 
structure are to be discerned only with the greatest difficulty 

' Conrady, J. Quekett Micro. Club, 11 (1911), 475. 
* Reioberger, J, Quekett Micro. Club, 11 (1911), 503. 
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and will require extreme care in adjusting the illumination and 
in selecting the proper objectives.* 

It is evident that with a properly selected optical combination, 
the field of view will appear black or very dark, while any objects 
present will appear to be bright and self-luminous. 

The more oblique the rays the more minute the particles 
may be whose presence will be revealed by their diffraction 
patterns. When the upper limit of obliquity is reached the 
illuminators are usually designated as ttUracondensers and the 
instruments to which they are attached are then known as 
uUramicroscopes. There is no sharp dividing line between 
ordinary dark-ground illumination and ultramicroscopic illu- 
mination; the one gradually merges into the other. In all ultra- 
microscopes we are dealing with dark-groimd iDumination, but, 
on the other hand, few dark-ground illuminators yield light rays 
sufficiently oblique to demonstrate particles of ultramicroscopic 





Fio. 10. Types of Reflecting Condensers for the Study of UltramicroscofMC 
Panicles. 

size. Typical ultracondensers are shown in Fig. 20. A com- 
parison of the indicated light ray directions in these with those 
in Fig. 15 will disclose that their inclination is considerably 
greater. For the chemist the ultracondensers are of far more 
value than simple dark-ground illuminators and those fitting into 
the substage will be fotmd preferable to those of plate form, 

' Siedentopf and Zsigmondy have shown (Ann. d. Phys. [4] 10 (190J), r4) that 
in the ultranucroscope the brillianiy ol the difiraction disks 13 proportional to the 
product of the squares of the numerical apertures of the image-fomiing and illu- 
minating objectives. 
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e.g., Fig. 21, which lie upon the stage of the microscope. More- 
over, all ultracondenseis can be onployed as ordinary dark- 
ground illuminators, the ODly drawbadc in routine work being 
that they require more careful adjustment 



(§) 




Pic.31. Siii^>k Daik-gnxnidniuiTiIiuLtor for Usci^Kia the Stage of the Miooscope. 

The AdjuBtment <rf Dark-ground Dluminators for use requires 
close attention, chiefly, to four conditions: (i) a selection of a 
sufficiently powerful radiant and the projection of a spot of 
light large enough to completely 'fill the lower opening of the 
iUimiinator; (2) the employment of objectives having a numer- 
ical aperture never greater than 1.0; (3) the use of object slides 
of the thickness for which the iUimiinator has been deigned; 
(4) accurate centering of the illuminator with respect to the 
optic axis of the microscope. 

An examination of the diagrams (Figs. 15 and 30) will show 
that theoretically the oblique rays meet to form a tiny spot of 
light just outside the apparatus in the line of its optic axis. It 
is obvious that this spot should lie in the optic axis of the objec- 
tive and the ocular. In order to facilitate centering, a tiny circle 
is tisually engraved upon the upper surface of the glass of the 
illimiinator; this circle is focused with a low power and is 
brought to the center of the field of the microscope, either by 
means of centering saews c, c, Fig. 22, provided for this pur- 
pose, or is moved by the fingers when a stage iUuminator, Fig. 
21, is placed upon tlie stage. If the microscope b provided with 
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a revolving nose-piece the objective used in centering should be 
removed and the high power to be en^)loyed in the dark-ground 
studies substituted in the same opening in order that there shall 
be no change in the relations of the optic axes. When employ- 
ing ultracondensers of the highest type it is better to remove 
the nose-piece and to attach to the body tube a centering adapter 
into which the objective is screwed; this permits accurate cen- 
tering of each objective used and therefore much better optical 
conditions are obtainable. 




Fto. 33. Parabokid Dark-giouad niiuniuator for Use below the SUgc. 



In order, however,- that the objective may be centered, it is 
essential that we have a central fixed point upon the stage to 
which we may refer. Stands to be employed for high-grade 
ultramicroscopic work, should be provided with mechanical 
stages with graduated coordinate motion and a centering object 
slide, carrying at its center a tiny cross. When placed upon 
the stage so that the different scales of the mechanical stage 
occupy the positions which the manufacturer has indicated upon 
the object slide, the point of intersection of the ruled cross will 
fall exactly in the axis of the tube of the microscope. The 
objective is focused sharply upon the cross and if the center of 
the cross does not fall in the center of the field it is brought there 
by moving the screws a, a, Fig. 24, page 59. 

If the condenser is not provided with an engraved circle upon 
its upper surface it may be centered by placing an object slide 
upon the stage with immersion fluid, usually water, between it 
and the condenser; the light spot from the radiant is next prop- 
erly adjusted and the mirror inclined tmtil a bright spot of light 
i^pears upon the object sUde. The condenser is raised or lowered 
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until the spot of light attains its smallest size. Focus upon this 
tiny spot with a low power objective ; if the condenser is properly 
centered the ^Mt will lie at the center of the field. Should it 
lie to one side, bring it to the center by means of the centering 
screws or center the objective with respect to the point of light. 

Having adjusted the condenser, the next step, if the device 
is of the cardioid type (see page 67), is to ascertain whether 
the quartz cell, which must be used with the instrument, is in 
proper condition for use. Lay the quartz cover upon the cell 
and press it down very carefully. Notice whether there ^pears 
at the zone of contact between eel) and cover a series of colored 
concentric rings. If the pattern does not consist of concentric 
circles, but appears to be eUipticat, it is probable that the cell is 
not level with respect to the optic axis. Adjust the level screws 
until the plane of the cell is normal to the optic axis. If the 
eccentricity of the rings does not disappear, the trouble lies in 
the objective which is not corrected for the thickness of the cover 
of the cell being used. 

A powerful source of light is essential. Direct sunlight by 
means of a clockwork heliostat is ideal but seldom available. 
The next choice is an electric arc of 4 to 5 amperes or more, for 
ordinary dark-groimd examinations, and of 15 to so amperes for 
ultramicroscopic studies of colloids, etc. Useful types of radi- 
ants will be found described on page 132. 

The more powerful the radiant the smaller the particles 
which can be demonstrated. Siedentopf estimates that direct 
sunlight will reveal the presence of particles whose diameters are 
one-thirtieth of that of the smallest appreciable with the ordinary 
arc lamp. 

Since the Ught rays enter these reflecting condensers through 
an annular space, there being an opaque stop at the center, it is 
obvious that the spot of light reflected from the mirror of the 
microscope must have a diameter slightly greater than this 
space, otherwise the illuminator will not properly funcUon; for 
this reason, before placing the illuminator in poation for cen- 
tering, it is always essential to examine its lower surface and 
ascertain the diameter of the spot of light necessary to completely 
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fill the annular entrance space. Tlie radiant and a suitable 
condensing lens are then so placed as to yield parallel rays and 
produce a spot of light of the proper size and intensity at the 
(snter of the plane nuixor of the microscope, the mirror being 
so inclined as to reflect the light rays into the dark-ground illu- 
minator. Dark-ground illuminators require that an immet^on 
fluid be placed between them and the object slide. Usually 
freshly filtered water is sufficient, although homogeneous im- 
mer^on oil sometimes yields better results, especially with illu- 
minators of the plate type. 

In applying the immersion fluid and laying the object slide 
in place great care must be taken to prevent the entrance of 
air bubbles or dust particles. 

Because the light rays are caused to emerge from the illumina- 
tor at such an angle (determined by the inclination of the reflect- 
ing surfaces) as to converge to an axial point lying just above 
the plane of the object upon the object slide, it is, of course, 
essential that the thickness of the object slide be known, for if 
too thin the illimiinating rays will meet too far above the material 
to be studied, or if too thick the focal point will lie too low; 
for these reasons optical instrument makers mark upon the de- 
vices the object slide thickness to be employed. For example: 



Bauach and Lomb paraboloid illuminator. . 

Zeiss paraboloid condenser 

Reichert reflectii^ condenser 

Reichert 3li[>-vn reflecting condenser 

Leitz reflecting condenser 

Zeiss cardioid condenser for quartz cell 



Absolutely clean object slides and cover glasses are essential 
and great care must be exercised in wiping off the immersion 
fluid from the condenser to avoid scratching the glass. Lens 
paper of the highest grade only should be employed, and the 
wipLDg off of the fluid should be done with the least pressure 
pos^le, otherwise fatty material from the fingers may be forced 
through the pores of the lens paper upon the glass. A mere 
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trace of grease upon the glass surface vill lead to the formation 
of air bubbles, or will prevent optical contact if water is the im- 
meraon fluid. 

The preparation to be studied must be thin and must be 
covered with exceptionally clean and very thm cover glasses. 
Covering the pr^>aration with a cover glass is essential. 

In order to expedite the adjustmoit it is well to have at hand 
a pennanent shde of some material which yields good results 
with dark-ground illumination, as, for example, diatomaceous 
earth. With such a preparation on the stage the radiant, mi- 
croscope mirror and the condenser are all so mutually arranged 
as to yield the best illumination of the diatoms; the final adjust- 
ment is then made by raising or lowering the condenser. The 
test slide may now be replaced by the preparation to be studied. 
LitUe change, if any, should be required to give the most sat- 
isfactory results. If material of unknown structure or com- 
position is placed upon the stage without a prior examination 
of material of known behavior much time may be lost in 
attempting to interpret anomalous f^ipearances due to improper 
illumination. 

Owing to the exceedingly complicated diffraction patterns often 
obtained with dark-ground illumination great difficulty may be 
experienced in arriving at a correct explanation of the phenom- 
ena observed, and it is only after study of materials of known 
structure that it is safe to proceed to examinations of somewhat 
similar material of unknown structure. 

/. Orthogonal Illumination is a term applied by Zeiss after 
Siedentopf and Zsigmondy to an arrangement of radiant, con- 
densing lenses and tiny slit such that the light rays enter the 
preparation at right angles to the optic axis of the microscope. 
The presence of particles is thus indicated by the light diffracted 
from them, the particles themselves remaining invisible and only 
the diffraction patterns, which may be relatively large, are seen 
in the field of view. This mode of illumination, as well as that 
by exceptionally oblique rays, given above under e, appUed to 
microscopic examinations gives us instruments commonly called 
uUramicroscopes. 
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Orthogonal iUumination is employed in the study of colloids 
and other particles in suspenaon in liquids and for the study of 
particles in transparent or translucent solids, such as glass, etc. 
For details as to apparatus and their use, see page 57. 

g. Differential Color niumination by the method of Rhein- 
berger' may be obtained by substituting for the dark-ground 
wheel stop of the Abbe condenser colored disks of transparent 
material, using a darker color for the central portion and sur- 
rounding this disk with an annular ring of a lighter and strongly 
contrasting color. The object will then appear strongly illu- 
minated, but colored upon a colored background. If, for exam- 
ple, the central disk is blue and the ring red, the objects will 
appear red upon a blue backgroimd. With care and a suitable 
choice of colors, very remarkable results may be obtained which 
may greatly facilitate the study of certain sorts of material. 

k. By Means of UltraTiolet Li^t. — When ultraviolet rays 
impinge upon certain substances they become fluorescent and 
glow with violet, red, green or bluish light. The color of the 
fluorescence is pecuUar to the substance. Since comparatively 
few bodies exhibit this phenomenon and ^ce the color is a 
further aid in differentiation, advantage has been taken of this 
property of bodies as a means of identification of such sub- 
stances not readily recognized when present in low per cents in 
mixtures. To permit the extension of this method to minute 
amounts of material the "Fluorescence Microscope" has been 
constructed.* 

Ordinary glass is practicaUy opaque to ultraviolet rays but 
not to the light rays resulting from the fluorescing of the sub- 
stance; the ultraviolet rays however readily penetrate quartz. 
We have, therefore, only to substitute quartz for glass in the 
condenser in order to concentrate the ultra rays on the object 
upon the stage. It follows from this that although the illu- 
minating devices must be of quartz, as also the object slide upon 
which the object lies, the objective and ocular may be those 
ordinarily employed. 

> J. Roy. HioD. Soc., 1896, 373; SpitU, Microscopy, London, 1909; 175-17S. 
* Mtde by C. Kdcbert, Vienna, Austria. 
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Either a carbon arc with special carbons or a nmrury vapor 
lamp may be employed as radiant. 

Fig. 23 shows diagrammatically the construction of a fluo- 
rescence microscope. The rays from the radiant R are concen- 
trated by the quartz condensing lens Q, then pass throu^ the 
Wood-Lehmann filter F consisting of a quartz or of a blue 
"Uviol" glass cell, thence the rays pass to the reflecting quartz 




Fig. 33. Rdchert Fluorescenoe Microscope. 

prism P which in turn reflects them into the quartz lens dark- 
ground condenser. This device brings the ultraviolet rays to a 
focus upon the object supported upon the stage by means of an 
object slide of quartz or of Uviol glass. Ordinary glass, besides 
being practically opaque to rays of very short wave length, as 
stated above, fluoresces with a violet or bluish tint under the 
action of the ultraviolet rays and cannot therefore be employed 
as a support. If it is necessary to cover the preparation ordi- 
nary glass cover glasses may be employed, but it is unwise to do 
so if thin quartz cover glasses are available. 

As in all dark-groimd illuminators, an immersion fluid between 
condenser and object slide is essential. In this case glycerine is 
employed (« = 1.47)- 

The light filter whose function is the removal of waves of 
long wave length, affecting the eye as light, consists of two com- 
partments, one filled with a 20 per cent copper sulphate solution, 
the other with an aqueous solution of nitrosodimethyl aniline 
(i:uoco). 

The only changes in construction and materials lie entirely 
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in the illuminating devices. Any microscope pennitting the 
attachment of a dark-ground illuminator whose lenses are made 
of quartz may be converted into a fluorescence instrument. 

AlthoTtgh this system of illtunination is still so new as to have 
been tried by but very few workers, its future development 
seems assured and its usefulness in qualitative chemical analysis 
of minute fragments of material to be unquestioned.^ 

It is valuable not only in the analysis of inorganic material, 
such as crushed minerals, soils, mixtures of tiny crystals, etc., but 
is of equal value in organic analysis, in the examination of foods 
for adulteration and even in the microscopy of drinking water. 

' See Hdmstadt, Das Fluorcszenz-Mikroskop, Zdt. f. wiss. MikiOS., S8 (1911), 
330; Wsaicky, Das Fluoreszenz-Mikroskop in der Fhannakognode, Pharm. Post, 
(1913); Lehmann, H., Das Luminessenz-Mikioskop, MJne Gnmdlagen und seme 
Anwendimgen, Zdt. f. wiss Mikios., 80 (1913) iij. 



CHAPTER IV. 
ULTRAUICROSCOPBS. 



UltrainicroBCOpes. — Attenticm has already been called to 
the fact that the compound microscope with transmitted axial 
light will resolve tiny particles in suspension in a liquid only 
when there is a certain appreciable difference between the re- 
fractive index of the particles and that of the liquid, and when 
the diameters of the particles are greater than half the value as- 
signed to the shortest wave lengths producing the effect of light 
upon the normal human eye. We have also seen that if instead 
of axial light, oblique rays are employed the ability to discern 
minute particles and intricate structure is greatiy increased, 
e^>edally if the obliquity of the rays is such as to yield an illu- 
minated object upon a black background. If the degree of 
inclination of the illuminating rays be still further increased 
and the source of the rays a powerful radiant and the objective 
employed one of low numerical aperture, only light diffracted by 
the object will enter the objective; the phenomenon known as 
the "Tyndall effect" results, so familiar in the scintillating dust 
particles viable when a ray of sunshine enters a tiny opening 
in a darkened room or cell. The existence of these in&nitely 
minute particles in suspension in the air is manifest to the naked 
eye through that phenomenon, although even a high-power 
microscope fails to resolve them. The ultramicroscope is merely 
the adaptation of this Tyndall effect to microscopic illumination. 
As a result, the existence may be demonstrated of particles 
almost one thousand times smaller than is possible by means of 
the most powerful instrument employed in the usual manner. 

It is obvious that under the illtunination of these very oblique 
rays, light alone which has been diffracted or reflected by the 
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particles enters the microscope and eventually the eye of the 
observer, and that therefore he never sees the particles them- 
selves, but merely a difFraction disk of light. We know of the 
existence of these particles through the same manifestation of 
more or less scintillating points of light that we see in the fixed 
stars on a moonless night. As herdnbefore stated the image 
of a point of light is a diffraction disk siurotmded by alternate 
dark and bright rings. These diffraction disks ai^>ear to be 
in rapid motion. They appear to spin, to expand or contract 
and are endowed with a constant vibratory movement. This 
is due to the fact that exceedingly minute particles suspended 
in a liquid exhibit a constant vibratory and rotatory motion, 
long called the Brownian movement and now known to be as- 
sociated with and a manifestation of what we commonly term 
molecular vibration or bombardment. The presence of disin- 
tegrating or so-called "digestive "colloids increases the Brownian 
motion, while electrolytes by reason of their causing agglutina- 
tion tend to decrease the amplitude of the paths of vibration. 

In the few years that ultramicroscopic research has become 
possible a large number of investigations have been made upon 
the amplitude of the paths of vibration of the finest of these 
infinitely small suspended particles, with the result that the 
measurements made agree very closely with the theoretical 
values computed for the amplitudes of vibration of the molecules. 
Agencies which increase molecular vibration, such as heat, 
dilution and consequent reduction of viscosity, increase the 
Brownian movement. Hence, we find under the ultramicroscope 
the suspended particles in a gas (as, for example, in smoke) 
in much more rapid motion than in a Uquid, while in a soUd the 
Brownian movement is visible only with the greatest difficulty. 

Since the tiny particles in suspension are being bombarded 
on all sides, the motion imparted to them must be the resultant 
of the forces acting; we therefore find them spinning rapidly as 
well as moving to and fro. Some authors have even suggested 
that the term kryptokinetic motion be assigned to the rotatory 
movement to distinguish it from the osdllatuig Brownian vi- 
bration. 
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The amplitude of the Brownian movement may be ascertained 
by means of a net ruled eyq>iece micrometer calibrated in the 
usual manner. Space forbids a discussion of the esperimental 
details. 

(NoU. The student should read the ezcell^it summary of 
the then known facts relative to the Brownian movement given 
by Rutherford in Science, 30 (1909), 289-302.) 

The light emanating from the particles is polarized, the in- 
tensity of polarization increasing with the decreasing size of 
the particles. This fact enables us to differentiate between 
light diffracted by the particles and light emanating from flu- 
orescent bodies, since fluorescent light b not polarized. A well- 
equipped ultramicroscope must therefore include a device for 
the projecting of polarized light into the preparations and an 
analyzer for the study of the light rays forming the image in the 
microscope. But it must be remembered that even in the highest 
developed types of the ultramicroscope tiny particles in suspen- 
sion are discernible only when the refractive indices of these 
particles are different from that of the medium in which they 
are suspended; otherwise, no light will be diffracted from them. 
Therefore, although a medium may appear to be "optically 
empty" when viewed in die ultramicroscope, it by no means 
follows that there are no so-called "colloids" in suspenaon. 
To meet this difficulty and to extend the range of the ultrami- 
croscope, W. Ostwald' has suggested that monochromatic light 
be employed. This suggestion is based upon the fact that 
although two substances may have an identical value for their 
refractive indices for white light, with light rays of certain 
definite wave length the indices may be sufficiently different 
to permit the illuminating rays to render the tiny particles 
manifest. 

To the smallest particles visible in the ultramicroscope the 
terms micelbe, ultramicrons or submicrons are sometimes given. 
Particles still smaller and therefore invisible in the ultra-micro- 
scope are called amicrons. 

The earliest practical instrument may be said to be the SlU 
I Ostwald, W., Zdt. f. Ind. Sol., U (1913), 190. 
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VUramcroscopc of Siedentopf and Zsigmondy. At first ^gbt 
this instrument might be thought to be also the most efficient, 
in that the path of the illuminating rays entering the object cell 
is at right angles to the optic axis of the observing microscope; 
but it must be remembered that owing to internal reflections 
and the impossibility of obtaining a perfectly black background 
the field is never sufficiently black to render very feeble diffrac- 
tion evident. This failure to obtain a black background is due, 
as first stated, to internal reflection on the one hand and upon 
the other, to the fact that the beam of Ught entering the cell is 
usually of such a diameter that when the objective is focused 
upon it there is always a plane below that in focus which con- 
tains bright particles. Moreover, this trouble is aggravated for 
the reason that it is essential to use objectives of long working 
distance and great penetrating power. These difficulties are 
largely eliminated in the more recently perfected ultracondensers 
of the dark-ground illuminator types, since in these devices not 
only is the background blacker but the light entering the liquid 
under observation is greater in quandty. For example, in the 
cardioid condenser,' the makers estimate that its light-concen- 
trating power is approximately twenty times that of the slit 
ultramicroscope. 

In spite of this advantage of the ultracondenser to demon- 
strate the presence of particles in suspen^on greatly beyond 
the limit of instnmients of the slit type, preference should be 
given to the latter form for general use in the chemical laboratory 
when only a single type of instrument can be purchased, because 
of the fact that the slit microscope is tmiversal in its application, 
serving equally well for solids, liquids, gases or vapors, and for 
hot or cold preparations, while the reflecting condenser types 
are confined to the study of thin films of liquid at room tempera- 
ture (or in certain restricted cases to the study of tiny transparent 
fibers).* 

The Slit mtramicroscope consists of an ordinary compound 
microscope, a special cell of black glass with small windows at 

' Hade by Carl Zdss, Jena. 

* Gudukov, Zeit. angw. Chem., 21, 1 (1908), 393. 
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right angles to oae another and an illumination device for pro- 
jecting a tiny beam of light into the cell in a hne at right angles 
to the optic axis of the microscope. The tiny beam of light is 
obtained by means of small projection lenses and an adjustable 
slit. To distinguish this type of illumination from others com- 
monly employed in microscopy, the term "orthogonal illumina- 
tion" has been proposed. It is obvious that in this system no 
direct light can enter the objective but only such rays as are 
diffracted by the particles in suspension in the liquid contained 
in the cell. 

The form and arrangement of the component parts of the 
sht ultramicroscope naturally differ according to the optical 
firm manufacturing the instrument. One of the best known 
and most frequently used types is that shown in Fig. 34.' This 
instrument consists of an optical bench B, at one end of which 
is placed an arc lamp R and at the other a compound microscope. 
Between the lamp and the microscope there are a series of con- 
densing lenses and an adjustable slit. The light rays emanating 
from the arc are collected by the spherically and chromatically 
corrected lens Ci of 80 millimeter focus, so placed as to project a 
very bright image of the crater of the arc upon the slit S. In 
ordinary use this slit has its length in a horizontal posirion, the 
width being controlled by the micrometer screw with graduated 
head G, while the length of the slit is regulated by the screw s. 
After passing through the slit the light rays enter the lens d, 
having a focal length of 55 millimeters, whose fimction is to 
project a reduced image of the sht into the condenser-objective 
Ci. Since both slit and lens Ci are movable forward and back 
upon the optical bench, the lens Cj serves a double purpose, 
projection and adjustment of the magnitude of the light beam 
entering Cg. The objective Ci projects into the preparation 
contained in the cell of black glass U a tiny conical beam of 
light at right angles to the optic axis of the microscope M. To 
prevent any side light from entering the preparation, lenses Ci 
and Cj are small and are mounted in blackened metal screens; 
as a further precaution a large metal screen D with tubular 

' Manufactured by Carl Zou, Jau. 
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Opening or adjustable diaphragm is introduce between the 
radiant and Q. The objective Ci screws into a tube fitting into 
the sleeve T and may be slid forward and badt for coarse ad- 
justment. A very sensitive forward and back movement is 
further provided by the fine adjustment screw Vi. A second 
fine adjustment to the right and left for accurately centering 
the illuininating cone of light is obtained by the screw Vi. By 
means of these two screws it is possible to adjust the tiny beam 
entering the material to be studied, in such a manner as to 
ensure the focal point of the condensing objective Ci falling in 
the line of the optic axis of the observing microscope M, and 
therefore have the whole of the tiny beam lying across the exact 
center of the field of view. 




Fig. 1$. Bau Cell. 



To the lower end of the body tube of the microscope b at- 
tached an adapter A with centering screws a, a, providing a 
device for accurately centering the objective O (see page 47). 

The liquid containing suspensoids is conveniently placed for 
examination in a Biltz cell, Fig. 35, or, when the short piece of 




BUtz-Thomae Cell. 



rubber tubing which is attached to the end of the tube is objec- 
tionable because of its posable action on the colloids, a Biltz- 
Thomae cell, Fig. 26, may be substituted. In both of these 
cells the essential feature is the central dark glass chamber of 
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about 3 millimeters internal diameter, provided with two small 
windows at right angles to each other — these two windows 
con^st of either thin glass or, better, of very thin quartz disks 
cemented in place. The passage of the beam of hght through 
one of these cells is shown in the diagram, Fig. 27. No light 
other than that diffracted from the particles in suspension in the 
liquid can enter the observing microscope. The cell is usually 
attached to the microscope objective by a special cell holder; 




Fic. 37. Tlliimin«itng JUys in the Cell o[ the Slit UltramiccoMope. 



this, however, is open to the serious defect of difficulty in focus- 
ing and that cells purchased at different times are not exactly of 
the same thickness of wall, and hence the center of the upper 
window will not fall in the optic axis of the microscope. For 
these reasons the author prefers to support the cells upon an 
elevating mechanical stage F, as shown in Fig. 24. This arrange- 
ment permits the shifting and easy adjustment of the cell, so that 
its upper window is exactly centered with respect to the optic 
axis of the observing microscope. The cell is held in place by 
the spring clips c. The stage supporting the cell U may be 
raised and lowered by means of a knurled nut q. The nut p 
clamps the stage in place while the screws Wi and Ws serve 
to move P forward or back and to the right or left. 

One of the most serious defects of the Biltz cell is the difficulty 
of properly cleaning it after use, especially when there has been 
deposition of a colloidal him upon the windows. Treatment 
with a proper solvent and long washing is imperative. Before 
introducing a liquid for examination it is always best to pour a 
little alcohol through the cell and to follow this with the alco- 
holic solution to be studied, or if aqueous suspensions are to be 
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employed, displace the alcohol with distilled water free from all 
fatty or greasy matter and then introduce the colloidal solution. 
This process is usually essential in order that the liquid to be 
examined shall come into perfect contact with the windows o£ 
the cell with no interfering film and no air bubbles. 

A much cheaper and ampler cell is shown in Fig. 28.* It 
consists of a tube of black glass with central swelling and win- 
dows at right angles to 
each other. These win- 
dows are either of glass 
or of quartz, the latter 
being preferable, ^ce 
glass is slightly fluores- 
cent. For use, two pieces 
of rubber tube are at- 
Fic. a8. Simple Cell for Use with Slit tached as shown by the 
Ult»micro«opes. dotted Unes. These little 

cells give excellent results with gases and vapors and may also be 
employed for the study of such solutions as will not be affected 
by contact with rubber. For preliminary examinations they are 
far more convenient than the Biltz cell and like it can easily be 
held in place on the type of stage shown in Fig. 34 by thin metal 
clamps or rubber bands. Moreover, these cells are more easily 
cleaned and are relatively inexpensive. 

When solids are to be examined, as, for example, specimens 
of glass, it is important that there be two sides of the preparation 
which meet at as nearly right angles in as sharp an edge as is 
possible. The reason for this will readily be understood by re- 
fcring to the diagram, Fig. 29. If the ddes do not meet in a 
sharp edge as shown at a, but form an obtuse angle or rounded 
edge h, the beam of light must be lowered below b. If this 
is done, the beam of light R will lie too low to be focused, eten 
if the lower lens of the objective is brought into actual contact 
with the upper surface of the object. In this case the beam Ues 
beyond the working distance of the objective. Should we at- 
tempt to bring R within the range W, as indicated in the lowest 
< Made by E. Ldte, Wetzlar. 
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diagram, difiracdon, refractions, reflections and disper^ons take 
place of such characters and to such degrees as to render the 
detection of micells impossible. 

No suggestions as to optical combinations or size and intenaty 
of the illuminating light beam maybe given which will be appUc- 
able to all materials. As in all 
other cases of microscopic investi- 
gation, the proper conditions must 
be experimentally ascertained for 
each preparation examined, but it 
is a safe rule to always avoid too 
large a sUt and too high a magni- 
fication. 

For the sUt ultramicroscope as 
made by Zeiss two objectives are 
specially constructed, a dry 7 mil- 
limeter, 0.4 N.A. achromatic ob- 
jective for the study of solids, and 
a 4.4 millimeter water iimnersion 
of 0.7s N.A., for use with cells 
containing solutions. A good gen- 
eral out&t should include oculars, 
I, 6, 8, 12 and 18. 

When polarized light is necessary 
in the study of colloidal reactions 
a nicol prism as polarizer mounted 
upon a saddle stand is placed be- 
tween the lens Ci and the sUt S. 

The analyzer is then placed as ^■°- ^«- ■">* Necessity at having 
usual above the ocular of the mi- 
croscope M. 

To adjust the illummating beam of light used with the slit 
ultramicroscope shown in the diagram, screw the condenser- 
objective Cj into its holder T. Place the projection lens Ci 
at about 10 to 12 centimeters from the end of T, place the 
adjustable slit approximately 12 centimeters from d, the projec- 
tion lens Ci about 12 to 15 centimeters from the slit, the dia- 




Tno Sides at Right Angles ic 
Object for Ultra microsoopic Study. 
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phragm D 12 to 15 from Ci and the arc lamp so that its carbons 
are about 8 ceotimeters from D. Turn on the cuneat adjusting 
the rheostat so as to employ a current consumption of approxi- 
mately 10 amperes and see that the + carbon is the horizontal 
one. Later when in the prosecution of studies raise the current 
to one of 15 or even 20 amperes. Move the lens Ci backwards 
and forwards, at the same time holding a piece of dull black 
glass, dull black paper, or a piece of ground glass in front of the 
sUt, imtil a position is obtained wtuch projects an image of the 
arc of maximum brightness upon the black screen and of such a 
size as to rompletely fill the slit opening. Set the slit so that 
the micrometer screw G is up as shown in the figure, and adjust 
the opening to about i millimeter by 1.5 millimeters, its length 
being horizontal. Now hold a black screen against the end of T 
and move Q back and forth until a very bright and sharp image 
of the slit is obtained, adjusting Ci again slightly if necessary. 
Next hold the black screen so that its suriace lies in the plane 
of the optic axis of the observing microscope and adjust the 
objective Cj so that a very bright, uniform spot of Ught a little 
less than i millimeter in diameter is obtained. Turn the fine 
adjustment Vj imtil the spot of light falls in the optic axis of M. 
For the final adjustment of the apparatus the cell may be filled 
with a liquid which contains colloids yielding brilliant difFraction 
patterns or with a sUghtly alkaline solution of fluorescein. The 
path of the illuminating beam is thus easily seen. Focus upon it, 
using a low power objective and No, 1 eyepiece and by means of 
Vi and Vj adjust the beam so that it passes through the center 
of the field as a narrow thread of light with its minimum diameter 
at the center of the field. Replace the material employed for ad- 
justing by the substance to be studied. The only adjustment 
which should now be required will be the diameter of the slit; 
if there appears to be required a marked change in sht diameter 
it is probable that following this change there may be required 
slight changes of Vj and Vi. 

If the beginner will proceed as indicated little difficulty will 
be experienced in adjusting the silt ultramicroscope for use. 
The most annoying feature is the change in the position of the 
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crater of the electric arc, and consequently unequal iUuinina- 
tion of the slit results or there is a failure (due to a flickering arc) 
of the spot of l^ht to remain centered upon the slit. Holding 
the black screen against the lens Ct, on the side toward the slit, 
from time to Ume, will show when the arc needs adjusting, 
since there should appear a spot of light of uniform intensity 
and in the proper poation to fall concentric with the optic axes 
of C, C, C,. 

When dealing with exceedingly fine colloidal particles it is 
often an advanU^e to cut off the lower half of the beam by 
means of a screen mounted upon a saddle stand and placed 
between S and Ci, the upper horizontal edge of the screen being 
raised so as to cut off the lower half of the beam of light. Ap- 
proximately as good results may be obtained more easUy by laying 
against the end of the tube T a small rectan g ular piece of black 
bard rubber or blackened brass d, as shown m the diagram. 

Reflectiiig CondenBet Ultnunicroscopes consist of highly 
perfected dark-ground illuminators apphed to ordinary micro- 
scopes provided with special objectives of low numerical aperture. 
In the special condensers used, the light rays are reflected from 
two spherical surfaces. The illuminating rays therefore enter 
the preparations with obliquities greater than in ordinary daik- 
ground illuininators and are brought to a correct focus.' 

By employing objectives of low numerical aperture (about 
0.85) we have rays including only a low range of apertures taking 
part in the formation of images, although the illuminating rays 
include a range of high aperture, i.i to 1.35. There is thus 
obtained the greatest brilliancy of image upon the darkest of 
backgrounds. 

Although many different ultracondensers are obtainable, 
spaxx forbids a consideration of more than two types: the car- 
dioid condenser of Siedentopf as made by Zeiss, and the ultra- 
condenser of Jentzsch as made by Leitz. 

* In the ordinary paraboloid condensers, when pioperiy coDstnicted, the light 
nys are also brought to a focus, but the focal length varies from zone to zone, 
bence ne have aa overiapping of iniagcs at the center. (.ZtSaa, "Mikro" Grcular 
306, p. 8.) 
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The Cardioid TJltramicroscope consists of an ordinary com- 
pound microscope M, Fig. 30, into whose substage ring the 
cardioid condenser C is introduced and held in place by the 
clamping screw t. A thin fihn of the liquid to be examined is 
contained in a special quartz cell Q which in turn is held in posi- 
tion upon the stage in a cylindrical brass mounting B. This 
mounting may be leveled or slightly adjusted in height with 
respect to the condenser by means of the screws S. The objec- 
tive O of the microscope must be specially corrected for use 
with the quartz cell cover and must have a numerical aperture 
of less than 0.9. This latter requirement is accomplished by 
introdudng into the objective a fumiel diaphragm. As set up 
for use, the cardioid condenser receives substantially parallel 
rays from the microscope mirror m. The source of these rays 
must be some powerful radiant, most conveniently an arc lamp R. 
Parallel rays are obtained by means of a plano-convex tens L- 
mounted by means of short brass bars r, r, three in number, 
attached to the metal screen E, A glass cell W filled with water 
acts as a cooling trough. A black cardboard or metal diaphragm 
D serves to cut down the light beam to the proper size for just 
filling the aperture of the condenser. For convenience in ad- 
justment as to distance and height, microscope, cell and lens 



Fig. ]i. Cell for holding Liquids (or Sludy nith the Cardioid Ultraraicroscope. 

are placed upon adjustable stands with saddle base resting upon 
an optical bench of triangular section. The screen E is tipped 
at such an angle as to project the rays from R upon the properly 
inclined mirror m, when the latter is at a distance of approxi- 
mately 60 centimeters from the lens L. The crater of R should 
be about S centimeters from L. 

The liquid to be studied is placed in a quartz cell Q, Fig. 31, 
consisting of a grooved quartz disk and cover. With the cover 
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in place the liquid fonns a thin film q, the excess of liquid being 
forced into the groove o. The quartz cell is held ia position 
upon the stage of the microscope by means of a brass chamber B 
consisting of a bed-piece into which the cell fits, a funnel shaped 
section / pressing gently upon the quartz cover, and a top sec- 
tion ( screwing down upon the section /. When much work is 
to be done with this device it is best to have all the screw threads 
but three turns cut from the bed-piece and a slight recess cut 
as shown at i. This permits a rapid removal of t, and/ is easily 
lifted out. As furnished by the makers/ is flush with the threads 
of the bed-piece b and being smooth with no milling is hard to 
remove. A small pin in/ fitting into a hole in b, not shown in the 
diagram, prevents/ from turning when / is being screwed down. 

It is absolutely essential that both cell and cover be aisolutely 
€lean and free from all dust particles. Unless so clean that 
when the cover is laid upon the cell land very gently pressed 
Newton's rings can be seen the device is unfit for use. To pre- 
pare Q for use wash very thoroughly both pie(«s, immerse in 
hot chromic-sulphuric cleaning mixture, rinse with distilled 
water, follow by purified alcohol, and dry in a current of warm 
air, next support upon a loop of platinum wire and heat to a 
bright red in a Bunsen burner. As soon as the pieces are cool, 
lay in place in B, and use them at once. When employing the 
quartz cell and cardioid condenser, never use anything but 
water as immer^on fluid between condenser and cell. 

Use only sufficient liquid to form a thin layer q and not quite 
fill the groove o. 

The objective must be centered by means of the adapter A 
(Fig. 30), so that the bright spot of light formed in Q will fall 
in the center of the field. 

Always raise or lower the cardioid condenser so as to ascertain 
the proper position for the blackest backgroimd and brightest 
diffraction images. 

See that the beam of light from the radiant falling upon the 
mirror of the microscope is of sufficient diameter to fill the aper- 
ture of the condenser. 

Use an arc of not less than 15 amperes. 
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In the absence of an arc lamp use a 400-watt Mazda lamp 
vith concentrated filament. Or if gas alone is available, employ 
an inverted Welsbach incandescent mantle or even better an 
acetylene light 

Be sure that the reflecting condenser is high enough in its 
mounting to just touch the object cell upon the stage. Substage 
ultracondensers are usually screwed into their tubular mountings 
and are easily turned up or down to permit of their accurate 
adjustment. 

The cardioid iilt/amicroscope is restricted to the study of 
liquids, to the search for bacteria not readily demonstrated by 
the paraboloid condenser and to the examination of thin textile 
fibers, and such other thin semitran^>arent and flexible solid 
fragments as will permit pressing out flat, and whose thickness 
will then be no greater than the thin liquid film of the medium 
in which they are immersed. 

Cotton and Houton'g Ultramicroscope ' consists of a special 
prism consisting of a rectangular prism of glass having an in^ 
dined face. This prism is laid 
upon the stage of the microscope 
and serves for the projection of 
an oblique beam of light into the 
preparation placed upon its upper 
surface. The diagram. Fig. 33, 
will make clear the construction 
and the method of uang. The 
prism F, S to 10 millimeters 
high, which converts an ordinary 

compound microscope into an in- J^c. 32. The Ultramicroscope of 
strument for the study of ultra- ^''"™' * Mouton. 

microscopic particles, rests upon the stage S. The liquid L, to 
be studied, is placed upon an ordinary glass object slide s and 
covered with a thin cover glass c. A drop of homogeneous im- 
mersion oil is placed upon the top of F, and the preparation is 

' Cotton et Mouton, Cj., US (1903), 1657; Les Ultramicroscopes, Paris, 1906; 
J. Roy. Micro. Soc., 1903, 573; Lemanissier, Corps Ultramicioscopiques, Thiae, 
Paris, 1905, it. 
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carefully laid thereon, avoiding all dust particles and aii bubbles. 
This thin film of oil O brings about an optical homogeneity be- 
tween prism and slide. By means of a condensing lens C of 
about 15 centimeters focus the rays RRR emitted from an arc 
lamp as radiant are projected into the prisn through the in- 
clined face, the inclination 9 of this face being appnmmately 
51 degrees. These rays are totally reflected and are brought to 
a focus at the upper surface of the glass cover at the angle of 
total reflection. Any particles in suspension in the liquid will 
diffract the light and difl^raction disk images will be formed in 
the microscope. No other light can enter the instrument and 
we therefore have the theoretical conditions necessary for the 
demonstration of ultramicroscopic particles, namely, the par- 
ticles become liuninous upon a black background, the illuminat- 
ing rays being of high aperture while the image-forming rays are 
of low aperture. 

The adjusting of the illiunination in this device consists in 
ascertaining (a) the proper inclination of the rays entering the 
prism, and (b) the correct distance of C from P, so that the focal 
point will fall in the proper plane. This adjustment requires 
considerable care and should first be undertaken by means of 
some preparation of a colloidal metal (silver, for example), and 
after having obtained the optimum conditions in this manner, 
the preparations to be studied are then substituted for the test 
object. 

This type of ultramicroscope is applicable only to the examina- 
tion of Uquids. With proper care in adjustment it will yield 
resiUts fairly comparable with the slit ultramicroscope. 

In many types of investigation this device possesses a very 
desirable feature, namely, that of permitting at any time an 
examination of the preparation by ordinary transmitted light, 
for it is merely necessary to tip the mirror of the micro- 
scope and thus send rays M through the object in the usual 
manner. 

Absolutely clean glass surfaces free from scratches and inclu- 
sions are essential. For cover glasses the use of thin freshly- 
prepared cleavage fibns of clear mica is suggested by Cotton. 
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The Jentzsch Ultracondenser^ can be placed upon the stage 
of any compound microscope and is so constructed as to combine 
in itself a reflecting condenser and cell for containing liquids, 
vapors or gases. It consists, Fig. 33, of a metal cell M, in which 
are mounted the two reflecting 
glass bodies G, G', These are held - ' 

in place by the cement S, S. Light 
rays enter the apparatus through 
the annular opening O, strike the 
alvered spherical surface in G, are 
reflected to the curved sides of G' 
and enter the central cell C. The 
illuminating rays, therefore, are 
substantially at right angles to the 
optic axis of the microscope, thus 
conforming in general to those in 
the slit ultramicroscope with, how- 
ever, this difference, that in the 
sht instrument the rays enter the 
cell from one side only, while in 
the Jentzsch cell the rays enter from ' 

aU sides and meet at the center. ^"^' 33 '^"J^^ muaam- 
This instrument may therefore be 

considered as occupying an intermediate position between the 
slit ultramicroscope and the cardioid tj^pe of ultramicroscope. 

A cover N fits into the mounting M and is secured in place by 
a bayonet catch. By turning the cover slightly it is made to 
press down upon the rubber gasket RR, making a very tight 
seal against the upper surface of G'. The tubes TT serve for 
the passage of gas or of liquid through the cell. The cover N is 
provided with a well-like depression closed at the end by the 
quartz plate Q. This well permits an objective of long working 
distance to be focused upon the particles in suspension at the 
focal point of the illuminating rays. 

When in use the ultracondenser is laid upon the stage of the 

microscope with the short tube A inserted into the stage opening. 

' Made by Ernst Ldtz, Wetzlar. 
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The Abbe condenser is removed or swung aside. The plane 
mirror is then turned so as to reflect a beam of parallel rays into 
the device. This beam must be of such diameter as to completely 
fill the aperture of the condenser. A powerful source of light is 
essential, preferably an arc lamp or concentrated filament Mazda 
bulb. The mirror is tipped until the bright spot of Ught appears 
at the center of the cell. Since in this case we are examining the 
path of the riys as in the slit ultramicroscope and these rays 
enter from all sides and meet at the center, it is unnecessary to 
exactly center the condenser. 

Special objectives of great penetrating power are necessary, 
corrected for the thickness of the quartz plate Q and whose 
mountings are of sufficiently small diameter to permit their 
entrance into the well in the cover to a depth such that the focal 
point will lie within the path of the rays. High magnifications 
must be obtained by employing high power eyepieces. It 
follows that there is always an illuminated plane lying below 
the focal plane of an objective and a perfectly black bacl^round 
is imobtainable. In order to obtain sharper contrasts, a dia- 
phragm can be placed just above the mirror, either cutting off 
one side of the beam of light or having an opening slightly eccen- 
tric to that of the annular opening in the ultramicroscope. 

Great care must be exercised in cleaning the cell walls and the 
quartz plate. 

For coarse colloids and for suspended matter in vapors and 
water the author has found this device of great convenience and 
a time and labor saver; but for very fine suspen^ons the results 
are not so good. 

The ImmeruoD TTltramicroscope. — In this instrument de- 
vised by Zsigmondy' we have the most improved type of micro- 
scope for the study of ultramicroscopic particles yet devised; 
through the employment of immersion objectives of high numer- 
ical aperture for both illumination and observations, much more 
brilliant and sharper diffraction disks are obtainable. Thus the 
existence may be demonstrated of particles even smaller than 
those tendered visible by ultramicroscopes of the cardioid type. 
' Zugmondy, Physik. Zeit., U (igij), 975. 
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In this new Immersion Ultramicroscope' both the Uluminating 
and observing objectives are beveled at the ends so as to allow 
their front lenses to be brought very close together with their 
axes at right angles; the drop of liquid to be examined is 
placed between the front lenses, clinging by capillarity. No 
cell is employed. The light rays having but a very short dis- 
tance to travel, even dark colored liquids may be studied. Diffi- 
cultly cleanable, expensive cells are thus wholly eliminated, the 
amount of material required for study reduced to a minimum, 
and the images obtained are exceptionally brilliant. 

For the study of hydrosols, water immersion objectives must 
be used, but for colored glass and similar bodies homogeneous 
inmiersion objectives are required. 

The construction of the instrument is shown in the diagram, 
Fig. 33A. Fitted to the body tube of a compound microscope 
is the objective carrier C into which slides a plate to which is 
screwed the image-forming objective O. To the stage of the 
instrvmient is attached the mechanism supporting the illuminat- 
ing objective I. The micrometer screws S', S', S' provide means 
for the exact adjustment of the beam of light passing in the 
line of the axis of the objective I, so that it will fall normal to the 
optic axis of the microscope. S' gives an up and down adjust- 
ment, S* forward and back and S' from side to side. By rack 
and pinion S*, the entire illuminating device can be lowered for 
cleaning, for the removal of the objectives, etc. When raised 
in position for use, the screw s is turned, thus locking the mecha- 
nism in place. 

The trough T serves to catch any drip when the liquid is being 
applied between the objectives. 

When in use, the instrument is placed on a bed plate with 
saddle stand upon an optical bench of the type shown in Figs. 
24 and 30. An apparatus consisting of a condensing lens and 
an adjustable slit, also on saddle stands, serves to throw a 
beam of light from a radiant (arc or Nemst lamp) into the 
objective I. 

In critical work the ocular of the microscope is furnished with 
> Made by C. Wlnkd, G^lttingen, G«rmu>y. 
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an adjustable slit-diaphragm, thus permitting the cutting down 
of the held until only a certain selected portion is viable. 
The mutual arrangement of the two objectives is shown in 




Fig. 33A. Zsigmondy Immecwm Ultramkxoscope. 



the dia^am. These objectives embody several unique ideas in 
mounting, construction and in the component lenses themselves; 
the end, or front, lenses are of quartz. An examioation of the 
diagram will show that a drop of liquid brought into contact 



ULTRAMICROSCOPES 75 

•mth the two front lenses will ding in place. The illuminating 
beam will pass through this drop in the focal plane of the objec- 
tive O. The image resulting upon focusing the microscope will 
appear to be two hazy triangles of light united at their apices by 
a more or less marked brighter thread or band. In this band 
are seen the diffraction disks due to the in&iitely small particles 
in suspension. By means of the ocular diaphragm aU of the 
hazy triangles are cut off and the connecting thread or band of 
light alone allowed to appear in the field of view. 



THE EZAHIHATIOH OF OPAQUE OBJECTS, VERTICAL 
nLUHinATORS, METALLURGICAL MICROSCOPES . 

The study of opaque oHjects with ordinary compound micro- 
scopes requires that the illuminating rays shall fall upon the 
preparations from a point situated above the stage of the instru- 
ment. This may be accomplished in several ways: (i) the rays 
from a radiant can be projected upon the surface of the object 
by means of mirrors, or by means of a condendng lens; (:) a 
plate of glass or a right-angled prism may be placed above the 
objective in a tubular mounting so as to faU in the line of the 
optic axis, and so inclined that any light rays striking the reflect- 
ing surface will be directed down through the objective, thus 
brightly illuminating the object. The devices of Group i 
illuminate the preparation with oUique rays only; those of Group 
2 reflect rays ptrpendicalar to the surface of the object and are 
usually termed vertical illuminators. In the vast majority of 
cases the examination of opaque objects through illumination by 
rays normal to the surface of the preparation is preferable to that 
by means of oblique rays, since the images obtained are brighter, 
etched figures are more eaaly interpreted and the finer striations 
due to incomplete polishing are far less visible. Moreover, 
photomicrographs are usually more eaaly obtained. 

Formerly parabolic reflectors of silvered glass or metal attached 
to the objective were much employed; but inasmuch as such 
devices can be used with only a very narrow range of objectives, 
and with preparations of a certain size only, their usefulness is so 
limited that chemists have quite generally abandoned them in 
favor of vertical illuminators. 

Vertical UlumlnatorB of simple construction consist of tubular 

adapters or cells so threaded as to permit screwing their upper 

end into the lower end of the body tube of the microscope, and 
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the insertion of an objective into their lower opening. Mounted 
in the axis of the adapter, or a little to one side, is a reflecting 
device which receives li^t projected upon it thiough an aperture 
in the walls of the cell and reflects the rays downward through 
the objective upon the preparation on the stage. 

The reflecting device counts of a totally reflecting prism or a 
thin disk of glass or mica. These reflectors are moimted upon 
small metal rods passing through the adapters at right angles to 
the optic axis; a milled head at the end of the rod permits chang- 
ing the angle of inclination of the reflecting surface. 

In several types the lateral opening for the incident light is 
made variable in diameter either by means of an iris diaphragm 
or a rotating collar provided with openings of different sizes. 




Fid. 34. Prism Vertical lUuminatot. Fig. 35. Disk Vertical lUumbator. 

A typical prism illuminator is shown diagrammaticalty in F^. 
34. The reflecting device consists of a totally reflecting prism P 
so mounted as to permit tipping slightly and thus changing the 
direction of the reflected ray R. Incident light I is projected 
upon the prism through the horizontal opening O. A diaphragm 
D extending not quite halfway across the aperture of the adapter 
serves to screen the prism and to prevent interfering reflections 
from blurring the image formed in the microscope. 

The construction of a disk iUumituttor is shown in Fig. 35. The 
incident rays I, I strike a glass or mica disk G and are reflected 
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by it through the objective attached below. The rays I, I enter 
through a drculai opening O. The size of this opening may be 
changed by turning the collar C which is provided with circular 
openings of three different diameters. 

Adjustment of Vertical Illiiminators. — Wlien the object to 
be exajnined is small and is supported upon a glass object slide 
it is always advisable to place below the object dide a piece of 
black, paper, card or other dark opaque object, so that no trans- 
mitted light can enter the objective. 

The aze of the spot of light concentrated upon the preparation 
should correspond approrimately to the area of Ihe preparation 
made visible in the microscope by the particular objective em- 
ployed. It is therefore desirable that the diameter of the bimdle 
of rays projected upon the reflecting device shall be adjustable. 
It is also usually best that these incident rays be nearly parallel. 
These two requirements are met by interposing between the 
radiant and the illuminator a suitable lens or series of diaphragms. 
In the better grades of illuminators, lenses and diaphragms are 
made an integral part of the apparatus.* 

The source of incident light should be a powerful radiant, as, 
for example, a small arc lamp, tungsten or Nemst incandescent, 
or inverted Welsbach gas burner, acetylene light, or stereopticon 
lamp with concentration filament, or better still a nitrogen filled 
tungsten. In all cases the radiant should be as close to the 
illuminator as is possible for convenience and safety. With 
powerful radiants and condendng lenses, it is wise to interpose 
between radiant and illuminator a water cell of moderate thick- 
ness to act as a cooling device. 

With very highly poUshed surfaces the image obtained is often 
of such dazzling brightness as to be almost blinding; in such 
cases a piece of greenish or blackish glass should always be inter- 
posed between radiant and illuminator or placed above the eye- 
piece. 

' The 4 to 5 ampere arc lamps for microscopic purposes are generally fitted 
vith a plano-convei coadenaing lens; in audi an event no other lens between 
radiant and iUiuninator may be required. The lamp should stand S to ix inches 

from the illuminator. 
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Nemst lamps with very small incandescent filaments often 
fail to yield a sufficiently even illumination; under such con- 
ditions a piece of ground glass interposed between lamp and illu- 
miaator will usually greatly improve the field of view, but will 
of course reduce the brightness of Image. 

To obtain satisfactory results in the study of opaque objects 
with vertical illuminatorB it is important that the objectives em- 
ployed be constructed with compact mounts and that the lenses 
be corrected for use with uncovered objects. Standard microscope 
objectives are always corrected for some definite cover glass 
thickness. Moderate or high power objectives of this sort, 
therefore, cannot be employed for the study of uncovered 
preparations. 

Most objective manufactiurers supply special objectives for 
use with vertical illuminators. Such objectives have very short 
mounts and have the rear lens combination flush with the upper 
edge of the mount (see Figs. 36 and 46). This is done to prevent 
internal reflections and yields better fields and cleeirer and 
brighter images. It is a safe rule to follow, if the best results are 
wanted, to select an outfit in which the distance between the re- 
flecting surface of the illuminator and the rear lens combination 
of the objective is as small as possible. 

The diagrams, Figs, 36 and 39, have been drawn with a view 
of showing this in an exaggerated way. In Fig. 36 a short com- 
pact motmt is shown, the rear lens combination is almost in 
contact with the reflecting prism P, while in Fig. 39 an ordinary 
objective is shown and the distance between reflecting disk F and 
the rear lens is so excessive as will doubtless lead to interfering 
reflections of an aggravated sort. With the construction shown 
in Fig, 39, an objective with compact mount would be essential. 

The interior walls of vertical illuminators must never be al- 
lowed to become bright but must be kept coated at all times with 
a dull black finish. 

Since the diameter of the rear lens combination is different in 
different objectives, especially when manufactured by different 
firms, it is evident that the best results will be obtained with 
illuminators of the prism type, only when the prism can be dis- 
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placed forward and back with reference to the optic axis of the 
objective in order that just the proper area of the objective may 
be covered by the prism. 

When properly adjusted the image of the illuminated prepara- 
tion should be of uniform intensity throughout and should not 
have half the field hazy and blurred with a whitish fog. Chang- 
ing the distances between radiant, collective lens and illuminator 
and tipping the prism slightly will improve matters, but with 
illuminators of the type shown in Fig. 34, there sometimes re- 
mains a slight blurrii^ of half the image. To meet this difficulty, 
two sliding diaphragms are provided in the Zeiss illuminator, 
which slip into the slot S, so constructed with two apertures and 
a central opaque stop as to effectually prevent reflections and 
passage of rays from the prism in line with the optic axis of the 
objective. When adjusting the illuminator, first one, then the 
other, of the two diaphragms should be tried to ascertain which 
will yield the clearest image, observations being made with each 
diaphragm mserted to different depths; an exceedingly slight 
displacement very seriously affects the clearness of the image. 

Interpretatioa of Appearances with Vertical tUaminators. — 
The investigator is generally dealing with more or less highly 
polished surfaces and with areas, part of which are polished, part 
rough and often studded with minute bristlii^ points. Less 
frequently, as, for example, in the study of material exhibiting 
fatigue failure, the preparations are polished but are crossed by 
exceedingly minute cracks or cleavage planes. To ascertain 
whether the surfaces are polished or mat, whether we have to 
deal with elevations or with depressions and to enable us to dem- 
onstrate slip bands in fatigue faUure requires that we shall be 
thoroughly familiar with the optic effects resulting from different 
types of illumination by reflected light. These effects have al- 
ready beea discussed at length on pages 38 and 39, to which the 
student is referred. 

With ordinary etched metal preparations no special difficulties 
arise, for with vertical illimiinators the polished surfaces appear 
bright, the irregular or mat surfaces more or less dark. But to 
demonstrate fissures, cleavage planes, depres^ons, etc., requires 
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that the examination with the vertical illuminator be supple- 
mented by very oblique illumination and that due account be 
taken of the directions of shadows with respect to the radiant, 
remembering of course that in the image seen in the microscope 
directions are completely reversed. 

Polarized Light with Vertical Illuminators. — A further aid 
in differentiating between the phases present in a given specimen 
is afforded by employing polarized rays for illumination or 
analyzing the light rays reflected from the object. The light 
rays reflected from the polished surfaces of sections of aniso- 
tropic crystals are polarized, as has been already stated, while 
the rays reflected from isotropic crystal sections are not polarized. 
It is evident that if we pick out a given phase and employ a 
magniflcation, such that an area of this phase alone ^^ the field, 
we can, by studying the nature of the light reflected therefrom, 
often obtain information of the greatest value as to the nature 
of the composition of the specimen being studied. In many 
instances it is not even essential to confine one's attention to a 
selected small area but we may use low powers which will include 
several phases in the image. 



Fig. 36. Nachet Vertical IllumiDator. 

Nachet Vertical niuaiiiuitor.' — This instrument, Fig. 36, 
consists of a collimator tube C attached to a cell F, which in turn 
slips into the threaded adapter A and is held in place by the 
thumb-screw 6. The adapter A carries at its upper end a male 
screw thread of standard pitch, serving to fasten the device into 
the end of the tube T of the microscope, while F is tapped with 
' Manufactured by A. Nachet et FOs, Paris, Fiance. 
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Standard thread for the attachment of the objective CXy. Lying 
in the axis of the tube C*is the reflecting prism P, the surface 
R of which is silvered, and the outer end L ground convex, thus 
serving the purpose of a plano-convex collecting lens. An iris 
diaphragm whose diameter is adjustable by the knob K is fas- 
tened eccentrically to C. The position of the center of the dia- 
phragm with req>ect to the axis of C may be changed by loosening 
the screw S, thus making it possible to alter the position of the 
point of incidence upon R of the illuminating rays from the 
radiant, according to the power and mounting of the objective 
employed. 

The light rays proceeding from the radiant pass throu^ the 
lens L, and striking the surface R, pass through the objective 
which now acts as a condenser, throwing a tiny spot of intense 
li^t upon the surface of a metal preparation M. The light rays 
reflected from M reSnter the objective to form the image seen 
in the microscope. A noteworthy feature of this type of vertical 
illuminator is the placing of the prism P in such a position as to 
bring its lower surface as dose to the upper lens combination of 
the objective as it is possible to do. This greatly reduces the 
danger of the formation of a hazy or cloudy image by eliminating 
internal reflections. The position of the prism P is fixed, hence 
all adjustments of the light rays must be made by displacing the 
iris diaphragm and thus changing the position of the spot of 
light upon the reflecting surface R. 

The Leitz Vertical niuminator' is so constructed as to permit 
the insertion of either a disk or a right-angled reflecting prism 
above the objective, and is therefore applicable to all heights and 
powers of objectives. 

The construction is shown in Fig. 37. To a cylindrical adap- 
ter K a collimator tube T is attached which carries a conden^g 
lens L in its mounting C. C slides within T, thus permitting 
regulation of the diameter of the illuminating beam of light pro- 
jected upon the reflecting surface. One ^de of K is flattened 
and through this surface is cut an opening into the interior of the 
ceU. The lower part of this opening is dovetailed as shown at d. 
' E. LdU, Wetzlar, Gennaoy. 
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The prism P and the disk k are attached respectively to the axis 
of the milled wheels W and W. These in turn are mounted upon 
metal plates vith edges obliquely cut so as to fit into the dove- 
tail d. These plates when inserted and pressed in place are held 
by the spring *, They are thus se- . 

cured in proper position but can be 3 

shd back and forth in the slot d, 
A mark S upon the plates and an- 
other t upon the adapter serve to 
indicate the proper position of P or 
k with respect to the optic axis of 
the microscope M. To remove the 
prism, the wheel W is pressed gently 
downwards and outwards, thus re- 
leasing the plate from the spring s; 
W is then carefuDy raised until the 
plate is free from the slot d. It 
can then be removed by tipping up 
slightly and withdrawing from the ^ 
opening. To insert the disk, turn W 
until the groove i is horizontal, introduce k into the opening and 
push down till the lower edge fits into d, then press W forward 
as far as it will go. The groove S is then brought into coincidence 
with t. The reflecting disk k is fastened to a mounting by the 
^ring fingers v. This device permits the rapid and easy removal 
of the disk for cleaning or for replacement when broken. The 
objective O is screwed into the lower opening of K ; O in the illus- 
tration is an 8 millimeter apochromatic, for 200 miUimeters tube 
length, uncorrected for cover glasses. 

Just as in the simple prism or didc illuminators, the rays of 
light striking the reflecting surface are directed downwards 
through the objective upon the object m. 

Parallel light should fall upon the lens L. This is obtained by 
employing a suitable lens between the illuminator and radiant. 
The Leitz Company supply a very conveniently mounted lens 
for this purpose. A metal screen A, Fig. 38, is attached to a 
stand B. Mounted in the screen is a lens in front of which is an 
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iris diaphragm D. The stand and radiant are placed at sucfa 
distances from L as to project a small beam of approximately 
parallel light upon L. The milled head a serves as a fine adjust- 
ment up and down of the lens and diaphragm. When either 
daylight illumination, direct sunUght, or 
a radiant at a distance are to be used, 
the mirrors Ri and Ri are brought into 
service, the light from the chosen source 
being received upon Ri, reflected upon Ri, 
and thence through the lens and dia- 
phragm opening. When a radiant dose 
to A is used the mirror Ri is raised until 
it stands in a vertical position, thus giv- 
ing an unobstructed passage through the 
center of A. 

Correct illuminatioD of the surface of 

an object ffi is obtained as described 

above by trying the lens L at different 

distances from P and by tipping P or jfc 

nc^CoXaingT^ """^l t*»« "°^t satisfactory angle of in- 

and Iris Diaphragm for cUnation is obtained. It may also be 

U»e with Leiu Vertical necessary to slide S slightly to the right 

'"'"°*"''^' or left of the indicator (. It is usually 

best to start with a diaphragm opening yielding a beam of light 

which will not more than half fill the aperture of the lens L. 

Tassin Vertical niuminator. — One of the greatest annoyances 
encountered in the work with ordinary vertical illuminators is 
the necessity of readjusting the height of the radiant whenever a 
change of objective is made or objects of different thicknesses are 
studied, ^ce refocusing is essential and this necessarily alters 
the position of the disk or prism with reference to the axis of the 
radiant. To obviate this defect Tassin has devised an appara- 
tus in which the radiant — either a small tungsten lamp or an 
acetylene burner — is attached to the illuminator mounting and 
hence in focusing, both radiant and illuminator are displaced 
simultaneously an equal amount; thus no realignment is neces- 
sary. The construction of this device will readily be xmderstood 
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by referring to the diagram, Fig. 39. An ordinary disk (or prism) 
itluminator I is attached to the tube T of the microscope. Into 
the lower opening is screwed an aliuninum adapter A which serves 
to hold in position the suppwrting bar B. The objective O is 
screwed into the lower end of A. The bar B carries a vertical 
sleeve J, dtted with a thumb-screw and serving to hold in place 




FtG. 39. Tassin Vertical lUuminator. 

the remaining parts of the illiuninator. The sleeve D carries a 
Ramsden eyepiece, securely held in position by the screw K. 
This eyepiece acts as a condenmig lens. The correct position 
of the lenses to obtain a spot of bright light of the requisite 
diameter upon the reflecting surfaces is secured by sliding the 
entire ocular in the sleeve or by sliding the lens C or both. The 
clamping joint E permits tilting the condenser so as to obtain 
the correct angle of incidence upon the disk or prism. To ex- 
clude all other light from the illuminator, a screen S is attached 



86 ELEMENTARY CHEMICAL MICROSCOPY 

to the condenser system. Fastened to S is an arm G which 
carries the radiant R. In the diagram the radiant is an acety- 
lene light, adjustable both up and down and forward and back 
in the mounting H. To make the nature of the burner clearer 
the flame is shown with its broad side toward the condenser. 
This is, however, an incorrect position for use, the proper posi- 
tion being always with the edge of the fiame toward the iUuminator 
in order that the full intensity of the radiant may be obtained. 
When, instead of the acetylene burner, a tiny tungsten lamp is 
supplied for use with tliis device a parabolic cover and reflector 
is placed back of the bulb and holds it in proper place against the 
screen (see Fig. 48, page 99) . The light rays from the radiant 
pass through the condenser system, strike the reflecting device of 
the illuminator and are totally reflected down through the objec- 
tive O upon the specimen M. The light rays reflected from M 
pass through the objective and strike the disk F at an angle other 
than that of total reflection and thus pass through to form the 
image in the ocular of the microscope. 

Owing to the relatively great distance between the reflecting 
disk F and the objective it is essential that the inner surfaces of 
I, A and O be kept a dull black in order to prevent internal 
reflections. 

The disadvantage of employing ordinary objectives instead of 
those in special short mounts will be apparent at once from the 
■diagram, for, as just pointed out, the danger of internal reflec- 
tions is very great; moreover, the length of I and A prevent low 
powers from being employed unless the microscope is provided 
with a substage upon which the specimen can be supported. 
With specimens placed upon the stage any attempt to focus the 
upper surface will entail raising the body tube of the microscope 
until the rack and pinion are out of mesh. 

A very simple and efficient device is shown in Fig. 40, in which 
the radiant moves with the illuminator in focu^g, thus avoid- 
ing the necessity of realignment for different sized specimens or 
changes of objective. It consists of a thin, bent aluminum plate 
S inserted between the body tube T of the microscope and the 
vertical illuminator I. Being provided with a bole a trifle larger 
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than the size of the iUmninator threads it may be moved to the 
right or left for alignment, and clamped fast by turning the screw 
collar of I. L is a 6-volt i6-candle-power tungsten lamp coated 
with "frosting compound" in which fine graphite has been sus- 
pended. This provides an absolutely opaque covering for the 
lamp and prevents annoying side lights in working. A tiny 
clear area is made in the coating at by means of a little alcohol 



Fig. 40. Vertical lUumiiutor with Simple Device for a Tungsten 
Lamp RadioDt. 

on a bit of rag or cotton. The lamp L is attached to the end of 
S in a slot cut for the purpose and is secured in place by wires 
soldered to the terminals of the lamp. To obtain rigidity these 
wires pass downward through bits of glass tubing i as insulators. 
S is so bent as to bring the glowing lamp filament in line with the 
center of the illuminator diaphragms. As shown in the illus- 
tration the whole device, including the coating of the lamp, can 
be made in any workshop in about an hour.- A better arrange- 
ment, when shop facilities permit, is to fasten an attaching 
socket with bayonet catch to S. _ The lamp is connected with 
the usual iio-volt lighting circuit with the interposition of a 
suitable rheostat or lamp bank, allowing the passage of 2 to 3 
amperes (five i6-candle carbon filament lamps or two 32 and one 
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i6). Instead of the i6-candle-power lamp one of about 3o candle- 
power may be substituted. 

The author has found this simple and inexpensive apparatus 
very satisfactory. A clear, bright, imiformly illuminated field 
is obtained and there are no adjustments necessary. 



Fig. 41. Chemical Microscope with Suge removed and Auxiliaiy Stage inserted 
in the Substage Ring. 

M fl'"*'W'"i"E the Alignment of Radiant and Qluminatoi may 
readily be accomplished in microscopes provided with an adjust- 
able substage by removing the condenser or polariaer and sup- 
porting the specimen upon the substage ring. In the case of the 
chemical microscope, the stage is removed by loosening the 
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centering screws and lifting out the st^e. An "auxiliary" 
stage is then inserted in the substage ring, the ^>eciinen placed 
upon it and the focusing is done by means of the substage quick- 
acting screw. Dehcate focusing may then be made by the fine 
adjustment of the microscope. This method possesses the ad- 
vantage of producing no disturbance of the alignment of radiant 
and reflector in changing objectives or in studying successively 
preparations of greatly varying thickness. Fig. 41 illustrates 
the chemical microscope with auxiliary stage applied for the 
examination of opaque objects. The auxiliary stage itself is 
shown at A. 

Mounting Polished Objects. — In order to mount small 
preparations for examination with vertical illuminators so that 
when placed upon the stage of the microscope, the upper or pol- 
ished surface will lie in a plane at right angles to the optic axis 
of the microscope, proceed as follows: place 
upon a I by ij inch extra thick object slide 
of metal 01 glass a small piece of soft plas- 
ticine, soft beeswax or soft paraffin; lay the 
object to be studied polished side up upon 
the imbedding material and place the prepa- 
ration upon the substage ring (with auxiliary 
stage in place if one is at hand) ; place a thick ^^~~^^^tor 
glass object slide upon the stage of the micro- Mounting Pieces of 
scope and then carefully raise the preparation Polished Meul (or 
by means of the substage screw until it is Study with Vertiaa 

1 ,■ 1 11. .... niuminators. 

pressed nrmly agamst the object sude, the 

latter being held in place with the fingers. The upper surface 
of the object to be studied is thus made parallel to the plane of 
the stage and is in proper position for examination with the 
vertical illuminator. Special mounting cells employing this 
same principle have been designed. 

One of these cells or devices is shown in Fig. 42. It consists 
of a bed plate attached to a base and threaded to carry a collar 
screwing up and down. The upper edge of the collar is exactly 
parallel with the surface of the bed plate. The collar is screwed 
\ip or down to accommodate specimens of different thicknesses. 
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The specimen to be mounted is kid upon a piece of lens paper, 
polished side down upon the bed piece. The collar is then raised 
or lowered the proper amount and an object slip carrying a bit 
of plastidne is inverted over the preparation and pressed down 
until each end touches the circumference of the collar. The slip 
may now be lifted off, canying with it the g)ecimen imbedded 
in the plasticine or wax. Laid upon the stage of the microscope, 
the polished surface of the specimen will be in a plane normal to 
the optic axis of the microscope. 

Metallurgical Microscopes. — The extraordinary interest in 
the microscopic study of metals and alloys within the last ten 
years and the astonishing development of theories relative to 
their constitution and structure, followed by the application of 
this information to the mechanic arts, has led to the design of 
special forms of microscopes to facilitate the study of the many 
different problems arising in the metallurgical industries. In 
all these special types of microscopes we have to deal with 
compound microscopes, having permanently attached, between 
ocular and objective, a vertical illuminator, usually of the prism 
type- 
Since the etched surfaces of metals ordinarily yield images of 
such intricacy that notebook sketches become impracticable, 
recourse must be had to photography. Most metallurgical 
microscopes therefore include as an integral part of the in- 
strument a photographic camera, and when thus provided 
they are often known as metallographic microscopes or metallo- 
graphs. 

In order that the structure of an alloy may be studied it is 
essential: (i) that a small area shall be ground to a plane surface, 
polished and etched; (2) that this plane surface shall lie normal 
to the optic axis of the microscope; (3) that the area of this 
plane shall be so situated with reference to surrounding parts 
that the objective may be brought suffidentiy dose to it to 
be focused. 

Were the preparation to be laid upon the stage of an ordinary 
microscope it would have to be thin and to have another sur- 
face ground parallel to the etched surface. To avoid these 



VERTICAL ILLUMINATORS, UETALLURGICAL MICROSCOPES 91 

difficulties and further to permit the examination of fragments 
of moderate size, the microscope is more conveniently inverted, 
i.e., constructed with the objective lying below the stage. The 
alloy can thus be laid upon the stage, polished siuiace doum over 
the stage opening. It will thus meet the requirement that its 
etched surface shall lie in a plane normai to the optic axis. 
Coarse adjustment focusing is accomplished by displacing the 
stage up or down, the tube of the microscope remaining in a 
fixed position, assuring no disarrangement of the proper align- 
ment of the illuminator with reference to the radiant. 

Most of the large metallographs are developments of the type 
first suggested by Le Chatelier. Two instruments have been 
selected for illustration as embodying the largest number of good 
features to the exclusion of those which are distinctly bad. 
These have been described at length in preference to other 
valuable instruments since the author has had the opportunity 
of working with them and thoroughly testing them. 

The Leltz Metallorgical Microscope. — This instrument con- 
sists of the vertical illuminator shown in Fig. 37 applied to a 
compound microscope so arranged as to lie in a horizontal por- 
tion. The general arrangement of its component parts is illus- 
trated by Fig. 43, An optical bench B carries a series of stands 
with saddle bases. These stands support the different unit 
parts of the instrument. The first stand carries a small arc 
lamp R, a condenser C and a screen E ; attached to E is an iris 
diaphragm D and a shutter (not shown in the cut) for making 
the photographic exposures. The next stand supports the com- 
pound microscope and its accessories; the mechanical stage St, 
the illuminator I fitted with iris diaphragm d, the reflecting prism 
V and the body tube of the microscope M with its ocular; over 
the ocular is fitted a removable black glass disk b. Coarse adjust- 
ment of the microscope is obtained by the wheel F which raises 
and lowers the stage S( supported by four pillars; the object to 
be examined is placed polished side down over the opening of the 
stage; the rays of light projected by the radiant enter the illumi- 
nator I, are then reflected upward through the objective and 
strike the surface of the object; the rays are thence reflected 
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downward through the objective into the prism V, the inclined 
surface of which reflects the rays into a second right-angled re- 
flecting prism attached to the end of the tube M. This latter 
prism sends the rays to the eye through the ocular of the micro- 
scope in the upper end of M. The entire tube M slides into a 



sleeve : by pullii^ out M, the prism attached to the lower end is 
withdrawn from the path of the rays which then pass horizon- 
tally through the tube N carrying at its end a projection eyepiece. 
The image is thus formed upon the ground glass or photographic 
plate o! the camera. A pair of Hooke's keys K, K serve to 
focus the image upon the ground glass. The rod r rising from 
the stage serves to attach a mirror and an Abbe condenser. By 
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removing the iUuminator, inserting an objective directiy over 
the prism V, and attaching an Abbe condenser A and mirror m 
to the rod r, the microscope may be employed for the examina- 
tion of transparent objects by transmitted li^t. This arrange- 
ment of the instrument is shown in Fig. 44. 

The adjustment of the illmnination in the I<eitz metallurgical 
microscope is in every way similar to that followed in the Leitz 
vertical illuminator already described. For high powers the 
makers suggest employing only the disk reflector, for moderate 
powers the reflecting prism is used, while for very low magnifica- 
tions a plate reflector is supphed so arranged as to fit between 
the objective and the preparation. This last device is restricted 
to such low magnifications, however, as to be rarely applicable 
to ordinary metallographic studies. 

The Reichert Hetollurcical Microscope. This instrument, 
Fig. 45, is one of the most convenient and most substantially 
built of its class. The microscope itself consists of a heavy base 
A from which rise four pillars; the lai^est of these, fashioned into 
a handle H, carries the stage S provided with radt and pinion 
adjustment for roughly focusing the preparation. The pillar P 
supports the microscope proper, consisting of a prism chamber 
to which the objective O, the illuminator tube V and the body 
tube are attached. The fine adjustment of the instrument is 
accomplished by the milled screw F. The prism chamber fur- 
ther carries a tube whose axis is at right angles to that of T, 
fitting into a light tight sleeve joint in C. The tube C, sup- 
ported by a pillar provided with rack and pinion vertical adjust- 
ment, fits into the front of the photographic camera and serves 
as a carrier for a projection eyepiece. To the fourth pillar is 
attached the tube B, fitted with a lens for projecting parallel 
rays into V, a rotary disk provided with diaphragm openings of 
different sizes, a glass cooling cell W for water or for colored 
solutions to be employed as color screens and a slot for the 
insertion of green, yellow or black glass slips G to modify the 
brilliancy of the strongly illuminated surfaces. For greater con- 
venience in making photographs a shutter s for exposures may 
conveniently be attached to the end of the tube B. 
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In the Reichert instrument the iUuminatiog and image-forming 
rays take the directions indicated in Fig. 46. The light rays from 
a radiant R enter the tube V, pass through a condensing lens 
and are twice reflected by the prism P. Passing through the 
objective O, a spot of bright light is formed upon the surface of 
the inverted preparation M lying upon the stage S. The surface 
of M reflects the rays downward through O to the prism Pi, 
thence the image-forming rays are reflected in the direction E 



Flo. 46. Path of Light Rays in the Reidiert Metallurgica] Microscope. 

through the body tube T of the microscope which carries at its 
outer end an eyepiece of the usual constmcUon. Owing to the 
space required for mounting Pi, the tube length of the micro- 
scope is greater than usual and objectives corrected for a tube 
length of not less than 200 millimeters must be employed. 

The prism Pi is so mounted that it can be rotated through an 
arc of 90 degrees by means of the milled head K. To K is at- 
tached an indicator I which marks the position of the reflecting 
surface. In the position of I shown in the diagram the image 
formed by the objective is sent to the observing tube of the 
microscope; turned through 90 degrees the rays are reflected 
into the tube indicated by the dotted circle C, whose axis is at 
right angles to that of T. The tube C is fitted "with a projection 
ocular whose function it is to form an image upon the ground 
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glass or photographic plate of the camera. Set screws H H serve 
to adjust and to limit the amount of rotation of K so that when 
turned as far as it will go in either direction the images formed 
will be comprised in circular fields uniformly illuminated through- 
out their entire areas. 

The illuminator prism F is so mounted as to permit its hori- 
zontal displacement below the objective in order to conform to 
the requirements of different objectives. Were P immovable, 
in the majority of cases half the image formed in the eyepiece 
would be covered with a whitish cloud or fog. The amount of 
horizontal displacement is also such that P can be slid entirely 
beyond the aperture of the objective, thus allowing an imob- 
structed passage of rays from the objective to Pi. Transparent 
objects placed upon the stage can thus be studied by transmitted 
axial lij^t or by oblique light. 

To prevent undue strains upon the stage when large qjedmens 
must be examined a supporting rod L rises from the pillar to 
which C is attached and passes through a clamp attached to the 
pillar support of C. Tightening a set screw in the clamp pre- 
vents any vertical movement on that side of the stage and as a 
further protection, a set screw is also provided for locking the 
coarse adjustment in position. The stage may thus be held 
rigidly in any plane and relatively heavy objects may safely be 
laid upon it 

The mirror m is attached to a bar of such length that it can be 
swung dose to the objective and serves to project oblique light 
upon the surface of the preparation in the study of fissures, slip 
bands, cavities, etc. 

The radiant R consists of an arc lamp, that shown in the figure 
being a "hand feed" type. The body of the lamp is raised upop 
its supporting rod until the center of the crater of the arc lies in 
the line of the optic axis of the lenses mounted in B and V. 
Hooke's keys Ni, Nj, Nt permit adjustment of alignment and 
illumination while looking into the instrument, Ni turning the 
lamp from side to side, N» up or down, and Nj approaching or 
drawing apart the carbons. In this lamp both + and — car- 
bons are of the same size, but the pitch of the screw threads 
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feeding and moviDg tbem are in the ratio 2:1. Hence the move- 
ment through the key Ni compensates for the more rapid con- 
smnption of the horizontal carbon. 

The projection eyepiece in C forms an image upon the ground 
glass or photographic plate of the camera U, the size of the photo- 
graph taken being regulated by extending or contracting the 
bellows of the camera. A graduated scale engraved upon the 
optical bench, upon which the camera slides, permits a record 
being kept of the position of tie photographic plate at the time 
of the exposiure. In order to obviate the necessity of passing to 
the rear of the camera to look at the ground glass and to focus, 
a mirror is placed within the camera box and hinged to one cor- 
ner; by means of the lever I this mirror may be swung diagonally 
aaoss the box at an angle of 45 degrees. The image of the 
preparation will thus be projected upon this mirror whence it is 
reflected upon the glass g. The investigator can thus examine 
the image and focus the same without leaving his seat before the 
body tube T. When an exposure is to be made, the lever I is 
pushed back until the mirror lies flat against the side of the 
camera. There is thus an unobstructed passage through C and 
the camera to the photographic plate. 

Although the Reichert metallurgical microscope is one of the 
best and most convenient of its kind, it has at least one very 
serious defect. It is supplied with speciaUy constructed objec- 
tives whose mounts are of smaU diameter so made as to drop 
into a sleeve or adapter instead of screwing in as is the case with 
ordinary objectives. The purchaser of the instrument must 
therefore obtain his entire outfit of objectives at the time the 
microscope is bought. If future purchases of objectives are 
required it is necessary to obtain them from Reichert and in 
order to be certain of their proper centering the microscope 
should be sent to factory.' 

• This difficulty has been elimioated in the instrument in the author's laboratory 
by fitting the opening above the illuminating prism with standard or international 
thread ("society screw"), thus permitting the use of all standard objectives irre- 
spective o/ the firm manufacturing them, and thus greatly increasing the usefulness 
of the microscope, particularly when the instrument is employed for the e; 
tion of tianspareat objects by transmitted light. 
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Metallurgical Microscopes for the Examination of Large 
Castings, etc., are now manufactured by a number of different 
firms. Such instruments are often designated, as "Works 
Microscopes," since their purpose is 
the study of materials of construction 
aheady in place or too large to bring 
into the laboratory. 



Fic. 47. Stead Woiks Micro- Fig. 4S. Tassin Metallurgical Microscope. 

As indicated by the name and purpose they are compact, sub- 
stantially built and easily trangwrtable. They consist essen- 
tially of a compound microscope, whose pillar or handle arm has 
been separated from the remainder of the instrument in a line 
in the plane of the stage, and attached to a suitable base or to 
three legs. In other words, these instruments are microscopes 
without stage or substage. When in use, the base rests upon 
the object to be studied and the tube carrying objective, illumi- 
nator and ocular is raked down until the surface of the object 
is in focus, there being an aperture in the base in line with the 
optic axis or the base is provided with widely divergent legs. 
Figs. 47, 48 and 49 illustrate typical instruments of this class. 
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- Id the Stead instrument, Fig. 47, the body tube is supported 
upon three adjustable legs. Focusing is done by hand by rais- 
ing or lowering the tube in a sleeve. When in focus the instru- 
ment is held in place by a clamping screw C. A vertical illumi- 
nator of the di^ type forms an integral part of the instrument.' 
The radiant in this case consists of a tiny incandescent electric 
lamp enclosed in a sleeve at right angles to the illuminator mount- 
ing. As the instrument is intended for low magnifications only, 
so fine adjustment is provided. 

A somewhat ^milar idea in illum- 
inator construction is found in the 
Tassin metallurgical microscope.* 
In this instrument, Fig. 48, we find 
the illuminator of the form already 



Fig. 49. Leitz Metallurgical Microscope. 

described on page S4, Fig. 39, the radiant being either an elec- 
tric or an acetylene lamp. The microscope itself has no substage 
but is mounted upon a heavy base with central opening and pro- 
vided with four large leveling screws. 

The third type of instrument is illustrated by the Leitz metal- 
lurgical microscope, Fig. 49, Here we have a compound micro- 
' See Stead, Work Shop Microscopes. J. Roy. Micro. Soc. 1909. a*. =»■ 
' For its application see Tassin, The Microstructure of Steel Castings, J. Ind. 
Eng. Chero., 6 (1913), 713. Metallography as Applied to Inspection, J. Ind. 
Bug. Cbem., 6 (igu), 95- 
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scope, consisting, as usual, of stage and substage, but with this 
difference, the tube and pillar are detachable from the stage, and 
the substage and support detachable from the base. By attach- 
ing the microscope and pillar to the base there is obtained a 
works microscope applicable to the study of large castings. The 
area of the casting to be studied is visible in the microscope in 
the opening between the legs of the horse shoe base. Light from 
a suitable radiant is deflected by the mirror m into a right-angled 
prism attached to the end of the illuminator. 

For the proper illumination of the objects, the methods and 
precautions already described on pages 78 to 83 are obviously 
equally applicable. 



CHAPTER VI. 

USEFUL MICROSCOPE ACCBSSOKIES. LABORATORY 
BQUIPBfENT, WORK TABLES, RADIANTS. 

Drawing Camenu (Camera Luddas). — It is very frequently 
the case that sketches, relative proportions of structural details, 
or actual measurements of component parts of preparations 
being studied must be entered into notebooks. Free-hand draw- 
ing is tedious, difficult, and if a sketch to scale is required, as is 
tisually the case, an exceptionally good judgment of proportion 
is essential. To obviate these difiiculties a drawing camera may 
be employed. Although there are many types of these devices 
upon the market, the chemist is usually restricted to those forms 
which permit employing the micro- 
scope in a vertical portion. 

The most convenient of these 
drawing cameras are shown in Figs. 
SO and 51. 

If, after attaching one of these 

devices to the tube of the micro- 

Fio. so- Small Abbe Drawing scope above the ocular, the worker 

Camera. looks into the instrument, he is 

(B.™i&LombOptl»lCc) able to see simultaneously both the 

preparation and the page of the notebook. 

In the forms shown in Figs. 50 and 51, known as Abbe prism 
camera lucidas, there is placed above the ocular a cube of glass 
which has been cut diagonally, the surface of one-half being 
silvered and cemented again in place, after a central oval per- 
foration has been made through the silvered surface. This oval 
aperture allows the image-fonning rays of the microscope to reach 
the eye while the silvered surface reflects from a mirror the image 
of the notebook page or drawing paper. Fig. 52 shows diagram- 
matically the path of the light rays, the dotted lines indicating 
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Flo. 51. Laige Abbe Dnwing Cameta. (Spencei Lens Co.) 




Fig. 53. Diagram of the Path of Light Rayi In Abbe Drawing Camens. 
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the image-fonning rays from the drawing paper BB reflected by 
the mirror M to the reflecting surface ej of the Abbe prism P, 
and thence to the eye of the observer. The solid lines indicate 
the image-forming rays from the preparation upon the stage of the 
microscope, passing through the aperture in ef also reaching 
the eye. It is obvious that the observer is able to see both the 
image of the preparation and the drawing ^xpa and can there- 
fore trace upon the paper with a pencil the outlines and many 
details of structure of the preparation. 

In order to avoid distortion of the drawing the mirror M must 
be so inclined that the light ray be shall faU normal to the paper. 

From an examination of the diagram it will be seen that unless 
the opening mefh placed at the eye-point con^derable light will 
be lost and unsatisfactory results will be obtained. Before at- 
taching a drawing camera always first ascertain the position of 
the eye-point (see page 13). It not infrequently happens that in 
designing an ocular, the manufacturer fails to take into account 
the fact that the investigator may wish to use a drawing camera. 
The eye-point may in such cases lie so dose to the eye lens or 
may he so far above it as to render the employment of an Abbe 
prism camera impracticable. Because of this great difference in 
the relative position of the eye-point in different oculars it is best, 
in purchasing an Abbe camera, to select one of the type shown 
in Fig. 51, since in instruments of this sort the prism mounting 
is of the smallest dimensions passible and the distance between 
prism and clamping ring will allow exceedingly great latitude in 
movements up and down. 

In order to equalize the li^t intensity reaching the eye from 
preparation and drawing paper, a series of daik glasses of graded 
degrees are mounted so as to turn and be swung in position, by a 
ring between prism and paper, and a ring between prism and 
ocular. By properly adjusting the diaphragm of the Abbe con- 
denser and then selecting the right glasses in these rings, it is 
always pos^le to obtain a clear image of both preparation and 
drawing pencil. 

The lai^e cameras of the type just referred to, are provided 
with a graduated extension bar to which the mirror is attached 
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to fadKtate adjustments, and the axis upon which the minor 
tips is graduated into degiees. When the paper lies horizontally 
with respect to the optic axis of the microscope, the mirror should 
be set at 45 degrees, providing that the mirror bar is long enough 
to prevent interferences due to a reflected image of the stage; 
if not, then the mirror must be tipped to an angle nearer to the 
horizontal and the drawing paper inclined until the central rays 
become normal to it. The amount of inclination of the drawing 
surface must be twice as many degrees as the mirror is tipped 
below 45. 

Camera luddas serve not only for drawing but are most useful 
in micrometry, in reading thermometers when melting, boiling 
or subhming points are determined, or 
in reading scales of small voltmeters or 
ammeters when observations are being 
made, for upon looking into the micro- 
scope both the prq)aration and the 
scale of the instrument may be seen. 

The Leitz Drawing Eyepiece, shown 
in section in Fig. 53, consists of a neg- 
ative eyepiece whose lenses are so ^ 
mounted as to permit the insertion of 
a reflecting prism P just above the eye 
lens extending to the optic axis of the 
ocular. Light rays (as indicated by 
the dotted line) from the drawing paper 
. enter the prism, are twice totally re- 
aected from the indmed surfaces of ^•'"- ,?"Sf'*""- 
the prism and enter the eye together 

with the image-forming rays of the microscope. The eye there- 
fore perceives the image of the object tmder the microsc<^ 
apparently projected upon the drawing paper. Neutral tinted 
glasses N serve to reduce the light intensity from the drawing 
paper and to thus facilitate following the tracings of the pendl 
point. The screw S serves to clamp the device in place while 
in use. 

Two types of these Drawing Eyepieces are manufactured. 
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oDe for use with the microscope in a vertical position, the other 
for a slightly inclined instrument. ■ 

SuKX the prism forms an integral part of the eyepiece, changes 
in magnification must be made wholly by changicg objectives or 
changing the distance from drawing board to prism. 

Microspectroscopes or Spectroscopic Oculars con^t of direct 
vision spectroscopes as integral parts of microscope eyepieces. 
They are usually constructed after the Soiby-Browning pattern, 
using a compound direct vision Amid prism. These prisms 
con^st of either three or five units, a prism of fiint glass between 
two of crown glass, or two prisms of flint glass alternating with 
three of crown glass. This prism is mounted just above the eye 
lens of the ocular, while the slit of the ^>ectroscope is placed in 
the plane of the diaphragm of the eyepiece. Usually a com- 
paring prism is provided, which, when in position, cuts off half 
the width of the spectrum and permits placing in juxtapoation 
with the spectrum of the material being studied, the absorption 
spectrum of a solution of known composition. The portion of 
bands or the amount of the spectrum cut off is determined by an 
arbitrary scale; or by means of an Angstifim scale reading in 
wave lengths, projected upon the spectrum, or by means of some 
indicating device moving the length of the spectrum, its position 
at any given point being indicated by a scale moved by a microm- 
eter screw. This last type is the only one of value to the 
chemist 

The microspectroscope illustrated,' Figs. 54 and 55, is pro- 
vided with a measuring device capable of yielding concordant . 
measurements with a very fair degree of accuracy. The instru- 
ment consists of the cell or chamber K in which are housed the 
slit s, the omiparing prism p, a movable diaphragm d, and in the 
lower opening the field lens / of the ocular. A small opening O 
in the side of K permits light, reflected by the mirror m, to enter 
the prism p and thus yield a spectrum in juxtaposition to that 
obtained from the object under the microscope. The solution 
or transparent solid used for comparison is held before the open- 
ing O by means of the clamps CC. The knob P serves to swing 
' Manufactured by W. & H. Seibert, Wetzlar, Gennaoy. 
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the comparing prism p beneath the slit or out to one ade. T 
attached to a right and left threaded spindle serves to widen or 
narrow the slit s. Attached to the upper part of K is the re- 
mainder of the eyepiece with its eye lens c vertically movable by 
rack and pinion through the milled head F. Fitting above e is 



Fio. 54. Mkxoqiectroscope. (W. & U. Sdbat.) 

a tube A carrying an Amid prism R consisting of three prisms of 
crown glass {no = 1-534) alternating with two prisms of flint 
glass (no = 1.587). 

Since the total deviation of a ray of light entering a series of 
prisms is equivalent to the sum of the deviations which would be 
imparted to it by each imit in turn, it follows from the alternate 
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Fig. 55. MicrospectTDsaq^e. 

arrangement of the glass prisms, three low and two high, that the 
deviation of the system will be the difference between the devia- 
tions produced by the crown and flint prisms. The net result is 
that for rays of medium wave length (yellow-green) the path of 
the emerging rays lies substantially in the same line as that of the 
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rays entering the system, hence it is usual to term such a prism 
system, a direct vision prism. The dispersive power of such a 
system is equivalent to that which would be produced by the 
prisms of flint glass alone. In the diagram, Fig. 55, the total 
dispersion indicated is therefore not theoretically correct. 

The measuring device of the Seibert microspectroscope fits 
above the tube A. It consists of a diaphragm with a very tiny 
triangular opening I mounted in the sliding plate B and illumi- 
nated by the mirror n; an image of this opening is projected by 
the lens / as a tiny bright white triangle upon the inclined surface 
of the prism R and is then reflected to the eye at *. The knob L 
serves to slide the lens I and thus focus the image of the triangular 
<^ning. The plate in which the diaphragm is mounted can be 
displaced vertically by means of a micrometer screw; the amount 
of displacement is indicated upon the scale S and by the gradua* 
tioos upon the drum g; one complete rotation of the drum (100 
divisions) is equivalent to one division of the scale S. 

To facilitate the illumination of the diaphragm opening I, the 
mirror n is attached to a rotating collar /. 

The position of a line in the spectrum is ascertained by bring- 
ing the triangle image to such a position that the line bisects the 
vntical ai^e. The scale and dnun divisions are then read and 
recorded. The equivalent of this reading in wave lengths is 
obtained from the calibratjon of the instrument by the method 
given below. 

Should the object, whose absorption spectrum is to be studied, 
be so small that its image fails to completely fill the length of the 
slit, the slit must be shortened until the object completely fills it 
and there will be no light reaching the eye which does not first 
pass through the 'object. This is accomplished by pushing the 
comparing prism into place, thus cutting the spectrum in half. 
At the same time the mirror m is turned aside so that no light 
enters O. Should the image of the object still fail to fill the 
length of the slit, the sliding diaphragm d is moved toward the 
center by turning the bead D, until the slit length is reduced to 
the proper dimensions. 

In order to center the object, examine and focus it, it b neces- 
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sary to remove the tube A carrying the prism.* The slit s is 
opened to its full width and the microscope focused in the usual 
manner, the eyepiece having first been itself focused by means 
of F and set at the proper calibration reference marit c. 

Before the instrument can yield scale readings convertible 
into wave lengths, it must be calibrated. This will necessitate 
placing upon its tubes certain reference or indicator marks. 
The instrument is removed from the microscope tube M, pointed 
toward the sky and the slit narrowed. The spectrum should 
appear as a long rectangular band of colored light crossed by 
many fine black lines at right angles (Fraunhofer's lines) to its 
length. Should these lines appear inclined, the tube A must 
be turned slightly until they are made normal to the q>ectrum 
length. Having thus carefully adjusted the prism to the proper 
position with reference to the slit, make the reference marks b 
upon A and upon r in order to fix this position. Now carefully 
focus the spectrum by means of F, \ising the narrowest sBt 
possible until the Fraunhofer lines appear sharpest. This should 
be done on a bright sunny day. Scratch the mark c to indicate 
this position. Turn t and tip the mirror » so as to reflect light 
into the tube and move L until a bright sharp white triangle 
is seen when looking into the eyepiece. Carefully turn the cap 
carrying the measuring device until the E^)ez of the bright tri- 
angle takes a position just a trifle above the center of the spec- 
trum band. This position is easily ascertained by pushing the 
comparing prism in place beneath the slit; half the spectrum will 
now di5a[^>ear. The most convenient position for the bright 
spot of light is when the base of the triangle falls just below the 
dividing line. Make the marks indicated at a so as to fix this 
position. The instrument is now ready for cSlibration. It can 
be taken apart at any time and the parts replaced so as not to 
alter the values of the scale divisions. After calibration, if, at 
any future time, wave length measurements are required, the 

■ In other fonna of microspectrosoopes, as, tot eiBjni^, those manufactuied by 
Zeiss, Leitz and others, the Amid prism is so mounted as to swing wpoa a hinge 
above the eye lens. This greatly amplifies adjustments. Unfottuoatdy all of 
these instnuneats have measuring devices too crude to be of value to the chemist 
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instrument is first set so that all the reference marks take the 
same positions as when the q>ectroscope was first adjusted. 

Measurements of line or band positions are made by bringing 
the bright white triangle to such a position that the line or the 
edge of the band bisects the acute angle of the triangle. The 
scale S and drum g are then read and recorded. S reads from o 
to JO, £ in himdredths of S. For example, in the instrument 
illustrated: Fraunhofer c = 0.42, D = 1.41, G — 7.11, etc. 

In calibrating by means of the Fraimhofer lines direct sunlight 
should be thrown into the instrument by means of the microscope 
mirror. For bright lines, hold the instrument clamped securely 
in place on a suitable clamp stand and direct it toward a Bunsen 
burner flame into which the metalUc salts are to be mtroduced. 
The following lines will be found convenient for the calibration : 
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When only approximate results in terms of wave lengths are 
needed, a very convenient device consists in plotting the curve 
for the spectroscope upon coordinate paper, using wave lengths 
as ordinates and scale divisions as abscissas. Such a calibration 
curve is shown in Fig. 56, the black dots indicating the measure- 
ments actually made. 

For the study of the absorption bands of liquids under the 
microspectroscope, the most convenient cells will be found to be 
tubes of different size bores and lengths whose ends are ground 
true at r^ht angles to their axes. A piece of compact cork pro- 
vided with a central orifice is cemented to a glass object slide by 



112 ELEMENTARY CHEMICAL MICROSCOPY 

means of shellac or balsam. The short pieces of tube fit snugly 
into the hole in the cork and are pressed tightly against the object 
slide. The tubes are thus easily removable and readily cleaned. 
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Scale JHvMona 
Fig. 56. Calibratioa Curve of a Selbett MkxospeOxoeoopt. 

The position of maximum intensity of an absoiption band 
should always be detenrdned by observing the situation of the 
vamshing point of the band after repeated dilutions. 

It should be borne in mind that the position of a band may 
be changed greatly through increased or diminished dissociation, 
and that the absorption bands given by a crystal may be quite 
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different from those given by the same material in solution and 
furthennore that the absorption spectra are usually different in 
different directions through the crystal. 

Heduuucal Stages. — In order to facilitate moving objects 
and to ensure certainty in covering a given area in quantitative 
work some fonn of device permitting accurate coordinate move- 
ments in the plane of the stage becomes essential. Such devices 
are known as mechanical stages and are indispensable in a great 
variety of microscopic work. Microscopes with a fixed mechani- 
cal stage are not desirable for ordinary chemical laboratory in- 
vestigations, owing to the danger of spilling corrosive liquids. 



Fig. 57. Attachable Mechanical Stage. 

Attachable mechanical stages are far better for our purposes. 
These stages are of many forms though in principle and manner 
of employment all are similar. A type applicable to the chemical 
microscope (Fig. 3) is shown in Fig. 57. The large arm A en- 
circles the pillar of the microscope and is held firmly in place by 
the set screw S, seating into a shallow slot made in the base of the 
pillar. This ensures replacing the stage each time in exactly 
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the same position. Coordinate movements are obtained by the 
milled wheels T, T. The graduated scales in each instance are 
supplied with verniers c, ». The object slide is held in position 
by the fingers F, /; a spiral spring in the joint of F presses it 
firmly against the comer of the slide. The screws a, a permit 
changing the distance between F and /, thus providing for the 
use of object slides or cells of different ^zes. 

By means of the mechanical stage the investigator is enabled 
to search systematically the entire area of a preparation in sudh 
a manner as to ensure that no portion has been missed, nor has 
any portion been twice examined, a matter of vital importance 
in quantitative woik, in clinical microscopy and in the examina- 
tion of foods for adulteration. 

Before attaching a mechanical sta^e of this type to the micro- 
scope, first lay a thin card or a piece of thick paper upon the stage 
of the microscope, then lay the mechanical stage upon the paper 
and securely clamp it in place about the base of the piUar of the 
microscope. Pull out the card or paper and the stage is ready 
for use. The card or paper has as its function preventing the 
arms from rubbing upon the stage when the arms of the mechan- 
ical stage are moved. Unless a tiny space is left between the 
microscope stage and the mechanical stage, a free and smooth 
movement of the prq)aration back and forth beneath the objec- 
tive may be seriously hampered. 

In order that full use may be made of a mechanical stage the 
amount of di^lacement must be indicated by equivalent scales 
on each of the two movements. It is therefore essential to find 
the value and the uniformity of the scale divisions and to find the 
diameter of the field of the microscope as indicated on the scale of 
the stage. This may be accomplished by laying a stage microm- 
eter in place between the clips F/ of the stage and measuring 
the displacement under a cross-haired eyepiece for different por- 
tions of each of the lateral scales of the stage. There is thus 
ascertained the true value of the graduations, whether both 
scales are equivalent and whether the scale divisions are of uni- 
form size. To determine the amount of stage displacement 
necessary to just include an entirely new area, bring a line of 
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the Stage micrometer just tangent to the circle of the field of 
view, read the stage and displace the micrometer until the same 
line is tangent to the field at the opposite end of the diameter 
of the field-drcle and again read the stage scale. The difference 
in the readings will give the number of scale divisions necessary 
to bring an entirely new area of the preparation into the field 
of view with that particular optical combination which has been 
employed. 

When the entire area of the preparation must be studied, the 
student must of course look into the instrument while the prep- 
aration is slowly displaced in one direction, as, for example, to 
the right or left, and then turn the stage up or down the proper 
number of scale divisions and again observe the slowly changing 
field as it is displaced in the opposite direction to the left or 
right. 

RotttiJig or Orienting Devices. — It not infrequentiy bf^pens 
that irregular fragments of material must be carefully studied, 
or that the exact relation of one surface to that adjacent to it 
must be determined, or that the behavior of light rays sent 
through the body in different directions be ascertained. To 
fadUtate the changing of the position of the substance and to 
enable the worker to so place it that the surface being examined 
shall lie in a plane normal to the optic axis, various orienting 
devices have been suggested. 

The simplest of these consist of either metal or glass hemi- 
^heres of such a size as to fit into the opening of the stage or into 
the opening of a plate laid upon the stage; the upper part of the 
hemisphere is usually a truncated cone. Having a lower hemi- 
spherical surface the apparatus may be tipped in any direction 
and at any angle up to approximately 45 degrees. 

The Glass HemUphere, as employed simply for the purpose 
of facilitating the examination of irregular objects, is shown in 
Fig. 58; a band around the hemisphere gg is rough ground so as 
to prevent slipping when the device is tipped. The object o laid 
upon the upper or flat surface can be so tipped as to permit the 
different surfaces to be studied without difficulty. 

In certain classes of microscopes as, for example, Dennstedt's 
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"Universal" microscope' the stage itseU consists of a huge 
hemisphere, thus pennitting the orientation of irregular objects 
in all directions. This microscope was designed to meet the 
requirements of forensic investigations where large objects of 
irregular outline are the rule. 

i 



Fig. s8. Large Glass Hemiiphere. An Accessoiy which greatly facilitates tbe 
Study of Irregular ObjeOa. 

The application of the hemisphere is also found in several mi- 
croscopes intended for tbe study of metals. Here, however, we 
are dealing with opaque objects, and needing reflected light only, 
the orienting device can be constructed entirely of metal. A 
good example of this style of construction is found in Robin's 
metallograph.* 

In this instrument the stage is attached, Fig. 59, to the micro- 
scope stand by a ball-and-socket joint as shown, making it pos- 
sible to focus upon any given area of very irregular specimens. 

To facilitate the examination of crystals with reference to their 
different behavior toward polarized light according to the direc- 
tion through them that the light is sent, Schroeder van der Kolk 
suggested fastening the specimens to a small glass hemisphere. 

' Dennstedt, Die Chemie in der Rechtspfl^e. p. iSj. Leipzig, rgto. 
* Robin, Trait£ de Metallogmphie, p. 50, Paris, igi2. 
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This idea was later elaborated by E. ten Siethoff ' who combined 
the hemisphere with a system of condensing lenses, thus permit- 
ting not only the orientation of a crystal and its study imder the 
influence of plane polarized light sent through in the directions 
of the different axes of vibration but also permitting observations 
with strongly converging polarized light in different positions. 
The apparatus consists of a condenser which is laid upon the stage 
of tlje microscope, the diameter of its mounting being such as to 
fit into the stage opening. The construction is shown in Fig. 6o, 
The crystal fragment is laid upon the flat surface of the glass 
hemisphere S. 




Fia.59. Robin Ball-and-socket Stage 
foe Metallurgical Mkroscopea. 



Fig. 60. ten SietboS Glass Hemi- 



fnl' 



Fig. 61. Klein OricDting Apparatus. 



Klein's Orienting Apparatus,' Fig. 61, consists of a glass ceU C 
to which a conical tube T is attached into which is ground a plug 

' Central, f. Min., 1903, 657. 

■ Mauufactund by V<»gbt and Hocbgeaang, GOttingen, Gennany. 
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or stopper S. To the outer end of this stopper is fastened a 
metal head M, whose drcumference is graduated, each division 
being equal to two degrees. These graduations are not intended 
for accurate measurement but merely to serve as a guide in rotat- 
ing the material cemented to the knob k at the inner end of S. 
For use the cell and stopper are placed in a metal mounting B 
and laid upon the stage of the microscope. The cell C is filled 
with a liquid of such refractive index as to practically obliterate 
the usual heavy black contour bands. Leakage is prevented by 
holding the stopper tightly in place by the tension spring t. A 
curved finger, fastened by the screw A, holds the glass parts in 
the metal mounting and allows easy removal for cleaning. An 
index mark i upon the tube T furnishes a means of determining 
the amount of rotation of the object attached to k. The instru- 
ment is provided with two cells, one lo millimeters deep and one 
1 5 millimeters deep, and a special condensing lens K for observa- 
tions with converging polarized light. 

A Sinqtle Device for Orientation, often perfectly satisfactory, 
- conasts in cementing the object to the point of a needle or 
tiny glass rod and inserting the other end of the needle or rod 
into a mass of plasticine. The needle or rod can be moved in 
any direction and secured in place by gentle pressure of the 
fingers upon the plasticine. Solid angles of tiny crystals may 
thus be computed by measuring the plane angles of the different 
faces in turn.' 

Lens Holders. — Frequently low magnifications are required 
in preparing or separating material for microscopic study, but 
placing the objects upon the stage of the compound microscope 
is inconvenient or impossible. Recourse may then be had to 
magnifiers held in some sort of easily adjustable stand. The 
author has found a stand of the general style shown in Fig. 62* 
to be the most useful. The lens holder itself, conasting of a 
spring clip C, renders the stand applicable to a wide variety of 
uses other than merely supporting lenses. The hinged arms and 
.thumb-screw admit of adaptation to any position and to all 

' Kley, Rec. tiav. chim. PayvBas., 1ft (1900), 13- 

> Made by Uie Bausch & Lomb Optical Co., Rockestei, N. Y. 
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angles and elevations. The rack and pinion serves as a £ne 
adjustment or to facilitate the examination of the surfaces of 
irregular objects. 




Fio. 62. Lens Holder. 

Reagent Containers. — Dry reagents for microchemical analy- 
sis are conveniently kept in tiny glass stoppered vials in a 
block of wood (Fig. 63), the stoppers of which are numbered or 
lettered and the contents recorded upon a small chart which may 



Fio. 63. Reagent Set for Microchemical Analysis. 

be placed under the glass plate on the work table. A transport- 
able set of reagents is shown in Fig. 64, modeled after the reagent 
box designed by Behrens," difTering from that of Behrens in only 
two particulars; in having upright stoppers in the vials instead 
> Auleitung z. Mikrocbem, Anal., Leipzig, 1S99, p. 39. 
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of flat mushroom fonn, thus permitting the removal of sto[^>ers 
or vials more quickly and easily, and in having all the vials 
glass st(^pered instead of half of them with rubber stoppers. 



Fig. 64. RcKgent Set for Mkiochemical Analysis. (Bdmos.) 

The common adds, such as hydrochloric, nitric, sulphuric and 
acetic, in daily use may be kept in small bottles provided with 
pipettes, Fig. 65. In similar bottles distilled water, dilute 
ammonia and dilute glycerine may be placed. A tiny shaUow 
tray will be found convenient for holding the set of liquid reagents. 
Small bottles holding liquid reagents must frequently be emptied 
and filled with fresh material, owing to the extraction of soluble 
constituents from the glass walls of the containers. 

Ammonium fluoride and other fluorine com[>ounds are placed 
in small stoppered tubes made of hard rubber. Fig. 66, or in 
cerosine lined vials. In the latter case frequent renewing of the 
reagent is essential. 
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Fig. 65. ReagcDt Bottk with 1 

Barnes Pipette. ( X |0 

Glass Rods and Pipettes. — The tiny amounts of reagents 
required for microchemical tests are most conveniently removed 
from bottles and vials by means of drawn-out glass rods or 
by platinum wires mounted in a glass handle. The type of glass 
rod found to be most useful is shown in Fig. 67; if one or two 
millimeters of the drawn-out end are slightly roughened with a 
piece of fine carborundum or emery cloth, or ground on a wheel, 



FlO. 67. Drawn-out Glass Rod and Pktinuni Wire for ImnHli'ng Reagents. 

it will be found that both liquids and solids are more easily trans- 
ferred and bandied than if the glass be smooth. Slightly breath- 
ing on the end of the rod, or touching it to one's fingers before 
bringing it in contact with the reagent will cause tiny fragments 
of dry powders to chng to the rod long enough to permit all usual 
transfers. Similarly, roughening the end of the platinum wire 
improves its carrying power. Rods and wires roughened, neces- 
sarily require more care in cleaning after use than when polished. 
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Tiny pipettes may be employed for transferring solutions or 
liquid reagents, but are so difficult to keep thoroughly clean that 
it is wiser to employ short lengths of tubing of capillary bore made 
by drawing out odds and ends of glass tubing. Such substitutes 
for pipettes draw up the solutions to which they are touched by 
capillarity — the liquid can easily be expelled by gently blowing 
into one end of the tube, the other end being held against an 
object slide. After transferring the liquid, the capillary tube is 
thrown away. 

^latulas. — Larger amounts of dry reagents than can con- 
veniently be handled by the glass rods or platinum wires may be 
transferred by means of small platinimi spatulas, Fig. 68, made 



Fic, 68. Platinum Spatula for Microchemical Analysis. (Full site.) 

from a piece of platinum wire about one millimeter in diameter 
and So to 85 millimeters long, one end of which is hammered' out 
flat on a polished steel surface tmtil it becomes a little over 3 
millimeters wide and the flattened surface about 10 millimeters 
long. The blade thus prepared is shaped and smoothed with a 
fine flle and polished. The end of the handle is given a gentle 
blow or two with a hammer, filed to a double chisel edge and 
polished, thus giving an instrument useful in breaking up small 
fragments of soft salts, or in loosening reagents in the set of vials 
referred to above. 



Fig. 69. FotcqM [or Micros(»pic Work. (Full ^ze.) 

Forceps. — For picking up tiny fragments of dry material, 
handling cover glasses, small watch glasses, etc., forceps (Fig. 
69) with fine curved tips are indispensable. The corrugations 
usually fotmd on the points should be carefully &led away until 
the tips are almost smooth. 
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When deliquescent or corrosive materials are to be handled 
the forceps should be provided with solid platinum tips, Fig. 70. 
No microchemical outfit can be considered as complete without 
platinum tipped forceps. Just as in the case above dted the 
roughening at the tips should be carefully removed and at least 



Fig. 70. Forceps with Platinum Tips. (Full size.) 

one of the tips also filed flat and smooth on the outside, thus al- 
lowing the tip to be used as a tiny ^)atula. Tips should be 
sufficiently stiff and rigid to permit holding fragments firmly to 
obviate all danger of dropping material or bending the tips. 
Foil-like tips are for this reason an abomination since the slightest 
excess of pressure causes them to bend and loosen. 

Object Slides and Other Supports. — Object slides or slips 
employed in microchemical analysis should be from i to 1.5 
millimeters thick and made from glass of such composition as to 
be as resistant as possible to the action of solvents. The color- 
less glass object slides in common use in America, so excellent 
for ordinary microscopic work, are easily attacked by all the 
usual solvents and reagents employed in qualitative analysis. 
Great care, therefore, is necessary when very minute amounts 
of material are to be tested, to avoid being led into serious error 
ari^ng from the extraction of constituents from the glass slides. 

Object slides of greenish glass, the usual material supplied 
some years ago, and sometimes still found on sale, are much 
better, being harder and more resistant to the action of chemicals. 

Standard slides, 3 inches by i inch, are too long and shoiild 
be cut in half, or half-size slides purchased, since microchemi- 
cal reactions are generally performed at the comers of the 
slides, seldom if ever at the center. A full-sized slide carniot be 
satisfactorily rotated on the stage of the polarizing microscope 
with the material situated at one comer, dnce the slide extends 
too far beyond the rim of the stage; nor can material be heated 
at the center of the slide without inciuring the danger of breaking. 

Object slides of ordinary non-resistant glass rapidly become 
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etched, corroded aod scratched and should then be discarded. 
Before being used, new slides should be dropped in warm chromic 
add cleaning mixture, washed free from aU add in hot distilled 
water, drained, dried, in a locality free from dust, and when dry 
stored in covered boxes or wide-mouthed bottles. The simplest 
test which can be applied to an object slide to determine its fit- 
ness for use is to place upon its surface a small drop of distilled 
water and slowly tip the slide; if the drop flows readily across, 
leaving an unbroken streak of water, the surface is dean; if, 
however, the drop refuses to flow or if upon flowing it immedi- 
ately breaks away from the mother drop, the surface of the slide 
is dirty or greasy and is not flt for miorochemical maoipulations. 
Pas^ng a greasy object slide slowly through the flame of a Bun- 
sen burner will often render it fit for use. 

All cloths used in wiping slides, etc., must be free from lint 
and washed absolutely free from starch, dextrine or other fillers 
which may have been present. The so-called " glass-toweling " 
of commerce, after thorough washing, will be found to be one of 
the best materials for use. It must be remembered, however, 
that after handling, any such material takes up suffident greasy 
material from the hands as to render it unfit for use; for this 
reason it will be found convenient to have the toweling cut in 
short lengths and to mark one side in some manner and always 
apply the hands to the marked side only. Frequent laundering 
is essential. 

The difficulty of preparii^ absolutely dean slides is never 
fully appreciated until one has tried working with dark-ground 
illuminators and various types of the ultramicroscope. In the 
more refined methods of ultramicroscopic investigations it is 
found that glass slides cannot be made suffidently free from 
objectionable surface films for use, and recourse must be had to 
quartz slides or disks which, after cleaning as described above, 
are heated to bright redness just prior to being employed. 

Quartz (fused silica) slides may now be obtained from any 
firm dealing in this material, suffidently free from air bubbles, 
to permit using even high powers, and of such transparency as 
to leave little to be desired. Small slips or tiny cells of silica 
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will be found most useful where corrosive add chemicals are 
employed or where the material must be heated to a temperature 
somewhat higher than the fusing point of glass. In the investi- 
gation of ultramicroscopic particles or in observations upon the 
action of ultraviolet light, fused silica supports and covers are 
essential. The price of silica object slides is still so high, however, 
as to be prohibitive to their employment save in investigations 
where glass or platinum foil cannot possibly be used. 

For use with hydrofluoric add and its salts object slides of thin 
celluloid will be found practicable and far more convenient than 
glass slides varnished or coated with Canada balsam. In the 
absence of good celluloid slips, glass object slides may be coated 
with a thin film of "Zapon" or "Bakelite" varnish.' Although 
celluloid may now be obtained suffidently clear and colorless for 
all the usual microchemical methods involving tests with fluor- 
ides it ix>ssesses the drawback of great inflammability and since 
most of these tests require a gentle heat for their proper develop- 
ment, exceeding great care is necessary to avoid the complete 
destruction of the slide and preparation during heat treatments. 
Object slides made from "fireproof" photographic films of cellu- 
lose acetate are therefore better than slips of ordinary celluloid 
and it is to be regretted that sheets made from cellulose acetate 
cannot be purchased in the open market of the same thickness 
as those made from the nitrocellulose. 

Treatment of material with alkalies or at a high heat must 
be confined to supporting slips made from platinum foil. In 
fact, a small piece of platinum foil 15 to 20 mm. long by about 
7 mm. wide, suffidently thick to remain flat when heated at a 
comer may be considered as a necessity. The foil must be 
kept flat, dean and polished. Since it is opaque, the materials 
must eventuaUy be transferred to glass, quartz, or ceUuloid 
slides for examination after having been subjected to the proper 
reagent or heat treatment. When very low magnifications are 
permissible it is possible to examine the material upon the plati- 
num foil without transferring, the illumination being either by 
oblique light or by some form of vertical illuminator. 
1 See alio page 169. 
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Watch Glasses. — When volumes of liquid greater than can 
be handled upon object slides become necessary, small watch 
glasses lo millimeters and 35 millimeters in diameter will be found 
convenient. Only the deep tjfpe of watch glass should be 
employed; for example, a 25 millimeter watch glass should be 
from 3 to 5 nullimeters deep. Instead of 10 millimeter shallow 
watch glasses, object slides with a depression ground into them 
will be found better and more convenient. 

Watch glasses are useful for covering preparations, for making 
tiny mobt chambers, for microdesiccators, for distilling and 
subliming, and for evaporating solutions to small bulk. 

Most small watch glasses are made 
from soft non-resistant glass, a fact 
which should be borne in mind when 
usit^ them. 

Still larger volumes of liquid than 
can be accommodated in small watch 
glasses are best concentrated in small 
Fig. 71- Brat Form of Glass gvapofators of tran^Kirent quartz or 

Mi<S^i''wo^!'" ^"' J*"* g^^ (^'8- 7^)- ^f ^^^ "^^ ^t 
bottoms are chosen they may be placed 
upon the stage of the microscope and any crystals, deposits, etc., 
examined with low powers as well as if the material were trans- 
ferred to a glass object slide. 

Gas Lamps for Microchemical Work.— The form of "mi- 
crochemical burner" commonly referred to in the older manuals 
on the microscope and microscopic methods is shown in Fig. 
72. This burner answers admirably for all purposes involving 
only moderate heating of very small amounts of material. 
Since, however, microchemical methods often require a prelimi- 
nary handling of several grams or cubic centimeters of substance, 
the burner shown in J^'ig. 73 will be found to afford a wider range 
of usefulness. It also occupies less space upon the work table. 
It consists of an ordinary Bunsen burner provided with a ade 
tube for a "reserve" or "pilot" flame. In the fonn illustrated, 
the tiny flame B (reserve flame) employed for microchemical 
work is furnished by a small brass tube In^de the Bunsen tube. 
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This flame is always burning when the gas is turned on at the 
gas main; its height is regulated by the screw S so as to be from 
3 to 4 millimeters high. If, as often happens, this tiny flame 
cannot be lowered to the proper size, remove the screw S, and 
drop into the hole a small fragment of very soft annealed copper 




Pio. 71. Burnet (or Microcbenucal 
Analysis. 



Fic. 73. Burner for Microchemical . 
Analyns. {xj.) 



wire, replace the screw and turn until the copper fragment has 
been crushed sufficiently to partially obstruct the flow of gas. 
Turning the stopcock A lights the large burner and serves to 
regulate the size of the Bunsen flame. The burner is not sold 
with the ring R, as shown in the figure, but this attachment can 
be made in a few minutes by fastenii^ a bent copper or brass 
wire to a split brass ring which may be raised or lowered and 
maintains its position through friction, or, if possible, a heavier 
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ring with thimib^crew is substituted for the simple ring. This 
wire ring is useful as a support when moderately long beating 
must be practiced or wben evaporations over a tiny flame at 
moderate temperatures are required. 

For the production of higher temperatures than are pos^le 
with the flame of the Bunsen burner, a blowpipe will be found 
convenient. The usual form employed in the blowpipe aoaly^s 
provided with a platinum tip should be chosen and if in addition 
it can be fitted with a hot blast attachment its usefulness will 
thereby be greatly increased. 




Fig. 74. Type of Small BUst Luap for Mictochenucal Analysia. (x i.) 

Where the work table ^ suiq)lied with compressed air a minia- 
ture blast lamp of the type shown in Fig. 74 is an invaluable aid 
in fusions, production of high temperatures, preparation of tiny 
blown glass apparatus, etc.; having two joints it can be quickly 
adjusted to aJmost any position and can even be employed to 
heat material directly under the microscope, although such oper- 
ations are best performed by means of an electric current since 
the heat may thus be far better localized. 

Heating preparations whUe subjecting them to observation 
through the microscope may be accomplished by means of the 
electricaUy heated hot stage (see page 224) or by a tiny flame 
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obtained from a glass or quartz tube drawn out and bent up and 
supported by the substage ring of the instrument, the rotatii^ 
stage having been removed to avoid injury and the preparation 
supported on an asbestos plate provided with a small central 
orffice for the passage of light. It is obvious that when moder- 
ately high powers and temperatures are to be employed, the 
objectives must be kept cool either by means of a strong blast of 
cold air or by water jackets. To meet these conditions specialty 
constructed microscopes are obtainable; a typical instrument 
of this sort is shown in Fig 7, page 29. 

Small Tongs. — As a substitute for cnidble tongs for holding 
platiniun foil, cups, etc., a pair of compression arterial forceps. 
Fig. 75, will be found to be a valuable 
addition to the equipment. Forceps 
of this sort hold thin material tena- 
ciously ance they loct firmly in place, 
and thus the fingers do not become 
cramped during prolonged heat treat- 
ments. 

Work Tables. — The type of work 
table chosen by the chemist upon 
which to place his instruments and 
apparatus for microcheraical inves- 
tigations will depend largely upon 
his individual preferences or upon I 
the character of the work he is called ( 
upon to perform. 

In general a table provided with p^^. Surgical Compression 
an indentation or cut-out portion Forceps. Convenietit foi Hold- , 
along one edge will be found to pos- ^ ^"^ Platinum Cui» or 
sess many advantages over a simple 

straight edged table. The worker, sitting well up into the 
cut-out, secures support for his arms and is enabled to sit up 
straighter; thus he is subject to far less fatigue during long 
observations and manipulations. Moreover, in the greater part 
of microchemical analyses or examinations more or less corrosive 
vapors or gases aie apt to be given off which it is desirable to keep 
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as far away from the microscope as possible and yet the instru- 
ment must be readily and immediately accessible without ma- 
terial change of position. The indented table offers a ready 
solution of this problem for if the microscope be placed to one 
side of the indentation and the micro-burner and reagents on the 
opposite side the worker has only to swing to the left or right as 
the case may be to change his position from the most convenient 
one for manipulations to that for microscopic observation. Fig. 
76 shows the construction and arrangement of a convenient work 
table for microchemical investigations. 

When an indented table is provided with drawers as shown in 
the illustration, care must be taken in the construction to see 
that the depth of those nearest the cut-out section is not so great 
as to hit (he knees of the worker as he swings from one side to 
the other. 

The table top should be of close texture and finished in a dull 
lusterless black. A polished or shinii^ top should be avoided, 
since reflections therefrom are always annoying and very tire- 
some to the eyes. Glass, porcehiin or stone tops should there- 
fore be finished with dull or "ground" surfaces, never polished. 
Coarse-gT^ed woods should be avoided because of the difficulty 
of keeping them clean ; for this reason the author prefers table 
tops of white wood or poplar, stained with aniline black, un- 
polished and unvarnished, and merely rubbed down smooth. 

To guard against disfigurement and corrosion of the table top, 
manipulations are performed upon a square piece of plate glass. 
A convenient aze will be found to be from twelve to eighteen 
inches square. 

When possible the work table should be piped for gas and com- 
pressed air and be furnished with binding posts or switch for 
electric current (direct, when available). Running water ts 
unnecessary. 

The arrangement of instruments, apparatus and reagents 
upon the worit table is shown in the cut and needs no further 
comment. 

A stool adjustable in height and provided with a swivel seat 
may be said to be practically indispensable. If the stool has in 
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addition an adjustable back the added comfort thus secured 
cannot be overestimated. 

Radiants for Microscopic Illmniiuiticm. — The modem micro- 
chemical laboratory employs as sources of artificial light for 
microscopic illumination the electric current or the acetylene 
light. Gas light illumination, using Welsbach mantles, made 
incandescent by coal gas, alcohol or gasoline vapors, have al- 
ready become radiants of the past, and the oil lamp is now so 
very rarely used as to need no comment. If Welsbach lights 
must be employed owing to lack of electric current or calcium 
carbide, preference should be given to lamps of the inverted 
mantle type. 

Cylinders containing compressed acetylene gas are now so 
"widely distributed and the gas relatively so inexpensive (exclud- 
ing the first cost of the container) that few investigators will care 
to be bothered with carbide gas generators. A piece of thin 
faintly blue glass placed between the acetylene flame and the 
mirror of the microscope yields light approximately equivalent 
to daylight, so far as color values are contxmed.' 

The development of dark-ground and of vertical illuminators 
and their applications has been accompanied by a corresponding 
improvement in electric lamps. These now fall in one of several 
groups: carbon arc lamps, Nemst glower lamps, tungsten 
filament incandescent lamps or mercury vapor lamps. 

Ordinary microscopic work rarely requires an arc lamp draw- 
ing a current of more than 4 or 6 amperes, but for ultramicro- 
scopic investigations an arc of 1 5 to 30 amperes is dearable and 
in many instances absolutely essential. Many styles of a>n- 
struction are found on the market. Several typical lamps are 
here Ulustrated. Fig. 77 shows the 4 ampere hand-feed arc 
lamp of the Bausch and Lomb Optical Company; Fig. 78 that 
of the Spencer Lens Company; and Fig. 79, the automatic 4 to 
5 ampere lamp as manufactured by E. Leitz. In Fig. 24 an 

> Wright, Artificial Daylight, Amer. J. Sci. (4) S7 (1909), 98. Quite n- 
centiy the ComtDg Glaw Works of CorniDg, N.Y., hse perfected n oombi- 
n&tioii of ^HBee eucb that, when employed with large tuogsten lamps, bve 
artificial daylight ia obtainable as ^owu by spectroacopic testa. 
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inexpen^ve but very convenient type of more powerful arc lamp* 
is shown in partial section. 
Arc lamps for microscopic lUimiination should always have 



Fic. 77. Mknwcope Lamp; Bausch & Lomb. Arc IVP'- 

their carbons at right angles, or approximately so. Direct cur- 
rent arcs are far better than alternating current. The horizontal 
carbon should be the positive pole and the carbons should be soft 



Fig. 78. Micioscope Lamp; Spencer Lens Co. Aic Type. 

cored. By this means the crater is maintained at a fixed point 

and the condensing lenses of lamps or of special stands will 

project an image of the crater upon the microscope mirror or 

■ Sold by Wm. Gaertner & Co., Chicago, 111. 
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into the vertical illumiaator without getting seriously out of 
alignment as long as the arc is burning. Unless a considerable 
sum of money is invested in a very high grade automatic lamp, 
it will be found better to use hand feed arcs. Cheap automatic 
lamps are rarely satisfactory and it is only when expensive 



Fks. 79. Microscope Lanqt; E. Leitz. Arc Type. Autonutlc. 

outhts are purchased that steady uninterrupted feeding of the 
carbons takes place, yielding an arc of uniform brilliancy and 
non-flickering crater. Hand feed lamps are therefore to be pre- 
ferred for ordinary work. Satisfactory results can only be 
obtained from good carbons. These should be moderately soft 
and of uniform composition. 

In most cases the interposition of a cell filled with water 
between the arc lamp and preparation is essential in order to 
prevent damage to optical apparatus and specimens by heat. 
Filling the cell with a solution of alum or ferrous sulphate is no 
better than pure water alone. 

Next to the carbon arc, the Nernst lamp is most satisfactory, 
80 far as light intensity and convenience of mounting are con- 
cerned. Fig. 80 shows a Nernst glower galvanometer lamp' 
which serves admirably for microscopic work, especially for ob- 
taining oblique illumination in the study of opaque objects and 

> Made by the Cambridge Scientiiic Instrument Co., Cambridge, EngUnd. 
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as tadiant for vertical illuminators. For use in this way the 
cross wire just outside the projection lens is removed as well as 
the cross wire diaphragm sliding 
into the tube. It sometimes 
happens that owing to a drop 
in the voltage and a high resist- 
ance of the "ballast" in the lamp, 
the heater mil not raise the glower i 
to the necessary temperature to 
permit the passage of the electric 
cutrent. In such an event care- 
fully unscrew the lamp from the 
tube and hold a lifted match 
under the glower. The glower 
will usually bea)me incandescent 
and the lamp can be screwed back Fio. So. Galvanometer Ittmp ot tht 
in place. Catubridse Sdentific Instninwnt 

A more powerful Nemst lamp ^- ^"^ "^^^ 
is shown in Fig. 8i. This lamp* is intended primarily for use 
with daik-ground illumioators. As supplied by the dealers this 





Fic. Si. Microscope Lamp. Nemst Type. 

lamp has a ground-glass globe. A more convenient arrangement 
consists in substituting for the globe, a tin shield as illustrated. 
The chief difficulty encountered with dngle glower Nemst 
lamps is the fact that the radiant is long and very narrow and its 
image projected into the £eld fails to give uniform illumination 
' Sold by Bausch ft Lomb Optical Compooy, Rochester, N. Y. 
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unless great care is taken in adjusting the distance of radiant, 
condensii^ lenses, diaphn^ms, etc. Multiple glower lan^ are 
far superior in this respect. Unfortunately they are so fragile 
and require such care in handling as to render them expensive 
and therefore impracticable for the average chemical laboratory. 

To obtain a uniformly illuminated field with single glower 
Nemst lamps recourse must be had to a screen of ground-glass. 
This causes a diffusion and softening of the light, but greatly 
reduces its intensity, the loss being from 30 to 60 per cent, accord- 
ing to the thickness and nature of the glass and the character 
of the ground surface. 

The most satisfactory electric lamps for general purposes now 
available are Mazda projection lamps with concentrated fila- 
ments. These General Electric Company lamps have round 
bulbs and are made for 1 10 volt circuits in 100 watt and 60 watt 
sizes.' They may be obtained with plain glass bulbs or with 
frosted glass having a drcutar unfrosted window. On the Cor- 
nell University lighting circuit the 100 watt lamps have ap- 
proximately 65 and the 60 watt lamps 49 candle power. Em- 
ployed with screen and suitable condensing lenses these lamps 
leave little to be desired where a moderately powerful radiant is 
required. The tungsten filament will stand rougher treatment 
than Nemst glowers and is not subject to burning out through 
short circuit. They yield excellent results in illumination by 
transmitted light in the usual manner by means of the micro- 
scope mirror or as a source of light in dark-ground illiunination 
or with vertical iUiuninators, but for oblique reflected light in 
the study of opaque objects, the size of the lamp bulb and the 
position of the tungsten filament renders the lamp and condens- 
ers somewhat clumsy and apt to be in the way. Fig. S2 shows 
the construction of these lamps. They are now supplied by the 
Bausch & Lomb Optical Company with the same style of stand 
as shown in Fig. 81. Because of the very little difference in the 
candle powers of the two lamps, it will be found that in general 
the 60 watt lamp is more convenient on account of its smaller 

' Since Ute above was written, loo, 400 and 500 watt nitrogen filled concen- 
trated Qlament tungsten lamps have been placed upon the market. 
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bulb diameter. To avoid eye fatigue, when using one of these 
powerful tungsten lamps, it should be screened or treated with 
frosting compound and graphite or aluminum, as suggested on 
page 87. Two or three dippings 
will be required to produce a 
coating absolutely opaque. A 
wipdow is then made by washing 
ofiF a circular area with alcohol. 

NosepieceB. Objective Chang- 
ers. — In ordinary microscopic 
investigations frequent changes 
from one objective to another in 
order to obtain increased magni- 
fication are usually necessary. To 
avoid the annoyance and loss of 
time required to unscrew one ob- 
jective and reinsert another, va- 
rious devices have been suggested. 
Those abnost universally em- ' 
ployed by biologists are known 
as revolving nosepteces and are ^own in Figs. 83 and 84. 
The illustrations show their construction and operation suffi- 
ciently well to need little comment. The nosepiece is attached 
to the body tube of the microscope. It may accommodate 




t. Tungsten Lamp witli Con- 
centTBted Hlament. 




Fio. 84. Dust-proof Revolving 
Nosepiece. 



Fic. S3. Revolving Nosepiece tot 
Three Objectives. 

two, three or four objectives as the case may be. The 
better type is shown in Fig. 84. It is circular and almost 
dust-proof, while in the type shown in Fig. 83, if by chance the 
objectives are not turned under the shields dust falls upon the 
back lens combinations. Owing to the almost impossibility of 
constructing these nosepieces so that each objective will be 
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properly centered when turned in place, many investigators pre- 
fer "objective holders" or "charters" instead of revolving nose- 
pieces. Three fonns of objective changers are illustrated in 
Figs. 85, 86 and 87. In the case of those of the fonn of Figs. 85 




,'85. Bausch & Lomb Qutdi 
Objective Cbaaga. 



Tto. 86. Ldts Clutdi Objective 
ChKngcT. 



and 86 a flanged collar is attached to each objective. Pres^g 
the levers together opens the clutch, and permits the objective 
with collar attached to be pushed in place. Upon releasii^ the 
levers the objective is seated and securely 
held. In the case of the Zeiss device, 
Fig. 87, the objective is screwed into the 
sliding block b and is pu^ed into the 
slides in the plate a which is attached 
to the end of the body tube of the mi- 
croscope. The screws S, S', turned by 
a small key, permit the accurate center- 
ing of each objective. This is the best 
type of device when centering is essen- 
tial, but requires a special box for holding 
the objectives to which the blocks b have been attached. With 
the clutch or clamp type (Figs. 85 and 86) the ring is of such 
diameter as to permit pladng the objectives in their usual brass 
boxes. 

Sedimentation Glasses. — The apparatus illustrated in Fig. 38, 
commonly known as Spaeth's sedimentation glass will be fotmd 
a most useful laboratory device. The liquid containing the sedi- 
ment to be examined is poured into the glass with its stopcock 




Fig. 87. Zdas Centering 
Objective Clianger. 
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up as shown. After subsidence has taken place gentle stirring 
will dislodge any material clinging to the sides of the vessel and 
this will fall to the bottom. The stopcock is now turned a 
quarter turn and the liquid emptied out. The stopcock can now 
be removed with the sediment contained in the conical depres- 
sion and with but very little of the supernatant liquid. The 
apparatus is especially useful in cases where fractional separations 
through variable rates of subsidence can be practiced. 




Fig. 89. Polarization Tube. 
Bates Type. 

The Bates Polarization Tube. — It sometimes happens that 
an approximate determination is wanted of the specific rotatory 
power of a substance, but no polarimeter is at hand although 
a chemical microscope with polarizer and analyzer is available. 
By introducing a tube of a solution of the substance to be studied 
into the tube of the microscope, we can convert this instrument 
into a polarimeter. A convenient form of observation tube for 
this purpose is the Bates* polarization tube, Fig. 89. The tube 
is filled with a solution of the substance and placed within the 
' Made by the Bausch S Lomb Optical Company, Rochester. N. Y. 
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draw-tube of the chemical microscope, thus converting the instni- 
ment into a Mitscherlich polarimeter of Amplest possible con- 
struction. 

The results obtained are approximate only, ^ce the gradu- 
ated circles usually attached to the analyzer (or polarizer) are of 
such small circumference that the readings are rarely accurate 
to even a degree; moreover, the end point is generally far from 
being sharp. It is therefore evident that the polarizing micro- 
scope with inserted tube is not to be regarded as a substitute for 
a polarimeter, but as a device useful in qualitative analy^, and 
offering a means of obtaining rough quantitative results. 

To employ the microscope as a polarimeter, proceed as follows. 
Remove all condensing lenses from above the polarizer. Remove 
the objective of the microscope. Rack the body tube down as 
far as it will go. Insert the empty tube in the tube of the instru- 
ment; cross the nicols and note that their zero points are cor-, 
rectly placed. Fill the tube with the solution to be examined 
and illimiinate with paraUd light. Between radiant and plane 
mirror place a plano-convex lens to assure parallel rays. It will 
also generally be found essential to employ ray filters giving 
yellow, approximately monochromatic light. 

It is even better to incline the body of the microscope until 
the tube is in a horizontal portion, swing the mirror to one side 
and project the beam of parallel light upon the polarizer. A 
dark cloth thrown over the instrument and the head of the ob- 
server prevents light from entering between the polarizer and the 
tube of the microscope and any side light from entering the eye. 

Upon looking into the microscope, the field will no longer be 
dark gray or black. Turn the analyzer until the field again 
acquires its maximum darkness and read the scale. The amount 
of displacement to the right or left, as the case may be, is the 
rotation of the solution. Dextrorotatory substances give a 
smaller angle when the nicol is turned to the right, to obtain 
maximum darkness, than when turned toward the left; while 
liEvorotatory substances will give the smaller angle when the 
displacement from zero is to the left than when to the right. In 
all cases a series of angle measurements should be made and the 
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average taken. It is obvious that in this series, the first measure- 
ments must include rotation of the analyzer both to the right and 
to the left 
The specific rotatory power of a substance for yellow light, 

(a)Dt is found from the equation (a)i> = — - — , where a is the 

angle of rotation found, c the number of grams of substance in 
100 cubic centimeters of solution and / the length of the polariza- 
tion tube employed expressed in decimeters. 

Since in most cases the specific rotatory power of a substance 
is known, we may determine the per cent of the optically active 
substance by dissolving a known weight of the material contain- 
ing it in water, making the volume up to 100 cubic centimeters 
and determining the angle of rotation a in the Bates tube. This 
tube is 100 millimeters long. In the above equation all the mem- 
bers will thus be known but c, i.e., the number of grams of the 
active substance present in the mixture. Solving for c will give 
the result sought. 

For further details the student is referred to the standard 
works on the polaiimeter and saccharimeter. 



CHAPTER Vn. 

MICROHETSY — HICROIOTRIC MICROSCOPES. 

The methods commonly employed for the measurement of 
minute objects by means of the microscope may be conveniently 
grouped imder six different heads. 

1. Comparing the object with a standard scale laid in juxta- 
position on the stage of the microscope within the field of vision. 

2. Measuring the object by means of a camera ludda and 
stage micrometer. 

3. Measuring the size of the real image of the object in the 
microscope and dividing by the magnification of the instrument. 

4. Measuring the object by means of an ocular micrometer, 
the value of whose scale divisions are known. 

5. Measuring the object by projecting into the field, by 
means of a substage condenser, a scale of known value. 

6. Measurements obtained by the graduated head of the fine 
adjustment. 

At the present time substantially all measurements of micro- 
scopic objects are recorded in microns and universally de^g- 
nated by the Greek letter 11. A micron is one-thousandth of a 
millimeter. In the case of submicroscopic objects, as, for exam- 
ple, the exceedingly minute particles demonstrated by the ultra- 
microscope, a still smaller unit becomes necessary in order to 
avoid the use of cumbersome figures. To meet this need the 
term submicron or ultramicron has been proposed for a value 
equal to one-thousandth of a micron, the designation to be fip. 

All micrometric measurements with the compoimd microscope 
necessarily partake of the nature of dose approximations; the 
more skillful and experienced the investigator the more nearfy 
will the values obtained approach the true dimensions of the 
object. 
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According to Rogers' it is impossible to obtain true values 
with certainty closer than ±0.2 11, this value being, as we have 
already seen, the practical limit of the resolving poWer of the 
compound microscope (see pa^e 15). But when a series of 
measurements are made of the same object the values obtained 
will usually agree among themselves by less than 0.2 n, and two 
different experienced microscopists may be expected to obtain 
values which will differ by less than this. Ewell * believes that 
microscopic measurements ma.y be relied upon as acciuate among 
themselves within less than o.i /i or even under exceptionally 
favorable conditions within 0.05 ^. 

The degree of accuracy obtained will obviously be largely de- 
pendent upon the resolving power of the objective employed. 

Micrometric measurements obtained with moderate magnifi- 
cations are much more accurate as a rule than those obtained 
with high powers. 

Metiiod 1. — The method of direct comparison of object and scale 
is generally impracticable and seldom avfulable where ordinary 
microscopes are employed, since it is next to impossible to have 
object and scale lie in exactly the same plane under the micro- 
scope. But in "micrometer" or "traversing" microscopes the 
principle made use of is substantially that of a direct comparison 
with a micrometer scale. 

Since the chemist-investigator is not infrequently called upon 
to make long series of microscopic measurements of objects or 
to measure the distance between lines in photographs of spectra, 
etc., types of these special micrometric microscopes are shown in 
Figs, go, 91 and 92. 

For the comparison of lines in small spectra, scale rulings, 
etc., the traversing microscope shown in Fig, 90 * will be found 
accurate and convenient. This instrument consists of two 
microscopes A and B, mounted in fixed positions on a single 

» Rogers, W. A., Proc. Am. Soc. Micros., 1883, 198. 

■ Ewell, J. Roy. MUr. Soc., 1910, 537. Nelson, ibid., 1910, 696. 

' The romparatoT illustrated \a Fig. go is manufactured by Cari Zdss. For 
methods for detennining the correctlou to be applied U> nucrometer taicroscopcs, 
consult SdentiGc Paper No. 915, U. S. Bureau Standards, by A. W. Gray, MhxtMn- 
cter MicroMopea (1915). 
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FtQ. 90. Zeiu Traversing Micnncape or Comparator. 

heavy base. The stage S slides to the right and left in grooves; 
it is provided with two sections S', S', of which S' may be moved 
independently by means of the micrometer screw M^, thus per- 
mitting a very exact adjustment of a point or line under the 
cross-hairs of the microscope B. At the opposite end of the 
stage a second micrometer screw M* displaces the entire st^e. 
The section s* carries a finely graduated scale whose rulings 
are read by the reading microscope A of fixed focus. Each 
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Fic. 91. Beck Mtcrometer Microscope. 

microscope is provided with a fixed ocular with cross-hairs mov- 
able by micrometer screws attached to graduated drums D', D*. 
The pitch of the micrometer screws is identical in each instru- 
ment. One complete revolution of a drum is an aliquot part 
of one division on the scale of the stage S*. The object to be 
studied is placed upon section S' of the stage and clamped in 
place, the stage S having been first moved by hand by the knob K 
to the most convenient place for beginning the measurements. 
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The drums D*, D*, are set at zero; the point or line on the object 
from which measurements are to start is brought exactly under 
the cro^hairs of B by means of M*; the exact position with 
respect to the scale is determined by the reading microscope A 



Fig. ga. Rdcheit Micrometer Miaoso^. 

with great accuracy, using the ocular micrometer. The entire 
stage is next displaced, by hand or by the screw M', to the right 
or left, as the case may be, imtil the second point is reached and 
the scale again read. 

In order to vary the magnification of the observing microscope 
B, the objective is mounted so as to slide up and down in the 
body tube. A double-ended pointer P attached to the objective 
mounting moves over two scales, one of which indicates the mag- 
nification, the other the ocular micrometer value of the drum D'. 
Microscope B is focused by means of the pinion F, light being 
thrown by the mirror O through the preparation to be examined. 
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A Eompler type of traversing micrometer miaoscope is shown 
in Fig. 91. 

Micrometer microsc(q>es of the type shown in Fig. 92 are es- 
pecially adapted to the measurement of small areas (diameters of 
circles, etc.), as, for example, in the determination of the hardness 
of metals by the Brinell method of pressing a hardened steel ball, 
by suitable f^ipliances, upon the object whose hardness is sought. 
The area or the depth of the indentation resulting, per kilogram 
of force applied, is used as a comparative measure of hardness.* 

In the instrument illustrated in Fig. 92* the movement of the 
microscope is forward and back. Focusing is acctnnplished by 
the [Hnion F. The coarse adjustment of the cross-hairs is made 
by means of A and the fine adjustment upon the object by means 
of a. An inclined mirror M illuminates the micrometer scale 
iriiich is read through the lens R. 

Mettiod 2, — Measurements obtained by means of a stage microm- 
eter and camera ludda. Lay the object upon the stage under the 
microscope, over the ocular of which some form of drawing camera 
has been placed. Adjust the illumination even more carefully 
than in ordinary drawing, using axial light. Focus sharply, and 
carefully sketch the outline of the object upon drawing board 
or notebook, using a very hard and sharp-pointed pencil. The 
object is now removed and replaced by a stage micrometer, 
the instrument focused and the graduations of the scale traced 
upon the paper, either across the outline of the object or near 
by. The distance from the camera to the paper must be identical 
in each case. The dimensions of the object may thus be ascer- 
tained easily by comparison. 

This method of indicating the size of different objects in draw- 
ings of microscopical subjects by means of tracing of a stage 
micrometer is always preferable to a tabulation of numerical 
dimensions, since the indication is a graphic one and appeals to 
the eye at once. Moreover, it enables another investigator to 
ascertain any dimensions indicated in the drawings. 

' For a critical discusaian of micrometric metliods as ^)plied to hardness deta- 
imoationa see Devries, Comparison of Five Mecliods used to Measure Hardneas. 
D. S. Bur. Standards, Tech. Paper ti, July, igi». 

■ Made by C. Rddiert, Vienna, Austria. 
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HeUiod 3. — Measurements caicidated Jrom the magnifymg 
power of the microscope. This method is the least satisfactory 
of those discussed and is rarely employed, but needs considera- 
tion since it involves a detennination of the minifying powers of 
the microscope. 

"The magnification of a compound microscope is the ratio 
between the final and virtual image and the object magnified" 
(Gage'). Magnification depends upon the power of the objec- 
tive, that of the ocular and the distance between objective and 
ocular, and any change in any of these will alter the magnifying 
power of the instrument. 

Magnifications are always recorded for a distance of 250 milli- 
meters, the distance of most distinct reading vision of the normal 
human eye. 

The magnification of a compound microscope is most easily 
ascertained by holding a piece of ground-glass, tracing paper or 
tracing cloth at a distance of 250 millimeters from the stage, 
excluding all ^de lights with a screen or dark cloth. The pro- 
jected rulings of a sharply focused stage micrometer are meas- 
ured with a pair of dividers or a scale. Dividing the size of this 
image by the actual size of rulings gives the magnification for 
standard distance. 

Instead of employing a screen as above, we may employ a 
drawing camera, using as above a stage micrometer and pro- 
jecting the image upon notebook or drawing board placed at 
the standard distance of 250 millimeters, measuring from the 
upper or outer face of the prism of the camera. 

When an Abbe camera ludda is used with the microscope in a 
vertical portion, in order to obtain the standard distance of 
magnification, one measures from the outer surface of the Abbe 
prism (this being the limit of the uppermost reflected ray) to the 
mirror and from the mirror to the drawing paper as indicated 
in the diagram abc, Fig. 52, page 103. To obtain this distance 
it is necessary to raise the notebook BB above the plane of the 
table top. With the paper in this position the magnified image 
of the stage micrometer rulings is sketched or the intervals taken 
' The Microscope, loth Ed., igo8, p. iig, Ithaca, N. Y. 
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with dividers; their distance apart is then determined by means of 
. a millimeter scale and the value obtained divided by the actual 
value of the stage scale correspoDding to the enlarged image. The 
quotient gives the magnification of the microscope. 

It is evident that any note-book record of magnifying power 
of the various possible combinations of oculars and objectives 
must be. accompanied by a record of the lube-lengtk employed in 
the measurements. For this reason in determinations of mag- 
nification it is best to use the tube-length for which the objectives 
and oculars have been corrected.' It is also evident that the 
paper BB and the reflecting mirror M must be so placed that 
the axis cb ba is normal to BB and to the optic axis of the mi- 
croscope. If for any reason the drawing paper must be inclined 
and is not level, in adjusting the mirror to obtain an axis normal 
to the paper, it should be recalled that when light is reflected, 
the angle between the incident and deflected ray is equal to 
twice the angle of inclination of the mirror. Hence, in order that 
the axial rays shall fall normal to the drawing surface, the mirror 
of the camera must be set at 45 'degrees. But if so placed, 
only about one-half the field of the microscope can be sketched. 
In order to increase the available field, the mirror must be 
tipped at an angle less than 45 degrees with the horizontal. 
This, however, causes distoition, unless the drawing surface 
is inclined. The amount of inclination is in accordance with 
the law of reflection stated above, that is, that the drawing paper 
must form an angle with the horizontal twice as great as the 
angular amount the mirror is depressed below 45 degrees. 

Having the records of the magnifying power of the various 
possible optical combinations, in order to obtain the dimensions 
of an object, it is only necessary to measure the image obtained 
with the camera lucida under identical conditions and divide 
this value by the magnification. 

Method 4. — Measurements obtained by means of micrometer 
oculars. Micrometer oculars are usually of one or two types 
of construction: (a) those whose scale graduations consist of 

' For a very comprehensive table of the tube lengths tor which objectives are 
conected hy different manufactuieis, see Gage, The Microscope, p. 18. 
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rulings of equidistant spaces with no provision for vaiying 
the ^>aces or relative position of cross lines, and (b) those bav- - 
ing a scale consisting of a fixed or movable scale traversed by 
cross-hairs displaceable by micrometer screws attached to the 
graduated drums indicating the magnitude of di^lacement. 
Micrometers of the latter sort are generally known as filar 
micrometers and comprise the most accurate as well as most 
convenient microscopic measuring devices in use. Only their 
high cost prevents their more general employment. 

Since in micrometer oculars the graduated scale is so placed 
as to fal! in the same plane as that of the real image formed by 
the microscope, the number of scale graduations covered by the 
image gives a value for the siu of Ike image only and not for the 
object. It is therefore necessary in all cases^ to first ascertain 
the true value of the eyepiece scale with req>ect to each objective 
used. This is accomplished by means of a stage micrometer. 

Focus the eye lens of the ocular so that the graduations of the 
ocular scale become clear and distinct. Lay the stage microm- 
eter upon the stage and move it until the center of the rulings 
falls in the optic axis of the microscope, focus carefully and ad- 
just the micrometers by turning ocular or stage or both untO 
the rulings in one scale are parallel to those in the other. Move 
the stage micrometer until a line becomes coincident with a line 
of the ocular scale. Count the number of divi^ons of the ocular 
scale included between one or more divisions of the stage microm- 
eter. Divide the value of the stage scale by the number just 
obtained. The quotient equals the true value of one ocular 
scale division. It is usually the case that conditions obtain 
giving an appearance shown in F^. 93. It is obvious that in 
such an event it is necessary to estimate with the eye what 
fractional part of a division to add to the whole number of 
divisions of the ocular scale included in one division of the stage 
micrometer. Such an estimation or guess introduces a serious 
error into our method. Moreover, the image of an object to be 

' An exception to this statement is to be found in ocular micrometers with 
Kales so ruled by the manufacturer as to yidd with objectives supplied for use 
with them a definite value. 
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measured rarely cavers acactiy a whole number of divisions of 
the ocular micrometer and we are obliged to make a guess as to 




Fig. 93. MicjametcT Scales Impnqieriy Adjusted. 

what fraction of a part to add. Thus there are two estimates 
necessary and any measurements recorded must necessarily be 




Fig. 94. Micrometer ScUea Ptapeily 



The second of these errors cannot be 
eliminated in micrometer oculars with fixed scales having rulings 
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of non-variable magnitude, but the detennination of the ocular 
micrometer value may be made more exact by eliminating 
fractions as shown in Fig. 94,' where it is evident that a whole 
number of ocular scale divisions are included in a whole ntunber 
of divisions of the stage micrometer. This is accomplished by 
altering the ratio between the images of the two scales through a 
change in the position of the draw-tube. Start with the draw- 
tube pushed in as far as it will go. Full it out one or two milli- 
meters at a time, lining up and focusing the stage scale each 
time, until one or more q>aces of the stage scale are covered by a 
whole number of divisions of the ocular scale. With the class 
of objectives commonly employed of comparatively low powers, 
the use of a tube length slightly different from that for which 
the lenses are designed, effects their resolving power so Uttle as 
to be negligible. In order that the conditions may be duplicated 
under which the ocular micrometer value has been obtained, it 
is obvious that a record must be made of the draw-tube length 
employed; the notebook entry will, therefore, take some such 
form as this: 

16 millimeter objective, draw-tube 175; i divi^on ocular scale = 
0.01 millimeter = 10 it. 

When high power objectives are employed the rulings of the 
stage micrometer will appear as very thick or coarse lines. It 
then becomes essential to observe special precautions in the 
adjusting of the ocular and stage scales, for if the adjustment 
shown in Fig. 95 C were to be followed, it is evident that an error 
will be introduced equal to at least half the thickness of the 
coarse stage rulings. Either the ocular micrometer scale lines 
must be placed at the center of the coarser stage lines, as shown 
in A, or the ocular lines may be placed at the right or left edges 
of the stage lines, but tdways ail of them on the same sides as shown 

> Figs. 1)3 and 94 WCTe drawn by means of a. cameni ludda and therefore show 
exactly the conditions met with. Each division on the stage micrometer (the 
lines crossing the entire field) equals 0.1 mm. With a pair of dividers cnmpare 
the magnitude of a space in Fig. 93 with one in Fig, 94. It wiU be found that 
lengthening the diaw-tube has changed the ratio between images of stage and 
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in Fig. 95 tn B. The value of the ocular micrometer scale must 
be detenniued for each objective in turn, adjustii^ the draw- 
tube in every case so as to avoid estimating fractions of a scale 
division and in each case the record must be kept of the tube 
length under which tlie observations were made. 



J 



Fio. gj. Detenniiung the Ocular Micrometer tUtlo: Heavy Lines ■• Stage 
Mi<7ometeT, Ught Lines — Ocular Micrometer. 

In the ordinary micrometer ocular it is often somewhat of an 
eye and mental strain to count the number of scale divisions, 
especially if the object is relatively large. To facilitate coimting, 
Leitz has placed upon the market a scale, part black, part light, 
in which the divisions are sharply differentiated in blocks of 
ten, both horizontally and vertically. This 
type of ruling has received the name of Step 
Micrometer, and is far less fatiguing to 
employ than the older simple ruling. Fig. 
96 shows part of the scale of a step microm- 
eter. Instead of being ruled in tenths and 
hundredths of a millimeter as usual, such a 
value is used by Leitz that when Leitz ob- f«- 96. Metiiod Em- 
jectives are employed on a Leitz microscope, ^7'! *" .^!^"* ^ 

: . , '^ ■' , , , Latz Step Micrometer 

It is only necessary to set the draw-tube at ocukr. 
the point indicated for that particular ob- 
jective. The ocular micrometer value is obtained from a table, 
supplied with the instrument. Calibration by means of a stage 
micrometer is therefore unnecessary. 

For measuring bright or self-luminous bodies, such as the 
incandescent filaments of lamps, etc., the Gebhardt Contrast 
Micrometer, Fig. 97, made by Zeiss, will be found useful. In 
place of line rulings, which would be practically invisible, the 
scale consists of a row of tiny black squares touching at their 
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and employed by Sorby in refractive index detenninatioa in 
1878. Again revived by A. E. Wright in 1890. Thoroughly 
tested out by Ives in 1903 and independently rediscovered by 
Clendinnen in 1910.' And yet in spite of the many times this 
principle of employing a scale of variable value as a standard 
has been independently discovered and its dearable features 
pointed out, it is almost never referred to in manuab devoted to 
microscopy. 

By means of the mirror and the Abbe condenser, it is pos^ble 
to project into the plane of the object lying upon the st^e, the 
image of a scale whose value has been ascertained. Both scale 
and object are magnified together and it therefore follows that 
no matter what may be the combination of objective and ocular 
employed, the value of the divisions of the scale image will 
remain unchanged, provided that the distance of the scale from 
the condenser is not altered. Any change in the distance of 
scale from mirror and condenser will be accompanied by a pro- 
portional change in the size of the divisions of the scale in the 
image projected into the plane of the object. 

In micrometry, by means of ocular micrometers, we are re- 
stricted to the ^gle ocular, containing the scale, and to a fixed 
draw-tube length. To obtain a different magnification, one is 
obliged to change objectives. This means that a new ocular 
micrometer value must be employed and a record kept for every 
change in objective. Moreover, the actual sizes of the divisions 
seen in the eyepiece micrometer are constant and cannot be 
changed. 

In micrometry, by means of a scale image projected by the 
condenser, we Iiave merely to record the distance of the scale 
from the microscope in determining its value and we may then 
adopt any possible combination of objectives, oculars or tube 
lengths, witbout change of value. 

The scale employed may conveniently consist of a glass posi- 
tive obtained by photographing any suitable scale drawn in 
ink or pencil, either as a linear scale or ruled in squares,' and 

* See Ives, Journ. Fnnk. Inst., IH, 7j; Clendianai, J. Roy. Micro. Soc., 
1910, 368. 
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making a positive from the n^;attve thus obtained. This saeen 
is held in a vertical position for use in transverse slots cut in a 
long, narrow block of wood which is notched at the end so as to 
permit its being always placed in exactly the same position 
agsdnst the base of the microscope; the glass screen carrying 
the scale is illuminated from the back and the mirror of the micro* 
scope turned and tipped so as to throw an image of the scale 
into the condenser. Raising or lowering the condenser focuses 
the scale upon the object. 

The value of the image of the scale is determined by meam of 
a stage micrometer and the portion of the screen in the block 
(i.e., its distance from the Abbe condenser) recorded. The 
nearer the scale-screen to the condenser the larger the image of 
the rulings and the farther the scale the smaller the image. To 
obtain the best results illuminate the screen with artificial light 
placed behind ground glass. 

Melliod 6. — Micrometry by means of the fine adjustment 
mtcroTtteter screw. Most microscopes are provided with a fine 
adjustment so constructed with micrometer screw, accurately 
ground wedge or cone as to permit measurements of the thick- 
ness of objects through a determination of the amount of dis- 
placement necessary to focus the instrument upon the lower 
and the upper surface of the object. The amount of displace- 
ment is indicated by a graduated head or drum attached to the 
fine adjustment moving past a fixed index. 

The value of one scale division of the drum is usually marked 
by the maker upon the instrument or indicated upon the table 
of magnifications accompanying the microscope when purchased. 
If this value is unknown it may be ascertained by placing an 
object of known thickness having parallel sides upon an object 
slide, damping as t^htly as possible to the slide with the stage 
clips and focusing first upon the slide, then upon the upper sur- 
face of the object. The difference in the fine adjustment drum 
readings will give the munber of divisions equivalent to the 
thickness of the object. The thickness of the object used may be 
determined by placing it edgewise on the stage and measuring 
its thickness by any one of the micrometric methods given above. 
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When employing the fine adjustment for micrometric meas- 
urements, always make all movements in focusing in the same 
direction, otherwise a serious eiror will be introduced due to 
back-lash. 

If a piece of an object slide is used for calibrating the fine 
adjustment, it must be remembered that we cannot focus first 
upOQ the lower surface through the slide, then upon the upper 
surface, to obtain its thickness, owing to the displacement of image 
due to the higher refractive index of the glass than that of air. 
This phenomenon enables us, however, to determine the thick- 
ness of transparent objects when their refractive indices are 
known by proceeding as described on page 200. 

Micrometric measurements by means of the fine adjustment 
are often called for in chemical work, as, for example, to ascer- 
tain the depth of corrosion, weathering, pits, streaks, etc., in 
the surfaces of many different sorts of materials, or in approxi- 
mating depths of penetration, or in measuring in tranq>areat 
bodies the displacement of images due to changes in refractive 
index. This displacement enables one to calculate the refractive 
index of the object. 

Measorement of Areas. — The methods employed for the 
determination of the areas occupied by nucroscopical objects is 
discussed in Chapter X, page 216. 



CHAPTER Vm. 

POLUtlZED LIGHT — THE SIMPLE POLASIZING MICRO- 
SCOFE — CKTSTALS UITDER THE MICROSCOPE. 

Few chemists realize tfie value of employing polarized light 
in coimection with the microscopic examination of material 
to be analyzed, and few appear to appreciate the great saving 
of time, labor and reagents that such an application generally 
affords. Even a cursory exajnination with the most simple 
polaxization devices is not to be ignored. 

In the microscopic study of material of unknown composition, 
the first step of the chemist should be to subject it to polarized 
light. 

But in order that the polarization microscope may be employed 
intelligently in the analysis of inorganic and organic mateoials, 
it is essential that certain fundamental concepts of optics and 
of crystallography be recalled; otherwise the phenomena ob- 
served may not be properly interpreted. 

In ordinary light the ether vibrations are in all possible 
aamuths and the path of vibration of any single ether particle 
is constantly changing. Light so changed that the ether vibra- 
tions take place in a direction parallel to a single plane is known 
as polarized Ught. Polarized light may be either white light or 
monochromatic light. 

All transparent (and translucent) bodies behave with respect 
to light waves in one of two ways: (i) they are optically homo- 
geneous and therefore have no effect upon a be^un of light sent 
through them, no matter what the direction may be; such bodies 
are called isotropic and exhibit but a single index of refraction; 
ether waves proceeding from any point are spherical; (2) they 
are not optically homogeneous but transmit light waves with 
different velocities in different directions; in this case they are 
called aolotropic or anisotropic; ether waves proceeding from a 
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point are ellipsoidal. In the first class are found the so-called 
anuffphous bodies and substances crystallizing in the isometric 
or cubic system,' while in class 2, we find substances crystallizing 
in the hexagonal, tetragonal, orthorhombic, monocUnic aod iri- 
clinic systems, and occasionally bodies normally isotropic but 
which under certain stresses and strains lose their homogeneity 
in one or more directions. If instead of employing ordinary 
light in which the ether vibrations are in all possible azimuths 
and where the paths of vibration of the ether particles are 
constantly changing, we illuminate the objects with plane 
polarized light in which the ether vibrations are parallel to a 
single plane it becomes much easier to ascertain whether the 
transparent object is isotropic or anisotropic. 

To study the optical behavior of tiny crystals or tram^iarent 
bodies, use is made of the polarizing microscope. For ordinary 
chemical investigation the polarizing apparatus may be quite 
simple, but in crystallographic and petrologjcal studies elaborate 
and most carefully constructed and adjusted instruments are 
essential; with this latter type of instrument' the chemist rarely 
has anything to do. 

The polarizing apparatus of the commonly employed chemi- 
cal microscopes usually consists of two nicol prisms, one placed 
below the stage, the other above the microscope objective. 

A nicol prism consists of a long rhomb of caldte cut length- 
wise in an oblique plane fonning angles of 90 degrees with the 
upper and lower faces of the rhombs and cemented together again 
with Canada balsam, see Fig. loi. If a ray of light R enters 
such a prism it is polarized, being resolved into two component 
rays vibrating at right angles to each other. One of these rays 
O, known as the ordinary ray is deflected slightly more than the 

' Certain crystals belooging to the isometric system' behave in a similar manner 
to optically active chemical compounds in solution, ia that they possess the power 
of rotating the plane of polaiization of light sent through them, either to the right 
or to the left, independently of the direction of tiansmission. Such anomalous 
crystals, although isotropic, may be said to be doubly refractive. This phenomenon 
is termed circular polari%aiion, 

' For a very comprdienave discussion of the Petrological Mioosn^, see F. E. 
Wright, Pub. No. 15S of the Camegie Institution of Washington, The Methods 
of Fetrographic-MicToscoplc Reseaxch. 
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other and strikes the balsam cement at such an angle as to be 
totally reflected; the other ray called the extraordinary ray, 
passes through the prism and emerges com- 
pletely polarized. In the diagram at S is 
shown a cross section of the rhomb. The 
direction vb through a shorter diameter of 
the prism rhomb is the plane or direction 
of vibration of the nicol. If, after emerging 
from the first prism, the extraordinary ray 
be sent into a second nicol so placed that 
its plane of vibration is coincident with or 
parallel to the direction vb of the first, the 





Fig. ioi. Construction 
ud Path of Light Bays 
in a Nicol's Prism. 

ray emerges parallel to its entrance direction at R. In this 
position the nicols are said to be paraUel. But if the second 
nicol be turned through 90 degrees, thus taking a position such 
that its plane of vibration intersects that of the first at 90 
degrees, the extraordinary ray will behave as though it were the 
ordinary ray and is completely turned aside. No light emerges 
from the upper nicol. In this position the nicols are said to 
be crossed, see Fig. 102. The arrows indicate the planes of vi- 
bration in the direction of the short diagonal.' 

' In the newer poUrising microscopes, the prisnis often do not have a rhombic 
cross sectioD and therefore their planes of vibration do not Fall in the direction of a 
short diagonal. The position of the planes of vibration must then be ascertained 
experimentally; see Wcinschenk, Das polarizations Mitroskop. 
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The lower nicol placed below the object is called the polariser; 
the ui^r nicol, above the object, the analyzer, since it serves 
to examine oi analyze the light transmitted by the objecL 
For the best results a nicol prism must be about two and one- 
half times as long as it is thick. A long prism for the analyzer 
is cumbersome and undesirable, therefore a caldte prism ce- 
mented with some resin having a different refractive mdex than 
Canada balsam is generally employed; these devices are known 
as Thompson, Glan, Ahrens, etc., prisms after the men inventing 
them.' 

Anisotropic crystals so act upon plane polarized light passing 
through them as to resolve the ether vibrations into two com- 
ponents polarized at right angles, the planes of vibration of 
which are not coincident with the plane of vibration of the 
analyzer. 

If an anisotropic substance be placed between crossed nicols 
and slowly turned it will be f oimd that in certain positions some 
Ught emerges from the upper lucol while in other portions no 
light emerges. 

In order to conveniently study the effect of the crystals upon 
the polarized light issuing from the polarizer, it is best that the 
polarizer be so mounted as to permit rotation, and in many 
cases it will be found a great convenience if the mount is pro- 
vided with a scale graduated to indicate the degree of angular 
rotation. The analyzer may either slide in and out of the body- 
tube of the microscope or may fit above and over the eyepiece. 
The latter style of mounting is often preferable for general chem- 
ical laboratory work. Analyzers screwing into the body-tube 
just above the objective are undesirable. 

For convenience the polarizer and analyzer should be so mu- 
tually arranged that when slipped in place, the position for 
crossed nicols is at once fixed without the necessity of testing 
each time for complete extinction of light. 

In the chemical microscope illustrated in Fig, 3, page 20, the 
mounting of the polarizing nicol is provided with a stud and the 

' For ft vay cotapreheDsive description of the various types o( prisms, see 
Jobannseo, Manual of Petrographic Methods, p. ij8. McGiaw-H31, 1914. 
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substage ring into which the polarizer fits has a notch into 
which this stud fits. The analyzer mounting is notched and 
the draw-tube of the miaoscope has a tiny projecting pin at 5/ 
over which the notch slips. When working with instruments of 
this type, always see that the studs or pins are seated as deeply 
into the notches as they will go, then set the graduations of both 
polarizer and analyzer at zero; this will give crossed nicols and a 
field of majdmum darkness. 

The analyst should always subject his instrument to a search- 
ing examination and satisfy himself that it is properly con- 
structed and that any measurements obtained will be accurate 
and reliable. The most important points to be ascertained are: 
(i) whether, when the graduated circles of polarizer and ana- 
lyzer are each set at zero, the nicols are exactly crossed; (a) 
whether the directions of the cross-hairs of the oculars lie 90 de- 
grees apart and correspond to the planes of vibration of the 
aossed nicols; and (5) whether the graduations on the rotating 
circles of polarizer and analyzer are equivalent and correspond 
to the graduations on the circumference of the stage. 

1. Testing for Properly Crossed Ificols. — Remove the analyzer 
and objective. Set the plane mirror so as to yield the brightest 
pos^ble field,' replace the analyzer and set both nicols at their 
zero point. Screen the stage (i.e., the open space between the 
body tube and stage) and cover the head with a dark cloth. 
Now observe carefully whether the nicols thus set are in their 
position of maximum extinction. This is done by turning one 
of the prisms the least amount possible and noting whether the 
field becomes darker or lighter. Make a number of observations, 
closii^ the eyes for a few seconds each time just before looking 
into the microscope. 

2. Testing the Cross-hairs. — Having adjusted the polarizer 
and analyzer to the proper position of crossed nicols as ascer- 
tained above, attach a low power objective, insert a cross-haired 
eyepiece and place upon the stage previously centered a prepa- 

' High grade petrographic and crystallographic microKopes are tested l<x 
propo'ly crossed nicob by pointing tbem directly at the aun. See Wright, F. E., 
Petiogr^thic Uetbods, 1. c, p. 63. 
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ration of some salt, exhibiting parallel extinction and crystal- 
lizing in long prisms with straight edges.' Center a good crystal 
and turn the stage until the cr>-stal extinguishes — i.e., attains a 
maximum darkness; its edges in this position should be exactly 
parallel to one of the cross-hairs. Turn the stage through 90 
degrees; the edge of the crystal must now be exactly parallel 
with the other cross-hair. If in either case exact parallelism 
has not been obtained, the cross-hairs of the ocular do not corre- 
spond to the planes of vibration of the nicol prisms. 

Ceatering the Stage. — Before it is possible to make obser- 
vations relative to the behavior of crystals or other substances 
toward polarized light or to measure crystal or extinction angles, 
it is essential that the rotating stage of the microscope be accu- 
rately centered. 

Place a half slide upon the stage of the microscope, holding 
it securely in place with a stage spring clip. Focus with a i inch 
or 32 millimeter objective upon the upper surface of the glass 
dide, moving it about until a tiny defect or mark is found. Move 
the slide with the hngers until this mark or tiny particle is 
brought directly under the intersection of the cross-hairs of the 
eyepiece. Rotate the stage. If the stage is centered the mark or 
particle will remain under the intersection of the cross-hairs. 
If not centered, the particle will move in a circle whose circum- 
ference passes through the intersection of the cross-hairs but 
whose center is off to one side. Slowly rotate the stage until 
the mark has made a complete revolution, fixing in your mind 
the position of the center about which the particle has rotated. 
Now turn the stage until the particle or mark reaches its maxi- 
mum distance from the intersection of the cross-hairs and by 
means of the stage centering screws bring the particle to the 
center about which it has rotated. Move the slide on the stage 
with the tingers until the particle or mark again falls directly 
under the cross-hairs. Rotate the stage. It will now be found 
that the stage is nearly but not quite centered. Rotate again, 
noting as before the path of the mark or particle, and the position 

' For this purpose allow a drop of a saturated solution of mercuric chloride, or 
n sulphate to crystallize very slowly upon an object slide. 
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of the center of the circle through which the particle has moved. 
Bring the particle to this center and again test the accuracy of 
the rotating stage. Absolutely perfect centering throughout 
an entire rotation of 360 degrees is seldom possible in the case 
of medium-priced instruments. Providing the centering is good 
through a half rotation (iSo degrees) satisfactory measurements 
may be obtained. 

Since microscopes are commonly provided with non-centering 
revolving nosepieces, centering the stage for one of the three 
objectives will not answer for the other two. Each time one ob- 
jective is substituted for another by turning the nosepiece it is 
usually necessary to recenter the stage. A very convenient de- 
vice for approximate centering is to have a disk, diaphragm just 
fitting into the stage opening, the orifice of the diaphragm 
being a minute pinhole. To center the stage lay the diaphragm 
in place, focus upon the pinhole and bring the point of light 
exactly under the cross-hairs by means of the stage centering 
screws; or a circle of drafting ink, the exact diameter of the stage 
opening, can be drawn on thin ground-glass or tracing cloth 
with a dot at the center; this serves a purpose similar to that 
of the diaphragm. 

3. Testing the Graduated Circles upon Polarizer and Analyzer. 
— Although the zero points may be properly set, it may hap[>en 
that the graduation in degrees of one of the nicob is incorrect. 
Turn one nicol a few degrees, note the scale reading, then turn 
the other until extinction results; read the scale; the reading 
upon each circle should be the same number of degrees. 

4. Testing the Graduated Circle upon the Circumference of 
the Stage. — Place at the center of the stage a preparation con- 
taining long prisms of a salt exhibiting parallel extinction. With 
the nicob crossed at zpro, select a good cr>'stal, center it and 
bring its long prism edge coincident with a cross-hair. - Now 
turn polarizer and analyzer several degrees, each being rotated 
an equal distance and therefore maintaining the relative positions 
of crossed nicols. Read the graduated circle on the analyzer, 
read the position of the stage and rotate the stage until the crys- 
tal extinguishes. Read the stage circle. The angular rotational 



l66 ELEMENTARY CHEMICAL MICROSCOPY 

displacement should be the same number of degrees as that of 
the nicols. In like manner compare a number of different seg- 
ments of the stage graduations. In all cases several observations 
should be made at each position, the mean of all the readings 
being taken. 

Polarization wittiout a Nicol Prism. — When employii^ the 
hot stage microscope it is sometimes essential to obtain polarized 
light, yet have the substage kept clear. A polarizer of the nicol 
or other analogous prism type is obviously impossible. Recourse 
must then be had to polarization by reflection. A variety of 
devices have been proposed, one of these is illustrated in the 
microscope shown in Fig. 7. In this type the light is twice 
reflected below the stage with the result that the object is 
illuminated by transmitted plane polarized light. The analyzer 
may consist of any convenient sort of prism, placed either 
above the eyepiece or mounted to slide in and out of the body- 
tube. The best results are obtained from reflections from 
tourmaline plates but Cheshire ' has shown that fair results 
can even be obtained from a thin plate of glass, ground on one 
side, and blackened upon the ground surface. Light reflected 
from such a plate is polarized; the maximum polarization is 
obtained when the angle of the incident light is 56^ degrees. The 
plate may be mounted permanently at this angle and arranged 
to slip into the substage ring, or in chemical work involving heat- 
ing with a flame supported by the substage the plate may lie 
upon the work table, its angle of inclination being obtained 
by means of a protractor and the plate held in place by means 
of plasticine for a temporary mounting. A very simple ar- 
rangement of the Cheshire plate may then be as indicated in the 
diagram. Fig. 103, the support being an ordinary object sUde, 
while the polarizing plate consists of a half-slide, ground upon its 
lower surface by rubbing upon a piece of glass carrying very 
fine emery and turpentine. After cleanii^ off the abrasive, the 
ground surface is blackened. A small mass of plasticine is placed 
upon the slide and the polarizing plate is pressed down until 
the proper inclination is obtained as indicated in the diagram. 
' J. Quekett Micro. Club, 8, 353. 
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Thus prqjared, this polarizer is pushed into the openiog in the 
horseshoe base of the microscope imtil the center of the plate 
falls in the optic axis of the microscope, the mirror of the instru- 
ment having been removed or swxmg aside. Light thrown upon 
the plate will be polarized and reflected in the line of the optic 
axis of instrument. 



Fig. ioj. Obtaining Polarized Light by Reflectioa. 

To further assist the student in the application of the polari^g 
microscope, the following brief synopsis is given to refresh his 
memory relative to his crystallographic knowledge. 

Fundamental CiystaUographic Concepts. — According to the 
viewpoint of the crystallographer, crystals are polyhedra, 
bounded by plane surfaces, whose forms are dependent upon 
phy^cal and chemical properties and governed by the correla- 
tion of certain internal forces or attractions which we may call 
a de&nite internal grouping or arrangement of molecules or 
atoms. 

It must be remembered, however, that the chemist in recent 
years has discovered a niunber of substances, appearing when 
illuminated with ordinary light as thick syrupy liquids, yet 
which yield optically most of the phenomena observed in solid 
crystalline bodies. To this interesting class of compounds the 
tenns liquid crystals, crystalline liquids, or flowing crystals have 
been given. 

It appears probable that only chemical elements and their 
definite compounds form crystals. 

Crystals may form when a solid phase separates from a liquid. 
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The liquid may be either a solution or a molten mass. Crystals 
may also form from vapors on cooling. 

The bounding polygons of a crystal are called faces, all of 
which are symmetrically placed with reference to systems of 
imaginary lines termed axes. 

The angles formed by the meeting of these bounding polygons 
are called interfacial angles, which may be acute, right or obtuse, 
and are never reentrant. 

A study of the interfacial angles of chemical compounds b of 
the utmost importance, ^ce these angles are constant for a 
compound, in the case of similar faces, no matter what its 
origin. 

Crystals are clasafied into six systems according to their 
symmetry. A plane of symmetry is any plane which passed 
through a crystal will divide it into two parts, one-half being 
the minor image of the other. 

Crystal axes are usually designated by the letters, a, b, c, of 
which the c axis is always the vertical, a the forward and back, 
and b the right and left. 

The six different systems (so-called), to which crystal forms 
may be referred, differing from one another by the varying of 
the symmetry of the crystals, are also often, but less correctly, 
defined as differing by variations in the relation of the axes. 
It has been proved by Groth that there can be only four kinds 
of axes of symmetry — twofold (binary), threefold (ternary), 
fouriold (quartenary) and sixfold (senary). The equivalent faces 
become comcident through revoludons of 180 degrees, 120 de- 
grees, 90 degrees and 60 degrees respectively. In crystallog- 
raphy, by symmetry is always meant symmetry of direction, not 
of actual form or position. It follows, therefore, from the above 
facts, that the crystal angles are constant, definite and character- 
istic for each crystal form, and for each substance thus crys- 
tallizing, and that substances may often be identified by the 
measurement of their crystal angles. 

Slow chemical replacement processes sometimes cause more 
or less complete changes in the composition of a substance with- 
out affording an opportunity for an accompanying .change in 
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crystal fonn. Such replacement forms are met with in minerals 
and are known as pseudomorphs. 

When a crystalline substance is foimd with its own crystal 
outlines it is said to be idiomorpkic. 

When a crystal has opposite ends different, due to dissimilar 
faces, it is termed kemimorpkk. 

Two crystals may unite to form a double or twin crystal. 
Unions in threes or fours are less frequent. 

Many chemical compounds are known, however, which form 
more than one kind of crystal. Such substances are said to be 
dimorphous, trimorpkous or polymorpkorts, according to the num- 
ber of observed kinds of crystals which they form. 

The six crystal systems are as follows, each comprising the 
number of simple generic forms indicated: 



STBtem 


number of Simple 
Generic Forms 




Seven. 


Tetragonal 


Seven. 


Hexagonal 


Seven. 


Orthorhombic 


Four 


Monoclinic 


Four. 


Tiiclinic 


Four. 



A crystal is said to be holohedral when (dl its planes are present. 
When one-half the planes are present (in accordance with an 
established law) the crystal is hemihedral; and if only one- 
quarter the possible planes, the crystal is called telarlokedral. 

Crystal aggregates uniting in such a manner as to yield branch- 
ing, fern-like, moss-like or tree-like forms are called dendrites, 
and the mass is tenned a dendritic mass. If the aggregate con- 
asts of more or less long hair-like twisted, curved or bent crys- 
tals, it is said to have a trichiten structure, and the individual 
hair-like bodies are called Whites. But when the tiny long 
narrow crystals are straight and resemble needles, the crystals 
are said to be acicular. Tiny globular masses of radiating, 
acicular crystals are called spherulites or sphero-crystals. When 
these radiating aggregates consist of anisotropic crystals they 
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are characterized by a more or less symmetrical blade cross if 
viewed between crossed nicols. 

Very rapid crystallization gives rise to the foimation of crys- 
tab imperfectly developed, the growth generally being most 
rapid in the direction of the axes or of the boundaries of the 
facial polygons. The bodies resulting are called skeleton or 
skeletal crystals. 

Under like conditions of formation, crystalline compounds 
always separate not only in the same crystal system, but will 
assume each time the same geometrical form; this character- 
istic form is called the kabit of the compound and upon this 
property microchemical methods of analysis are based. Pro- 
viding we can control the conditions influencing the formation 
and the separation of a crystalline compound upon a glass object 
slide, we may be reasonably certain that in every experiment 
tried not only will we obtain exactly similar crystals but also 
that the great majority of the crystals will always lie upon the 
slide in a similar pcsition.^ 

Crystab in the course of their growth invariably occlude 
mother liquor and furthermore will be found to contain in- 
clusions of air or gases, and by virtue of adsorption or solid 
solution phenomena will contain foreign matter which may be 
present. Theoretically, the separation of an absolutely pure 
crystal of a salt consisting of a single solid substance alone is an 
impossibility when dealing with a mixture. 

When the foreign matter present is such that the adsorptive 
power of the salt for it is great, not only may the crystal habit be 
profoundly changed but the color and the characteristic proper- 
ties of the salt may also be altered. It is possible to thus obtain, 
by the means of vegetable and aniline dyes, colored crystals 
from colorless inorganic salts.' 

Fundamental Facta — Optical Crystallography, — In addition 

' E. vOQ Fedorov has receoCly compiled an elaborate set o[ tables in the Zdt. 
Eryst. Min., GO, 513, whereby it is possible to identify a rompound through its 
crystallogtaphic habit aod properties. It is suggested that this mode of analysis 
be called Ctystallo-Chemical Analysis. 

See also Orelkin aod Pigulevski, J. Russ. Phys. Chem. 40, 317. 

* See Gaubert, Recherches rtentes 3ur les fades des cristaux, Paris, 1911. 
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to their characteristic morphology, crystals exhibit certain 
physical and optical properties according to the crystal system 
to which they are referred. Chief among these optical proper- 
ties made use of by the chemist is the behavior of the crystals 
towards polarized light. 

Optically, crystals are either angly refractive (isotropic) or 
doubly refractive (anisotropic). If isotropic, they will show no 
change when rotated upon the stage of the microscope between 
crossed nicols. If anisotropic, they will appear alternately light 
and dark as the stage is turned. 

If, therefore, a crystal be placed upon the stage of a polarizing 
microscope near the center of the field between crossed nicols 
and the stage turned, the crystal will behave in one of two ways: 
I. It will remain dark, throughout a complete rotation of the 
stage, that is, there is no change in its appearance in the dark 
field. 2. As the stage is turned the crystal will alternately 
become bright or colored, and alternately disappear or become 
dark (extinguish). In this case two possibilities arise. Either 
the crystal disappears (extinguishes) when its long edges coin- 
cide with or are parallel to the cross-hairs, and is brightest 
midway between, or the position of extinction is not on the cross- 
hairs, but lies a little inclined to (is oblique to) the cross-hairs. 
In the former case we speak of the crystal as having paraUet 
extinction, and in the latter as having oblique extinction. Crystals 
exhibiting a lozenge or equilateral rhomb outline and which 
extinguish when the cross-hairs bisect the acute and obtuse 
angles of the lozenge (a variant of parallel extinction) are some- 
times said to exhibit symmetrical extinction. 

Anisotropic or doubly refracting crystals further fall into two 
groups: I. Those which exhibit no double refraction in one di- 
rection through the crystal — uniaxial crystals. II. Those which 
exhibit no double refraction in two directions — biaxial crystals. 

Those directions parallel to which there is no double refraction 
have been designated as the optic axes. The directions vary 
slightly according to the wave length of light but for all practical 
purposes may be considered as constant for white light. 

Crystals belonging to the tetragonal and hexagonal systems 



172 ELEMENTARY CHEMICAL MICROSCOPY 

are uniaxial. Those of the orthortiombic, mODOclimc and 
triclinic systems are biaxial. When doubly refracting crystals 
lie in such a position that their optic axes are parallel to the 
optic axis of the polarizing microscope, the nicols being crossed, 
the crystals remain dark when the stage is rotated; in other 
positions the crystals will appear alternately bright and dark. 
The optic axis of a crystal may thus be found experimentally. If 
an anisotropic crystal remains dark (on tumii^ the sta^) in one 
position only it is uniaxial; if dark in two positions it is biaxial. 

To obtain a clue as to the probable system of a substance 
yielding polarizing crystals, find the portion of extinction, read 
the stage and remove the analyzer. Now turn the stage until 
the centered crystal has its crystal boundaries or crystal cleav- 
age lines lying coincident with the cross-hairs. Read the stage 
again. Try a number of crystals in tum. If the angle is o 
degrees or 90 degrees, in all the crystals, the system is either 
tetragonal, hexagonal or orthorhombic, i.e., the crystals exhibit 
parallel extinction. If the angle is not o degrees or 90 degrees 
the crystals are monoclinic or triclinic. 

The tetragonal or hexagonal systems are not to be differen- 
tiated save through their crystal form and crystal cleavage. 

Directions of '^bration, or Axes or Directions <A Elastici^. — 
In all the doubly refracting crystals there are certain directions 
through them in which the light rays advance or are transmitted 
with a greater velocity than in other directions. 

"The directions of vibration (found always to be at right 
angles to each other) of the light rays which advance with maxi- 
mum or minimum velocity and a third direction at right angles 
to the plane of these directions (corresponding to some ray with 
an intermediate velocity) are called Axes of Elasticity." ' 

In the orthorhombic system the axes of elasticity coincide with 
the crystallographic axes. 

In the monochnic, one axis of elasticity coincides with the 
b-axis, the other two axes of elasticity are in a plane of symmetry 
at right angles to b, but are coincident with neither the c-axis nor 
the a-axis. 

' Luquei, Minerals in Rock Sections. New Yoili, 1898. 
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In the triclinic system no axis of elasticity is parallel with a 
crystallographic axis. 

For the relations between axes of elasticity and refractive 
index, see Chapter DC, page 194. 

Observations with Converging Polarized Ijght — Strongly 
converging polarized hght offers one of the most valuable methods 
of petrographic microscopic research, but it possesses only a 
very restricted value for the chemist in microchemical quali- 
tative analysis. Although it affords a means of differentiating 
between crystal systems and thus yields information not ob- 
tainable by parallel polarized light, useful optical phenomena 
with converging polarized light are obtainable only when the 
light is sent through crystals in the direcUon of the optic axis 
in the case of uniaxial crystals or in a direction perpendicular 
to the plane of the acute bisectrix * in the case of biaxial 
crystab. 

Tiny uniaxial crystals will occa^onally be found in a prepara- 
tion lying in such a position as to be available for study with 
converging polarized Ught; but in the case of biaxial crystals, 
sections must be cut. It is obvious that cutting thin sections 
of tiny individual friable crystals of the vast majority of the 
salts met with in analytical work is impracticable or impossible. 
Moreover, the Information eventually obtained would not war- 
rant the expenditure of time and patient labor required. 

Interference Figures. — When a section of a uniaxial crystal 
cut perpendicular to the optic axis is placed upon the stage of 
the polarizing microscope, illuminated with strongly converging 
polarized light and the observer looks into the microscope with 
crossed nicols, but with no eyepiece in place, he will see a black 
cross with a series of spectrum-colored concentric circles.* This 
image is known as the interference figure. 

Biaxial crystals in sections normal to the acute bisectrix jaeld 
(in typical cases) curved black bands or an asymmetric black 

' The acute bisectrii ia a line bisecUng the angle fonned by t! 
the two optic axes. 

' Or in the case ot circular polariiation, the aims of the cross 
but leave a c«otial light space. 
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cross superimposed upon q>ectniin-colored lemniscates or hypn< 
bolas.* 

In order to observe tbe interference figures with tlie chemical 
microscope, place the condensing tenses above the polarmng 
nicol, center the crystal or crystal section. Use a | or i inch 
or 4-millimeter objective. Focus the preparation and light well. 
Remove Hie eyepiece, place the analyzer in its proper position 
upon the top of the microscope tube, cross the nicols and look 
into the instrument. The interference figure will appear as a 
tiny image ^tuated far below tbe eye. Petiognqihic and crys- 
tallographic microscopes are generally provided with a specially 
constructed lens which slides into the microscope tube above 
the analyzer and below the eyepiece. With this device (Ber- 
trand lens) the interference figure is greatly enlarged and it is 
unnecessary to remove the ocular, but in all instruments without 
this special device and where the analyzer fits above the ocular, 
the ocular must be removed in order that the interference figure 
shall be visible. 

Interference, or axial figures as they are also stnnetimes called, 
must not be confused with the black cross observed in spheru- 
lites and starch granules placed between crossed nicols. 

Interference or Polarization Colors. Tbe Selenito Plate. — 
As stated above, when light enters an anisotropic crystal it is 
polarized or resolved into two rays vibrating at ri^t angles to 
each other. These two rays are propagated at different veloci- 
ties, hence one component is slightly retarded and upon emerging 
from the crystal one ray is slightly behind the other in rate of 
vibration; they are, therefore, vibrating in a different phase. 
If the crystal lies between crossed nicols, these rays upon enter- 
ing the analyzer are again ^lit, and owing to the difference of 
phase the waves interfere and color results. Hence the crystal 
will appear more or less colored. The brilliancy of color will de- 
pend upon the character (strength) of double refraction and the 

' For a very comprehensive discusnon of interfcTeiice figures see Wdnschenk — 
Das PolarizadoDS Mikioskop, (» Weinschenk-Claik, L c, Chapter V. See also 
MoBCS, Hie Cbaiacters of CiTStals, N. Y., iSqq. Luquer, Minecals in Rode Seo 
tioni, N. Y., 189S. F. E. Wright, Petragnphic Methods, Ch^ter V, L c. Johann- 
KH, Petrogn^c Methods. 
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thickness of the crystal. In the position of extinction there is 
of course no color. 

If the value of the double refraction is known, the thickness 
of the crystal may be calculated and vice versa.* Polarization 
colors are of greater value in petrological investigations than 
in chemical analysis. Nevertheless, the analyst should never 
neglect to note the colors and their intensities when examining 
preparations between crossed nicob. A valuable clue as to the 
probable nature of the material under examination may often 
be thus obtained, since if brilliant polarization colors are seen 
we may conclude that the substance has a high double refraction 
and we may thus eliminate from further consideration sub- 
stances whose double refraction is so weak as to render brilliant 
interference colors impossible. 

It is often difficult to determine, between crossed nicols alone, 
whether or not a. substance is anisotropic If its double refraction 
is very weak, and only the faintest tints of gray are produced. 
Recourse is then had to a selenite test plate cut of such a thickness 
and orientation that when placed between the nicols with its 
direction of vibration at 45 degrees to the planes of vibration 
of the nicols a purple-red interference color is obtained. This 
particular shade, known as red of the first order, is the most useful 
of test plate interference colors. When such a test plate is 
placed either above or below the very weakly polarizing prepa- 
ration being studied the change of phase in the transmitted 
light waves is such as to produce a contrasting color. The 
entire field is colored red; the polarizing materials or crystals will 
therefore appear differently colored, according to their thickness, 
upon a red background. Double refraction so weak as to pass 
unnoticed will thus be readily recognized. 

The selenite is also most useful in the determination of extinc- 
tion angles (q.v.), in ascertainit^ the optical sign H- or — of 
biaxial crystals, and in measuring the thickness of thin polarizing 
rod: and crystal sections. 

' For a full and aHnprehensive discussioa of interference colors and their appli- 
cation in mii-mmiyy the Student b reierred to Weiaachenk-Clark, Petrographic 
Methods, pp. 73-87, or Johamuen, Petiographic Methods. 
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Oae of the best examples of the every-<lay practical applica- 
tion of the polarizing microscope and selenite plate by chemists 
is in the differentiation of pure fresh butter from very old, or 
process butter or oleomargarine. The fat of fresh, tmmelted 
butter thus examined yields a unifonn red field. Process 
butter, melted butter and oleomargarine on the other band 
yield a field mottled in many colors. 

For use with the chemical microscope the selenites are 
usually obtained as disks with two black dots at c^posite 
ends of a diameter, Fig. 1C4. 
These dots locate the direction 
of vibration of the test plate as 
, shown in the figure by the dotted 

'' ' arrow. These selenite disks are 

_ employed as follows: After cen- 
terii^ and focusing the prepara- 
tion, the selenite disk is laid upon 
the eye-lens of the ocular in such 
a position that its direction of 
vibration bisects the angles of 

Fig. 104. Seleoite Disk. The Arrow ^v . . . • ■.!_ 

..Hi U,eDi«li=noIVibn,tJo„. *' CTOSS-haiTS, as shown IB the 



^5 



diagram. Petrographic micro- 
scopes are generally supphed with test plates mounted in a 
metallic carrier arranged to slide into the tube of the micro- 
scope in a slot provided for this purpose. The direction of the 
vibration is in this case, indicated upon the mount by an arrow. 

Absorption. Pleochroism. — - Many compounds have the power 
of absorbing part of the light rays vibrating in certain planes 
and therefore if viewed through the polarizing microscope with 
the analyzer removed will exhibit a change of light intensity, 
in certain positions. This property of crystals known as ab- 
sorption should not be confused with a change of color. 

All anisotropic substances to a greater or lesser extent remove 
the rays of certain colors in certain planes from white light sent 
through them. This property when sufficiently pronounced 
to be observable with the norma! human eye is termed pleo- 
chroism. Substances are tested for pleochroism by placing 
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them upon the stage of a polarizing micioscope, removing the 
analyzing nicol and rotating the polarizer. If the substance 
under examination is pleochioic, it will chat^e in color with the 
rotation of the prism. In the event of the polarizer being fixed 
and incapable of rotation, rotate the stage. Always carefully 
shade the preparation with the hand in order to prevent as much 
as possible confusing reflections. 

If the phenomena observed involve a two-color change the 
crystals are said to be dichroic; if a three-color change irichroic. 
Uniaxial crystals can exhibit only a two-color change; biaxial ' 
crystals may be trichroic. 

Isotropic crystals possessing a high adsorption power for cer- 
tain coloring matters may become in the process of their growth 
highly colored. These crystals, although still retaining their 
isometric habit are often highly pleochroic. 

Practical application may be made of the phenomenon of 
pleochroism in differentiating between different textile fibers and 
different paper fibers stained with certain aniline dyes. Some 
species of fiber exhibit strong pleochroism and others weak. 

The Measurement <A Crystal Angles and Extinction Angles. — 
Since the interfacial angles of crystals of chemical compounds 
are always constant for ^milar faces no matter how the compound 
may have been prepared, it is obvious that angle measurements 
may often prove of the greatest value in the identification or 
differentiation of compounds or of crystal systems. When 
crystals are of sufficient size to be handled determinations of the 
values of angles by means of some form of goniometer are fraught 
with no great difficulties, but when the crystals are microscopic 
and cannot satisfactorily be orientated, the problem becomes 
exceedingly difficult. 

Fortunately, the chemist is rarely if ever called upon to make 
very accurate angle measurements; rapid approximate readings 
are usually sufficient for analytical work. Moreover, so-called 
chemical microscopes are incapable of yielding angular measure- 
ments of the degree of accuracy required in crystallographic 
investigations. 

Great accuracy on the part of the analyst is seldom essential. 
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since his object is merely to ascertain whether the crystal under 
examinatioo is, or is not, a certain compound. In ^mple inor- 
ganic analyses angle measurements are rarely resorted to, but in 
the examination of organic onnpounds and in the case of mix- 
tures of inorganic and organic substances, the measurement of 
angles may often prove a most rapid means of differentiation. 

Only thin, well-formed crystal plates with practically perfect 
edges should be selected for measurement. Avoid high magni- 
fications. The rotating stage having been previously centered, 
the preparation is moved with the fingers imtil the selected 
crystal is brought under the cross-hairs of the eyepiece. One of 
the bounding edges of the angle sought is made exactly paraiid 
to and aimosl in coincidence with one of the cross-hairs; the posi- 
tion of the graduated circle of the sta^e is noted and the stage is 
rotated until the other bounding edge of the angle becomes par- 
allel with the same cross-hair. The graduated stage drcle is 
again read. The difference between the two readings is the 
angle sought. 

If it is known that the cross-hairs in the eyepiece are exactly 
at right angles, a slightly quicker method consists in measuring 
the complement of the angle and deducting it from 90 degrees. 
Or, if the angle be obtuse, measure the amount that is greater 
than 90 degrees. This method does not necesdtate as careful 
centering of the stage, and can, therefore, be used with high 
powers with sufficient accuracy for analytical work. It is essen- 
tial in all measurements of crystal angles that the instrument 
be most carefully focused upon an edge, and that care be taken to 
avoid error due to the projection of an image of another edge 
through the crystal. In the case of very transparent crystab 
it is sometimes difficult to tell which is the proper Une (edge) to 
employ, unless the crystal is thin. 

For the measurement of solid angles where several planes 
meet, the crystals must be of sufficient size to permit their being 
turned first in one position, then in another. Cementing to the 
point of a needle (method of Kley'), imbedding the head of the 
needle in a cork and conenting the cork to a glass slip will permit 

> Eley, Rec trav. diim. Pays-Bas, 19 (1900), 13. 
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of the crystals being sufficiently easily orientated to yield fairly 
accurate measurements. 

Or, we may employ the glass hemisphere (see page 117), or 
the orientating apparatus of Klein (page 117). 

Microscopes having fitted stages require the employment of a 
goniometer eyepiece, con^sting essentially of a cross-hair system 
rotating in conjuncdon with a graduated circle. With this 
device the centered crystal remains in a &[ed position and the 
ocular cross-hairs are rotated in such a manner that one of them 
is first made parallel to one boundary edge, and then to the other 
edge of the angle sought. 

Extinctioii Angles.' — The extinction angle of a crystal may 
be defined as " the angle between an axis or direction of elasticity 
and some known ciystallographic direction." The crystallo- 
graphic direction usually adopted by chemists, where the extinc- 
tion angle is employed as one of a series of identity tests, is the 
longest edge of the crystal or in the case of 
rhomb-shaped crystals the line bisecting the 
acute angles. 

In the case of crystals exhibiting parallel ex- 
tinction the extinction angle may be consid- 
ered as being o degrees. Crystals exhibiting 
oblique extinction, i.e., those of the monoclinic 
and triclinic systems yield two extinction 
angles; but it is customary to record as the „ ^ . . 

. . , , ,, , , . , Fio. los. Extinction 

extmction angle the smallest angle obtained Angles « «. 
between the length of the crystal (cleavage 
lines or edges being used), and the nearest axis of elasticity. 
In Fig. 105 the extinction angles may be considered as the 
angles S. 

If the analyst is suf&dentiy well-trained in crystallography to 
be able to locate the c-axis he may record as the extinction angle 
the angle formed between the c-axis and the nearest axis of 
elasticity. This value is that most often taken by crystallog- 
raphers as the characteristic extinction angle. 

' See Weight, Measuicment of Extinction Angles; Am. J. Sd. (4), SO (190S), 
249- 
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Since in feebly polarizing crystals the exact point of eztinctioa 
is not easily determined, a measurement of the angle is difficult 
and annoying unless a selenite test plate is employed (see page 
175). When employing a selenite proceed as follows: Place 
the test plate, red of the first order, so that the plane of its 
direction of vibration bisects the oppoate quadrants of the cross- 
hairs of the ocular. With the nicols crossed bring a typical thin 
crystal so that its long edge (or its c-azis) lies parallel to a cross- 
hair. A red held is seen with the crystal of some contrasting 
color. Read the graduated stage circle. Now slowly rotate 
the stage until the crystal acquires exactly the same color as the 
field; the plane of vibration of the selenite and that of the 
crystal are now coincident. Read the stage again. The read- 
ing will give an extinction angle. Next ascertain whether it is 
the smaller of the two possible angles for this position of the 
crystal. Make similar measurements upon a number of other 
crystals. 

Never depend upon observations made upon a single individ- 
ual. Check the readings by again making the crystal parallel 
to the cross-hairs and turning the polarizer or analyzer imtil 
the colors of field and crystal are identical; read the gradua- 
tions on the nicol mounting; the angles observed should be 
identical. 

CHARACTERISTICS OP THE SIX CRYSTAL STSTBHS. 
SUMMARY. 

The chief characteristic features exhibited by individuals of 
the six different crystal systems which will prove of assistftnce 
in microchemical analysis may be summarized as follows: 

ISOMETRIC SYSTEM (Cubic System). 

The three ciystAUographic axes aic all at right an^es. Each axis is one of four- 
fold symmetry. All axes are of like value, hence any axis may be made the c-axis. 

Geavage usually parallel to the faces of the crystal and symmetrical with refer- 
ence to the ctystallographic axes. 

Optically isotropic, hence there is no change between dossed niools. No intei- 
ference figures. 

A single refractive index, independent of direcdou. 
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TETRAOOITAL STSTBH. 

Two equal tatxisontal aysUDogr^hk axes at right angles to eadi otb«i and to 
the vertical. Vertical or c-azis either longer or ahorter than the other two. c-axig 
is one of fourfold synunetiy. Each horizontal ads is one of twofold ^mmetiy. 

luteraiea (lines) bisecting the iuteiaxial angles between a- and b-azes may also 
serve as subordinate axes of ^mmetry. 

Cleavage, rectangular. 

Uniaxial. 

Optic axis coincideiit with c-axis. Hence in one position isottO)^; in other two, 
paraQd extinction. 

Crystals four-sided ot eight-sided or lath-sbiq>ed or six-mded. Four- or dght- 
sided crystals isotropic (seen on end). Crystals lying on their side fpve parallel 
extinction. 

Interference figure: symmetrical cross with concentric rings. 

Index of refraction, t in direction parallel to optic axis; a index in the plane 
normal to the t^tic axis. 

HEXAGONAL STSTEH. 

Vertical or c-axis is at right an^es to the three horizontal axes at their point 
of intersection. Horizontal axes intersect at an^es of 60°. c-axis may be longer 
or shorter than the horizontal and is an axis of dxfold symmetry. Each hori* 
Eontal axis is one of twofold symmetry. 

Interaxes may serve as subordinate axes of symmetry. 

Cleavage lines usually intersect at angles of 60°. 

Uniaxial. 

(^tic axis ounddent with c-axis. 

Crystals three-sided or six-sided, or Ion 
an^ed and six-angled foima usually i 
lying on their aides exhibit paialld extini 

Interference figure: symmetrical black cross with concentric qiectrum colored 
rings. Tetartofaedral crystals are circular polarizing. 

Indices of refraction have same relations as in tetragonal system. 

ORTHORHOHBIC STSTEH. 
Three axes at right angles to each other, of unequal length. Each axis is one 
of twofold symmetry. Any axis may be made the vertical. 
Cleavage in direction of diametral planes. 

Optic axes: ance any ciystallographic axis according to convenience may be 
made the c-axis no relationship may be formulated between the optic and crys- 
taUographic axes. 

Extinction parallel' in all three positions of the crystals. 

niree indices of refraction, least index in direction of greatest dasticity, greatest 
index in direction of least elasticity. 

MONOCLINIC STSTBH. 

Three axes of unequal length. The a-axis and c-axis are oblique to each other. 
The b-axis is perpendicular to the other two at their point of intersection. The 
b-axis is an axis of twofold sytnmetry. 

' In biaxial crystals complete extinction is obtained only with monochromaric 
light. 
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Cleavage dependent upon cryitol ^>edes. 

EitinctioD pualld in two positions, oblique in tlie third. (Tliis does not a^y 
to ledions through s crystBl.) 
nuee indices oi rdrectioo. 

TRICLimC STSTBU. 
Huree CTystaUographic axes, all oC unequal length and oblique to one another. 
Ilieie are no axes of aynunetry. 

Cleavage dq>endeDt upon crystal ^>ecies. 

Biaxial. 

Extinction oblique in all three podtioni. 

Three indices of refraction. 

BZPERIMBNTS DEALING WITH CRYSTAL FORMS AND OPTICAL 
PROPERTIES. 

Center the stage and test graduations and accuracy of polar- 
izing apparatus. 

Study the following salts, make sketches and note their be- 
havior between crossed nicols: 

tsomtlrk Syslan. 

Sodium chloride; potasdum iodide; barium nitrate; ammonia alum; dirome 
alum; arsenic trioicide; sodium chlorate (circular polarization). 
Haaganai SysUm. 

Lead iodide; iodoform; cadmium iodide; normal sodium phosphate; stiontium 
chloride; strontium antimooyl tartrate; sodium nitrate. 
Tetragonai Sysltni. 

Potassium araenate; mercuric cyanide; potassium copper chloride; urea; 
strychnine sulphate. 
Orlkorkombic Systetm 

Ammonium sulphate; mercuric chloride; potassium antimonyl tartrate; po- 
tassium nitrate; potassium sulphate; sodium nitroprusside; zinc sulphate; unnyl 

Monodinic System. 

Potassium fcrrocyanide; potassium ferricyanide; sodium ferric oxalate; am- 
monium persulphate; potassium chlorate; barium chloride; nickel chloride; 
tartaric acid; saccharose. 
TricliHic System. 

Copper sulphate; potassium bichromate; potassium persulphate; boric add; 
manganous sulphate. 
Pleochroic SaUs. 

Copper acetate; iodoquinine sulphate; potassium (or sodium) furic oxalate; 
potassium cobalt sulphate; silver bichromate; potassium chroDUum oxalate. 

In a watch glass place a few drops of benzene, add a few crystals of quinone, 
stir imtil dissolved. Add a few crystals of resorcin, stir. Remove a drop to a 
slide and allow it to deposit crystals by ^Mntaneous evapotatioik. The crystals 
will be found to be strongly pleochroic. 

Ifole. The experiments outlined above have dealt with normal well-formed 
iOytUla whose habits could be ascertained with but little difficulty. Abnormal 
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or iRipeTfect fonni are, bowever, voy common in the case of many cmnpounds and 
eapedaUy where several substances are present b solution. 

The pTesence of coUinds in the solution will in most c&ses dther wholly inhibit 
ciystallization or will so greatly 'modify the form of the ciyBtals aq>aTating as to 
prevent their being identified as the substance which has oystallized out. In the 
[tawing eiperimaits the effect of colloids will be seen. 

expebhiekts DEuraG wrm abitormal crystallizations. 

1. Dissolve two or three fragments of sodium chloride in water, concentrate 
and examine the crystals separating. Add a drop of a concentrated solution of 
gum aiabic, warm gently until all the salt has dissolved, concentrate to crystAlU- 
zation at as low a heat as possible and note well the change in the character of the 
crystals separating. lustoid of cubes and rectangular plates skeleton forms and 
dendritic masses appear. 

2. Try a similar expaiment using ammonium chloride. In ndther case can 
well-defined crystals be obtained, but the appearance of the dendritic masses has 
changed under the influence of the colloid. 

3. Place a tiny drop of water on a slide on a piece of white paper, add ferric 
chloride until a distinct yellow color is obtained. Now add two or three frag- 
ments of ammonium acetate, stir gently until dissolved, but do not keat. Crys- 
tallization will soon set in. The crystals of ammonium chloride now separating 
will be well-foimed cubes or the skeletons of cubes. 

4. Try crystallizing mercuric chloride in the presence of gum arable. 

5. Place next to a drop of a solutbn of lead mtrate a solution of potassium 
iodide. Cause t)ie drops to Sow together. Note that lead iodide is fonned in 
shining iridescent plates. To a drop of a solution of lead nitrate add a fragment 
of gelatin, warm gendy to dissolve the gdatin. Place a drop of potassium iodide 
solution next to the test drop just prepared and cause the iodide solution to flow 
into tbe test drop. It will be evident that lead iodide has been formed because of 
the ydlow zone at the point of contact, but no crystals will separate. 

6. To a drop of olive or cottonseed oil on a slide add stearic add and warm 
gently until the drt^ is dear. On cooling, radiating masses of thin plates separate. 
Examine between crossed nicols. 

7. Place a few fragments of sulphonal upon a slide, lay a cover glass upon the 
material and heat until the sulphonal mdts. A very thin molten film of the com- 
pound results, which crystallizes on cooling. Eicamine between crossed nicota. 

8. Dissolve a very minute amount of barium chloride at the comer of a slide; 
add a fragment of sodium acetate. Dissolve a fragment of oxalic add in a drop 
of water dose to the drop of barium chloride solution. Cause the oxalic add to 
Sow into the other drop. In a few seconds large branching aggregates in the form 
of radiating bundles and sheaves of fibrous needles of barium oxalate will be seen. 

Make a fresh solution drop of barium chloride; add sufficient ferric chloride to 
give the drop a distinct yellow color. Now add sodium acetate as before; stir 
imtil dissolved. The drop should now acquire a reddish tint. Into this test drop 
cause oxalic add to flow. Long hair-like ciystaU (trichites) separate instead of 
blanching aggr^ates. 

g. Prepare a drop of an almost saturated solution of chromium chloride. Add a 
little Bohd mercuric chloride and warm gendy until dissolved. Concentrate to 
crystallization. Trichlten crystals of the doutje chloride separate. 

70. Prepare a solution drop of sodium ospant^nate. Tiy to obtain crystals by 
concentration. Start crystallization by "seeding;" that is, crush in the drop the 
snalkst possiUe piece of the salt. 



CHAPTER DC. 

THE DETBRHIHATION OF SBFRACTIVB Dn>BZ BT MEAITS 
OF THE MICROSCOI^. 

All transparent and translucent objects when immersed in 
liquids yield images in the microscope which are bounded by 
dark lines or bands or which appear to be surrounded by a colored 
fringe or halo. The width or thickness of these dark or colored 
contours depends upon the magnitude of the difference between 
the refractive indices of the two phases (the solid and the liquid), 
upon the dispersive power of each and upon the method of illtmii- 
nation employed. 

Contour bands ^pear when the refractive index of the solid 
b either greater or less than that of the liquid in which the solid 
is immersed. As the index of refraction of the solid approaches 
closer and closer to that of the liquid the dark bands decrea^ in 
prominence, and finally vanish when both object and liquid have 
the same refractive index. If both have also the same dispersive 
power, the same light-absorbing power and the same color, the 
object will be invisible in the liquid. But complete disappear- 
ance is impos^ble in practice since these conditions can never 
be all fulfilled and since moreover it is next to impossible to obtain 
crystals or other solids which are so perfect as to be free from air 
bubbles, fractures or cleavage planes or which contain no occlu- 
sions of dirt, of mother liquor or of foreign salts. The vanishing 
of the black lines is therefore the criterion upon which we must 
depend for an indication that the solid and the liquid have the 
same index of refraction. 

It is evident, that, given a series of liquids of known refrac- 
tive index, if a solid of unknown index be immersed in these, 
one after another, until the black contours bounding the image 
just disappear, the index of this particular liquid is the index 
sou^t of the soUd. 

In like manner if we have a series of crystals, or fragments of 
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transparent solids whose indices of refraction we know, it is 
possible to loi^hly ascertain the index of a given liquid. 

The index of refraction is a constant for any given substance 
of definite composition. Its determination often affords a ready 
means of identification or differentiation and in many instances 
is in fact the only simple means at our conmiand for the recogni- 
tion of a compound. 

Although the identification of compounds through determi- 
nations of their refractive indices by the immersion method and 
the microscope has long been practiced by mineralogists, petrol- 
ogists and microscopists, it is only within the last few years 
that chemists have awakened to the value of the data so ea^y 
obtained. 

A determination of the refractive index is of special value in 
the qualitative analysis of soUs, sands, mineral fragments, etc., 
in the study of crystalline residues, in the differentiation of 
isomeric compounds and in the study of materials which, although 
pure, cannot properly be separated from foreign matter. 

In order to determine the refractive index of crystalline solids 
we may proceed as described below; 

Determination of the Refractive Index of Isotropic Substances. 
— One or more tiny fragments or crystals of the material are 
placed upon a dean slide, a small drop of a liquid of known 
refractive index is placed upon a small, scrupulously clean cover 
glass and the cover with its drop is inverted and laid upon the 
solid under investigation, care being observed in lowering the glass 
with its drop of liqmd to avoid the formation of air bubbles. Place 
the preparation under the microscope with the Abbe condenser' 
raised as high as it will go. Focus with a 32 millimeter or 16 
millimeter objective. Under these conditions the preparation 
will probably be flooded with li^t. Close the diaphragm two- 
thirds or even more. If the crystal fragments are not now clear 
and distinct with sharply defined contours lower the condenser 
a trifie, but only a trifle. It is of course possible that in selecting 
the liquid one of the same refractive index as that of the solid 
may have been chosen; this is, however, very unlikely. 

' These directions refer sped&cally to the Clieniical Microscope described cm p. ig. 
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Contour bands appear whether the solid has either a higher oi 
a lower index than the suirounding Uquid. The next step must 
therefore be to ascertain whether it is higher or lower than the 
liquid employed. This is accomplished by slowly raising the 
microscope tube by means of the coarse adjustment, at the same 
time closely observing the change in appearance, direction oj 
motion or change in color of the contour bands and halo-like band 
of Ught bounding the crystal fragments. When the sohd pos- 
sesses a higher index than that of the liquid, the contours are 
usually dark and well defined with a halo or band of light within 
the black bands; as the microscope tube is raised this band of 
hght will appear to move inward, i.e., toward the center of the sohd. 
If, on the other hand, the solid possesses a lower index of re- 
fraction, the black contours are relatively weak, with the bright 
halo outside the black bands, and upon raising the objective the 
band of light or bright haio appears to move outward or away from 
the center. This difference in behavior is due to the fact that 
when the fragment has a higher refractive index than the Uquid 
it causes the rays leaving it to converge, but if the solid has a 
lower refractive index the emei^ng rays are divergent. In order 
to obtain the best results by this method, always screen the prepa- 
ration upon the stage with the hand; thus none but transmitted 
light rays can enter the objective. 

By employing obhque instead of axial light it becomes still 
easier ' to determine whether the solid possesses a higher or a 
lower refracrive index than the liquid in which it is immersed. 

Before considering the method of procedure in this case let us 
study several simple yet instructive experiments.' 

Place a small drop of mucilage or thin gum upon an object 
slide, beat it with a knife blade until full of air bubbles. Cover 
with a cover glass and place upon the stage of the microscope. 
Use an 8 millimeter objective and center a tiny air bubble whose 
image appears to be not over i to 2 millimeters in diameter. 
Focus sharply. The image obtained will conast of a tiny disk 
of hght surrounded by a black ring. We are here deaUng with a 

' Schroeder van dex Kolk, Zeil. anal. Chem., 38 {1899), 615. 
' Gage, The Microscope (1908), p. 106, loth ed., Ithaca, N. Y. 
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sphere of less refractive index (air « = i) surrounded by a liquid 
of higher refractive index (gum solution or water « = 1.3+). 
Remove the condenser and slowly swing the mirror to one side, 
looking into the microscope at the same time. As the Ught be- 
comes oblique the bright disk in the image of the air bubble 
moves in the opposite direction from the movement of the mirror. 
Move the mirror back and the reverse phenomenon will be 
observed. When the light is exactly axial the bright spot will 
be exactly at the center of the black circle. This constitutes 
one of the simplest and best tests for axial light that we possess. 
Now slowly raise the objective; the bright disk will be seen to 
grow larger and larger and the black ring will appear to move 
outward and the disk will become indistinguishable before the 
surrounding ring vanishes. 

Take a drop of water and mix very thoroughly with it by gentle 
beating a tiny droplet of oil. There are thus obtained tiny 
spheres of oil of a refractive index higher (oil n = 1.4+) than that 
of the surrounding liquid (water « = 1-33). Again we obtain 



Fio. tc>6. CO Globule and Air Bubble illuminated with Axial Light. (Gage.) 

as the image of a tiny globule, a bright disk surrounded by a dark 
ring. With axial light this disk is concentric; with oblique light 
eccentric. As the mirror is swung aside the disk of light in the 
image appears to move in the same direction as the mirror. Upon 
raising the objective the disk of light pows smaller and smaller, 
the black annular contour band appears to move inward and the 
bright spot is the last to disappear. These phenomena are 
readily interpreted by referring to the diagrams, Figs. 106 and 
107. With air, n < Uquid, the emerging rays are divergent; 
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with oil, n > liquid, the emergent rays are converging. In Fig. 
107 the sohd line arrows indicate the direction of the moving 
mirror, while the dotted line arrows that of the corre^wnding 
direction of movement of the disk of li^t in the image. These 



Fio. 107. on Globule and Air Bubble iUuminated with Oblique Ught (Gage.) 

diagrams indicate the behavior of the light rays, but in the image 
in the microscope positions and directions are reversed; hence 
the phenomena observed are those described above. 

It thus appears that under oblique illumination the contour 
bands are heavier or darker on one side of the image of tiie object 
than on the other, the particular side which b darker depending 
upon the difference in the indices of object and mounting medium 
and the direction of the illuminating rays. Advantage is taken 
of these facts to determine by means of oblique light whether an 
object whose refractive index is sought has a higher or lower 
index than that of the test hquid in which it is immersed. Ob- 
lique light ^ is obtained by swinging the mirror to one side when 
no condenser is employed, or by sUding a piece of black paper 
or card just below the condenser or by holding a finger just below 
the condenser so as to cut off about one-half the lower aperture. 

In the chemical microscope slide a piece of stiff black paper 
between the condenser and the ring attached to its lower part. 
The preparation on the stage will then be iUuminated by obUque 

■ See Wright, Oblique IHuminatioa in Petrographic Microscopic Work; Amet. 
J. 80.(4)86(1913), 63. 
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light. The phentonena resulting can best be understood by 
consulting Figs, 108 and 109, in which the indicated directions of 
the passage of light rays have been greatly exaggerated. The 
crystal H has a higher refractive index than the liquid surround- 




FlC. 108. Cmtoui Bands in Hall Shadow 
niiunhiation. 



ing it; the rays passing through are therefore convergent, but 
only those at the left can enter the objective O; hence, the left 
^de is bright and the right side dark. But in the case of the 
crystal L whose index is less than that of the liquid the emerg- 
ing rays diverge, yet here agaia only part of the rays can enter 
the objective 0; in this instance those on the right; thus the 
right side is bright: the left dark or in other words, the opposite 
of the phenomena observed with crystal H. 

Conducting our observations with the condenser only very 
slightly lowered and the paper diaphragm inserted from the left 
until the dark shadow extends approximately to the center of 
the field, the phenomena seen will be as indicated in Fig. log. 
The crystal H of higher index than the hquid appears dark em 
Ike dark side of the field and bright on the light side of the 
field; but the crystal fragment L of lower mdex than the liquid 
appears hrtgU &n the dark side of the jieid and dark on the bright 
side of the field. This is as it should be from Fig. loS, since in 
the image formed in the microscope the directions are reversed. 

If we now lower the condenser a reversal of all the above 
phenomena takes place. It is therefore always wise to check 
the results recorded with condenser raised by lowering the con- 
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denser; moreover the pheiKHnena are much more distinct with 
lowered condenser. 

There is little chance for an error of judgment if the student 
will start with condenser raised and stopped down, and first 
slowly raise the objective, noting the direction of apparent move- 
ment of the contour bands or halo. Next test with oblique light 
and note the relative position of the dark contours with respect 
to the dark half of the field and finally lower the condenser and 
test again with oblique light. All three of the sets of observa- 
tions should be in accord. The student should also leam to use 
a finger below the condenser to obtain oblique illuminattoa and 
thus save time. 

Since most of the liquids employed for the determination of 
refractive index by the unmersion method have a greater dis- 
persive power than the solids, at the end point in the immersion 
method the images usually appear surrounded by colored fringes. 
The conditions which usually obtain are that when the liquid and 
solid have the same refractive index for yellow-green rays, the 
liqiud will have a higher » for blue rays than the solid but the 
solid will have a higher n for red rays than the liquid. It follows 
that the emerging red rays will be convergent as diagramed in 
S, Fig. 108, while the emerging blue rays will be divergent.' No 
dark contour bands will be sufficiently prominent to be noticeable, 
but the image will exhibit a bluish fringe on the outside and a 
reddish fringe on the inside, or with oblique light bluish on one 
side, reddish on the other. Raising the objective will cause the 
red fringe to move inward and the blue fringe outward. It is 
evident that this color dispersion phenomenon enables us to still 
further assure ourselves when we have found the liquid having 
the same n as that of the solid under examination. 

When in the course of the experiments a marked color fringe 
is seen with the absence of black bands, the point has l^en 
reached in which Uquid and solid have the same refractive index 
for light rays of mediiun wave length. To obtain more accurate 
results recourse must be had to monochromatic light. 

In preparing a series of Uqulds of regularly differing refractive 
' Wright, Amet. J. Sd., loc. cit. 
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indices for use in this immersion method, it is advantageous to 
select those having a sligkUy greater color dispersion than will 
be found in the solids to be tested. But highly dispersive liquids 
must be avoided since the color bands or halos are then so marked 
as to seriously interfere with the recognition of dark contours. 

Having ascertained as described above whether the crystal 
fn^ment has a higher or a lower index than that of the Uquid 
first tried, and thus in which direction to proceed, a second Uquid 
whose index is probably very much nearer that of the sohd is 
chosen. The first liquid is carefully removed by absorbing it 
with a bit of filter paper, a drop of the liquid next to be appUed is 
added and allowed to flow completely around the crystal; after 
standing a few moments this is removed as before and a new por- 
tion added. The preparation is tested by raising the objective 
and by the half-shadow method to learn whether the solid or the 
liquid has the higher index. The process is repeated until the 
proper liquid has been found. In making the trials add first a 
liquid of a higher then one of lower value. When suf&cient solid 
material is available it will be found that time will be saved and 
much more reliable data obtained if an entirely new preparation 
is made with each liquid. This also avoids wasting valuable 
liquids. 

At the end of the chapter will be found tables ' of liquids for 
use in the deteiminarion of refractive indices. In Table IV will 
be found the indices of isometric crystals useful in estimating 
the refractive indices of liquids. 

If it is found that the index of no hquid in a series at hand cor- 
responds to that of the crystal under observation, mixtures of 
two liquids may be made and the index of refraction of the mix- 
ture can roughly be estimated from the formula,' 

«iV,-l-n,V, = »CV, + Vj), 

in which Vi and Vj are the volumes of the two liquids, »i and «j 

* For eiceptionilly complete lists of media for refractive index deteiminations 
see Johaonsen, Manual of Petrogiaphic Methods. 

1 Schiocder ^^n det Eolk, Mikroskopische Kry^tallbestimmung, Weisbaden, 
1898, p. 13. 
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their respective indices of refraction and n the refractive index 
of the mixture. It is obvious that in the preparation in this 
manner, of liquids of intermediate index values, it is essential 
that the two liquids shall be miscible in all proportions, and that 
no new chemical compound shall result from the mixing. Since 
a determination of refractive index may often require a period of 
time suf&dently long to result in an appreciable loss of liquid 
through evaporation, the liquids chosen for mixing should, 
theoretically, not difFer greatly in their boiling points, otherwise 
there is a possibility of the (xincentratioQ of the less volatile liquid 
increasing. It will also be obvious that in order to obtain suffi- 
ciently exact calculated values from the equation given above, 
the liquids mixed should not have widely different densities. For 
these reasons approximate boiling points and densities have been 
given in Table I. This formula for calculating the index of refrac- 
tion of a mixture of two liquids is based upon the assumption that 
to the final mixture each component contributes equally its own 
proportional part of the final index. There seems to be no sound 
theory in support of this assumption nor do the facts appear to 
be in accord with the formula. From experiments made in the 
Cornell laboratories, using an Abbe refractometer to determine 
the refractive index of the liquids before and after mixing, it was 
found that the calculated results were not always dependable to 
the second decimal place. The first decimal was always correct, 
the second usually so, but very rarely indeed would the third 
agree in calculated and found values. Mixtures allowed to 
stand several days and again measured gave similar results, 
showing that equilibrium had been reached when the first obser- 
vations had been made. 

Formulas of the kind given above should not be employed if 
the same degree of accuracy in calculation is wanted, as the im- 
mersion method will yield in practice. 

The immersion method above described permits an accuracy 
in the determination of the refractive index within 0.005 =^ ^"^ 
with monochromatic light and more refined methods of illumi- 
nation an accuracy of 0.002 ± or even 0.001 ±: may sometimes 
be reached. 
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The Refractive Index of Anisotroiac Sobstuices. — Crys- 
tals are either isotropic or anisotropic. Id isotropic crj-stals 
%ht rays are refracted to an equal degree, do matter in what 
directioD through the crystals the rays are sent, since the velocity 
of transmission of light is the same in all directions through the 
crystals, providing the crystals have not been subjected to 
stresses or strains. In the determination of the refractive indices 
of isotropic crystals, it is obvious that the same value will be 
obtained in all directions through the crystals. In the case of 
anisotropic crystals, however, the rate of transmission of light is 
different in different directions through the crystals. In order 
to better appreciate the influence of these properties upon the 
refractive index, it is necessary to briefly consider a few funda- 
mental facts. 

A ray of light, when passing obliquely from one medium into 
another whose rate of transmission for light rays is different, 
will be deflected from its original path according to the equation 

-: — = r-j , in which » is the angle formed by the incident ray 
anr V 

and the normal, r the angle formed by the refracted ray and the 

normal, and V and V the velocities of the transmission of the 

light in the two media. When the rays pass from a medium 

having a higher rate of transmission into one of lesser rate the 

deflection is toward the normal, but when passing from a medium 

with a lesser rate into one of higher rate the bending is away from 

the normal. In microscopic work the light rays are usually 

passing fnmi air into a denser medium. If in the above equation . 

we assign to the velocity of light in air the value of i, the equation 

becomes -: — = 77; , but -; — is the expression for the index of 
sm r V sm r 

refraction, from which it appears that the refractive index is 
inversely proportional to the velocity of the transmission of light 
in the medium. Since in anisotropic crystals, the rate of trans- 
mission of light rays differs according to the direction through 
the crystal in which the rays are sent, it is obvious that the re- 
fractive index of an anisotropic crystal cannot be expressed by a 
dngle value and further, that of the several values given by a 
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doubly refracting crystal, the greatest index will be found in the 
direction iJirough the crystal of the lowest rate of light trans- 
mission and the smallest index in the direction of the highest 
rate of light transmission. In other words, different values for 
the index of refraction will be obtained according to the position 
in which the crystab lie upon the stage of the microscope. 

Crystals belonging to the tetragonal and hexagonal systems 
(uniaxial crystab) possess two indices. Crystab belonging to 
the orthorhombic, monoclinic, and triclinic systems (biajdal 
crystab) have three indices. 

In uniaxial crystab one value corresponds to that given by the 
ordinary ray and the other to that given by the extraordinary 
ray. The first value is found in that direction through the crys- 
tal where the light vibrations are transmitted transverse to the 
vertical crystallographic (and in this case optical) axb and is 
designated by the Greek letter «; the second value is observed 
when light b transmitted through the crystal parallel to the verti- 
cal axis. Thb index is designated by the Greek letter «. The 
double refraction of uniaxial crystab is said to be strong when u 
b greater than c, and weak when the reverse is found. When the 
refractive index u b greater than c, the crystal b said to be opti- 
cally negative and when less than «, optically positive. Some 
crystallographers prefer to designate the two refractive indices 
by the letters a and y. In thb case y — a expresses the strength 
of double refraction and when a b greater than 7 the crystal b 
optically negative.' 

. In biaxial crystab three different values for the rate of Ught 
transmission can be found, or in other words biaxial crystab have 
three axes of elasticity or directions of vibration; the asis of 
maximum rate of vibration transmission is commonly designated 
by the German letter a; that of the minimum vibration by c and 
the intermediate axis by b. Since there are three axes of elas- 
ticity, three different values for the index of refraction may be 
obtained, the smallest value a in the direction of the maximum 

' In order to be sure of the values for a and t, a number at different crj'stals 
should be tried out. w will be coostant in all of them, « will differ slightly accord- 
iug to tlie position of the ciystaU. 
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axis a, the greatest value t in tlie direction of the axis c and an 
intermediate value ^ in the direction of the b axis. The double 
refraction of the crystal will be strong or weak according to how 
much greater y is than a. To determine whether a biaxial crys- 
tal is optically positive or negative requires other data, than 
refractive indices. 

In miiaxial crystals the determination of which index is u 
and which e is comparatively simple since < coincides with 
the crystallographic c axis; but in the case of biaxial crystals it 
is seldom that a chemist possesses either the knowledge or a 
microscope sufi&cientiy well equipped to definitely locate the 
different axes of elasticity, since their directions are indicated by 
neither the crystallographic nor the optical axes. For this 
reason it is wiser for the chemist-analyst to follow the methods of 
Kiey,' Bolland ' and others, and record values as obtained in the 
method given below. 

Swing the polarizer in place, having first removed all condens- 
ing lenses. Place upon the stage an object slide carrying the 
crystals or crystal fragments to be examined immersed in a 
liquid of known refractive index and covered with a tiny thin 
cover glass. Place the analyzer over the eyepiece (or slide it 
into the tube if an instrument of this type is used) and set the 
graduated circles of both prisms at zero so that their planes of 
vibration are crossed. Turn the stage of the microscope until 
the crystal selected for observation extinguishes; remove the 
analyzer. Ascertain by raising the objective whether the index 
of the crystal is greater or less than the liquid; check results by 
oblique light by placing the finger part way across the opening 
of the polarizer. Substitute one liquid after another until the 
refractive index of the crystal is ascertained, being very careful 
not to alter the position of the crystal. If the crystal is moved 
replace the analyzer and readjust the crystal to the position of 
extinction. Read the position of the crystal as indicated on the 
circumference of the stage and rotate the stage so as to turn the 
crystal exactly 90 degrees to its position of extinction and proceed 

> Kley, Zeit. anal. Chem., 43 (1904), 160. 

* Bolland, Monats., 29 (1908), 991; 81'(i9io), 387. 
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with the detenrunatioii of the refractive index just as before. 
The two values obtained will, in the case of uniaxial crystals, be 
the indices c and w. When dealing with biaxial crystals in order 
to use the values in BoUand's tables first set the crystal so that 
its prism edge lies parallel to a plane passing through the short 
diagonal of the polarizing nicol. Next determine the index for a 
position at 90 degrees to the first. If a third value can be found, 
determine it. If the values for a and y are wanted, determine 
the values for a very large number of fragments; the minimum 
value will be a and the maximiim 7. 

Determination of the Refamctive Index of a liquid by the 
Method of the Displacement of Images. — When an object is 
viewed through a liquid from a point in a line normal to the plane 
in which the object lies, the image observed will appear to lie in 
a plane above that of the object, the amoimt of di^lacement being 
d^>endent upon the refractive index of the interposed medium.^ 



T' 



S3 






?|' 


4 ^ I 


^.^A 



If, therefore, we place a liquid in a cell of depth DD' (F^. no) 
and measure the amount of displacement of image 00' of a mark 
at O upon the lower surface of the glass slide, the index of re- 
fraction n will be found from the equation n =^^' 

' Thb method is very old and is genenUy known u the Due de Cbaulnes 
Method, having been described by him in 1767-1770. 

See also Sorby, Chetn. N., tt (1878}, 151; Watson, Physcs- Johannaen, Muinal 
of Petrographic Methods. 
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Mahod. — Cement upon a thin object slide of clear glass, a 
ring, whose top and bottom are groimd true and parallel. The 
cell thus formed should be approximately one nullimeter deep 
and several millimeters in diameter. Place in the cell the liquid 
whose refractive index is sought and cover with a thin cover glass 
of greater diameter than that of the cell, as shown in Fig. no. 

Determine the thickness of the liquid layer by means of the 
graduations on the fine adjustment as follows: focus carefully 
upon the upper surface of the object slide. Read the position 
of the fine adjustment. Slide the cell along until the projecting 
cover glass is in the field and focus upon the under side of the 
cover glass and record this value. This will give the depth of 
the liquid plus an error due to the refraction of the cover glass. 
Next focus upon the upper surface of the cover glass. The dif- 
ference between the last two readings will give the apparent 
thickness a of the cover. The true thickness x of the cover 

can now be found from the equation 1.52 = - where 1.52 is the 

refractive index of glass, and x — a will be the value to be sub- 
tracted fnnn the thickness of the liquid layer found above in order 
to obtain the true thickness. Call this corrected thickness A. 

Now push the preparation along so that only the object slide 
iq)pears in the field. Focus sharply upon the upper surface. 
\\^thout disturbing the adjustment push the slide to one side so 
that it is no longer in the field and by means of the Abbe con- 
denser project the image of a net ruled scale into the plane of the 
upper surface of the object slide. (See page 156.} This is done 
by adjusting the Abbe condenser until the scale is very sharp 
and clear in the microscope. Under no circumstances must the 
focus of the microscope be changed. Push the slide into the 
field so that an observation may be made outside the cell but 
through both slide and cover glass, that is in the line Mi. The 
image of the net rulings will be faint and hazy. Read the fine 
adjustment and focus up by means of it until the rulings become 
as sharp and dear as in the first place. There is thus obtained 
the amount of the displacement of image due to slide and cover 
glass. Wthout changing the focus, move the preparation until 
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an observation may be made through the filled cell, i.e., in the 
vertical line Mj. The image of the net will now either be in- 
visible or badly out of focus; having recorded the reading on the 
fine adjustment, again focus up until the image of the net be- 
comes sharp and clear; read the fine adjustment. This value 
is the amount of displacement due to slide, cover glass and cell 
contents. The difference between the first readii^ obtained and 
the second gives the amount of di^lacement OO' of the image O 
due to the liquid in the cell; subtract this last vahie from the 
depth of the cell A; the remainder 3 equals 01). The refractive 

index of the liqtiid is therefore « ~ 7 ■ 

Providing great care is exercised io the micrometric measure- 
ments the determination of the displacement of image due to the 
object slide and cover glass may be eliminated as follows: Pro- 
ject the unage of the grating into the focal plane with no slide in 
the field, move the shde until an observation can be made through 
both slide and cover glass (vertical line Mi), set the micrometer 
of the fine adjustment at zero and focus the plane of the net by 
means of the screw adjustment of the substage condenser; the dis- 
placement of the image due to slide and cover glass has thus been 
eliminated. Without further changing the focus of the optical 
systems either above or below the stage, move the cell containing 
the liquid so that an observation can be made through the center 
of the cell (vertical plane Mj). Focus up with the fine adjust- 
ment; the reading of the scale will give the displacement O'O, 

.: i = A -0'0andn=y. 

In all cases where measurements are made by means of the 
fine adjustment, first turn the graduated head untU the pillar 
of the instrument is raised suSidentiy to allow for a liberal move- 
ment up and down in focusing. A number of readings should 
always be taken of the position of the focal planes and the results 
averaged, never forgetting to lower the objective slightiy below 
the position of the sharpest focus and then raise it until the 
image a^^^ears most sharply defined, thus avoiding the error due 
to "back-lash." 
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It is obvious that the cell must be accurately ground in order 
that the cover glass shall Ue parallel to the object slide, or if not 
truly parallel, that the measurement of the depth of the cell and 
that of the displacement of the image be made at the same point. 
Since there is always a thin £]m of liquid between the cover glass 
and top of the cell, the value for A should be determined with 
the cell filled and all data necessary for the computation be made 
at once. 

This method gives values to three decimals for n of which two 
places at least will be correct and the third not far from the true 
value. 

Correct results are more easUy obtained with red or yellow 
hght than by ordinary daylight. 

In the absence of a suitable cell, a simple container for the 
liquid may be made from narrow strips of glass cut from an ordi- 
nary thin object sUde and laid as ^own in 
Fig. III. These strips of glass are easily cut 
with a glazier's diamond or with the sharp end 
of a file. 

The liquid to be studied is allowed to drop 
into the opening between the glass strips, aqd 
the cell upon being covered remains filled by 
capillarity. The cover is gently pressed down and the excess 
of liquid removed with absorbent paper or a piece of drawn 
out glass tubing. Since there is a film of liquid in this case 
between both the upper and lower surfaces of the cell walls, 
considerable care must be exercised to avoid serious error. In 
any event the results are to be regarded as approximations 
only. 

A number of other more accurate methods for the microsc<^ic 
determination of the refractive indices of liquids have been 
proposed, but these require specially constructed prisms, wedges 
or lenses, or fragments of glass of known index of refraction. 
For information as to methods, apparatus and accuracy the 
student is referred to the excellent paper by F, E. Wright, The 
Measurement of the Refractive Index of a Drop of Liquid, 
Journal Washington Academy Sciences 4, (1914), 269. 
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Detennlning ThkknesB by DiapUcement of Image. — ^ It is 

obvious iiom the above discussion that if we have a transparent 
body whose refractive index we know, we can determine its 
thickness by applying similar methods. Siq)posing in the dia- 
gram, Fig. no, we are dealing with a solid body. Its thiVfenpig 
will be T = tt O'D. In this case the value of » is known, and 
O'D can quickly be ascertained experimentally. The value for 
T thus found will be accurate within approximately 0.02 mm. 

In the absence of a a>vei glass gauge, the thickness of cover 
glasses or of object slides may be thus determined: place a tiny, 
very thin drop of ink upon the upper and upon the bwer sides of 
the glass plate, so that they fall almost in the same line; focus 
first upon the lower surface of the glass, using the ink spot as a 
gmde, read the fine adjustment and focus up imtil the upper sur- 
face of the slide is in focus, again read the fine adjustment; the 
difference between the two readings gives the displacement of 
image. Taking for the value of » for cover glasses and ordinary 
object slides 1.52, the thickness is readily calculated from the 
formula given above. 

Glass varies according to its compo^tion from n = 1.52 to 
« - 1.59. For qu4rt2, n - 1.544 to 1.553. 
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Ethyl alcohol 

Heptane 

Amyl alcohol 

Chloroform 

Carbon tetrachloride . . 

Caieput oil 

Glycerine 

Turpentine 

Olive oil 

Castor oil 

Xylene 

Benzene 

Clove oil 

Cedar wood oil 

Monochlorbenzene .... 

Nitrobenzene 

Monobrombenxene 

Orthotoluidine 

Monobrompbenol 



Quinaldin. 

Monoiodobenzene 

Quinoline 

Carbon bisulphide 

Alpha-monochlomaphthalene 
Alpha-moaobromnaphthalene. 

Methylene iodide 

Phenyl sulphide 
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LIQUIDS FOR DETERMINATION OP REFRACTIVE INDICES 

OF MINERALS, CRYSTALS. ETC. 

Wright's Series. 

Bui. 15S, Carnegie Institute. 



FocmdifH 




from 


to 




IX 

1.640 

i.M 

1.740 
1.700 


1.475 

I 535 

1.6SS 

1.740 

1.790 
1.960 


Petroieum and turpentine. 

and clove oil. 
Clove oil and alpha-monobromnaphttaalene. 

chlornaphthalene. 

Alpha- monobromnaphthalene and methyleoe 
iodide. 

Sulphur dissolved in methylene iodide. 

Methylene iodide, antimony iodide, arsenic sul- 
phide, antimony sulphide, sulphur. 



This imiei nquim the toe d bat (cw liquid) uid Inei* the 
DUTOw limit! thniugbout the ■««. As prepared Cor uie, 
{rom the dsL above or beknr by luies. Tlw valne ot n in 1 
tennined by meani 



dispenun of the liquidB within 
of the Berio ahoiild difler 
ire nude miut fint be d^ 



Table III. 
MEDIA FOR REFRACTIVE INDEX DETERMINATIONS.' 



.d griading tosrtber in 



■ mortar the veiihti ot tbe luhetinc 
mtectia i> obtuned. rach ol which will have the Rtixclivc in< 
. Checking with a refractometer a 




> Ueiwin, J. Waah. 



3ci., ■ <igi3), 3S. 



THE Determination of refractive index 



203 



Table IV. 

COMPOUNDS BELONGING TO THE ISOMETRIC SYSTEM WHOSE 

CRYSTALS MAY BE USED FOR THE DETERMINATION 

OF THE REFRACTIVE INDICES OF LIQUIDS. 



Rrff*etivB 
indo.' 


Name. 


F<™uU. 


1-45° 
"459 
1.481 
1.48s 
1-490 
I 494 
i-S'S 
t.S44 
1 SS3 

\M 

1. 64s 
1.650 




Na,SO.- A 

K,SO, . Al, 

(NHJ.SO. 

K,SO. . Cr 

(NH,).S04 

KCl 

RbCl 

NaClO. 

Naa 

RbBr 

KBr 

Sr (NO.)* 

Rbl 






(SOol ■ »4 H.6 


Ammonium alum 

Potassium chromium aliim . . 

Potassium chloride 


■ Al, (SO,). • 24 Hrf) 


Sodium chlorate 




















Ammoaium chloride 








Potassium chlorostannate. . . 




1.698 

1. 700 

•■755 




J n lies between 




NH,I 
AstO. 

Csl 

Pb (NO.),. 
AgCl 










J Bolland gives 


'■95+ 
a.071 
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Table V. 

REFRACTIVE INDICES AND CHARACTER OF DOUBLE 

REFRACTION OP TYPICAL CRYSTALa 



AmmoBium aickd (ulpbatc. . 

Anmonium oialate 

Aminoniuin pcnulphiu 

BftrioiD chloride 

Coptm aulphite 

HafDniDin lulphate .,, 

IfemnccyMudc 

~ ■ ■ m utimooTl Uftnta 

. . _m bichronut* 

Potusium uiclnl lolphBte 

Potuaiuni nitniM 

in pcnulplute 

PoUuuim tnlphata. 



(NHJ, Ni (SCU, ■ 8 H/l 

(NIU,CW,-H,0 

(NHJ,S,0. 

BiC1|-aH/} 

CuSOj ■ J H^ 

HfSO, ■ 1 0fi 

HtCI, 

H|(CN), 

K {SbO>CA(VH|0 

KtKAiO, 

K,Ni(60J,-6H,0 
KNO, 

K|SO, 
A«NO, 

N>|fi A ■ 10 H,0 

N*NO> 

NuPOi-uHiO 

HNaiPO, ■ 11 EiO 

N.AO,-sH,0 

ar(SbO),(CACW, 

COfNH^, 
ZdSO, -711,0 
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Tables of refractive indices in the foUoiriiiK utides wiD be found by the analyst 
of great value in the identification of compounds by means ol the immenion 
method. 
Sdiroeder van der Eolk — Tabeilen lur mikioskopisdien Bestinunung dec 

MineraUen nadi ihren Bredmui^sindei, Zdt. anal. Chem., S8 (1899), 615. 
Eley — Ein Bdttag nit Analyse der Alkaloidc, ZeiL anal. Chem., 48 (1904)1 160. 
BoUand — Die Brechnungs focUces der weinsaurcn Alkaloide nadi Einbettungs- 

methode. Monata., 39 (1908), 991. Die B tedmimgsindiees krystallinischeT- 

chemlachei Individuen nach der Einbettungsmethode von Standpunkte der anai- 

lytisdien Praxis. Honats., SI (1910), 387. 



CHAPTER X. 
QUAiniTATIVB AHALTSIS BT MEANS OP THE BUCROSCOPE. 

Some of the most difficult problems with which the chemist has 
to deal are those requiring an opinion as to the probable per- 
centage composition or amount of adulteration in materials which 
cannot be chemically analyzed. As typical examples of these 
cases may be dted, mixtures of starched, meals, adulterated 
flours, spices, teas and other food products; mixtures in which 
"firsts" have been sophisticated with an inferior quality of the 
same material; adulterated pigments; mixtures of wood pulps, 
paper pulps, textile fibers, etc. 

In the solution of problems of the above type there are several 
posable methods of procedure, but only two need occupy our 
attention. That these methods may be suffidentiy accurate for 
our purpose the following requirements must be met. The 
components of the mixture must differ suffidentiy in ihdr 
appearance under the microscope to permit their easy recogni- 
tion, or they must be readily differentiated by their different 
behaviors towards stains or reagents; the components must not 
differ materially one from the other in specific gravity and must 
be small enough in size to allow mounting on an object slide and 
covering with an object glass; if of different specific gravities, 
their specific gravities must be known. 

We may (i) compare preparations made from the mixture of 
unknown percentage composition with preparations made from 
amilar mixtures of known percentage composition which have 
been carefully prepared in the laboratory; or (2) we may by 
micrometric measurements ascertain the volume of the com- 
ponent whose percentage in the mixture is sought and from its 
known den^ty compute its wdght and hence its per cent in the 
mixture; or (3) in the case of solids made by fusion where the 
melt on freezing has been found to give rise to phases suffidentiy 
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characterisUc in aj^>earaiice yet differing according to the per- 
centage composition, the recognition of these crystalline phases 
will serve to indicate the probable compodtion of the mass. 

The last method (3) is restricted to materials such as aUoys 
or related substances. An expert, knowing the characteristic 
appearance foUowing certain treatments, is able, on studying 
materiab of known components but of unknown percentage, to 
decide upon the probable proportion of the chief constituents 
without the necessity of a quantitative analysis. This type of 
analysis by means of the microscope can be practiced only by 
experts after long study and investigation and cannot therefore 
be here discussed. 

The first method may be employed in the quantitative analy- 
sis of all mixtures consisting of individual particles, fragments or 
crystals, which are not too large for microscopic examination, 
providing the component particles differ sufficiently in appear- 
ance to permit of identification and that mixtures of known per- 
centage composition can be prepared in the laboratory. Since 
this method has its chief application in estimating the amount 
of adulteration in a substance, the discussion will be confined to 
this aspect only. 

Method I. — Prepare three standard mixtures containing the 
same components as the commercial products to be examined. 
In preparing these standards the adulterant must be carefully 
weighed out and added to a definite weight of the pure product; 
after thorough mixing, three mixtures of known per cent of adul- 
teration are thus obtained. 

From each one of these standards in turn, several like portions 
are taken, placed upon glass object slides in a drop or two of 
suitable medium (usually glycerine and water 1 : i),^ distributed 
uniformly in the mounting medium and covered with a square 
cover glass, care being taken to avoid air bubbles; use just 
sufficient mounting medium to ensure an even distribution of the 
material throughout the whole area covered by the cover glass 

' Smith, Health Mag., S (1S9S), }S6, has shown that in the cue of st&rdi 
mounting medium of equal parts of glycerine, water and jo per cent 
add a preferable. 



QUANTITATIVE ANALYSIS BY MEANS OF THE MICROSCOPE 207 

and to completely fill the space below the confining cover yet not 
have a loss by the squeezing out of the liquid. One of the prepara- 
tions is then placed upon the stage of the microscope, and a count 
is made of the number of particles of the adulterant which are 
found in a field of the microscope. Having counted the foreign 
particles in several different fields, a second preparation from 
the same mixture is tried and so on until at least twenty or more 
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counts have been made. A different mixture is then taken and 
the number of foreign particles detennined exactly as in the first 
Finally, the third known mixture is examined and coimts made 
as before. Upon a sheet of "coordinate" paper lay out per 
cents of adulteration as ordinates and numbers of foreign par- 
ticles as abscissas. The averages of the counts of these particles 
obtained in each of the three mixtures of known per cent adul- 
teration are then marked upon the coordinate paper in their 
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proper places, and a line is drawn through the zero and the three 
points; the "plot" obtained will be substantially a straight line if 
the work has been properly done. If the points laid out show 
a marked deviation from a straight line the components differ 
materially in their densities, or an error has been made. There 
is thus obtained a device, Fig. 112, by which we can determine, 
from a count of the foreign particles in any similar mixture, the 
per cent of this foreign matter present in material of imknown 
percentage ccnnposition.' 




Net Ruled Eycpkce Micrometera. 

To facilitate counting an eyepiece with net niicrometer is 
essential. Rulings are usually of two types, as shown in Figs. 
113 and 114. Where type 113 is employed the entire field of 
view may be counted but in type 114 it is better to call a "field" 
that area comprised within the ruled square. This system h 
preferable to that of employing a cell with ruled bottom referred 
to below. An attachable mechanical stage will be found to be 
a great help in avoiding the making of counts in the same area 
more than once. 

Although the method just described appears at first ^ght to 
be crude and unreliable it has been found after a number of 
years' trial in the hands of a large number of students to yield 
excellent results. 

In the case of starch mixtures, where the foreign component 

' Chamot, Seventli International Congiess Applied Chemistry, Section VlUc 
(iQog), 249. 
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is present in the proportion of 3 to 7 per cent the results found 
are very close to the actual per cent, but when 7 per cent is 
reached, the beginner has trouble in obtaining reliable counts, 
and above 10 per cent the method requires great manipulative 
skill. 

It must, however, be borne in mind that a method of this 
sort even at its best gives merely a close approximation to the 
true value. 

The chief difficulties which will be encountered are those of 
removing equal amounts in every case upon the end of a tiny 
spatula; of obtaining a uniform distribution of the material 
throughout the drop; and of lowerii^ the cover glass upon the 
preparations without destroying the uniformity of distribution 
of particles or introducing air bubbles. A little practice, how- 
ever, will enable the analyst to work rapidly and accurately. 

If more nearly accurate sampling is desirable, a portion of 
the material is carefully weighed out, spread on a piece of glass 
or glazed paper in a thin square of as nearly uniform thickness 
as possible and then sampled by "quartering" in the usual 
manner* until a section equivalent to 3 to 4 milligrams is obtained 
for transfer to the object shde. 

An even better method consists in carefully weighii^ out a 
small portion of the material to be examined and mixing it with 
a known weight, several times greater, of a finely and uniformly 
powdered substance very soluble in water (or other solvent). 
After thorough mixing, a small portion of the preparation is 
removed, accurately weighed and transferred to an object slide. 
The selected mounting liquid is added, causing the soluble 
diluting solid to dissolve and disappear, leaving a known weight 
of the insoluble material under investigation evenly spread upon 
the slide. The number of foreign particles in this tiny portion 
can then be counted. In the case of most food products, such 
as starches, flour, meals, spices, etc., powdered sucrose, dextrose, 
lactose or soluble dextrine are most useful as diluents. 

When the mixtures under examination are of a density onfy 

very slightly greater than water and are insoluble therein, and 

* Eraemer, J. Am. Chem. Soc, 31 (1899), 659. 
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therefore if suspended would subside only after a long period, it 
is possible to weigh out a portion of the mixture, add it to water, or 
better, water and glycerine, in a small graduated Sask, fill to 
the mark, shake well and quickly remove one cubic centimeter 
or less, for counting. This method precludes an error arising 
frcan non-unifonn quantities but is longer and more cumbersome 
than the methods already described. 




Object ^ide Ruled in One-half Millimeter Squares. 



Instead of u^g a net ruled micrometer eyepiece some micros- 
copists employ a shde nJed in squares or a tiny cell with ruled 
bottom, as shown in Figs. ii6 and 117.* The advantage of such 
devices of permitting the use of any eyepiece is usually outweighed 
by a number of unde^rable features, chief among which may 
be mentioned the objections that the rulings oa the slides are 
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Gtrud Counting Cell foe the An&Ij^s of Flour. 



not always clear when the particles to be counted are in focus; 
the relatively large size of the ruled squares with a high power; 
and the difficulty of properly cleaning the slides without event- 
ually injuring the rulings. 

When it is desirable to cover a definite area on the object 

slide it is far better to employ a micrometer disk-diaphragm 

• BJade by Nachet et Fils, Paris, Fiaace. 
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pr(^>erly calibrated and inserted into the eyepiece or to cut a 
square opening in a disk of dull black paper, thin card, metal or 
blackened mica, and drop the disk into the proper eyepiece by 
removing the eye-lens and allowing the disk to rest upon tlie 
diaphragm of the eyepiece. The proper size of opening is ascer- 
tained by eyepiece and st^e micrometers, and a square hole of 
this calculated size is cut in the paper and the perforated disk 
is inserted in the eyepiece. The hnal adjustment is then made 
with the draw-tube. 

When the particles of material are of a sufficiently low density 
to remain suq>ended for a few seconds and one cubic centimeter 
portions can be removed the Sedgwick-R2if ter counting cell used 




FtB. 118. Counting Cell. (After Whipple.) > 



in the quantitative determination of the microscopic organisms 
in water may be profitably employed. This cell, Fig. 118, con- 
sists of a glass object slide of standard size to which is cemented 
a brass cell 5 centimeters long by 2 centimeters wide; its area is 
therefore 1000 square millimeters and being made exactly i 
millimeter deq), its capacity when closed with a cover glass is 
I cubic centimeter. Counts of particles are made in as large 
a number of fields as possible, using a net eyepiece micrometer 
' From The Microscopy of Drinking Water, by G. C. Whipple, p. 35, Third Ed. 
JAn Wiley and Sons, Inc. Re{xoduced here through the courtesy of the author. 
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or an eyepiece with a central diaphragm opening adjusted to any 
convenient area on the slide. Results may be e^^ressed dther 
in numbers per cubic centimeter or in per cent by the plotting 
method described above.' 

In the luological examination of water the microscopic organ- 
isms are concentrated into a few cubic centimeters of water by a 
small sand filter contained in the stem of a funnel of i^iecial 
dedgn. The sand, together with the supernatant small volume 
of water, is emptied into a test tube, given a rotary motion and 
as soon as the heavy sand subsides, the water containing the 
organisms in suspension is poured off and one cubic centimeter 
transferred to the counting cell* Although used primarily for 
the purpose stated, this counting cell and method can be applied 
to many problems involving chemical analyses. 

In order to facilitate the counting and recording of the sus- 
pended matter found in water, Whipple has devised an eye- 
piece micrometer with special ruling. This type of micrometer 
has been found desirable as an aid in recording the size and 
number of masses of amoiphous matter in water. By common 
consent American analysts have agreed to express these values 
in terms of the areas covered by the masses found in the celL 
The unit employed is a square, 20 microns on a side, and there- 
fore equal to 400 square microns; this is known as a "standard 
imit." The eyepiece micrometer is ruled and so adjusted that 
with a given objective and eyepiece the smallest squares are 
equal to a standard unit, Fig. 115. 

Method II. — When isolated particles of sufficiently definite 
shape can be found and are of known compodtion and density, 
it is possible to calculate their weight from micrometric measure- 
ments. 

' For further applications of Method I, see Meyer, Zeit. Nahr. u. Genuss, IT 
(igog) 497: Ezendam, Zeit. N&hr. u. Genuss., 18 (ipog) 461. Analysis oi Stard) 
Mixtures. 

Young, Bull, no, Bureau Chem., U. S. Dept. Agric.; Pollen in Honey. 

Boedemacn, Laadw. Vers. Sta., 7S, 134; Smut Spores in Flour, etc. 

Oenun, Blodiem. Zdt., SB (1911), iS; Fat in Milk: Vauflart, Ann. Falsif., 4 
(igii) 381; Analysis of Meals. 

* For details and precautions in water eiaminatkni, the student should consult 
Whipple, The Microscopy of Drinking Water. New York, WQey & Sons, Inc. 
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This method is especially useful in estimating the weight of 
substances imbedded in other materials in such a way as to be 
not eaaly separated; in the determination of poisons in forensic 
investigations; and in determining the weight of tiny metallic 
beads or pieces of metal, which, for one reason or another, can- 
not be weighed on a balance. 

The dimensions of the particles are first determined by any 
one of the micrometric methods described in Chapter Vn. 
From these measuranents the volumes of the particles are 
calculated and their weight then obtained by multiplying by 
the specific gravity of the substance. 

If the substance whose weight is to be determined can be 
made to take the form of a sphere the data found are usually 
as accurate as those obtained by weighing, but it is obvious that 
if only more or less irregular particles or crystals are available 
the method should be regarded as giving merely approximate 
results. Even so, the method must be recognized as of value 
ance in many instances no other system of solving the problem 
of percentage composition may be available. 

This method of quantitative analysis by means of the micro- 
scope is very old and has been successfully appUed to the deter- 
mination of gold and silver in fire assays (especially with the 
blowpipe) where the metallic beads obtained on cupellation 
are too small to weigh even upon a sensitive assay balance. 
With carefully fused beads it has been shown* that the results 
are accurate and quickly obtained. 

The first essential is that the Uttle metaUic globule shall be 
a perfect sphere. If it is not, it is placed in a tiny cavity in a 
piece of charcoal and fused before the blowpipe; after cooling, 
it is transferred to a drop of glycerine and water (1 : i) on a 
glass object slide by picking it up with a drawn-out glass rod 
slightly moistened. Bring the metallic sphere under the center 
of the micrometer eyepiece, use an objective of low power, 
illuminate with axial light, with the Abbe condenser well lowered 
using a small diaphragm opening. Focus up slowly and as soon 
as the image reaches its maximum diameter record the scale 
> Goldsdunidt, 2«l. anal. Chem., 18 {1877)1 «4- 
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reading. Make several observations of the diameter of the 
^heie. Then illtiminate the sphere by oblique light by swinging 
the mirror far to one side; deteimine the diameter again, making 
not less than three observations; the results should be the same 
as the measurements made with axial light. Average the results. 
The weight of the bead may now be calculated from the equa- 
tion W - (d* X 0.5236) s where tj is the diameter of the ^here 
and s the ^>ecific gravity of the metal.' 

For the quantitative determination of minute particles of mer- 
cury micrometric measurements of the diameters of the globules 
of the metal and calculations of weight therefrom are also un- 
questionably one of the oldest and best methods at our di^>osal 
in toxicological examinations, in the analysis of mineral waters, 
urine, gases carrying mercury vapors, etc. 

Raaschou* has recently worked out in great detail the methods 
and conditions essential for the quantitative separation of 
minute amounts of mercury from Uquids. For details, the 
student should consult the original article.* When dealing 
with sublimates of metallic mercury consisting of so great 
a number of tiny globules as to render measurements of the 
diameters of all the globules impracticable, cause them to 
unite into a few large spheres by stirring the film with a fine 
needle, or stiff hair, or glass rod drawn down to a hair, but if 
this is done the needle or hair must always be examined with 
the microscope to see that no mercury has been removed by 
clinging to the stirrer. In order that accurate measurements 
may be made it is essential that the globules of metallic mercury 
shall never be so large that they become flattened and thus not 
perfect spheres. In determining the diameter of the spheres 
proceed exactly as described above, always making several 
measurements of the sphere diameters. From the average of 
the data thus obtained, calculate the weight W = (d* X 0.5236) 
X I3-59- 

< For gold, s — ig.53i alver = 10.4; [^tiniuii ■■ 21.15; 1«^ ^ ^^-i^i ii^ci- 
Cury - 13.59. 

' Rattschou, Zdt, anal. Chera., 4B (1910), 171. 

' See also page jig, Microchemical Detection of Mercury. 
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Id estimating the percentage of the different fibers entering 
into the composition of a. given sample of paper, it is customary 
in most commercial paper-testing laboratories to guess at the 
per cent of a given fiber without comparison with standards and 
without counting the fibers, the usual practice being for several 
analysts to "guess" at the composition independently. These 
men in time become very expert and their findings will generally 
check within one per cent. In the opinion of the author, com- 
paring with known standards, using the comparison microscope 
or comparison eyepiece is quicker and gives a more reliable 
approximation. 

Herzog' has suggested a microscopic method for the quan- 
titative estimation of the different fibers in fabrics, or for 
the per cent of different colored fibers in a fabric. Stated 
briefly, the process is as follows: A tiny piece of the fabric is 
imbedded in paraffin (M.P. 60°) by repeated dipping. After 
cooling, sections about o.i to 0.2 millimeter are cut by means of 
a razor or microtome knife. One of the sections is transferred 
to an object slide, warmed until the paraffin melts and is tipped 
back and forth to evenly distribute the fiber fragments. A 
drop of balsam is placed upon a cover glass and lowered upon 
the preparation. The entire number of each different fiber is 
then ascertained by counting, using a net eyepiece micrometer. 
Having thus found the relative proportion of the fibers, their 
absolute size is next determined by measurements of length 
and thickness, or since the thickness of the section cut is 
known and the average diameter of different fibers is also well 
established, actual dimensional measurements may not be re- 
quired. The weight is calculated by multiplying the absolute 
size by the number of fragments and the specific gravity of 
the fiber. 

Quantitative microchemical methods with reference to the 
handling of minute amounts of material and weighing on a 
Nemst micro balance; the titration of tiny volumes of liquid; 
the measurement of tiny volumes of gas, etc., which do not re- 
quire the application of the microscope need no discussion here, 

> Herzog, Z, Oiem. Ind. Kol., I (1907), soi. Z. Teit. Ind., 1906, No. 4. 
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since we are dealing solely with the application of the micro- 
sco[>e to the solution of chemical problems.^ 
Volume ind Weight Per Cents from Area Measuremeats. — 

The quantitative analy^ of heterogeneous material in thin sec- 
tions through the determination of the areas occupied by the 
different components, as ascertained from their images when 
seen in the microscope, has long been employed by petrologists. 

The process is briefly as follows: The outlines of the areas of 
the component under consideration, in a given field of the micro- 
scope, are traced upon coordinate paper by means of a drawing 
camera; the value of a square of the paper is ascertained with 
a stage micrometer as hereinbefore described. The areas of the 
tracing may then be computed or may be accurately determined 
by means of a planimeter. Or the preparation may be photo- 
graphed with a coordinate (net-ruled) ocular in place, the value 
of the rulings in the image ascertained in the usual manner and 
the areas of the different component-sections in the photograph 
computed.* 

From the computed areas, volume per cents may be calcu- 
lated, and knowing the specific gravities of the components, 
weight per cents are easily ascertained. 

This method of quantitative microscopic analysis has recently 
been applied by Johnson to the examination of concretes. He 
has shown ' that it is a simple matter to ascertain, whether, in a 
given concrete structure, a contractor has complied with the 
specifications as to proportions of sand, gravel and cement 
and further whether the material was properly mixed and wetted. 

Estimation of Molecular Weights by Micrometric Measure- 
ments. ^ Barger * has described a most ingenious micrometric 
method whereby the molecular weight of a substance may be 
determined, providing a large enough amount of the material 
for weighing upon an analytical balance is available. 

A solution is made of known weight content of the substance 

' See Donau, Die AAdtamethodoi der Mikrodtemie, Stuttgart, 1913. 

* For (urther details as to rock analysis and for bibliography see Jtduumscn, 
Petrogiaphic Methods, p. 290. 

' Eng. Record, Mar. 1915. 

* Barger. J. Ctaem. Soc. (Lonckm), 8E (1904). 386. 
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whose molecular weight is sought. A second solution of known 
strength is also made of a substance of known molecular weight 
Drops of these two solutions are introduced alternately into a 
thin-walled capillary tube having a bore whose diameter is 
from I to 2 millimeters. The tube should be 6 to 8 centimeters 
long. Between the drops which occupy a space about i to 3 
millimeters long there must be air spaces equal to approximately 
twice the lengths of the drops. The first and last drops should 
be those of the standard and from two to three times the length 
of the intermediate drops. After the drops are in place the 
capillary tube is sealed at both ends. The tube is then laid 
upon an object shde and' cemented in place with Canada balsam 
or other suitable mediimi, the slide is then immersed in water 
in a suitable shallow vessel and placed under the microscope. 
By means of a micrometer the lengths of the drops are deter- 
mined and recorded in scale divisions but not in absolute units. 
After standing for about an hour measurements are again made. 
Owing to differences in vapor pressure, some drops have increased 
in length; others have decreased. 

The theory of the method is thus described by its author: 
"Each drop is placed between two others of a different solution, 
and can evaporate on either ^de into a small air-chamber. 
This chamber is soon saturated with vapor, which can condense 
freely on the drops. If the vapor pressures of the two solutions 
are equal the evaporation will equal the condensation, and there 
will be no change in volume of the drops. If, on the other 
hand, the vapor pressures are unequal, there will be a gradient 
of vapor pressure in the air spaces; some drops will therefore 
be in contact with an atmosphere, the vapor pressure ot which is 
greater than their own. Condensation will take place on these 
drops and they wiU increase. The others, alternating with 
them, will have a vapor pressure greater than that of the ad- 
joining air spaces; these drops will evaporate and thus decrease. 
Hence, there is a distillation from the drops of one series to 
those of the other series. By measurement we can tell which 
drops increase and hence ascertain which solution has the 
smaller vapor pressure. If the solvent is identical in both cases 
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and if the solutes are non-volatUe, the solution with the anaUer 
vf^r pressure will have the greater concentration of molecules 
and vice versa. " 

A series of tubes must be made in which the strength of the 
standard solution has been systematically varied in small frac- 
tions of a gram-molecule per hter. A tube is thus obtained in 
the series where there is httle variation in the lengths of the 
drops of known and unknown or where there is change in the 
character of the variation, say from an increase in length to a 
decrease in length. It is evident that the molecular concentra- 
tion of the unknown must corre^rand to that of the known solu- 
tion at this point. 

-, , , , , , Weight of unknown in grams per liter 

Molecular weight = ^ ■ ^ t—. , — f^ z' 

Concentration m gram-molecules found 

This may be made clear by quoting one experiment: Standard 
used, caae sugar. Unknown, glucose. Solvent, water. 
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It is evident therefore that the concentration of the unknown 
material lies between the concentrations of tubes number 4 and 
5, that is between 0.13 and 0.14 gram-molecule per liter. Hence, 

molecular weight = -^ — = 179, or -^ — = 192. That is, the 
0.14 0.13 

molecular weight of the unknown lies between 179 and 192; the 

average = 185,5. Calculated for glucose, CsHuOg = 180. 

It appears from a very large number of experiments that this 

method is a simple and dependable one, apparently subject to 

errors no greater than those usually inherent in macroscopic 

molecular weight determinations. 
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As small amounts as 25 to 50 milligrams may successfully be 
used. 

For special precautions, sources of error and suggestions as 
to the choice of solvents and standards, the student is referred 
to the original article. 

This method of Baiger's for the determination of molecular 
weights is another example of the manifold applications of the 
microscope. The microscopist whose laboratory is seldom 
equipped with apparatus for the determination of molecular 
weights by the usual methods of boiling or freezing points, or 
by vapor densities, may nevertheless obtain suffidently accurate 
results for all practical purposes by the procedure outlined 
above. 

The method is worthy of far more attention by analysts 
than it has been given. 



CHAPTER XI. 

THE DETBRHIKATIOIf OF THE MELTING ABD SUBLIMIHG 
POINTS OF MINDTE PARTICLES OF MATERIAL. 

The detennination of the melting point of a compound is 
usually one of the simplest and most reliable tests at our dis- 
posal for ascertaining the purity of a known compound or for 
obtaining an idea as to the probable nature of a substance of 
unknown composition. In the case of organic compounds the 
melting point is one of the first constants to be ascertained and 
even with certain inorganic substances a melting point deter- 
mination may often prove of great value. 

It not infrequently happens that such a small quantity of 
material is available that the usual laboratory methods are im- 
practicable and recourse must be had to some microscopic 
method of procedure. Often, the chemist deals with material 
containing a large proportion of amorphous matter mixed with a 
crystalline substance and a. satisfactory separation cannot be 
effected; or again, a preparation is obtained in which there 
appears to be two or more different crystalline substances but 
no means for separating them can be found. In all these cases 
a melting point would give the needed information were it pos^ble 
to effect a separation. 
6v soreading out the material in a thin layer upon an object 
nining the preparation with the microscope, we can 
s find crystals or fragments of material here and 
direct contact with others, but appearing in the 
d and free. We have thus in reality affected a 
d if we apply heat, we should be able to make 
lotions upon the behavior of each isolated particle, 
we have some means of controlling and measuring 
led, it is obvious that a melting point can be ascer- 
much as a variety of methods for temperature 
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measuremeots are available, it follows that melting-point deter- 
minations may be obtained of material actually invisible to the 
naked eye. Furthermore, these determinations mil, in most 
cases, be as accurate as those made by the usual capillary-tube 
sulphuric-add method. 

Method A. (^iproximate.) — Where a series of pure com- 
pounds, readily crystallizable and each of known melting point 
is at hand the melting point of an unJcnown substance may be 
ascertained approximately by placing similar sized fragments 
of the known and the unknown side by side at the comer of a 
thin object slide. The rotating stage of the microscope is re- 
moved and a piece of asbestos board, perforated at the center, 
substituted as a st^e. A bent glass or quartz tube drawn out 
to a jet at one end serves as a tiny burner and may be fastened 
temporarily to the substage ring. The tiny burner is so adjusted 
that the flame falls nearly in the line of the optic axis of the 
microscope. The slide carrying the material to be tested is 
placed under the microscope and focused and the tiny flame is 
very slowly brought nearer the prqjaration by means of the 
screw which serves to raise or lower the substage. The behavior 
of the material is watched very closely through the microscope, 
to determine whether the known or the unknown substance 
melts first. Other ctanpounds of known melting point are tried 
tmdl a known compound is foimd with which the unknown 
amultaneously melts or the imknown is found to melt between 
the melting points of two knowns. This indirect method is 
quick and convenient where mere approximations are needed. 
The operator after one or two trials soon learns to judge the 
temperatures given by the tiny burner according to the size of 
its flame and the distance below the slide. When comparing 
melting points in this manner first try the pure material with 
which the unknown is believed to be identical. Place the two 
substances so close together on the slide that when they melt, 
the molten masses will flow together; if they melt simultaneously 
and mix to form a homogeneous melt, the presumption is strong 
that the two fragments are of the same compo^tion. If so, when 
the melt solidifies (freezes) a single component will result. 
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Lehmatm> long a^o pointed out that this method of "fusion 
testing" could be made use of in qualitative analysis but the 
interpretation of the phenomena which may be observed, usu- 
ally requires a profound knowledge of chemistry and much 
practice in manipulation. 

In the Appendix will be found a table givii^ the melting points 
of compounds which can be employed in making estimations of 
melting points by the process described above. 

Method B. (Exact) — Melting points below the boiling point 
of water may be determined with great accuracy by means of 
a hot stage through which hot water is made to circulate. A 
convenient form of apparatus is shown in Fig. 119.* It consists 



Fig. 119. Apparatus for the Detennination ot Low Melting Points. 

of a glass box or trough, such as is commonly employed for the 
spectroscopic examination of liquids, the open end of which is 
provided with a wedge-shaped piece of rubber, forming a tight 
stopper. The hot water enters the cell through the glass tube A 
and escapes at B, the rate of flow being controlled by a stop- 
cock or screw-clamp. The hot water may conveniently be ob- 
tained by siphoning it through a small coi] of copper pipe D 
heated by a Bunsen burner E. Or the heating system devised 
for providing a continuous flow of hot water through a Zeiss 

' O. Lehmano, Die Krystallaoalyse, Leipzig, 1891. 

* Chamot and Albrech, Unpublished paper presented to the Cornell Section, 
Am. Chem. Soc) May, 1906. 
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butyrorefractometer may be employed. By regulating the 
heating flame and the rate of flow of hot water, very gradual or 
very rapid rises of temperature may be obtained or the temper- 
ature may be maintained ahnost constant. Jacketing the cell 
with asbestos simplifies the regulation of temperature. Heaters 
functioning on the principle of the thermo-siphon, Fig. 120, may 
also be employed for temperatures up 
to 85 to 90° C; but above 90 de- 
grees the regulation of the height of 
the heating flame becomes rather diffi- 
cult and the sudden formation of 
steam usually results in a blow-off 
through the safety tube, in which the 
thermometer is only very closely in- -■- ^^^ 
serted. "^LmmS 

Substituting brine or oil for water, 
the temperatures can be raised to 
125-150 degrees if the heating coil be 
used, but the author has never found 
hot oil to give satisfactory results in 

any thermo-siphon system, since the Fig. uo. Heater for Melting 
viscosity of the oil in the glass cell ^"^^ Apparatus. 

is too great to permit an even and sufficiently rapid rate of flow 
imless large conducting pipes be employed, necessitating a cell 
far too thick for use. 

The temperatures are most convenienUy measured by means 
of a set of Anschiitz thermometers. Thermometers of this 
type are suffidentiy small, so as not to project too far, and their 
graduations are such as to permit readings to be taken to 0.1 
degree. 

A convenient arrangement for reading the thermometer and 
observing the melting point of the substance under observation 
is given below. 

With hot stages of the sort just described it is always a wise 
precaution to place the cell in a glass tray or shallow crystallizing 
dish to guard .against damage to the microscope should the hot 
stage break. 
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Any flat suriaced, stoppered container may serve as a hot 
stage, as, for example, a small flat bottle. 

For temperatures above 150° C. the only convenient and uni- 
versally applicable heating system is by means of an electric 
current, resistance wire and suitable rheostat. The heating 
coil in this case may consist of manganin, nichrome or platinum 
wire. To obtain the best and most reliable results part of the 
heating coil should be above the object being heated and part 
below. 

Fig. 121 shows an electrically heated hot stage which has 
been in use in the author's laboratory for several years. It 



Fig. hi. Apparatus (or the DetenniiiatioD of Melting' and Subliming Points. 

consists of a low cylinder of "Alberene stone" closed at the top 
and bottom by thin glass, or by mica when high temperatures 
are employed. The heating coil H, H consists of fine platinum 
wire wound in fine coils. In the illustration A shows the Alberene 
stone; B, brass guides for the object sUde acting as cover; C, 
adjustable wire fingers for supporting cover glasses, tiny crucibles, 
"micro" retorts, etc.; D is a removable, thin brass diaphragm 
cutting down the opening of the stage and serving as a radiator; 
T, thermometer; PP, binding posts; M, mica or glass window 
closing the bottom of the hot stage; and S, the object slide cover. 
The method of inserting the hot stage for use in place of the rotat- 
ii^ stage is shown in Fig. 122. By attaching an Abbe camera 
ludda to the microscope tube and properly tipping the mirror, 
the image of the scale of the thermometer may be so reflected 
as to be seen alongside of the material whose melting point is 
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Flc. 113, Polariang Microscope atranged Cor Gbserviiig Melting Points. 
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to be determined. A lens attached to the body-tube or held in 
a separate stand serves to nu^nify the thermometer scale. It 
is thus possible to look into the tube of the instrument and to 
watch both the material and the thennometer. This arrange- 
ment and its applications will be readily understood by refer- 
ence to the illustration. 

With platinum wire coils a temperature somewhat higher than 
700° C. may be obtained in the apparatus. 

The material to be tested may be either crystallized upon or 
supported on a small thin cover glass held by the wire hngers C 
or may be placed in a short piece, 5 millimeters long, of tiny thin- 
walled capillary tube fastened to the thermometer by a wire 
band. For ordinary materials these tubes are best held horizon- 
tally but for fats, waxes, etc., better results are obtained by 
slightly inclining the capillary and taking as the melting point 
the thermometer reading at the instant the fat slides out of 
focus. 

The meltii^ point of anisotropic substances is sharply obtained 
by making the observations with crossed nicob and a selenite 
plate; the change from solid to liquid of tiny particles is thus 
remaikably clear ^ce they vanish instantly on melting. The 
hot stage should in such cases be provided with glass windows. 

The upper window of the stage consists of a thin glass object 
slip (or one of mica or of quartz) held in place by the guides B, B, 
permitting sliding the cover. This is essential when dealing with 
materials which sublime, for in these cases the upper window 
becomes fogged with condensed material, and in such an event 
the cover is simply pushed along imtil a clear section is 
obtained. 

In determining melting points with any type of hot stage, it is 
obvious that the usual procedure should be followed, namely; 
make a preliminary observation and then start anew, raising the 
temperature very gradually as the melting point first observed 
is approached. 

Determinations of the subliming points of tiny particles may 
also be made by means of the hot stage. 

Electrically heated stages of several fonns and for different 
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langes of temperatuie may now be had from several difEerent 
t^dcal films.' 

The Detennmation oi SabUming Pofaits may be made in the 
hot stage illustrated in Figs. 121 and 122, or by the crudble 
method of Blyth described on page 343. 

I E. Ldtz, Wetzkr, G«niuuiy, manuf&ctuies some especially convenicDt but 
stBgea. For other types of hot stage see Ciam, J. Am. Chen. Soc., M (1912)1 954; 
tad Cottrell, J. Am. Chem. Soc., U (1913), 131S. 



CHAPTER Xn. 

METHODS FOR THE HAITOUNG OF SMALL AMOUKTS OF 
MATERUL. 

Microchemical Methods. — By microchemical methods we 
generally mean the application of chemical operations to the 
examination and study of very small quantities of material. The 
chief chemical operations with which we have to deal are: i. 
Solution; 2. Decantation; 3. Filtration; 4. Sublimation; 5. 
Distillation; 6. Precipitation; 7. Ignition, Fusion, and Mis- 
cellaneous Treatments. 

Since success in chemical microscopy requires skill in the 
technique of these operations each one will be discussed at 
length. 

I. Solotioa. Testing for SolubUi^. — At the comer of a 
perfectly clean object slide of glass, quartz, or celluloid, place a 
small drop of water (or other solvent) ; the drop should be 3 to 4 
millimeters in diameter and about i millimeter deep. Place 
close to this drop a tiny fragment of the material whose solu- 
bility is to be tested. Transfer the glass slip to the stage of the 
microscope and focus with a low power objective upon the edge 
of the drop nearest the fragment. See that the illumination, 
using an Abbe condenser, is carefully adjusted, and that the iris 
diaphragm is at least two-thirds closed. By means of a glass 
rod drawn out fine, a platinum wire or a stiff hair, slowly push 
the fragment into the drop, at the same time looking into the 
instrument so as to be able to note the phenomena which may 
take place the instant the material enters the solvent; for ex- 
ample, the substance may merely "melt" away, or it may de- 
crepitate, or give off bubbles of gas, or it may dissolve with 
decomposition (hydrolise), etc. A little practice is often neces- 
sary to enable the beginner to push substances into drops of 
solvent while looking into the instrument. It is of course 
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necessary to rcsnember that direcdons are reversed in the image 
formed by the microscope and seen by the worker, but if this is 
borne in mind there will soon be no difficulty in moving and 
tumicg objects while observing them througli the microscope. 

If, aftir a few minutes, there appears to be no change in the 
appearance or size of the material being tested, wann the drop 
gently by holding it a second or two about one centimeter above 
the "reserve" or "pilot" flame of the laboratory burner (see 
F^. 73, page 127). This tiny flame should be so regulated by 
means of the set screw as not to be over 5 millimeters high. Cool 
the preparation quickly by holding the ^p for an instant in con- 
tact with a smooth metal block placed for this purpose near the 
. burner, or, in the absence of such a cooling device, place the slide 
on the base of the microscope. Examine the fragment of material 
to be tested and note any change in its appearance and size. 

To heat a solution to boiling have a large drop at the very 
comer of a glass slip, tip the slip slightly so that the drop flows 
toward the comer and hold it so that the tip of the micro- 
flame (pilot flame) touches the glass just below the upper edge 
of the inclined drop. Watch closely and as soon as bubbles rise, 
remove from the flame and cool instantly by bringing in contact 
with a cool metal surface. It is necessary to work quickly, 
otherwise the evaporation will be so great that the preparation 
will become dry. Never place a hot slide on the stage of the mi- 
croscope, for the stage may be seriously damaged and the vapors 
arising will condense upon the objectives injuring them. Since 
the drop has been placed at the comer of the slide there is no 
danger of the glass cracking or breaking on heating, an accident 
that will almost invariably happen if the glass slip is heated at 
any other point than a comer. If quartz or platinum slips are 
used, heating at the comer is not essential to prevent breakage, 
hut is more convenient. 

To determine whether any material has passed into solution, 
decant the liquid from the undissolved material (see Decanting 
■ below), and evaporate to dryness very carefully. In evapora- 
ting drops to dryness, never keep the material over the flame 
until all the liquid has been driven off. Simply warm the prepa- 
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ration, then remove it from the flame and blow gently upon the 
waim drop, heat again and again blow; repeat the process until 
the solvent has been driven off. If this method is followed, a 
imiform, closely adhering fihn will result instead of irregularly 
distributed loose particles, and the danger of loss through de- 
crepitation of the tiny solid particles is avoided. 

It is essential to remember that it is impossible to obtain sHps 
made of sufficiently resistant glass upon which water will not 
exert a marked solvent action; moreover, it must constantly be 
borne in mind that all liquids soon take up foreign matter from 
the bottles in which they are kept. The results of tests for 
solubihty should always be checked by comparison with the 
residues left when the solvent alone is evaporated under exactly , 
the same conditions. 

It follows therefore that tests for the solubility of substances 
in boiling liquids or in strong adds, alkalies, etc., should be per- 
formed on clean, bright platinmn foil; the solvent is decanted, 
concentrated and only transferred to a glass or quartz slip when 
evaporated almost to dryness. 

Should the illuminating gas be of very poor quality and the 
heating prolonged, an amount of various ammoniacal, sulphur 
and other products may be absorbed by the solvent sufficient to 
vitiate the results. 

If the substance whose solubility is being tested is subse- 
quently to be analyzed, a sufficient quantity of it is tested on 
glass, quartz or platinum, according to the necessities of the case, 
care being taken to observe the precautions given above as to 
impurities in solvents and the probability of their action on the 
microscopic sUdes used. This action may not always be due to 
the solvents alone, but may be the result of the material being 
tested. When more than one solvent has been found, the choice 
will, of course, be governed by many circumstances. It is 
obvious that no fixed rule may be given which will apply to even 
a majority of cases. Much must always be left to the judgment 
of the analyst. 

DecantatioQ. — For most purposes, it is generally possible to 
obtain sufficiently clear solutions from drops containing precipi- 



METHODS FOR HANDLING SMALL AMOUNTS OF MATERLU. 231 

tates or fragments by drawing off the supernatant liquid, without 
being obliged to resort to the longer and more tedious methods 
of filtration. Success in drawing off a liquid requires, in the 
first place, a perfectly clean slide free from grease, otherwise the 
Kquid will not flow properly; and, secondly, patience, care and 
a steady hand. The first requirement is met by treating the 
slides in one of the usual cleaning mixtures of which the chromic- 
sulphuric add is the best, and subsequently thoroughly washing 
them. Sometimes placing a drop or two of ammonium hydroxide 
on the slide and wiping it dry with a clean cloth will materially 
improve the surface. The other requisites for successful decan- 
tation are dependent upon the manipulative ability of the analyst 
and may be acquired only by practice. 

Although the phrase synonymous with decantation — draw- 
ing-off — is self-explanatory and the method is quite obvious, 
there are, nevertheless, several points upon which the success of 
the operation depends. 

Assimiing that the drop of liquid is situated, as usual, at the 
comer of the slide, the operator proceeds as follows: The slide is 
held in a horizontal position ; the end of a drawn-out glass rod or 
a platinum wire is carefully introduced into the edge of the 
drop and is then slowly drawn across the slide (the slide being 
simultaneously slightly incUned in the same direction) until a 
distance of about one centimeter is reached. If the slide is per- 
fectly clean the liquid will follow the rod or wire in a narrow 
stream. A circular motion is now given the rod, resulting in the 
spreading out of the little stream into a drop; this induces a flow 
of the liquid from the original drop. The steps in the decanta- 
tion are indicated in Fig. 123. The flow is aided by increasing 
the angle of inclination of the slide, providing, of course, there is no 
tendency on the part of the sediment to flow with the liquid. The 
important points, which can be learned only by practice, are the 
proper angle and the rate and manner of spreading out the drop. 
Should there be any tendency of the sediment to pass over with 
the liqidd, reduce the angle at once. If the sediment tends to 
form a dam and prevent the passage of the dear liquid, it is neces- 
sary to start a new current at one side of the barrier or to break 
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the latter down at a suitable point. As soon as the proper 
voltime of liquid has been drawn ofiF, still holding the slide in- 
clined, a piece of filter or folded lens paper is drawn through the 
channel, between the two drops at C, Fig. 133, and the prepara- 
tion immediately heated gently over the micro-flame at this 
same point. The result of this heating is the separation of the 
two drops by a dry space; thus there is no danger of the decanted 
liquid flowing back when the slide is again placed in a horizontal 
position. 




Fig. 133. Decanting a Drop of Liquid from a Precipitate. 



When the clear decanted liquid is not wanted for analysis and 
only the sediment, or precipitate, in the original drop is to be 
utilized, the decanted portion and connecting stream are both 
wiped off the slide with filter paper while the slide is inclined and 
the preparation heated gently below the wipednjff drop to pre- 
vent any farther spreading. 

In cases where the sediment in the drop persists in flowing with 
the liquid being drawn off, and where heating is not objection- 
able, the slide is tipped so as to cause all the liquid to again flow 
back into the original source and the drop is evaporated to dry- 
ness at a low temperature, exceptional care being taken to pre- 
vent heating the residue after evaporation. This step will 
usually cause the sediment to cling to the glass and to aggluti- 
nate. A drop of water or the proper liquid is then carefully 
added, the preparation allowed to stand a few seconds to [>ermit 
the soluble compounds to pass into solution and the solution 
then decanted as above described. Usually a clear liquid may 
now be obtained without difficulty. 
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Liquids which have been decanted but which are not su£Ei- 
dently clear may be evaporated and treated by the method 
described in the preceding paragraph. 

Washing precipitates by decantation may be perfoimed by 
drawing off the liquid as above, addii^ a drop of washing liquid 
to the residue, allowing to stand for a few seconds and drawing 
off as before. The process is repeated as long as is thought 
necessary, or until tests applied to the decanted liquid prove that 
the washing is sufficiently complete. It is obvious that with a 
pure solvent, containing no compounds in solution, the simplest 
test is evaporation to dryness and the obtaining of no perceptible 
residue. 

In the event of a number of drops being obtained in the process 
of washing, all of which must be saved and united for subsequent 
examination, it is best to transfer them to a second clean slide; 
this is done by decanting into the extreme comer of the slide, 
cutting off the stream with filter paper and warming as already 
described. Now slowly raise the slide to an almost vertical 
position and bring the comer, holding the decanted drop, in 
contact with the slide prepared to receive it. Touch the drop 
at the comer with a drawn-out glass rod or platinum wire and 
the drop will flow at once on to the slide below. Raise the verti- 
cally held slide and warm its comer over the micio-ffame, wash 
the residue as before and agata transfer. The united washings 
may afterward be concentrated to the proper volume by evapo- 
ration. 

In all cases where decantation is to be practiced the size of the 
drop to be treated must be s<Hnewhat larger than that employed 
in tests alone. 

Decantation by Means td the Centrifuge. — Next in impor- 
tance to the methods above described for separating sediment 
from liquid must be placed the centrifugal machine. 

A "two-speed" machine, with hematokrit frame, should be 
purchased,* since it is seldom that sufficient liquid is available 
in ordinary microchemical work to permit of the usual sedimen- 
tation tubes being employed. With the hematokrit attachment, 

> A convenient form of machine is shown b Fig. 76. 
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however, very small quantities of liquids can be handled, and the 
high speed obtainable will throw out even a precipitate whose 
specific gravity differs but little from the liquid in which it is 
suspended. 

A convenient form of tube for use at high speeds may be made 
as follows: An ordinary glass tube of proper size is drawn out 
to a point in the fiame of the blast lamp, and then, by continued 
heating, the glass is allowed to thicken a little at the end; the 
end is pressed, while still soft, against a piece of asbestos board, 
or a piece of charcoal, to flatten it sufficiently to fit well in the 
hematokrit frame. The tube b then cut the proper length, and 
the upper end smoothed with a file or rounded in the lamp flame. 
The turbid liquid to be treated is introduced into the tube by 
means of a pipette with long capillary end, and the tube is then 
placed in the frame; a sunilar tube is filled with water to the 
same hdght, and is placed in the other side as a balance. Thus 
arranged, the machine is turned at such speed and for such a 
time as may be necessary to yield a clear liquid. 

The treatment to which the sedimentation tube is then sub- 
jected will depend upon whether the liquid or the sediment (or 
both) is wanted. When the clear supernatant liquid is required, 
it is removed by means of a pipette with long capillary tip. But 
when the precipitate alone is needed the clear liquid is most con- 
veniently removed by capillary tubes, made by drawing out odds 
and ends of glass tubing. With such tubes it is only necessary 
to touch the liquid, which will immediately be drawn up by 
capillarity; the tubes filled as far as the force will raise the liquid 
are thrown away. One tube after another is inserted until the 
liquid is lowered to a. point just above the sediment. Distilled 
water is introduced, and if the precipitate is to be washed, the 
contents of the tube are mixed well with a platinum wire, and the 
tube is again whirled to effect a separation; for most purposes 
one washing is sufficient. The wash water is removed as before, 
and if the amount of sediment is very small, the tube is cut off 
just above it to enable easy removal of the solid material. The 
upper part of the tube is not wasted, but serves to make capillary 
tubes. These small sedimentation tubes are easily and quickly 
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made. A stock sbould be provided so that a number are always 
on band. It will be found convenient to have sedimenta- 
tion tubes of different diameters, to permit varying amounts 
of liquid being used. Similarly constructed smaller tubes of 
thinner wall can be made to fit inside the ordinary "sputum" 
tubes usually furnished with the centrifuge. 

Once having become accustomed to using this instrument, the 
worker in microchemistry will find that the two-speed centrifuge 
is an almost indispensable instrument, which will enable him to 
meet with ease all sorts of problems involving the separation of 
solids and liquids that would otherwise tax his patience and 
ii^enuity. 

Especially to be recommended are electrically driven centri- 
fuges provided with protecting hoods. 

When dealing with relatively large volumes of liquid the usual 
conical sedimentation tubes, shown in Fig. 76, will prove useful, 
but since it is usually the sediment whidi is to be subjected to 
examination or analysis, and rarely the liquid, it will be found 
more convenient to employ tubes drawn down to a fairly long 
pointed end which may be cut o£E with a file scratch just above 
the sediment, thus permitting easy access to the solids thrown 
out from suspension. When properly drawn down, tubes of this 
form can be used several times by simply sealing the end; the 
tubes are centered and held in the aluminum carriers by means 
of perforated corks. 

Occasionally tubes with removable parts will be found to be 
convenient; the best forms are those devised by T. W. Richards^ 
for the separation of small quantities of crystals from mother 
liquor. The construction and method of employment of these 
tubes will be readily understood by reference to Fig. 124. 

When one of the modem large electric laboratory centrifugal 
machines ^ is available very minute amounts of suspended matter 
may be separated from large volumes of liquid with great ease. 
The most convenient form of apparatus for this purpose con- 
sists in fitting a Squibb's separatory funnel with a stopcock of 

' Richards, J. Aner. Chem. Soc., 27 (190s) 104- 

* As (or example the Bausch and Lomb Piedsion Centrifuge. 
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the type provided in a Spaeth sedimeotation glass, as shown in 
Fig. 125. Upon being whirled in the machine the suspended 
matter is forced into the conical cavity in the stopcock ; a quarter 
turn of the stopcock completely cuts oB the sediment from the 
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liquid and the latter can be poured off without danger of disturb- 
ing the sediment; the stopcock can then be removed, and the 
contents of the cavity, containing only a very smalt volume of 
the solution and all the suspended matter originally present, 
subjected to examination and analysis. 

Filtration. — In spite of every precaution it frequently happens 
that decantation will not yield a sufficiently clear liquid for sub- 
sequent reactions, or that the precipitate cannot be freed of the 
mother liquor, and that centrifugal separation cannot be used. 
Under such circumstances recourse must be had to filtration, 
which is doubtless one of the most troublesome processes of 
microchemical work. Since, in the majority of cases, the amount 
of liquid to be filtered consists of two or three small drops, often 
less, methods involving the use of a fimnel, be it ever so small, 
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are to be regarded as unsatisfactory. In this category must be 
placed the ingenious filtering device of Haushofer,^ for it is too 
cumbersome, complicated, requires too much time, and necessi- 
tates the transferring of the solution from the slide to the filtering 
apparatus, and back again, to a slide. 

There are at present several practical and convenient methods 
for filtering small volumes of liquid, all based upon drawing the 
liquid through a tiny bit of filter paper held at one end by a glass 
tube of small or capillary bore while suction is applied at the 
other. The fimdamental differences lie chiefly in the manner of 
applying the filtering material. None of these are to be recom- 
mended for qualitative analyses. 

The Amplest, quickest and most useful method is that of 
Behrens.* A filtering tube is prepared. Fig. 126, consisting of a 
glass tube F about 60 millimeters long, and of i .5 to 2 millimeters 
bore, with walls about i millimeter thick. One end is ground 
smooth and exactly at right angles to the axis; the other end is 
rounded so as to permit the easy attachment of a small piece of 
rubber tube R, about 80 millimeters long, carrying a piece of 
glass tube M for a mouthpiece. 

The preparation of the filter and the operation of filtering a 
liquid is performed as follows: A square piece of thick soft filter 
paper P of close texture is cut slightly larger than the diameter 
of the tube, and is placed on the slide S (which lies horizontally 
on the table) close to the drop D to be filtered; the ground end of 
the tube is pressed firmly against the filter paper near one edge; 
the whole is then moved slowly into the drop; as soon as the 
paper is wet, gentle suction is applied to the upper end of the tube 
by the mouth, through the agency of the rubber tube. At the 
same time the filter paper is slowly advanced still further into 
the drop, the precipitate unless exceedingly fine will be pushed 
along in a ridge before the advancing paper and the liquid will 
rise in the tube. Care must now be taken to keep the rubber 
tube slightly curved, as shown in the cut. As soon as sufficient 
liquid has risen into the ^ass tube, suction is discontinued, the 

> HaushoFet, Mikroskopisdie Reactionen, Braunschweig, 1885, p. tta. 
' Behreos, Anleitung Miliroclieni. Anal., p. 11. 
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rubber tube compressed at its upper end between the fingers and 
is simultaneously strai^tened to prevent the forcing out of the 
liquid. To lift the tube from the slide and the piece of filter 
paper, stretch the rubber tube very gently and raise the whole 
apparatus. The filtrate contained in the tube is removed by 
bringing the ground end in contact with a slide and bending the 
rubber tube, the upper end of which is kept closed; the liquid 
will generally flow out at once; if not, straighten the tube, open 
the upper end and blow very gently, but only just suffidently to 
expel the drops. 




Fig. 116. Behrens Method of FiltratiiHi. 

A little practice is required in order to apply the proper pressure 
of the glass tube upon the filter paper and to maintain this 
pressure uniformly without tipping the tube out of its vertical 
position. 

The chief difficulties encountered in rapid work are: (1) The 
danger of carrying the filtrate up into the mouth or into the 
rubber tube by air bubbles, which are always drawn into the tube 
when the liquid to be filtered has all been absorbed by the filter 
paper and sucked into the tube, and (2), it not infrequently 
happens that the filtered Uquid b^os to flow out when suction 



METHODS FOR HANDLING SMALL AMOUNTS OF MATERIAL 239 

is stopped and before there is time to prevent it by closing the 
upper end of the tube. These difficulties may be overcome by a 
modification of the simple filtering tube/ consisting of the intro- 
duction of an inner tube or trap. A glass tube about 3^ milli- 
meters internal diameter has fused into its vertical axis a tiny 
tube about i millimeter in diameter and 7 to 8 millimeters long. 
The lower end of the main tube is caused to flow together until 
the central opening is about 2 millimeters in diameter, and it is 
then ground so as to give a perfectly flat surface. The apparatus, 
which is 30 millimeters long, is attached to a rubber tube and is 
employed in the same manner as the previously described filter- 
tube. It is obvious that as the filtrate rises in the tube it over- 
flows into the small trap and is held in the space between the 
walls of the outer and inner tubes. The tube throu^ which 
the liquid rises is therefore free, and any air bubbles entering 
cannot cause a loss of the filtrate, nor can the liquid flow back 
if suction is stopped. The filtrate can be removed either by 
means of a drawn-out pipette or by inverting the tube and in- 
ducing the liquid to flow by means of a platinum wire. 

Savage * introduces the filter paper within the tube, making 
the manipulation somewhat simpler, the filtering of liquids from 
very fine precipitates somewhat easier and permits of han- 
dling larger volumes of liquid. But this method fails to handle 
as tiny quanUties of liquid as that of Behrens and the residue 
is not so readily separated from the filter. Savage describes 
his method as follows : 

"A glass tube of about 4 millimeters inside diameter is drawn 
out as abrupt as possible, and the narrow portion of the tube 
should extend from 15 to 30 millimeters from this point, with 
parallel sides and an inside diameter of about eight-tenths of a 
millimeter. The entire tube is 8 or 9 centimeters long, and both 
ends are roimded in the lamp flame. From a piece of soft filter 
paper of smooth surface and long fiber a triangular piece is torn 
(not cut), 2 to 2^ centimeters long and i centimeter wide at 
the base. This is rolled between the fingers into a slightly taper- 

1 Chamot, Jour. Appl. Micros., S, 854. 

■ Savage, Jour. App. Micros., S (1900), 678. 
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ing, dgar-shaped plug. It should be rolled dry and rolled Icmg 
enough to make it fine and even. If the paper is cut, not torn, 
there will be a seam in it, and it cannot be so readily made tight. 
The plug thus formed is inserted in the small end of the tube 
from the outside and worked in by rotating the tube imtil irom 4 
to 8 millimeters of the paper are within. The rest of the paper is 
then cut off a millimeter or two from the end of the tube." 

The filter is first moistened with distilled water and then in- 
setted in the drop to be filtered, suction is applied to the larger 
end and the dear liquid drawn up through the filter into the tube, 
from whidi it is removed by a capillary pipette or by carefully 
removing the filter paper with a pair of fine forceps and expelling 
the liquid in exactly the same manner as in the Behrens method. 

A tightly rolled dgar-shaped plug of filter paper or fibrous 
asbestos may be inserted in a straight Behrens tube in a similar 
manner to that described above, and will be found to yield even 
more satisfactory results than the fragile drawn-out tube of 
Savage. 

The author has found in certain instances that alundum filters 
have proved of great value. Such filters are made by grinding 
tiny conical plugs from pieces of broken alundtun crudbles and 
fusing these plugs into the ends of glass tubes 3 to 3.5 millimeters 
in diameter and 50 to 60 millmieters long. After fusing, excep- 
tional care must be taken in cooling and annealing. In like man- 
ner porous porcelain plugs may be used, but in such an event 
a powerful suction pump is required, suction by means of the 
mouth being insuffident to cause the passage of the liquid. 

Sublimation. — This operation, though of somewhat limited 
application and comparatively seldom employed in inorganic 
qualitative analysis, is so very important, and of such inestimable 
value in the examination of organic compounds, that every worker 
should become thoroughly familiar with it, particularly with the 
method of performing fractional sublimaUohs. 

The usual method is that of sublimation from one slide to 
another. The material to be tested is placed at the comer of a 
tkin slide. If it is a solid it is wise to moisten it with water and 
then dry it thoroughly; this will generally effectually prevent 
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the material from being blown off by air currents, and brings the 
substance in intimate contact with the glass slide — a matter of 
prime importance. If the material is already in solution, evapo- 
rate a tiny drop, but in this case it should not be spread out, as 
is commonly done with test drops. When the drop is dry, add 
another tiny drop on top of the residue left by the first; this in 
turn is dried, the process being repeated until, in the judgment 
of the operator, there is suffident material for work. In -all 
cases the residue to be treated should occupy ^t little space, 
yet should not be too thick, since, if fractional sublimation is 
to be practiced, a thick mass is apt to be heated unequally and 
fallacious results will be obtained. 

Everything being ready, the slide is held in the left hand and 
the heating begun over the micro-flame, not directly beneath 
the spot of material, but slightly 
nearer the center of the slide. 
This is done in order to avoid rais- 
ing the temperature too rapidly 
and too high. As soon as the sub- 
limation point is almost reached 
(which can easily be recognized 
by practice) a second clean slide, 
carrying a drop or two of water, 
is taken in the right hand and 
lowered over the first slip, with 
the drop of water on the upper 
side directly over the material 
to be sublimed. The drop of 

, , , I • I Fig. 137. Sublimation of MatensI 

water has for its object the („„. One Objea Slide to Another, 
keeping of the upper slide cool, 

thus far more effectually condensing any vapors produced by the 
heating. The receiving slide is supported on an edge of the other 
and is brought to within 2 to 4 millimeters of the substance (see 
diagram, Fig. 127). The temperature is gradually raised by 
moving the spot of substance nearer the flame. As soon as there 
is evidence of tlie appearance of a sublimate, raise the two slides 
above the flame so as to prevent too rapid vaporization. The 
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first dqx)^t being obtained, the receiving slide is moved along a 
few millimeters and a second sublimation made; again the slides 
are partly removed from the source of heat, the receiving slide 
moved along a trifie, and again the temperature is raised until a 
third film has been condensed. The process is continued as 
long as the material holds out on the first slide or fails to yield 
any further sublimate. If the drops of water, used to keep the 
receiver cool, evaporate, replace them by others. When dealing 
with compounds which melt on heating, the su|^rting slide must 
be slightly inclined so as to ke^ the material at the comer of the 
slide. Or we may sublime from a watch glass upon an object 
slide, as shown in Fig. 129, page 245. 

It sometimes haHKnH that a more crystalline and characteristic 
sublimation film is to-be obtained when the receiving slide is 
slightly warm, in which event the water is omitted, or, if this is 
not sufficient, a little cylinder made of carbon, such as is used in 
arc lamps, is warmed over a burner and placed upon the slide. 
Such pieces of carbon remain warm for some time and will be 
found to give excellent results. 

With the beginner it is always best to obtain each fractional 
sublimate upon a separate slide, carefully laying them down film 
side up in the order in which they have been obtained. Other- 
wise the films first formed are apt to be driven off by the in- 
creasing heat required to vaporize the last portions or will be 
rubbed off by the fingers or by contact with the support. 

When a series of sublimarion films are obtained upon a ^gle 
slide always see that the films succeed each other in such a man- 
ner as to bring the first ones farther and farther from the source 
of heat as each film in turn is formed. 

When dealing with sublimations taking place only at tempera- 
tures so high that ordinary glass will soften, quartz slips may be 
employed or nickel or platinum foil or small nickel or platiniun 
spatulas. The method of procedure will in any event be similar 
to that above described, intimate contact between substance and 
support being first accomplished when possible by moistening 
with water and careful drying. 

The temperatures of sublimation may be determined by means 
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of a hot Stage such as that described on page 224 or by the method 
recommended by A. W. Blyth.' A small porcelain crudble is 
nearly filled with mercmy, into which dips the bulb of a ther- 
mometer. A thin cover glass, bearing at its center the material 
to be tested, moistened and dried as usual, is 
floated on the surface of the mercury. Upon 
the cover glass is placed a low glass cell whose 
upper and lower rims are accurately ground. 
A second cover glass is placed above to receive 
the film — see diagram. Fig, 128. A number 
of clean covers should be placed near at hand. 
The crucible is heated over the low Same of 
a Bunsen burner. As the temperature rises, 
the covers are changed, by means of a pair of 
forceps, every five or ten degrees. The cover 
glasses are examined under the microscope, 
and a decision made as to the temperature of fio. uS. Crucible 
sublimation. A second and even a third ex- "^|!"^..°' ^'^"^ 

sublimation. 

penment should always be made. If the 

material fails to sublime at a temperature below that at which 

the mercury itself is volatilized, a bath of a suitable low-melting 

alloy must be used. For accurate measurements it is essential 

to protect the crucible and cell from the cooling effects of air 

currents. 

Subliming upon a glass object slide as shown in Fig. 127 is 
impracticable when only a minute quantity of the material is 
available ^ce the losses through incomplete condensation are 
considerable. In such an event it is safer to employ the device 
shown in Fig. 130, page 245, primarily intended for distillation 
but yielding good results with solids as well as with liquids. 
When, however, only an excessively anall amount of material is 
to be tested as in toxicological analysis, it is better to drop the 
substance into a thin-walled glass tube of not over i millimeter 
in diameter, sealed at one end. Tap the tube gentiy so as to col- 
lect all of the material at the sealed end. With a very fine blast- 
lamp flame draw out the open end to a hair-like capillary tube, 

' Poisons: Thdr Effects and Detection, 359, 4th Edition, London, 1906. 
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and after cooling, gently heat the material in a hot stage of the 
type shown in Fig. i3i, untU sublimation taltes place. The chief 
difficulty with the tube method lies in the fact that the poor 
quality of the glass, the stiiations, aii bubbles, and defects 
render the examination of the sublimate complicated and diffi- 
cult Laying the tube in a drop of oil or of glycerine at the point 
where the sublimate appears facilitates the study, by preventing 
the formation of heavy black contour bands. 

Distillation. — Simple as well as fractional distillations are 
as important in the separation and identification of compounds 
in microchemical analysis as in the usual methods on a larger 
scale, and although one of the most difficult of microchemical 
methods may, nevertheless, with care and patience, be performed 
as successfully as the series of fractional distillations on the 
usual scale of the chemical laboratory. 

The simplest of the distillation problems arises in the detec- 
tion of a volatile constituent which can be expelled frcnn non- 
volatile material by heating after the addition of a suitable 
reagent, as, for example, in the detection of ammonia by expulsion 
fnnn material made alkaline with sodiiun hydroxide or in the 
detection of inorganic or organic adds set free from their salts by 
phosphoric add and expelled by heat. The method of procedure 
is as follows: Place in a deep 25-mitlinieter watch glass a tiny 
bunch of fibrous asbestos which has just been ignited to redness 
by being held with the forceps in the flame of a Bimsen burner. 
In the absence of asbestos pure gla.ss wool or in certain cases even 
a piece of filter paper may be employed as the absorbent, hut if 
filter paper is employed a blank must always be made to prove 
that no misleading substances result. The asbestos or glass 
wool prevents the spurting and splashing of the liquid. Upon 
the absorbent is placed a small amount of the material to be 
tested, suffident water and enough expelling reagent to just 
thoroughly moisten the mass but no more. Invert over the 
watch glass thus prepared a glass slide, bearing at its center a 
minute drop of water about i millimeter in diameter which has 
been addulated or made alkaline as the case requires. Hold the 
watch glass thus covered by grasping its edges between the 
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thumb and forefinger, place a cooling drop of water upon the top 
of the slide and heat the watch glass gently over a micro-flajne 
(Fig. 139) until vapors begin to con- 
dense upon the object slide. Heating 
to violent boiling must be avoided. 
The cooling drop upon the upper sur- 
face of the object slide is removed, 
the sUde raised from the watch glass 
and turned over with a quick, move- 
ment. The proper reagents for dis- ^'*'- ^ 
closing the presence of the constituent 
being sought are added and the resulting preparation examined 
with the microscope. 

The method just described is applicable only to ea^y vola- 
tilized substances and where prolonged heating is unnecessary, 
but even in expelling ammonia, the fingers become tmcomfort- 
ably hot. To avoid this discomfort the distilling device shown in 
Figs. 130 and 131 may be employed. It consists of a tiny^ass 



d 



Fic, 130. Apparatus for MiccDchemical Dbtillatious. (Slightly EnUiged.) 

crucible C, whose upper e^e is ground smooth and true, a sup- 
porting clamp made of sprii^ brass wire W and an ordinary 
short object slide O. The component parts are shown in Fig. 
131, and the apparatus in use in Fig. 130. Just as in the watch 
glass method fibrous asbestos or glass wool is employed as an 
absorbent, an acidulated or alkaline drop serves to retain the 
volatile constituent and a cooling drop is placed upon the upper 
surface of the condenang slide. A lever L serves to keep the 
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clamp open when removing or Hianging the object slide serving 
as a cover. 

Instead of holding the watch glass and cover, at the edges, 
between the thumb and finger as described above, the clamp 
shown in Fig. 131 may be used, or two watch glasses with gnnind 




Fio. »3i 



-edges selected to fit edge to edge may be clamped together. In 
certain instances either one of these watch glass methods may 
prove to be more practicable than the crucible. In all cases, 
however, the clamp support is far superior to the fingers. 

Although the device just described may be satisfactorily 
applied to the fractional distillation of small amounts of volatile 
liquids, small distilling tubes of the form suggested by Behrens ^ 
will be found in certain cases to be somewhat safer for very 
volatile substances. These are readily made from small glass 
tubing of thin wall as shown in Fig. 132; the different steps in 
the preparation are indicated in i, 2, 3, 4 and 5. The finished 
■distilling tube is shown in A. To introduce the liquid to be dis- 
tilled into one of the tiny bulbs, fuse the end of one of the project- 
ing tubes, coo! thoroughly and introduce the end of the open tube 
into the drop of liquid, warm the upper bulb to drive out air and 
allow to cool with the tube still dipping into the liquid. If an 
insufficient quantity of the liquid enters, heat again just enough 
to drive out all but a trace of liquid, then (Up the end below the 
liquid to be tested and heat the lower bulb until the contents are 

' Anldtung z. mikrochem. Anal, (i Auf.), p. 140. 
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vaporized; on cooling the bulb will fill with sufficient liquid. 
Now open the fused end of the tube and close that end of the 
tube through which the bulb was filled. Heat the empty bulb 
just enough to drive out any material which may have found its 
way therein. When absolutely cold, heat the liquid gently, 
distilling it over into the empty bulb. The distillate is expelled 
by carefully tipping the apparatus on its side and gently warming 
the air entrapped back of the distillate, or cut off the sealed end 
and hkjw gently. 



IQ 



O- 
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Flo. 139. Steps in the Preparation oE a. Behieas Dbtilling Tube. (Full Size.) 

A more universally applicable distilling tube is shown in Fig. 
133. It con^sts essentially of a tiny tubulated retort with at- 
tached receiver. The liquid is introduced through the side aim 
which is then closed with a tiny plug of cork or rubber or by 
fusing. Upon heating the liquid the vapors pass down the nar- 
row inclined tube, are condensed and collect in the rounded 
receptacle. To prevent loss the narrow tube between retort 
and receiver may be wound with wet filter paper. The distillate 
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is removed from time to time by means of c^illaiy pi pett es. 
This Gttle ai^xiratus also makes a coovenient generator for bydro- 
geo and arsine in testing for arsenic. 

Wben temperatures of viqioiization are needed the bulb ooo- 
taining the Kquid can be introduced into the hot stage described 




FU. IJ3. Tube for Jlkrodtenical DutilUtions. (FuU Sac) 



on page 224, the receiving bulb being kept outside of the stage 
and cooled with wet Glter paper, the tube connecting the two 
little bulbs having been bent at the proper angle. 

Ignition, Fusion, etc. — Operations involving heating to red- 
ness are best perfonned in small platinum cups or spoons. Fig. 
134, over the low Qajne of a Bunsen burner 01 that of a miniature 




FiG. 135. Casiende foe Mlcnduuiiks] Analysis. (Foil SIm.) 

In the absence of alkalies tiny cups with handles made of fused 
silica are convenient, Fig. 135; or tiny porcelain casseroles can 
be used. All the apparatus illustrated are standard commerdal 
forms and may be obtained from dealers in chemical i^tparatus. 
Small crucibles are occasionally useful, e^)eciaUy those cone- 
branding to No. 9 and 10 Mdssan porcelain. Since, however, 
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ciudbles require a ^dal support during ignitions casseroles 
will be found more convenient. 

Grinding, Crushing, Mixing. — For grinding and crushing 
materials for analysis, the smallest available agate mortars are 
best. One not larger than 30 millimeters in diameter, Fig. 136, 



Fio. 136. Agate Mortar f<x Microcbemic&l Analysis. (Full Size.) 

should be selected. It must be carefully scrutinized with a lens 
to see that its inner suriace is properly polished and is free from 
fissures, pits and scratches. A mortar made from a first quality 
piece of agate, if properly cared for, should last a lifetime. 



CHAPTER Xra. 

THE METHODS OF MICROCHEMICAL QUALITATIVX 
ANALYSIS. 

In order that success may follow our efforts in the fq>plicatioii 
of tests resulting in the production of characteristic microscopic 
crystals, it is essential that reagents be always applied in the best 
pos^le manner and in concentrations and under conditions such 
as will lead to the separation of a solid crystalline phase in a very 
short period of time._ It is therefore necessary that we first 
ascertain the best method of procedure for each particular re- 
agent. Most of the failures to obtain satisfactory results when 
attempting microchemical reactions are due to a lack of apprecia- 
tion of the importance of this fact. Manuals of microchemical 
analysis usually neglect to state definitely the best manner of 
adding a reagent to a drop to be tested, assuming that the in- 
vestigator will ascertain for himself the conditions which will 
yield him products most easily identified. 

Under similar conditions as to concentration, acidity and 
manner of reagent application, the crystalline phase will not only 
almost invariably separate with the same habit, but the crystals 
will usually develop to the same size and will lie upon the object 
slide in each experiment in the same positions with respect to 
faces. 

The following methods for periorming microchemical reactions 
involve different manipulations and can be considered as typical 
procedures, each applicable to the detection of a number of dif- 
ferent elements or compounds. The student should perionn 
them imtil he is suffidentiy proficient to invariably obtain an 
unequivocal test and one yielding each time amilar crystals of a 
similar size. The more insoluble the compound, the more 
rapidly the crystals will separate and the smaller they will be. 

For convenience for future reference these methods are here 
numbered and described in detail. 
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/. A drop of a solution of the reagent is aUawed to flow into a 
drop of the solution of the material to be tested. 

This method of applying the reagent is more often employed 
than any other, and is generally far preferable to the ad- 
dition of a drop of reagent directly to the solution to be 
tested. 

A perfectly clean object slide is required. Upon it near a cor- 
ner place a small drop of the solution of the material to be tested. 
This drop should be ^read out until it attains a diameter of 
approximately 5 millimeters and a depth of not over half a milli- 
meter. A drop of the reagent of the same diameter but about 
twice the dq>th is next placed adjacent to the first drop at a dis- 
tance of 2 to 3 millimeters. The concentration of the reagent 
■drop should usually be slighUy greater than that of the substance 
being tested. By means of a platinum wire or drawn-out glass 
rod, a tiny channel is made to flow from the reagent into the 
test drop, the object slide being tipped very slightly to facilitate 
the flow, but under no condition should the two drops merge 
completely. 

Having a higher concentration in the reagent drop usually 
leads to a flow of this liquid at a lower level and therefore close 
to the object slide because of a slightiy greater 
density than that of the solution of the sub- 
stance. Crystals thus tend to form upon the 
slide instead of floating about in the liquid. 
The more perfect crystal faces are on the 
upper side, or, in other words, that side most 
easily studied by means of the microscope. 
Crystals which float about usually grow 
downwards from the upper surface of the 
test drop and therefore have the well-de- ^"^ '^'' 

veloped faces on their imder ^de, which must remain more or 
less invisible. 

The maximum ^zes of drops are shown in the diagram, Fig. 
137. The reagent drop R has been made to flow into the drop 
to be tested S through a tiny channel c. The crystalline phase 
constituting the identity test separates at p. 
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a. Addititm of Chloroplatiok Add (phtinum ditoride) to a K^ution of a 
potuaium salt (KQ). ApplicatioD: testing for K,NH«,Rb,Cs,Na, many organic 

Repeat tlie experimoit, uang a fiagmoit of CiCl in a drop of the nme sze 
as that of the potasaum salt just employed. Note the instantaneous forma- 
tkn of a pted[Htatc and that oystak are very mudi smaller. Rq>eat again, using 
a very dilute solution <rf CsCi. Next try a solutkm drop of KCl containing very 
little CsCl. Allow to evaporate qxmtaiwously after tbe additko of the reagent, 
Cs separates fint, then K. 

b. Addition of Ammonium Mercuric SulpbocTmnate to a dQnte solutim of 
a copper salL 

e. AdditioD of a solution of a Tartiate to a solution of CaCU addulated witb 
HCiHiQi. 



//. The substance to be tested is added to a drop of the reagent. 

This method of applying tests is the one least often employed. 
It will prove successftil in such reactions as require for the sepa- 
ration and characteristic development of the crystalline phase a 
constant addition of one component, in this case that to be 
tested for in small but almost uniform amount. 

The fragment of material is added to the center of a shallow 
bioad drop. Wanning geatly will accelerate the separatioD of 
crystals. 

SXPESIMEHTS. 

a. To a dn^ of a sohitim ol Bit(SOt}i Dontaining a Iraet of free HNOi, add 
a fragmeot of KiSO,. 

ApplicatiiMU— Testing for K, for Na, for Bi, etc 



///. A tiny fragment of the solid reagent is added to a drop of the 
solution of the substance to be tested. 

This case is substantially dmilar to Method //, and is governed 
by the same general conditions. It will be found to be the safest 
procedure in nearly all reactions where the solid phase at first 
formed is soluble in excess of the reagent, for there will always be 
during an appreciable time (owing to the rather slow solution of 
the reagent) a zone in which the equilibriiun is such that the solid 
phase can exist. Thus the fragment of reagent will be surrotmded 
by a clear space or ring, at the outer edge of which the solid 
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crystalline phase will easily be distinguished under the micro- 
scope. If the fragment of reagent added is too large, the clear 
rii^ rapidly inaeases in diameter as the recent dissolves, and 
the solid phase is correspondingly rapidly forced toward the dr- 
cumference of the test drop and eventually disappears completely. 
The test drop should be somewhat deeper than usual and should 
cover a relatively small area. 

Reactions involving no re-solution of the crystals first sepa- 
rating require no such careful attention to equiUbrium conditions, 
nor do they necessitate such constant observation under the 
microscope in order that the progress of the reaction may be 
followed. In this class fall the precipitations of one metal by 
another metal which is more electropositive. If, for example, we 
make use of the electrochemical series of Wilsmore-Ostwald,' it 
is found that the metallic elements are arranged thus: 

+ «- Mg, Al, Mn, Zn, Cd, Fe, Tl, Co, Ni, Sn, Pb, 
(H), Cu, As, Bi, Sb, Hg, Ag, Pd, Pt, Au,-* -. 

Theoretically each element in this series is able to replace the 
elements below it in the series which are less electropositive. 
Since in many instances the metal displaced will separate in 
characteristic crystalline form, the addition of a tiny piece of Mg 
or of Al to a very slightly acidified drop may be made to yield a 
beautiful test for metals farther along la the series. This type 
of reaction is also of great value in effecting separations prior to 
the application of identity tests, or in the separation of elements 
which may interfere with future testing. 

A knowledge of the electrochemical series is absolutely essential 
in all analyses of alloys where tiny fragments are not completely 
dissolved since there will be solution of one or more components 
and the precipitation of others upon the surface of the undissolved 
material. Furthermore, a study of the above series will reveal 
at once the fact that the addition to a test drop of a reagent with 
reducing properties will in all likelihood be followed by the par- 
tial precipitation of any metals present which fall in the electro- 
negative end of the series. 

' Zeit. pbys. Cbem., S6 (igot) 91. 
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III A. A tiny drop of the reagent is added direcUy to the test drop 
at Us center. 

This procedure is effective in all cases where the crystaJline 
phase, which is wished, is not too slowly fonned, has great crystal- 
lizing powers and forms a large molecule. It may be said, that, 
in a general way, the addition of a drop of the reagent directly 
to the drop to be tested is applicable to practically all micro- 
chemical reactions. But in many special cases the crystals 
separating are not as characteristic nor as constant in their habit 
as in other methods, nor does the reaction take place with suffi- 
cient rapidity. 

The direct addition of the reagent is also practiced when 
a heavy agglutinated precipitate results,' which must subse- 
quently be freed from its supernatant liquid and then recrys- 
tallized. 

The most frequent cases where reagent drops are added are 
in acidification, alkalinization, neutralization; and in the addi- 
tion of some reagent whose purpose is to mitigate the dele- 
terious action of some compound present, as, for example, the 
addition of sodium or ammonium acetate to prevent a free mineral 
add from interfering with a test. Usually, however, a fragment 
of the solid acetate is added rather than a drc^ of solution. Or 
we may add a drop of glycerine solution to retard the fonnation 
of certain crystals. 

EXPBRIHEITTS. 

d. To a drop of a dOute solution of HgCli add a fngmoit of KI. Note the 
kind of cryitals formed and their position with respect to the fragment of KI. 
After the fragment of KI has dissolved leaving a. clear area, add to its center a 
tiny fragment of CuSOi; the Hgli which has dissolved will be reprecipitated. 

b. To a drt^ of a very dilute solution of H.AuClt (dtloroauric add) add a 
tiny fragment of TlNOi. la this case the diaracteristic crystals consisting of 
HAuCU ■ 5 H|0 (7) form upon the fragments of the reagent. 

e. To a drop of PbNO, solution add a tiny drop of a dilute solution of CUSO4. 
Stir. Add a fragment of Na(C.Hi)i), stir until almost dissolved. Now add a 
fragment of KNO, and follow with a trace of dilute HCiHtOt- Tiny black cubes 
of the triple salt 2 (KNO,) ■ Cu(NO,)i • Pb{NOt)i separate. 

d. To a drop of a solution of PbNO, add a tiny fragment of metallic mag- 
nesium. Try in likemanner a number of elements in the electrochemical series. 
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IV. The reagent sobuitm is draum in a narrow ckannd across a 
dry film obtained by eeaporating to dryness a solution of the sulh 
stance to be tested. 

Reactions requiring a nice adjustment of concentration or 
leading to the formation of moderately soluble omipouuds, thus 
entailing a considerable loss of time waiting for the formation of 
crystals, if much liquid were present, are always best performed 
on the dry residue. Residues for such reactions should consist 
of thin, uniform films of material and are to be obtained only 
when scrupulously clean slides are employed, when only a small 
amount of the substance is present and when care is taken to 
avoid heating too hot during the evaporation. Gentle heating and 
blowing on the warm drop will give the best results. Heating 
should be done at the comer of the object slide over the tiny flajne 
of the micro-burner, tipping the object slide so asto cause the 
drop to flow toward the comer and holding above the flame in such 
a position that the Up of the flame is nearer the middle of the 
slide. This prevents the liquid from creeping and frcmi spreading. 

It is usually advisable to examine this hhn under a low power 
to leam whether it is thin and unifoim in character. 

In cases where a ridge of the solid material tends to fomi around 
the edge, as will be the case if too much substance has been used, 
it is advisable to remove this ridge by means of the platimun 
q>atula (Fig. 68), using it shovel-wise. The reagent is dissolved 
in a tiny drop of water placed just beside the dried test drop, and 
is then drawn across the latter with a quick stroke of a glass 
rod with drawn-out end, care being tfiken to avoid rubbing the 
sUde in leading the reagent across. To facilitate the flow, the 
slide should be inclined a trifle in the direction the hquid is being 
drawn. The solution should never spread over the entire flbn 
of substance, but should remain as a streak of Hquid dividing the 
dry spot in half. When the liquid completely covers the residue, 
it is usually due to one or more of several causes: too thick a film; 
a slide that is not clean; heating after the residue was dry and 
so detaching it from the glass; too much reagent, or the presence 
of excessively soluble compounds or those which refuse to adhere 
to the glass. 
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EXPERIHBHTS. 

a. Obtain a thin imifiMiD film of N&Cl u described alMve. 

b. Near the residue (i to 3 millinKters} place a drop at distilled water; addify 
the drop by touching with a drawn-out glass rod which has been dipped in dilute 
HCtHiOti introduce a tiny fragment o( U0i(CA0i)i. Warm the drc^ gently to 
(adtitate lolutioD, but do not evaporate. Cool. By a sngle, rapid stroke of a 
glass rod or ptatiuum wire, draw a streak or channel of the reagent across the 
center ol the dry material. Place the preparation upon the stage of the micro- 
wope and search the edges of the streak of liquid at once. Tiny faintly yellow 
triangular and tetrahedial dystals of NaQHid ■ UOi(CiHiOk)i will be seen. 

Analytical applications — Na, Mg, U, acetates. 

V. Upon Jailure to obtain a decisive test owing to the unsaHs- 
factory separation of crystals, the delicacy oj the reaction can be 
increased through the addition oJ another reagent which wiil produce 
a less soluble salt of the same nature. 

The chemical reactions involved in the practical application 
of this method of increasing the delicacy of midocbemical iden- 
tity-tests are among the most interesting and instructive with 
which we have to deal. To properly apply and interpret them 
or to devise new tests to meet special conditions requires, in 
inorganic chemistry, a good working knowledge of the Periodic 
System of Mendelejeff : while in the case of reactions in the field 
of organic chemistry success can only follow a profound knowl- 
edge of the chemical and physical properties of the compotmds 
to be studied. 

Considering the method only from the viewpoint of inorganic 
analysis, the delicacy of a test can be increased by introdudng 
into the test drop, in which no separation of a crystalline phase 
has taken place, a salt whose base will form a less soluble com- 
pound than that originally present. For example, suppose a 
test for the presence of chlorides is being made by means of 
platinum sulphate and a salt of potassium; with much chlorine, 
potassiiuu chloroplatinate will separate, but if we obtain no 
crystals, we may add a little rubidium sulphate to the drop. 
Should this yield no result, it can be followed by a little cesium 
sulphate and finally carried to the limit by the introduction of a 
thallous salt. With the potassium salt the limit of the test is j~* 
milligrams of chlorine, but with thallium 4~* milligrams (Beh- 
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rens). That is to say, that while we may obtain proof of the 
presence of an exceedingly minute amount of chlorine through 
the separation of crystals of thallous chloroplatinate, approxi- 
mately one hundred times as much chlorine must be present in 
order that it may be revealed as potassium chloroplatinate. 

This plan of producing a less soluble salt is, in geoeral, to be 
preferred to that of causing the separation of a solid phase by 
forcing back the dissociation, by means of strong adds, salting- 
out, or other similar processes, since well-formed crystals result 
in the first case, but abnormal, atypical salts are apt to appear 
in the other cases. 

BXPBRIMENTS. 

Repeat Exp^ment IHc, page 154, gradually Tcdudtig the ooaceatratknis imlQ 
no triple salt separates, then add a fragment of CsCl; the triple nitrite of Ci, Cu 
and Pb win appear. In a new preparation cany the dilution a little farther, so 
that the Cs salt does not appear at once. Add a fragment of TlNOi. The deli- 
cacy of the reaction will be approximately K:T1 as 3: 1. 



VI. The reaction can be hastened and the delicacy of the lest 
increased by exposure to alcohol vapors. 

It was stated under Method V, that it is rarely desirable 
to employ a reagent that will force back the dissociation; the 
reasons being that the addition of such a reagent causes a too 
rapid separation of a solid phase and there is a tendency towards 
the production of malfonned, skeleton or exceedingly tiny crys- 
tals. When, however, the separation of a solid phase is acceler- 
ated by the gradual absorption of a vapor in the test drop, thus 
reducing the solubility by forcing back the dissociation very 
slowly, it requires only a little care to assure the separation of 
characteristic, well-formed crystals. 

Alcohol is exceptionally well fitted for use in all cases where a 
crystalline compound is less soluble in alcohol than in water. 

One of two methods will be found convenient. Place near the 
teet drop a small piece of filter paper. Saturate the paper with 
a drop or two of alcohol, carefully avoiding the addition of more 
than the paper will absorb. Cover the drop and paper with a 
watch glass (Behrens); or place a piece of paper at the bottom 
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of a cradble, preferably a tiny glass crucible as described oa 
page 245, or in a small beaker. Saturate with alcohol and invert 
over the test drop. Owiog to the diflference in the vapor tensions, 
alcohol will be absorbed by the aqueous solution and the crystal- 
line phase will rapidly separate. Only a very short exposure is 
necessary. 

When dealing with very thin films or tiny drops where there 
is a tendency to evf^rate to dryness, exposure to alcohol 
vapors is e^Kcially valuable. 



a. Prepare » large drop of a moderately ooooentiated solutku of PbNOt- 
From thii large drc^ take two small ones. Allow ooe of them to evaporate spon- 
taneously. TVeat the other with alcohol vapor as described above. Note tbe 
difference b time required for the appearance of crystals. 

b. To a dilute solution of a oldum salt add a drop of dilute H^SOt by Method/, 
page aji. Sheaves, bundles and isolated adcular crystals of CaSOoHA will 
separate. Prepare a solutbn of the caldum salt so dilute that no CaSQi tppetzs 
after standing two or three minutes. Expose to alcohol vmpots and note that 
dwracteristic crystab are soon viBK>le. 



VII. The reagent is dissolved in alcohol and a drop of the alco- 
holic soltUion is employed as in Method I. 

Although we are here dealing with' a mode of applying the 
reagent already discussed, alcoholic solutions need special men- 
tion because of the care required in their application. The re- 
marks which follow are equally applicable to any other solvents 
or reagents of lower boiling point than water or of different sur- 
face tensions. 

There is always a marked tendency of the alcoholic reagent to 
^read over the whole object slide, carrying with it the drop of 
solution to be tested, or breaking the latter up into so many drop- 
lets as to render reliable observations impossible. Not infre- 
quently considerable skill is essential to prevent this dissipation 
of material. 

When an alcoholic reagent must be added to a reagent drop, 
always have the drop at the comer of the slide, and tip the slide 
slightly before the alcohol solution is applied to the glass near 
the drop; as the reagent leaves the rod or pipette increase the 
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inclination of the slide at once so as to cause the reagent to flow 
toward the material to be tested. Counteract any tendency of 
the recent to creep up by immediately increasing the inclina- 
tion to an ahnost vertical position. 

Often the preparation cannot be laid flat upon the stage be- 
cause of the instant spreading of the alcoholic solution. In such 
an event, the comer of the object slide holding the liquid is in- 
serted in the stage opening and may be held in place by another 
slide placed upon the stage, carrying a piece of "plasticine" 
against which the inclined slide is pressed. The preparation can 
then be examined with a low power, focusing each different area 
as it is brought into the field by means of the stage centering 
screws. 

Because of the difficulties involved in the study of inclined 
preparations it is always better to first evaporate to dryness the 
drop of material to be tested so as to obtain a broad thin film 
(see Method IV) and use a reagent solution made with as dilute 
alcohol as will yield the proper conditions required in the test, 

EXPBKIHENTS. 

a. Obtain & thin film of KCI at the corner of an object slide. Place near by 
a drop of an alooboUc solution of freshly prepared sodium bismuth thiosulphate.> 
Tip tbe slide slightly and draw the reagent acroas the dry film. 

YeUow monodinic' crystals of potassium bismuth thiosulphate separate. Tbe 
salt is believed to have tbe fonnula 

3(KAO,)-Bi.(S/),).-3H,0. 1 

It is readily soluble in water, almost insoluble in alcohol. 

' The reagent is prepared as follows: Place m a small watch glass (15 mm.) a 
tmall drop oi dilute hydrochloric add; add repeatedly minute anwunts of basic 
iHsmuth nitiate, wanning gently from time to time and stirring thoroughly, until 
a trace of the basic nitrate remains undissolved; now add a bare trace of hydro- 
chloric add; just suffidenttodissolve the little residue of bismuth salt, but no more; 
then add to the preparation a tiny drop of water. A permanent predpitate of 
bismuth^ chloride should result. If tbe first drop of water does not produce 
a permanent predpitate, another drop must be added. To this latter turbid solu- 
tion a satuiated solution of sodium thiosulphate is carefully added, with constant 
stirring, a tiny drop at a time, as long as any of the predpitate remains undis- 
■dved. An excess of sodium thiosulphate is to be avoided. A perfectly clear, 
faintly ydlowish stjution should result. To this dear liquid add alcohol (g; per 
«ent) drop-wise, until a permanent turbidity results, which is in turn cleared t^ 
by tbe addition of a single drop of water. 

* HAyne, Zdt. anal. Chem., S9 (1900), 9. 
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b. Prepsre a 61m of KCI. Draw across it an alcobolic sotulion oT pitrk add 
C^i(N0,]iOH. PotasMum pioate CiHi(NOi)iOK is obUined Id long adculai 
prsmsof theOTthorhoaibicsystem. Try in lik« masner, Na, NH« and Cs chlorides. 
Try with NiiCOt- 



Vin. The reagerU is incorporated into a fiber of silk, cotton, 
■wool, or in a filament of guncoUon and the prepared fiber dipped 
into the drop of sidution to be tested. 

The development of the methods for testing by means of 
textile fibers into which are incorporated the reagents to be 
employed, is due to Emich * and to Donau.* 

That variety of fiber is chosen which has the highest adsotptive 
power for the specific reagent to be used, as, for example, silk for 
■adsorbing litmus; wool or silk for turmeric; silk or cotton for 
gold; guncotton for adsorbing zinc sulphide, etc. 

Two methods of applying the reagent fiber to the test drop are 
in vogue; one consists in laying the fiber across the drop of solu- 
tion so that about two-thirds of its length wiU be outside the 
•drop. The liquid b drawn by the capillarity of the fiber so that 
it gradually flows over its whole length. The second method 
consists in rolling a bit of beeswax between the fingers until a 
tiny slender cone is obtained about lo millimeters long by 2 or 3 
millimeters in diameter. One end of the reagent fiber is attached 
to the apex of the wax cone and the base of the cone is gently 
pressed against an object slide. A very minute rounded drop 
-of the solution to be tested is placed upon the slide about 5 milli- 
meters away from the base of the cone; the cone is then bent 
over until the free end of the fiber dips into the liquid. The 
preparation is next placed upon the stage of the microscope and 
the instrument focused upon the fiber just above the drop. 
Through capillarity the liquid is drawn upon the fiber and the 
reaction resulting is easily recognized. 

< Emich, Moimts., S8 (igoi), 670; S9 {1902), 76; Ann., 851 (1907), 416. 
■ Donau, Monats., S8 (1904), 545; Ann., 8U (1907), 43>' 
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Applications of this Method. 

TestiDg for acidity or alkalinity Litmus-silk 

Differentiating between strong mineral 

adds and organic adds Congo-red-silk 

Testing for boric acid, borates Turmeric-wool 

Group reagent for the heavy metals Guncotton-zinc-sulphide 

Test for gold Adsorption upon silk, reduction with stannous 

chloride 
For the methods for preparing the fibers, see page 27r. 

BZPBRIMEnTS. 

a. Test a very dQute dn^ of in acidulated solutioD with blue Utmus^lk. 

b. Test a dQute drop of alkaline solution with red litmus^ilk. 

c. Place a drop o( a dilute solution of borax upon an <A)ect sUde, addulate 
with dilute HCI. Dip into the drop from a wax cone a fiber of turmeric-wool. 
Allow to evaporate spontaneously to diyness. Examine the 6beT under tbe 
microsaipe. It should have a brownish cobr. Lay tbe 6beT upoD a dide and 
mcristen nith a 10 to 15 per cent solution of NaOH. If borates were present the 
fiber turns a bluish or lavender color. 

d. Into a tiny drop of a solution oontaining Au, lay a fiber of purified raw silk, 
warm gently until evaporated to dryness; carefully avoid too high a temperature. 
The fiber turns yellow or red. Treat with a dilute solution of SnCli contuning a 
little tannic acid, A purple color results, due to tbe precipitation of metallic gold. 
The beautiful red color of the silk fiber before the reducing agent b added is due to 
colloidal gold; the agglutination of the colloidal particles by the SnCk gives rise 
to larger particles which appear purple. 



IX. The delicacy of the test is increased by taking advantage of 
adsorption phenomena, or the test itself depends upon the adsorptive 
properties of a compound. 

Although reactions of this type are those most frequently 
employed in the differentiation of structures, tissues, cells and 
cell contents in biology, histology and pathology, through the 
use of differentiating stains or dyes, their applications in the 
chemical laboratory to the common problems of qualitative 
analysis are limited. 

The basis for selecting a reaction involving adsorption phe- 
nomena or solid solution is that the resulting reaction shall con- 
fer upon a practically colorless body a color of suffident intensity 
to render it more easily discerned. Whenever, therefore, stain- 
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ing or coloring can be quickly and simply acannplished, advan- 
tage should at once be taken of the fact. 

As examples of qualitative tests which may be considered as 
fallii^ under this method, the following may be dted: 

In testing for perchJorates, the addition of a pennanganate 
will yield colored perchlorate crystals. 

Iodine and bromine are revealed by their coloring starch 
granules, or the presence of a compotmd settmg free iodine from 
an iodide or from an iodate is ascertained by starch. Or, on the 
other hand, starch is easily differentiated from other substances 
by staining with an iodine solution. 

Most oil or fat globules may be stained by alkanin. 

Fullers earth affords a simpte means of distinguishii^ between 
vegetable and aniline dyes and in a few cases between certain 
aniline dyes themselves. 

In the microchemical examinations of rock sections, aluminum 
hydroxide can be stained with congo red and gelatinous ^ca 
with malachite green — tests which may be employed in testing 
for "weathering," etc. 

szpBsiHBirr& 

a. Next to a drop of & dilute solution of HClOi or NHiCtOi, pUce i drop 
of RbCl solution (or KCl, if do Rb ia obtainable). Caiue the Rb to flow into 
the perchlorate (Method/). In a few seconds cok>t1e», chaiacteristic txyMtk of 
RbClQi separate. Place a drop of dilute KMnOi next to the preparatkm and 
cause it to flow bto it. The ciystab of RbClOt will become colored j^nk. The 
resulting compound is a solid solution (isomorphous mizttire) oE the permanganate 
in the perchlorate, due to adsorption. 

t. To a drop of a dilute K.I solution add a few granules of potato or arroW'toot 
starch. Stir. Examine under the microscope. Add at the center a very minute 
fragment ol pure KNOi or NaNO). Examine again. The starch granules should 
appear at the most only very slightly colored. Add a trace of very dilute HCiHtOt 
or HjSO,. The stardi granules turn blue or purple, due to adsorption of liberated 

Repeat the experiment, substituting a bromide for the iodide and (NHO^iOt for 
the KNO, 

X. The reagent dissolved in a volatile solvent is spread in a film 
upon an olyect slide in such a manner as to yield a coating or varnish 
non-crystalline in character, and across this prepared surface a 
solution of the unknown material is drawn. 
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Behrens ' has successfully used this procedure in testing for 
the alkaloid quinine. Although no other practical application 
of this method of testing has yet been made, its possibilities in 
organic analysis are great, and the principle upon which the test 
is based is exceedingly interesting, namely, inducing crystalliza- 
tion in an amorphous mass through the presence of a mother 
substance dissolved in a suitable solvent. 



0. Dissolve a little quinine in dilute HjSOi, add to the drop of solution a 
fngment of KI, stii until dissolved, then add a fragment of KNOi. Decant from 
the btowQ amorphous mass, wash the piediatate once with water and dissolve it 
in CJiiOH. The alcoholic solution is flowed over a dean pmiousiy warmed slide 
so as to cover it with a thin homogeneous vanJsh. Examine under the micio- 
sci^ and make certain there are no pUackraic oystab. 

Dbsolve a little quinine sulphate in diiuti HCiHiOi. Draw a nairow streak of 
this solution across the varnished surface. Immediately highly pleochrcac crystab 
of iodo-quinine sulphate (Herapathit) will sq>aiate. 

The student should satisfy himself that this is actually an excellent test for 
quinine, although quinine was employed in making the reagent. Try, for example, 
pure dncbooioe, dncbonamine, etc., in HCiHiOi solution; no Herapathit crystals 
will be obtained. 



XI. Testing for the evolution of gas from a substance when treated 
wUh a reagent. 

Dissolve in hot freshly drawn distilled water such an amount 
of pure gelatin (one or two square millimeters of sheet gelatin) 
that the solution just jells on cooling. It is essential that this 
jelly shall not possess too high a setting power nor yet be so thin 
that considerable time is required for it to set after melting. 

The substance to be tested, if a solution, should be evaporated 
to dryness in a thin film, or if a solid, very finely powdered or 
spread out in a thin unifonn layer. Upon the dry residue a 
small drop of the melted gelatin is caused to fall, is quickly 
spread in a thin layer, and the slide allowed to stand upon a cool 
metal surface until the gelatin sets. The preparation is then 
placed upon the stage of the microscope and is focused. Next to 
the jelly drop is placed the reagent whose effect is to be tested, 
* Anleitung, z. mikro. Anal. v. wichtigiten organ. Verbind. Heft III, 91. 



264. ELEMENTARY CHEMICAL MICROSCOFY 

and by means of a glass rod, the re^^nt diop is caused to touch 
the jelly mass. The reagent slowly penetrating into the jelly 
attacks the substance. If a gas of relatively low solubility is 
generated tiny gas bubbles will appear in the gelatin. 

Apphed as above described the test has a somewhat wider 
range of usefulness than if the reagent (add) is dissolved in the 
gelatin, as suggested by Behrens. , 

In the event that the gas set free by the reagent is very soluble 
in water, no gas bubbles will appear; in such an event the gela- 
tin may be made the carrier of some reagent upon which the gas 
will react and be thus made to reveal its presence. 

EXPERIMENTS. 

a. Evaporate a drop of NaiCOg soludoa. Cover with gelatin, test iiitb HCL 

b. Place a little CaCO, on an object slide, cover and test as above. 
e. Test « little dnc dust in like manner. 

d. Test a (yanate in like manner, using H|SO,. 



XTI. An amorphous precipitate is formed by the reagent and 
requires special treatment to induce crystallization. 

It has already been pointed out that in microchemical quali- 
tative analysis an amorphous precipitate is the least desirable 
form in which a substance may be separated for identification. 
Nevertheless, it often happens that such precipitates are obtained 
either accidentally or when it is more expedient to thus remove 
a substance in order to prevent it iiom interfering in subsequent 
testing for other substances. 

In quaUtative analysis by means of microscopic methods two 
classes of amorphous precipitates are met with: (a) Those which 
require solution in a special solvent from which a crystalline 
compound eventually separates, and (b) those in which crystal- 
lization can be induced by inoculation with a trace of the same 
compound in a crystalline condition. 

Special mention is here made of the treatment of amorphous 
precipitates because in a number of instances treatment with hot 
concentrated sulphuric or hydrochloric acids must be resorted 
to in order to obtain recognizable compounds. 
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When a precipitate is to be recrystallized from hot concen- 
trated sulphuric add, it must be placed or formed at the comer of 
the object slide and any supernatant aqueous solution decanted. 
A moderate ^zed drop of the concentrated add is then placed 
upon the predpitate and the slide immediately inclined at an angle 
of at least 30 degrees, to prevent the add from spreading. Heat 
from a tiny flame is then applied to the object slide just below 
the upper edge of the drop, and as the acid fumes off the flame 
is brought nearer and nearer to the comer. As soon as it appears 
that sufGdent material has passed into solution, the preparation 
is removed from the flame and allowed to cool for a few seconds, 
while still held in an inclined position. The inclined slide is then 
tipped so as to cause a slow flow to the adjacent comer (see page 
232, Decantation), thus decanting the dear add from the remain- 
ing insoluble predpitate, the channel of flow is cut off with filter 
paper and the slide inclined \mtil it is almost vertical, thus 
causing the clear drop of acid to gather at the very comer of the 
slide. This comer is then touched to a clean slide and through a 
touch with a glass rod or platinum wire the drop is made to flow 
from the inclined slide to the horizontal one. A small dear drop 
is thus obtained. 

This system of attack can be employed in all cases involving 
re-solution in strong reagents. Where constituents dissolving 
from the glass slide are objectionable platinum foil can be em- 
ployed, eventually transferring as above to a glass slide. 

The second case mentioned arises most often in the analysis 
of organic compounds, as, for example, in the separation of a 
free base from its salts by means of an alkali. Although the 
amorphous appearing material will eventually crystallize sponta- 
neously if given suffident time, it is usually desirable to hasten 
the formation of typical crystals. This can be accomplished by 
taking upon a platinum needle the most minute fragment 
possible from a portion of the pure base believed to be present 
and drawing it through the amorphous mass, crushing it at 
the same time. Crystallization of the amorphous material is 
almost always immediately started and proceeds with great 
rapidity. 
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BXPBIUHBIfT& 

a. Add (by Method /) to a drop o( BaCW (olutioii a drop of dOute HiSOh, 
ev^Kiratc to oiuk agglutuution of the BaSOi; add a drop of water, mm 
gently. Deaot. Reciystallize the residue fmn hot coDcentnled IbSOi as de- 
BOribed above. Cool and breathe repeatedly upon the diop. Study the oystaU 
U they form. 

b. Rq>eat, using PbNOt instead of BaCli. 

e. Precipitate AgCl fnnn a solution of AgNOi. RecryslaUize from conccn- 
tiatedHCl. 

XIIL The material to be analyzed is exposed to the action of 
vapors or gases, or a reagent is exposed to vapors or gases residiing 
from the action of some compound upon the material to be tested. 

Oxidation of loosely bound sulphur to sulphate can usually be 
accomplished by placing a drop of bromine in a watch glass or 
crucible (use the apparatus, Fig. 131, page 346), inverting the 
drop of a soIutioQ of the substance to be tested over the bromine, 
warming gently in the hood and allowing the prq>aration to stand 
for five or ten minutes in contact with the bromine vapors. 

In many instances, the substance need not even be in solution, 
but can be merely in suspension, provided it is in a finely divided 
condition. No specific directions are necessary other than the 
caution that the inverted drop must never be so large that there 
is danger of its dropping off the object slide. 

Never perform oxidations with bromine save in the hood at a 
distance from all microscopes. 

After exposure to the oxidi^ng vapors, the sUde is removed, 
turned right side up, the excess of bromine expelled in the hood 
by gentle warming and the remaining drop tested for the pres- 
ence of sulphates. 

In testing for the presence of a gas, as, for example, hydrocyanic 
add, the reagent (in this case silver nitrate solution) may be in- 
verted over the container in which the gas is liberated, — watch 
glass, crucible or test tube, — or in testing for arsenic through 
the generation of arsine, the gases may be conducted through a 
tiny capillary tube containing a minute crystal of silver nitrate. 
The distilling tube. Fig. 133, page 248, serves as an excellent 
generator for applying this modification of the Gutzeit test for 
arsenic (see Figs. 138 and 139). 
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In a similar maimer traces of moisture (or water of hydiatioa 
in tiny crystals) can easily be recognized by placing a minute 
quantity of dry powdered fuchsine in a capillary tube and causing 
the moist air to pass over it by heating. The change from the 
greenish black powder to crimson droplets is very striking. 

Numerous other examples might be given. 

BXPBRIUEHTS. 

o. Place in the crudble of the apparatus. Fig. 130, two or three fiben of 
asbestos, dn^ upon them a angle drop of bTomine (in the hood). Invert ovei 
the crudtile a <liop of a solution of a sulphide. Loner the damp and warm 
gently in Ike hood, until the crudble is filled with bromine vapon. Allow to stand 
foi about five minutes. During this period test a portion of the unoiidized ma- 
terial for sulphates as bebw. Lift off the object slide from the rrudble, tum it 
dn^ side up and evaporate to dryness; add a drop of water to the cool residue, 
then a tiny drop of HNOi. Decant if not dear, and finally test for sulphates by 
adding a drop of Ca(CiHiOi)i. (Method /.) CaSO. ■ 2H,0 separates in the form 
of radiating tufts or X's of monodinic needles or thin prisma. 

b. Place in the ^ass crudble a dilute solution of KCN. Cover it with an 
object slide, carrying a small drop of AgNOi upon its under side. Raise the slide 
just enough to permit dropping in several small grains of primaiy sodium car- 
bonate {HNaCOO. Cover tightly at once and allow to stand for five or ten 
minutes. If, after this interval, no cloudiness is viable, wann the crudble gently. 
Remove the slide and eianune it nith a \ inch or 8 millimetei objective. AgCN 
appears as smaU colorless prisms with obliquely truncated ends. 



XIV. Methods involving fusing the material in a bead of borax, 
micTocosmic salt or other medium. 

Some of the very earliest attempts to employ the microscope 
for the detection of minute amounts of material were made in 
conjunction with the blowpipe analysis of minerals. It was 
found that many substances yielded characteristic crystals 
when fused in borax beads before the blowpipe at high tem- 
peratures. 

Although of questionable usefuhiess in systematic analysis, 
this method is of sufficient interest to the student to be well 
worthy of trial and study.' 

To obtain a loop wind a platinimi wire twice around a glass 

' See Sorby. Chem. News, 19 (1869), 124; Wunder, J, f. prak. Oiem., 109 
(1870), 451; Emerson, Proc. Amer. Acad. Arts and Sci., S, 476. 
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rod 3 to 4 millimeters in diameter. Heat the wire red hot, dq> 
into borax (or other substance) and heat until a clear glassy bead 
is obtained of from i to 3 miUimeters thick.. Cool. Examine 
under the microscope, using a low power to assure the absence of 
crystals. Heat and touch to the powdered material to be studied- 
Then very carefully heat the preparation in the flame of a Bunsen 
burner untU the borax or phosphorus salt bead just begins to melL 
Avoid heating to redness. Cool and examine with a 16'milli- 
meter objective. Heat again, and again place under the micro- 
scope, thus following any changes which may take place. Should 
a blast lamp be employed for the heating care must be observed 
to avoid too large and too hot a flame. 

This method can be made to yield good results in testing for 
calcium and magnesium and also for siKcon, zirconium, titanium 
and molybdenum. Colored bead reactions are also obtainable, 
as for example in testing for Co, Ni, Cr, Mn, etc. 

The general principle of the method is, however, much broader 
in its scope since it comprehends all cases where a crystalline 
phase will separate from a transparent molten mass which solidi- 
fies upon cooling. 



XV. Testing with Hydrofluoric Acid or SUicofiaorides. 

These reagents are applied in one of the manners already de- 
scribed, usually by Methods /, ///, or III A. 

Specific comment is necessary, however, because of the im- 
possibility of employing ordinary glass object slides and because 
of the great danger of permanently damaging the objectives 
through the corrosive action of hydrofluoric add vapors. 

Before undertaking any tests in which hydrofluoric add vapors 
will probably be present, remove all objectives from the nose- 
piece save the lowest power, and place all microscope accessories 
at such a distance from the prepararion as to render them safe. 
Take a small cover glass, carefully add a tiny drop of pure glyc- 
erine to its center and bring the drop in contact with the lower 
lens of the objective and press gently until the drop spreads out 
into a thin film, holding the cover glass in place. This is done to 
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reduce the danger of corrosion of the lens by the add vapor. If 
a considerable period of time is occupied in a series of tests, the 
cover glass should be removed at intervals and the objective 
thoroughly wiped off and cleaned with lens paper moistened with 
water, dried and a new cover glass and glycerine applied. 

It is always preferable to haveta cheap objective set aside, 
€^>ecially for hydrofluoric acid work, so as not to run the risk, of 
ruining an expensive lens. 

For supports upon which to perform the tests, celluloid slips 
will be found convenient. The chief difficulty arises when gently 
heating the preparation, to cause development of the crystal 
forms, since nitrocellulose is very inflammable. Slips of cellulose 
acetate are therefore far preferable but are at present not com- 
mercially obtainable. 

Glass object slides coated with a film of "zapon" varnish, 
allowed to dry, and a second coat applied, yield good resiUts when 
carefully prepared, but require as great care in heating as cellu- 
loid slips. 

A better device consists in coating glass object slides with 
"Bakelite," and heating in an oven to the temperature directed 
by the Bakelite Company for the particular grade of "Bakelite" 
used. Slides thus coated can be wanned without danger and 
yield good results. 

Whenever a critical case arises involving the detection of 
minute amounts of silica, titanium or zirconium, etc., it is best 
to have recourse to cellulose nitrate or acetate slips so as to pre- 
clude the possibility of error due to pores or fissures in the var- 
nished surface of a glass slide. 

Decompositions by means of hydrofluoric acid are best per- 
formed upon small pieces of platinum foil or in the tiny platinum 
spoons shown in Fig. 134, page 248. Subsequently the material 
can be transferred to celhilose slips or vamidied slides for 
study. 

In selecting slips made from cellulose compounds, only such 
[ueces should be chosen as are not badly scratched and grooved, 
and which are as nearly colorless as possible. Deep yellow slips 
are not suitable since in testing for sodium or for silica we depend 
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for identification upon the faint pink tint of sodium silicofluoride 
as well as upon its crystal form. The same caution holds good 
for "Bakelite" varnish — obtain one not highly colored if pos- 
»b!e and coat the glass slide with only a thin fihn. In coating 
glass slides with any protective varnish always carry the coating 
over the edges. . 

Glass slides varnished with Canada balsam dissolved in chloro- 
foim or xylene and subsequently dried in an oven at a slightly 
higher temperature than that of the room can also be used, but 
are not so convenient as the methods given above. 

Rathgen has recently called attention to an entirely different 
manner of employing fluorides in microchemical reactions. He 
has shown ' that a very sensitive and characteristic reaction for 
aluminum may be obtained by mixing the finely powdered ma- 
terial with several times its weight of ammonium fluoride in a 
platinum cup or tiny platinum crucible, to which is then added 
four or five drops of sulphuric acid and the whole heated gently 
until all volatile fluorine compounds have been expelled; the heat 
is next slowly raised to drive off the sulphuric add and the cup 
finally brought for a moment to a low red. Aita cooling, the 
residue is transferred to an object slide by means of a drop of 
water and a tiny brush. Aluminum gives tiny six-^ded crystals 
and hexagonal plates. 



PBSPAIUTIOH OF SPECIAL KEAGEHTS. 
Ammonium Mercuric Sulphocyanate. — To a concentrated 
solution of mercuiic nitrate add a concentrated solution of am- 
monium sulphocyanate as long as a precipitate is produced. 
Filter; wash thoroughly the mercuric sulphocyanate obtained 
and transfer while wet to a beaker, and dissolve it by adding 
slowly drop by drop a saturated solution of ammonium su^ho- 

> Zat. anal. Chem., SS (1914), U- 
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cyanate; as soon as the precipitate has dissolved add a very slight 
excess of the anunonium salt. Too much aimnomum sulpho- 
cyanate decreases the sensitiveness of the reagent. 

litntos-SOk-Ilbers.* - — Boil a little raw silk ivith water, 
decant and wash. Four over the silk fibers a solution of pure 
litmus.* Eva^rate on the water bath to small bulk, but not to 
dryness. Wash the colored silk with water and dry by presang 
between filter paper and then allowing to stand m the aii for a 
time. 

For red-litmus-silk, treat with the weakest possible acetic add 
and dry by pressing between filters just before using. 

For blue-Iitmus-silk, treat with the weakest possible sodium 
hydroxide and dry between filters. 

Tuimeiic-Linen-FiberB.' — Boil commercial turmeric root 
with twice its weight of alcohol xmtil all the coloring matter is 
extracted. Filter and eVaporate to dryness on the water bath. 
Dissolve the residue in an amount of dilute alcohol (to which a 
drop of sodium hydroxide has been added) equal to about halt 
the wdght of turmeric root taken. Place the fibers, previously 
boiled in water, in this solution and evaporate almost to dryness 
upon the water bath. Wash once with water, press between 
filter paper and treat with water acidulated with sulphuric add. 
Press between filters, wash with water and dry. 

Zinc-Sulpbide-HberB.* — Soak guncotton in a strong sdiution 
of zinc sulphate, decant the solution and pour upon the wet 
cott(m a dilute solution of sodium sulphide. After standing a 
short time, decant, wash the fibers with water and dry them for 
use. 

Congo-Red-Silk. — Prepare a strong solution of congo red, 
make it very slightly alkaline and heat it to boiling; while it is 
still hot stir in the coarse raw silk fibers and allow the prepara- 
tion to stand for a short time. Remove the fibers, wash very 
thoroughly with distilled water, press between filter paper and 

' Emjch, Moiuts., 22 (1901), 670. 

* Wartba, Zdt. aoBl. Chem., U (1876), 311. 

* Donau, Ann., 861 (1907), 41G. 

* DoDau, Ann., SU (1907^ 431. 
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dry for use. Cotton fibers may be employed instead of sQk, 
but are not so good. Mineral adds, even when in exceedingly 
dilute solutions, turn the colored fibers blue. Dilute organic 
adds usually do not alter the color. Alkalies produce no change, 
but will cause a blue (add) fiber to turn red. 



CHAPTER XIV. 

CHASACTSRISnC MICROCHEMICAL RSiLCTIONS OF THE 
COMMON ELEMENTS WHEN IN SIMPLE MIXTTJUES. 

The methods of applying reagents and of performing the neces- 
sary manipulations arising in qualitative analysis have already 
been discussed at length in Chapter XIII, as well as the applica- 
tion of the simple polarizing microscope to the differentiation 
of chemical compounds in Chapter VIII. 

In the directions which follow it is assumed that the student 
is thoroughly familiar with these topics. As an aid to the 
recognition of common salts which may be met with, there has 
been given under each element the crystal system to which its 
common salts are to be referred. This has been done in the 
hope that the student will learn to employ the polarizing micro- 
scope and come to appreciate its many advantages as an invalu- 
able aid and great saver of time and labor. In these tabulations 
the following abbreviations have been used: (I) Isometric; 
(H) Hexagonal; (T) Tetragonal; (O) Orthorhombic; (M) 
Monoclinic; (Tr) Tridinic; and the salts arranged in the order 
named. 

SODIUM. 

Crystal Forms and Optical Properties of Common Salts 

of Sodium.^ 
A. ISOTROPIC. 

Isometric. — Chlorate.* 

The alums (double sulphates of Na and Al, Fe, Cr) 
(I); chloride (I); bromide (I); iodide (I) ;» 
molybdate (I or O). 

* In the Following tabulations the data given liave krgely been obtained fiom 
Groth'a Chemical Crystallography. 

* NaClOi although belonging to the isometric system exhiblti circular polari- 
cation in crystals. Its solution is inactive. 

' Nal forms hydrates optically active. 
*73 
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B. ANISOTROPIC. 

Hexagonal. — Nitrate (pseudo O) ; nonnal phos- 
phate; potassium-sodium molybdate; silico- 
fluoride.' 

Tekagonal. 

Orthorhombic. — lodate; nitrite; potassiimi-sodium 
tartrate; normal tartrate; primary phos- 
phate. 

Monoclinic. — ^Acetate; secondary arsenate; borates, 
tetra and meta; carbonate; primaiy carbon- 
ate; chromate; ferrocyanide;* oxalate, fertic- 
sodium; secondary pho^hate; ammonium- 
sodium add pho^hate; sulphate; primary 
sulphate; thiosu^hate; zinc-sodiimi sul- 
phate. 

Triclinic. — Bichnnnate; bitartrate; primary oxa- 
late. 

DBTscnon. 

A. — By means of Uron^ Acetate. 
Apply test by Method IV, page 255. 

Sodium yields with uranyl acetate small faintly yellow tetzu- 
hedra, appearing black by transmitted light. The compound 
formed probably has the formula NaC^HtOt • UC^(CtH(Ot)i. 
The crystals are isotropic belon^ng to the isometric system. 

Potassium, rubidium, cesium and ammonium yield long 
needles or slender prisms of the tetragonal system of greater 
solubility than the sodium compound and therefore not appear- 
ing undl the preparation has evaporated almost to complete 
dryness. 

Because of the high solubility of ammonium uranyl acetate, 
Schoorl* has suggested its use for detecting sodium instead of 
simple uranyl acetate. The test thus made is more sensitive, 
but lacks the convenience of the method given above in that no 

* NaiSiFi is said to be pseudohciBgoiiAl. 

' Na,Fe(CN)« • ii H,0 is pseudotetiagonal. 

* Leuz u. Schoorl, Zeit. anal. Cbem., 60 (igii), 265. 
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indication of the probable presence of K, Rb, Cs or NH4, can be 
obtained at the same time Na is being searched for. 

In the presence of magnesium there will be obtained in addi- 
tion to the tetrahedra of the sodium double salt large monoclinic 
crystals of a triple salt 

NaCJIA • Mg(CJIA)i • 3 (UO,(CiHA)i) • 9 H,0, 
taking the form of rhombs or ai^>earing to be octahedia, dodeca- 
hedia or having a more or less triangular outline with incurving 
sddes. When, however, the amount of sodium is very small 
with reference to that of magnesium, only the triple salt will 
appear. 

As might be e:q)ected any of the other elements in the magne- 
Mum group in the Periodic System, Gl, Zn, Cd, can replace Mg 
in the triple salt. 
Precautions. 

Too much free add interferes with the test — a further reason 
for evaporation to dryness before applying the reagent. 

Much magnesium gives rise to a film of salts so hygroscopic 
that a dry fihn cannot be obtained unless the salts are first 
converted into sulphates by evaporation with a little dilute 
sulphuric add. 

Members of the caldiun group often cause trouble. If, there- 
fore, an unsatisfactory test for sodium is obtained and subse- 
quent testing reveals the presence of Ca, Sr or Ba, these ele- 
ments should be removed by predpitation with sulphuric add, 
the solution filtered or decanted from the predpitate and the 
filtrate evaporated to dryness on platinum (why ?) and again 
tested for sodium. 

Any compounds present in the material to be tested which 
will yield an insoluble predpitate with uranyl acetate, as, for 
example, phosphates, will naturally seriously interfere with the 
test or may absolutely prevent the detection of Na. In such an 
event the amount of uranyl acetate employed must be slightly 
more than suffident to satisfy all the PO4 present and to vadtt 
with the sodium to form the double salt. Under these condi- 
tions this test becomes imsatisfactory as applied above «nce it 
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requses too much time. It is then better to flood the diy film 
with reagent, allow a few seconds to elapse for the establish- 
ment of equiiibrimn and decant the clear solution from the pre- 
cipitate of uranyl pho^hate. The decanted solution must then 
be aUowed to evaporate ^Mntaneously until crystallization sets 
in, or the evaporation may be hastened by gentle heating. 

This test for sodium is also apt to prove imsatisfactory in the 
presence of much potassium. To remove the latter add per- 
chloric add in slight excess. Evaporate to dryness, moisten the 
residue with perchloric acid and again evaporate. Extract the 
residue with alcohol; potassium perchlorate is insoluble; so- 
dium perchlorate passes into solution (Schoorl). Evaporate the 
clear alcoholic extract to dryness and test for sodium. 

A further caution is necessary relative to the possible inter- 
ference of elements such as Fe, Mn, Ni and Co, which can form 
double acetates with uranyl acetate and thus reduce the amount 
of the reagent available to form the double sodium compound. 

EXPERIMENTS. 

Teat for Na Id 

a. N&Cl, Na,SO(, HNaJ>0,. 

*, NaKCJW).; and in 3(Na,C/)0 ■ Fe^Cfi^,. 

c. A mixture of NaCI and MsSOi and of NaCI and MgCU. 

d. A mixture of NatSO, and ZqSO,. 



B. By means of Bismuth Sulphate. 

First convert the compound to sulphate by evafwrations 
to dryness with sulphuric acid. 

Apply the bismuth sulphate by Method II, page 253. 

Immediately after the addition of the unknown to the reagent, 
gently warm the preparation over the micro-burner. 

Sodium bismuth sulphate 3Na2S04 • 2613(804)) separates in the 
form of colorless slender rods or prisms with almost rounded 
ends, uniting in crosses, X's, or more or less star-like radiating 
clumps. The crystals separating near the circumference of the 
drop are usually shorter, stouter and more prismatic, while those 
nearer the center are more rod-like. It is these rod-like crystals 
with parallel extinction which are the more characteristic and 
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unless these are obtained the conclu^on that sodium is present 
is unwarranted. 

Potasaum sulphate yields plates having a hexagonal or cofiBn- 
like outline or six-pointed stars and rosettes. When first formed 
these plates appear as circular disks but they rapidly acquire ^ 
sides or grow into rosettes. Ammonium, rubidium and cesium 
form similar hexagons and rosettes. 

When both sodium and potassium are present, the rod-Uke 
crystals of the sodium double salt and the hexagons of the potas- 
aum salt each appear, permitting a simultaneous detection of 
sodium and potassium. 

The addition of a very minute quantity of glycerine to the 
preparation before heating usually yields better crystals and 
more reliable results. 

Precautions. 

Tufts of fine radiating needles appearing greyish or brownisfa 
by transmitted light must not be regarded as indicating the 
presence of sodium; neither should stout prisms or elongated 
plates with forked or broken ends. 

It is always best to remove members of the calcium group by 
means of sulphuric add before applying the bismuth sulphate 
test. Calcium is especially to be guarded against since calcium 
sulphate may assume forms which simulate tl}e sodium double 
salt; for although the crystals CaSO* • 2 H^O are monodinic and 
usually lie in positions yielding oblique extinction, the extinction 
angle is small and unless care is exercised the student may credit 
them with parallel extinction. 

Free mineral adds (espedally nitric) greatly retard the sepa- 
ration of sodium bismuth sulphate. 

In the absence of bismuth sulphate the reagent may be pre- 
pared as follows: At the comer of a slide place a drop of dilute 
sulphuric acid; add to this drop a little basic bismuth nitrate 
and sUr until the bismuth salt has completely dissolved. Heat 
carefully until the water has been mostly expelled, and crystal- 
lization of the bismuth sulphate takes place; then add a rather 
large drop of water and a very minute drop of dilute nitric acid. 
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Stir for a few moments. The recent drop should now slowly 
dear up, and a perfectly clear solution should result. If, how- 
ever, the quantity of bismuth nitrate employed has been exce&- 
Mve, a residue remains; it is then necessary to decant the dear 
liquid. On another slide, or better on platinum foil, heat with 
dilute sulphuric add a few particles of the substance to be 
tested. Drive off the excess of add; cool and stir to provoke 
crystallization. If the drop refuses to crystallize, add more of 
the substance and heat again. A drop of the reagent prepared 
as above is placed at the comer of a slide, and to it is added, at 
the center, without stirring, a little of the moist mass of the 
material to be tested, taken from the platinum foil. Warm the 
preparation gently by holding it for a second or two about one 
centimeter above the micro-flame. Cool rapidly and examine 
at once. 

This reaction is more valuable for potassium than for sodium 
and constitutes one of the best microchemica! tests for bismuth. 



EXPERIHBKTS. 

T«t (or N« in NaG; HNa,PQ,; in miiture of salts ot Na and K u 
tUKs-d salts of Na and Ca. 



■C- By Means of Ammonium Silicofiuoride. 

See precautions given under Method XV, page 268. 

To the drop of the neutral, or at the most only sUghtly add 
solution of the material to be tested, add a fragment of anmio- 
nium silicofiuoride. Allow to stand some time (but never upon the 
■stage of the microscope) or hasten the reaction by gentle wanning. 

Sodium siUcofluoride NajSiF* separates in the fonn of ax- 
sided plates or prisms belonging to the hexagonal (?) system. 
Unless the crystals are excessively thin they appear with trans- 
mitted light to have a very faint rosy tint. They polarize only 
feebly. 

The corresponding potassium salt of like formula is much 
more soluble, separates only from deddedly concentrated solu- 
tions, and crystallizes in small, colorless cubes, octahedra and 
combinations of these two, or in dodecahedra (isometric). A 
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hexagonal or pseudo-hexagonal modification of potassium ^- 
cofluoride is also known but is fonned only at low temperatures. 
There is no posable danger, therefore, of confusing sodium and 
potas^mn. It is well to remember, however, that undue de- 
velopment of the diagonally opposite faces of an octahedron 
yields a crystal giving an image hexagonal in outline. The 
color of the crystal and its action on polarized light should leave 
DO room for doubt as to its identity. 

From very concentrated solutions, in addition to potas^um, 
Li, Ca, 5r, Mg, Mn, Fe, etc., may possibly separate. 

Barium, if present, is always precipitated with sodium, form- 
ing barium silicofluoride BaSiFt, which cannot be confused with 
the sodium salt since the barium compound crystallizes in 
rods or fusiform crystals ^gty, in crosses or in irregular masses. 
Neither calcium nor strontium are precipitated by ammonium 
silicofluoride, but each salt is liable to separate from too concen- 
trated solutions. The calcium salt CaSiFt • 2 1^0 (monocUnic) 
forms E^jindle-shaped crystals, and though these tire grouped in 
rosette-like masses, they are not to be mistaken for sodium. 

The magnesium salt MgSiF« • 6 HjO is so much more soluble 
than those above mentioned as to never separate save upon 
evaporation or from very concentrated solution. Its crystals 
are rhombohedra, polarize strongly and do not have a six-sided 
outline. The siKcofluoride of iron is isomorphous with the 
magnesium salt. 

It is evident that if silicon is present in the material under 
examination, we can test for sodium and silicon in one operation 
by adding ammonium fluoride and then acidifying. A pre- 
cipitation of crystals resembling sodium silicofluoride would 
point to the presence of sodium and silicon, or an element be- 
having, under like conditions, similarly to ^con. Thus we 
have ritanofluorides, zirconofluorides and stanofiuorides from 
elements of the fourth group; and from the transitional ele- 
ments, gludnum in the second group and boron in the third, 
we may have gludnofluorides and borofluorides of sodium. Of 
these compounds the titanofluoride is known to be isomorphous 
with the silicofluoride of sodium. 



28o ELEUENTAKY CHEMICAL MICROSCOPY 

In the absence of ammonium silioifiuoride, pure silicon dioxide 
and ammonium fluoride can be added to the addi£ed drop of 
the solution to be examined. 
Precautions. 

Neither ammonium silicofluoiide nor ammonium fluoride 
should ever be employed without having first been tested for the 
presence of sodium. If the reagents are found to be impure, it 
is necessary to sublime them in a platinum crucible, or recdve 
the sublimate on platinum foil held over the material heated in 
a platinum cup. 

In the presence of much caldum the crystals of soditun silico- 
fluoride may become distinct hexagonal prisms instead of hexag- 
onal plates, afact which must be borne in mind when working 
with material of unknown composition. 

The aKcofluoride test is one of the most valuable at our com- 
mand in testing silicates for sodium, in which case we need add 
only hydrofluoric add or ammonium fluoride and sulphuric add. 

The addition of sodium and a fluoride gives us a test for Si, 
TiorB. 

Remember that glass slides cannot be used in this test for 
sodium; that only low-power (i inch) objectives of great work- 
ing distance should be employed, and even then the front lens 
should always be protected in some way, as, for example, with a 
small cover glass held in place with glycerine, oil or other suitable 
substance. The preparation should be examined as rapidly as 
possible, and must be quickly removed from the stage. When 
the microscope is provided with a nosepiece, it is advisable to 
remove the objectives not in use before examining any prepa- 
rations liable to give oS hydrofluoric add or volatile fluorine 
compounds. The objective must always be thoroughly deaned 
after any such tests. 

EXPEKIMENTS. 

■I. Test, as directed above, salts of Xa in both neutral and add acJutions. 

b. In order to better appreciate Ihe reasons for employing celluloid slips, place 
a drop of water on a glass slide, addukte (but add no Na), then add the reagents 
and examine the prepaiation. 

c. Try to obtain crystals ol KiSiFt from KCl. 
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d. Add a little CaCU to a solution containing Na and teat as above. 

t. To s solution of NaCl add a little SiOi or a trace of sodium sificate, then 
add NHiF and an add. 

/. Rqieat using Home Ti compound in piiux of that of Si. 

{. Teat a salt of Ba aa above, then a mixture of Ba and Na. Note that it 
constitutes an excellent test for Ba even in tlie presence of Na. 



POTASSIUM. 

Crystal Forms and Optical Properties of Common Salts 
of Potassium. 

A. ISOTROPIC. 

„ The aliuns (I) ; chloride (I) ; bromide (I) ; iodide 

(I); cyanide (I); molybdate (I); silicofluor- 
ide (I or H). 

B. ANISOTROPIC. 

Hexagonal. — Barium-potassium ferrocyanide; bo- 
rate, tetra; silicofluoride (H or I). 

Tetragonal. — Arsenate; cyanate; secondary phos- 
phate. 

Orthorkombic. — ^Antimouyl taxtrate;'chlorate; chro- 
mate; nitrate; perchlorate; permanganate; 
sulphate; primary sulphate; sulphocyanate; 
primary tartrate; sodium-potassium tartrate. 

Monoclinic. — Carbonate; chlorate; ferricyanide; 
ferrocyanide; iodate; oxalates; normal tar- 
trate. 

Triclinic. — Bichromate; persulphate. 

DETECTION. 

A . By Means of CUoroplaiinic Acid. 
Apply the reagent by Method /, page 251, 
In a few moments, relatively large and beautifully formed, 
strongly refractive, bright, deep yellow crystab of KiPtCl* 
appear. The usual form is that of the regular octahedron, some- 
times showing faces of the cube. Horizontally elongated octa- 
hedra, or octahedra shortened parallel to one of the pairs of 
faces, are not imusual. 
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Since the crystals usually lie on one of the faces of the octa- 
hedron, there is apt to result an abnonnal development of this 
face and the diagonally opposite and parallel face; the resulting 
crystal will thus exhibit ao hexagonal outline when seen through 
the microscope, i.e., viewed from above. Combinations of cube 
and octahedron may lead to a somewhat similar appearance. 

Not infrequently preparations are obtained in which twinmng 
is very marked, and others in which there is a grouping of crj^- 
tals in threes or fours. Of the twin crystals, one form seems to 
predominate; it results from the union, in reversed portion, of 
two halves of an octahedron where the dividing plane is papUel 
to the two opposite faces. 

The size and rate of development of the crystals formed will 
depend largely upon the concentration of the test drop. In 
very concentrated solutions, minute crystalline grains or the 
skeletons of octahedra are produced. In very dilute solutions 
the crystals appear only after some time. In case the test drop 
proves to be of the latter sort, heat it gentiy to cause slight 
evaporation, or expose to alcohol vapor, see Method VI, page 
257. 

Thin crystals are lemon yellow in color, but those which attain 
a considerable thickness are of a decided orange tint. 

The best results are obtained from neutral solutions or those 
which are very slightly add with hydrochloric acid. Excess of 
mineral acids is to be avoided, sulphuric acid in particular. 
Either evaporate and remove them, or mitigate their action by 
adding sodium acetate or sodium carbonate. If the latter salt 
is used, care should be taken to avoid making an alkaline solu- 
tion and a large excess of the chloroplatinic add must always 
be used. 

Ammonium, rubidium, cesium and thallous-thallium also give 
octahedral crystals with chloroplatinic add, the compo^tion of 
the salts being sinular to that of the potas^um salt. The 
solubility of these compounds, and consequentiy the size of 
the crystab produced, decreases rapidly in the order in which 
the elements are named. Anunonium will give octahedra of the 
same size as those of potassium, hence its absence must be 
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assured before the test can be con^dered conclusive of the pres- 
ence of potassiiun. 

Salts of sodium form sodium chloroplatinate NasPtClt ■ 6 H^O, 
a quite soluble salt crystallizing in yellow triclinic prisms, having 
an extinction angle of about 22 degrees, and usually exhibiting 
brilliant polarization colors. It is seldom that well-formed, 
dbtinct crystals can be obtained, the result generally being an 
aggregate of imperfectly developed crystals. The salt is soluble 
in even strong alcohol, so that the addition of this reagent will 
not cause the separation of crystals, but evaporation is hastened. 

The chloroplatinates of potassium, rubidium, cesium and am- 
monium are isometric. That of gludnum, which is also obtained 
when evaporation is practiced, is tetragonal. Lithium forms a 
very soluble chloroplatinate similar to that of sodiiun. 
Precautions. 

If salts of ammonium are present, or suspected of being 
present, place a little of the material to be tested on platinum 
foil, moisten with water, dry and ignite carefully, until all the am- 
monium salts have been driven off. Dissolve a portion of the 
residue in water, with the addition of a little hydrochloric acid 
if necessary; transfer to a glass slide, and test; then again ignite 
the remainder of the residue and test again. 

The reagent should never be employed, even though freshly 
prepared, without first testing it by evaporation to ascertain 
whether octahedral crystals are deposited, since potassium may 
have been extracted from the containing vessel, or ammonium 
absorbed from the air. In making the reagent from metallic 
platinum it must be borne in mind that the acids employed may 
contain salts of potassium or ammonium, or both. 

When the potassiiun salt consists of a com[>ound other than 
the chloride it is always best to evaporate repeatedly with strong 
hydrochloric add before appljdng the platinum reagent. 

BZPBRIHEHTS. 

a. Test as above KCl, NaO, NH4CL 

i. Test a. phosphate, a sulphate, and a tartrate of potasdum. 

C. Teat KiSG. in the presence of much HtSO*. 
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B. By Means of Bismuth Sulphate. 

For method of applying the test and discussion of the prop- 
erties of the salt formed see Test B \mder Sodium, page 276. 

Potassiu m bismuth sulphate 3 KjSO* • BijCSO*)! separates first 
as circular disks which later develop into hexagonal plates or the 
skeletons of hexagons, i.e., ^-pointed stars and rosettes. 

AnmuMiium salts yield ^milar crystab. Hence this test can- 
not be used to differentiate between potassium and ammonium. 
Precautions. 

See Spdium, Method B. 

EZPERIMBNTS. 

See Sodium, Method B. 



C. By Means of Perchloric Acid. 
Apply the reagent by Method /, page 251. 

In a few seconds, colorless, highly refractive, clear-cut crys- 
tals of potassium perchlorate KCIOi separate. These crystals 
belong to the orthorhombic system, but at first sight those first 
formed usually appear to be isometric, while later, forms which 
might be mistaken for monoclinic prisms appear. 

Rubidium and cesium give a like reaction, and their per- 
chlorates are more insoluble than that of potassium. Thalliimi 
forms an even more insoluble perchlorate. The perchlorates 
of the elements of the other groups that are generally met with 
in ordinary work, are sufficiently soluble not to interfere. 

Potassium, rubidium, and cesium perchlorates possess a re- 
markable adsorptive power for potassium permanganate. The 
crystals are not altered in habit, size or rapidity of formation but 
become colored rose or rose-violet. The compounds resulting 
are a solid solution of potassium permanganate in the per- 
chlorates and are considered by crystallographers to be iso- 
morpbous mixtures of the two salts. 

Advantage may be taken of this property of the potassiimi 
salt to obtain an exceedingly beautiful test, for if the test drop 
contains sodium permanganate, the potas^um perchlorate sepa- 
rating therefrom will be colored. Add to the test drop a little 
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sodium manganate,' so as to impart a distinct green, then add 
a tiny drop of hydrochloric add, thus converting the manganate 
into permanganate. The perchloric acid is then caused to flow 
in. The crystals of potassium perchlorate which s^arate have 
the same form as before, but are a beautiful deep rose color, the 
color intensity varying with the amount of permanganate present. 
In a few moments the liquid is completely decolorized, and the 
precipitated crystals deeply colored. Performed in this way the 
test is a most interesring and instructive one. 

The perchlorate reaction is of more value for the detection of 
the add by means of rubidium chloride and for the removal of 
potassium to prevent interferences with tests for other elements, 
than for the identification of potassium. 
Precautions. 

To obtain truly satisfactory results, careful attention to con- 
centrations must be given, for if the solution is too concentrated 
potassium perchlorate is predpitated at once in malformed or 
skeleton crystals; while if too dilute the separation of the solid 
phase is too slow. 

Exposure to alcohol vapor hastens the reaction. 

In the absence of perchloric add ammonium perchlorate may 
be used. 

BJPESmEKTS. 

a. Tiy the above reaction with tMereiit salta of K. 

b. Introduce NaMuOi into the test drop, and test as above. 

e. Mftke a mixture of K and Na wits. Treat a drop of a solution of thia mate- 
rial with HCIOt, ev^Kirate, treat with the reagent again and again evaporate, 
extract the dry residue with alcohcJ, and test the alcoholic extract for sodium with 
UCCCHKW.. 

d. Tiy the action of HQOi on members of the magm-niim group, and upon 
manben of the caldum group. 



AMMONIUM. 

Cryslal Forms and Optical Properties of Common Salts 
of Ammonium. 

* Sodium Manganate is em[^oyed instead of sodium permaoganate because it 
b more stable aa a laboratory reagoit 
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A. ISOTROPIC. 

The alums (I); chloride (I); bromide (I); iodide 
(I); siEcofluoride (I). 

B. ANISOTROPIC. 

Hexagonal. — Fluoride. 

Taragonai. — Borate CNH4)jB40r • 4 HiO; primary 

phosphate. 
OrUtorhomhic. — Bicarbonate; nitrate;' primary 
oxalate; normal oxalate; perchlorate; pri- 
mary tartrate; sulphate. 
Monodiittc. — Secondary arsenate; Wchromate; 
chromate; molybdate; persulphate; ammo- 
nium-sodium add-pho^hate; secondary 
phosphate; primary sulphate; ammonium- 
ferrous su^hate; sulphocyanate; oormal 
tartrate; thiosu^hate. 
Tridimc. 

DBTBcnON. 
Unless the analyst is dealii^ with a ^mple salt of ammonium, 
it is always best to expel the NH| from the compound by distilla- 
tion (see page 344) with sodimn hydroxide or m^nesium oxide. 
The ammonia set free is fixed by absorption in a drop of dilute 
hydrochloric add (or other acid). The resulting soluti(M) of 
anmionium chloride is concentrated or evaporated to dryness 
and the material thus obtained tested for ammonium. 
A. By Means 0} ChloroplaUnic Acid. 
See Method /, page 351, and discussion and precautions 
given \mder Potassium, test A, p^e 281. 



B. Through the Formation of Ammonium Magnesium Phos- 
phate. 

The typical reaction for this identity test may be written 
NH,C1 + MgCl, + HNa,PO, + NaOH = 
NH,MgP04 + 3 NaCl + HjO. 
> NHiNOi is pseudotetragoiul. 
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To the drop to be tested add a fragment ol sodium phosphate 
and a very little magDesium chloride, stir thoroughly. Beside the 
drop place a drop of dilute solution of sodium hydroxide and 
cause this drop to flow into the other. 

Ammonium magnesium pho^hate separates in crystals having 
the formula NH4MgF04 • 6 HiO, belonging to the orthorhombic 
system and exhibiting an exceptionally strong tendency to assume 
hemihedial, hemimorphic and skeletal forms. This compound 
usually separates first as an almost amorphous precipitate which 
soon changes into star-like and X-shaped crystallites. Soon the 
X's fill out and envelope-like crystals result and at the same time 
rectangular prisms resembling roofs of houses appear. 

In preparations containing but little of the ammonium mag- 
ne^um phosphate the stars and X's are usually absent. 

Precautions. 

Since the amount of ammonia obtained upon distillation is 
usually small it is quite necessary to avoid an excess of the mag- 
nesium salt and also the phosphate, for the reason that magne- 
sium pho^hate is almost sure to be precipitated. This latter 
salt appears as an amorphous deposit and if conditions are favor- 
able it may eventually crystallize in star-like crystal aggregates, 
distinct, it is true, from the ammonium magnesium phosphate, 
yet very apt to confuse the begmner. 

If the phosphate test be applied directly to a solution of the 
unknown salt it must be remembered that both phosphates and 
hydroxides of a number of elements will probably be precip- 
itated. 

EZPBRIHBKTS. 
Test M above tor the presence of NHi in several different salta oontuning thia 

CALCIUM. 

Crystal Farms and Optical Properties of Common Salts 
of Calcium. 

A. ISOTROPIC. 
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B. ANISOTROPIC. 

Hexagonal. — Carbonate (H or O) ; chloride. 

Tetragonal. — Oxalate. 

OrthoThombic. — Arsenate (O or M); chromate 

(O or M); tartrate. 
Monoclinic. — Nitrate; su^bate; double su^hates 

of calcium and sodium or potassium. 
Triclinic. — Ferrocyanide. 

DBTECnOH. 
A. By Means of Dilute Salpkurk Add. 
Apply the reagent by Method /, page 251, 

If calcium is present, monoclinic crystals of calcium sulphate 
will rapidly appear near the circumference of the drop of the 
substance. These crystals take the fonn of exceedingly slendcTj 
colorless, transparent needles, either singly, in sheaves, in 
bundles or in star-like clusters. When in tiny sheaves near the 
edge of the drop the crystals have often a more or less brownish 
tint when seen by transmitted light. Shortly after the appear- 
ance of the bunches of needles at the periphery, long, thin, 
slender and plate-like prisms with obliquely truncated ends are 
formed throughout the drop. These prisms are frequently 
twinned, yielding so-called arrowhead or swallow-tailed and 
X-like twins. These twin crystals are the most characteristic 
of the forms assumed by calcium sulphate of the formula 
CaSO* ■ 2 H,0. 

If no crystals are visible after waiting a short time, the prepa- 
ration may be cautiously concentrated. This procedure (evapo- 
ration) may, however, lead to the separation of such an amount 
of other salts as to render difficult the detection of the crystals 
of caldum sulphate. A better plan is to hasten the separation of 
the calcium salt by exposing the test drop to the vapor of 
alcohol; see page 257, Method VI. 

Salts of strontium may, under exceptional conditions (if the 
preparation be examined at once), yield a precipitate which 
closely resembles that given by calcium. These crystals of 
strontium su^hate rapidly di^tegrate, however, and there 
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results a fine granular deposit. This granular or sandy deposit 
is the form assumed by strontium sulphate under the conditions 
which ordinarily obtain in this test. Barium is immediately pre- 
cipitated in an exceedingly finely divided condition, amorphous 
in appearance, but occasionally BaSO* separates in crystalline 
form (see Barium). 

Any lead which may be present will also be predfritated as a 
dense white amorphous powder. Occasionally, however, lead 
will yield a precipitate consbting of orthorhombic crystals. 

Silver will separate as A&SO* in the form of colorless, highly 
refractive, orthorhombic prisms, rhombs or crystallites of char- 
acteristic appearance. 

When the drop of sulphuric add flows into the drop to be 
tested which contains mercurous nitrate or other soluble mercu- 
rous salts, the mercurous sulphate produced often assumes at 
first the fonn of adcular needles, dosely resembling those of 
caldum sulphate; they are, however, blackish by transmitted 
light and rapidly take the shape of rod-like prisms quite distinct 
from the prismatic forms of the caldum salt. 

Precautions. 

Before applying the sulphate test, add a drop of dilute hydro- 
chloric add to assure the absence of lead, silver and mercurous 
salts. If a predpitate is formed decant. 

It is not always wise to condude that caldum is present when 
crystals, which apparently resemble the star- and sheaf-like ag- 
gregates of calcium sulphate, separate at once on the addition 
of sulphuric add, even if the crystab exhibit oblique extinction. ' 
It sometimes happens that other compounds, not caldum sul- 
phate, separate in forms not to be distinguished, at first sight, 
from the crystab of the caldum salt. Such instances are for- 
tunately very rare. Allowing the preparation to stand a few 
minutes will usually permit the crystab to develop and their 
appearance will then be such as to avoid error. If, however, the 
analyst is still in doubt he may proceed as follows: After allowing 
suffident time for the separation of abnost all the caldum as 
CaSOt • 2 HjO, draw off the supernatant liquor, add to the residue 
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a solution of ammoniuni carbonate, Uie crystals of calcium 
sulphate will be dissolved and highly refractive rhombs and 
grains of calcium carbonate will appear; these are easily found 
by examining the preparation between crossed nicols. A high 
power is generally required, 

A serious interference is that of the chlorides of the trivalent 
metals. In the presence of these salts in large amounts it is 
generally advisable to proceed thus: Add to the somewhat 
dilute solution, ammonium acetate, heat to boiling, but avoid 
loi^ or violent ebullition, ance in the latter case the precipitate 
formed often refuses to settle. The clear liquid is then sepa- 
rated from the precipitate (by drawii^-oS on the slide, filtration, 
or by means of the centrifuge), concentrated if necessary, and 
tested for caldum with sulphuric add. 

Behrens states that caldum cannot satisfactorily be detected 
in the presence of borates; this appears to be true when only a 
minute quantity of caldum is present with a high percentage 
of boron and other salts; in such an event test by Method B, 

Strong mineral adds, in excess, so increase the solubility of 
caldum sulphate as to require evaporation ahnost to complete 
dryness before the crystals of this salt appear. The addition 
of a fragment or two of sodium acetate or of ammonium acetate 
is always necessary in such cases before the sulphuric add drop 
is allowed to flow in. This method of mitigating the action of 
the free adds, also reduces the delicacy of the reaction because 
of the formation of more soluble double sulphates of caldum 
and sodium or ammonium. Hence the addition of an excess of 
a soluble sulphate instead of sulphuric add is not to be recom- 
mended. 

BXPERIBIEHTS. 

a. Try reaction, in the maiuieT gjveu above, 00 salts of caldum In neutral 
solution. 

b. Try the effect of predpitating in the presence of free HCl; then in the 
presence of free HNOi. 

c. Predpitate with dilute H1SO4, then heat, adding more add if necessary, 
until white fumes are given oS, cool, breathe on the prepaiation and examine. 
Caldum will separate either as the salt CaSOt, or as CaSO, ■ HiSO|. The crystal 
fonns most frequently met with are thin, rounded, prism-like plates 01 fusifotm 
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oystab with tufted ends. This modificatioii of the t«at b not satisfactory (or 
Ca, but is chanctdistic for Ba and for Sr (q.v.). 

d. Tiy testing for a trace of Ca Id the presence of a large quaDtity of salts of 
the daneots of Group T. 

e. Try effect of a adutioQ of (NHi))COi on crystals of CaSO* ■ 1 HiO. 



B. By Means 0/ Oxalic Acid. 
Apply the reagent according to Method /, page 251. 

The oxalate which separates at room temperature from neutral 
or slightly alkaline solution has the formula CaCi04 • 3 HjO, 
and belongs to the tetragonal system. The crystals are tiny, 
highly refractive octahedia, or rectangular or square plates. If 
rapidly formed, crosses and bxmdles or sheaves of crystallites 
will be seen. From hot or acid solutions a monoclinic oxalate 
CaCjO* ■ HiO separates which is practically valueless as an 
identity test for caldum. This same salt appears to sometimes 
separate if a large excess of oxalic add has been added. In addi- 
tion to changing the crystal form free mineral adds so increase 
the solubility of caldum oxalate as to sometimes prevent its 
predpitation. 

Strontium gives with oxalic add an identical reaction, save that 
the crystals of strontium oxalate are generally somewhat larger. 

Barium oxalate takes the form of fibrous bundles of needles 
and is not likely to be mistaken for either caldum or strontium. 

Zinc under certain conditions may yield a zinc oxalate difficult 
to distinguish from the oxalates of caldum and strontium. 

Magnesium oxalate will separate in forms not to be distin- 
guished from caldum oxalate if the test drop contains much 
acetic add, but in the absence of this add magnesium oxalate 
will not appear. 

Manganese forms groups of radiating needles (see Manganese). 

Lead oxalate may also assume forms somewhat resembling 
those of caldum oxalate, but after a short time these crystals 
grow into large, well-developed prisms. 

SUver oxalate separates first as a granular deposit, soon 
changing to crystals of a great variety of forms, hexagonal 
plates, six-sided plate-like prisms and stout prisms with obliquely 
truncated ends. 



393 ELEMENTARY CHEMICAL MICROSCOPY 

Id the presence of stannic chloride Bebrens has shown that 
calcium oxalate assumes the form of tiny oval grains ezhibitiiig 
an octahedral tendency while strontium yields large clear-cut 
beautifully developed tetragonal octahedra and barium gives 
short stout prisms ^gly, in crosses and in radiating masses, 
or if much barium is present, fusiform crystals and bundles of 
radiating needles are seen. 

Precautions. 

Oxalic add, under favorable conditions, can cause the separa- 
tion of oxalates of the following elements: Gl, Ca, Sr, Ba, Mg, 
Zn, Cd, Tl; rare earths; Sb, Bi, Sn, Pb, U, Mn, Fe, Ni, Co, 
Cu,Ag. 

In the event of a precipitate of doubtful composition bdng 
obtained, draw off the supernatant liquid, or separate by means 
of the centrifuge, and add to the residue a tiny drop of dilute 
sulphuric acid; calcium oxalate is dissolved and in a few seconds 
the characteristic crystals of CaSO* • 2 HjO make their appear- 
ance. 

Owing to the minute size of the crystals, testing for calcium 
with oxalic add is not always satisfactory. As an offset to this 
disadvantage, chlorides of the trivalent metals, tmless in con- 
centrated solution, and boric add have no effect other than a 
retardation of the reaction. A small amount of free nitric add 
merely greatly retards the separation of the oxalates of caldum 
and strontium, but prevents the formation of barium oxalate. 



a. Try teactio& after the maimer given above, od a salt of Ca in a oeutnl 
solutnn. Try again in the presence of fiee HCl, then in the pKoeatx of free 
UNO.. 

b. Predpitate CaCiOt ■ 3 H|0, dnw off the supernatant liquor and beat the 
residue with dilute HjSOt. After exBrnining the preparation, add more add, and 
beat until white fumes appear; coed; breathe upon tbe preparation and eiamine 
4gaio. 

STRONTIUM. 

Crystal Forms and Optical Properties of Common Salts 
of Strontium. 
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A. ISOTROPIC. Nitrate (I). 

B. ANISOTROPIC. 

Hexagonal. 

Tetragonai. 

Ortkorhombic. — Chlorate; sulphate. 

Monodimc. — Acetate; chromate. 

TricUnic. — Chloride. 

DBIXCnON. 

A. By Means of Sulphuric Add. 

First obtain a precipitate of strontium sulphate by 
Method /, page 351. Examine it with the microscope to learn 
the character of the solid phase. Then proceed with the identi- 
fication of the practically amorphous precipitate by recrystal- 
Uzation frcon concentrated sulphuric add by Method XII, 
page 264, or from concentrated hydrochloric add by the same 
method. 

Rarely, strontium sulphate separates in the cold in crystal 
form. Heating with concentrated sulphuric add and gently 
breathing upon the preparation yields at first globular masses 
and tiny rhombic plates of a salt of the formula SrS04 (or some- 
times probably SrSOt -111804). These tiny plates eventually 
develop into more or less irregular ^indle-shaped crystals, 
which gradually enlarge at the middle until they become irregular 
crosses with two very short arms. The appearance is very 
characteristic. The only element liable to lead to error is lead 
which often first assumes forms closely resembling those of stron- 
tium, later growing into crystallites which may be mistaken for 
barium. 

Recrystallized from concentrated hydrochloric add strontium 
sulphate has an entirely different habit. Square and rectangular 
plates appear followed by thin prisms and sheaves of slender 
pointed crystab. The solubility of strontium sulphate in hydro- 
chloric add is quite low, hence it is necessary to employ a large 
drop of the solvent and therefore it is seldom that all the pre- 
dpitate will dissolve. It follows that to obtain the best results 
the solvent should be decanted from the predpitate immediately 
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after heating, and before crystallization sets in. The resulting 
crystals are quite small and of varied form. The results are 
less satisfactory than with sulphuric acid, but there is, on the 
other hand, the advantage that barium sulphate is practically 
insoluble in hydrochloric add. It is of course essential in re- 
crystallizing from hydrochloric acid that not more than mere 
traces of free sulphuric add be present. Free nitric add should 
be absent. 

Before any attempt is made to recrystallize the predpitate 
of strontium sulphate, it is advisable, and usually necessary, 
to remove any caldtun which may be present. This is accom- 
plished by extracting the predpitate with hot water in which 
the caldum salt is soluble. Unless this is done, peculiar crystal 
iorms are obtained which are difficult to interpret. 

If only a small amount of bariiun is present, characteristic 
crystals of strontium sulphate are still obtained from hot sul- 
phuric add, but much barium is apt to alter the usual crystal 
form, although the appearance of the crystals separatit^ still 
suggests the strontium sulphate type. An excess of barium 
seems to cause the majority of the crystals to assume forms 
somewhat resembling barium sulphate. But, in general, crystals 
of both strontium and barium sulphate can be distinguished in 
mixtures of these two elements. 

Any lead which may be present will be precipitated in an 
amorphous condition by the dilute add, although under rare 
conditions it may appear crystalline. Recrystallized from hot 
sulphuric add, the lead sulphate, as stated above, will separate 
in forms which at iirst dosely resemble those of strontium sul- 
phate and which, later, grow to forms which may be mistaken 
for barium sulphate. Recrystallized from hydrochloric add 
there is less danger of error. If in doubt, extract the predpi- 
tated sulphates with a solution of potassium or sodium hydrox- 
ide in which lead sulphate is soluble. 

Silver sulphate will appear as already described under caldum. 
Hence silver as well as most of the lead should first be removed 
with hydrochloric add. 

As in the case of caldum, chlorides of the trivalent metals 
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and salts of boric add may sometimes interfere with the forma- 
tion of typical crystals of strontium sulphate. 

EXPBBIMENTS. 

a. To a drop of modErately dilute solution oE SrCUi add dilute HiSOi and 
examine at once. 

b. Reccystallize SrSO* from H1SO4 and from HCl. 

e. Try to leoystallize SrSOt from HCl in the presence of HfSOi. 

d. Make a miiture of Ca and St salts and add HtSO*. Kecrystallize the 
product from HiSOi without having removed the Ca. In another portion remove 
the Ca hy extracting with boiling water and then recrystallize the residue. 



B. By Means of Oxalic Acid. 

See directions given under calcium, Method B, page 291. 

The crystals of strontium oxalate are similar to those obtained 
with calcium, but are usually distinctly larger, and crosses, 
prisms, and four-pointed rosettes are more abundant and larger. 
The crystals are either tetragonal or monoclinic depending upon 
whether formed in the cold or separating from hot solutions. 
Precautions. 

To avoid error when testing with oxalic acid, it is always ad- 
visable, after the crystals have well formed, to draw ofi the 
supernatant solution and add dilute sulphuric add to the pre- 
cipitate. If no crystals of caldum sulphate appear after a few 
minutes, add more add and heat until white fumes appear, care- 
fully observing the usual precautions. Transfer the drop of add 
to a clean slide, breathe on the drop and examine for fusiform 
crystals of strontium sulphate. 

E2PEKIMBKT3. 

a. Test a drop of SiCli solution with HtCiOi. 

b. Treat the oxalate thus obtained with H,SO( and reciystalUze. 



BARIUM. 

Crystal Forms and Optical Properties of Common Salts 
of Barium. 

A. ISOTROPIC, Nitrate (I). 

B. ANISOTROPIC. 

Hexagonal. — Nitrite. 
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Tetragotml. 

Orthorhombic. — Chromate (O or M). 

Monoclinic. — Chloride; chlorate; bromide; fenx>- 

cyanide; acid-ozalate. 
Triclinic. — Acetate. 

DBTEcnon. 

A. By Means of Sulpkuric Add. 

Read fully the directions and comments under Caldum 
and Strontium, pages 289 and 290, and 293 and 394. 

The amorphous or semicrystalline precipitate first obtained 
must be recrystallized from concentrated sulphuric acid before 
identification is possible. The recrystallized salt appears at 
first as tiny rectangular plates and X-like crystallites. In this 
stage of development it may be mistaken for strontium sulphate. 
Continue breathing upon the drop of acid; under the infiuence 
of the moisture absorbed the crystallites grow rapidly, still 
retaining their X-like shape but the arms of the X's become 
feathered. There is a maiked tendency for two adjacent arms 
of the X to develop much more rapidly than the other two. 
These crystallites grow relatively large and are constant and 
peculiar to barium. 

In the presence of certain acids or add salts, espedally from 
hot solutions, crystallites of barium sulphate may sometimes be 
obtained immediately upon the addition of dilute sulphuric add. 

In the event of a heavy predpitate being obtained with the 
reagent, it is wise to remove a small portion to another slide for 
crystallization, rather than attempt to dissolve the whole mass. 

Recrystallization in the presence of much caldum is to be 
avoided. First extract the caldum sulphate with hot water. 

In the presence of moderate amounts of strontium the crys- 
tallites of barium sulphate are generally not well formed. If 
strontium is in excess, the crystals separating from the hot sul- 
phuric add have the general type of strontium sulphate, but are 
not well devdoped and exhibit an inclination to approach the 
X-forms of barium sulphate. For this reason it is advisable to 
remove any strontium which may be present by repeatedly 
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heating with hydrochloric add, in which strontium sulphate is 
soluble, while the barium compound remains imdissolved and 
can then be recrystallized by heating with sulphuric add. Even 
in mixtures, however, it is ahnost invariably possible to find 
characteristic forms of both barium and strontium, providing the 
analyst has a little patience and carefully examines the entire 
preparation. 

Any lead sulphate which may be present will appear, first, in 
crystals very suggestive of strontium sulphate, then, in a short 
time, in larger crystallites which may at times be mistaken for 
barium sulphate. Treatment with hydrochloric add, or, better, 
with sodium hydroxide, will remove the lead, leaving the barium 
salt unacted upon. 
Precautions. 

It is sometimes dearable to apply other tests to the predpitated 
sulphate in order to confirm the presence of barium. In such an 
event, transfer the washed predpitate to platinum foil or to a 
platinum cup and fuse with potasdum carbonate. The fused 
mass is then extracted with water and the residue of barium 
carbonate dissolved in hydrochloric add. This solution can 
then be tested for barium by any of the tests given below. 

Since chlorides of the trivalent metals sometimes interfere 
with the fonnation of characteristic crystals of barium sulphate, 
it is advisable to decant the supernatant liquor after the addi- 
tion of the reagent and before beating with an excess of the add. 
When dealing with unknown mixtures it is always best to pro- 
ved in this manner. 

EXPSKIMEirrS. 

0, Try above method on a. simple salt of Ba. 

h. Make a mixtuie of salts of Ca and Ba, recrystallize at once without remov- 
bg the Ca. From another portion remove the Ca with hot water and lecrysla]- 
Uze the leddue. 

e. Try a mixture ot Sr and Ba. Remove the Sr by treating with HCl and re- 
oystallize the re^ue. 

d. Tiy a mixture of Ca, Sr and Ba, recrystalli^ng at once, then removing ia 
tiun the Ca with hot watei and the Sr with HCl. 

t. After having tried the other reactions for Ba fuse some BaSO* with KiCOi 
and proceed as directed above. 
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B. By Means of Oxalic Acid. 

Read carefully the discussion of this test as given under 
Caldum and Strontium, p^es 393 and 293. 

Barium oxalate BaCtO« ■ nHtO fonns lai^e branching aggre- 
gates, radiatii^ bundles of branching crystallites and sheaves of 
bristling fibrous needles. Rarely, well-developed monoclinic 
prisms may he obtained. The branching crystallites are char- 
acteristic of barium and are never given by caldum or by 
strontium. 

Precautions. 

The solution to be tested should be neutral; even a very litUe 
trace of add is apt to prevent the separation of the character- 
istic crystals. 

If no crystals appear after a short time, add a fragment of 
sodium or ammonium acetate. 

When caldum or strontium are present the characteristic 
crystal forms of barium oxalate will rarely be obtained. Re- 
course may then be had to testing in dUtOe nitric add. From 
nitric add solutions the barium salt will not separate, while the 
oxalates of caldum and strontium will sUnUy crystallize in their 
usual form. After allowing suffident time for the complete 
separation of caldum and strontium, decant, concentrate the 
solution and add sodium acetate. Barium oxalate now appears, 
usually in the form of rosettes of thin prisms. 

Barium oxalate, like the oxalates of caldum and strontium, 
assumes different crystal forms, according as the test drop is hot 
or cold. Hot solutions give rise to the production of strongly 
polarizing orthorhombic plates. 

Since, in order to fadlitate the separation of barium oxalate, 
sodium acetate has been added, it is well to bear in mind that 
there is danger of interference from members of the magnesium 
group. 

Borates present in the test drop, if in large amount, may 
prevent the formation of characteristic crystals of barium 
oxalate. 

Although chlorides of iron and aluminum have, as has been 
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stated, no deleterious influence on the precipitation of the oxa- 
lates of caldum and strontium, we meet, in the case of barium, 
with a most interesting and remarkable reaction. Owing to the 
formation of double oxalates of barium and iron or bariimi and 
aluminum, instead of the typical fibrous bundles of needles 
and crystallites, there are now obtained tufts and bunches of 
very long exceedingly fine curving hair-like crystals (trichites) 
of characteristic appearance. The chemical composition and 
formulas of these compounds have not yet been definitely ascer- 
tmned. 

In order to obtain this interestir^ compound, proceed as 
follows: To the test drop containing barium, add ferric chloride 
in sufficient amount to impart a faint but distinctly yellow color; 
then add a fragment or two of sodium or ammonium acetate; 
stir. The yellow color should now have changed to a reddish 
tint. Into this drop, thus prepared, cause a drop of oxalic add 
to flow. Tufts and sheaves of very fine hairs soon appear. The 
luurs rabidly grow loiter and longer and soon begin to curve in 
a most peculiar manner. The presence of caldiun or strontiiun, 
or both, in even large amounts does not appear to have any 
serious influence on the formation of this double oxalate of 
barium and iron, save that its separation is often somewhat re- 
tarded. In such mixtures the oxalates of caldum and strontium 
first appear in their usual form, then after a time the hair-like 
tufts of the double oxalate appear. If the quantity of barium 
is quite small, in proportion to the iron, little rosettes of radiating 
needles are obtained, separating near the edges of the drop. 

Aluminum gives rise to the fonnation of a similar product, 
but the crystal masses are colorless, while those of the iron salt 
are light brown, 

EZFERIHEHTS. 

a. Test a salt of Ba with HidOt, in both hot and cold solutions. 

b. Make a niiiture al Ca, Sr, Ba. Add HtC^i. Repe&t the dperiment in 
HNOi solutioD; after a, few minutes, decant the dear sdutioD, concentrate slightly 
and add NaCiHiOi. 

e. Try the effect oE the presence of FeOi on the predj^tation of oxalates of Ca, 
Sr, Ba; fint each element separatdy, then in mixtures of Ca and Ba; Sr and Ba; 
Ca,SrandBA. 
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d. If bwium borate ii at hand, try testiiig it (or Ba. 
t. Tty HiCiOt OD & s^t of Mg, thm add an excess of HCAOi U 
and framm^ again. 
/. Test salt! of Zo, Cd, Pb and Ag. 



BEHAVIOR OF CALCIUM, STRONTIUM AND BARIUM 
TO OTHER IMPORTANT REAGENTS. 

The tests already given are generally ample for the proper 
identificatiou of the alkaline earths, but occasionally problems 
arise where supplementary or alternate methods are desirable. 
The following reactions have, therefore, been included both on 
account of thdr aj^licability to the examination of unknown 
material and because of the further light they throw upon the 
similarities and differences between the members of the Caldum 
Group. 

Behavior with Potassium Perrocyamdt. 

The recent is applied by Method /, page 351, to the test 
drop acidulated with acetic add and containing a little ammo- 
nium chloride. 

Caldum yields tiny rectangular or square plates. 

Strontium fails to form a ferrocyamde under the conditions 
given above. 

Barium yields large, dear, transparent, yellow rhombs prob- 
ably belonging dther to the orthorhombic or to the tridinic 
system, dq>ending upon the amount of water of hydration. 

The salts separating are double ferrocyanides to which the 
following formulas have been ascribed: EgCaFeCCN)* ■ 3 1^ 
and KiBaFe(CN), • 5 HjO (O?) or K,BaFe(CN). • 3 H,0 (Tr). 
As usually obtained the barium salt extinguishes parallel to a 
line drawn through the acute angles of the rhtmibs. This fact 
enables the analyst to readily differentiate between the double 
barium salt and chance separation of the reagent (M). 

Free mineral adds must be absent. 

Potassium ferrocyanide, though giving a neat reaction with 
piu-e salts of barium, is of little value when dealing with mix- 
tures. It is then often difficult to avoid the pred[utatioD of 
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calcium with the barium, particularly if much ammonium chlor- 
ide is present, or if much sodium acetate has been added to 
mitigate the action of mineral adds. 

From mixtures, strontium may sometimes be precipitated in 
an amorphous condition if the solution is quite concentrated, 
and may thus interfere with the test. Pure salts of strontium 
give, even in very concentrated solutions, only a granular deposit 
consisting of globular masses, exhibiting no distinguishable 
crystal form. 

Magnesium is precipitated from ammoniacal solutions, but 
neither from add nor from neutral solutions; hence the pres^ 
ence of this elonent will not mask the test for barium. 

In addition to caldum and strontium, there are a number of 
other elements, which, if present, will either be predpitated in 
insoluble form or will interfere with the formation of the barium 
crystals. In this list the most frequentiy met with will be lead, 
iron, anc, rare earths and less often copper, mercury, uranium, 
and titanium. 

BZPBRIHENTS. 

a. CTysUllize a little of the reagent K4Fe(CN)«, alone, and detenniiK Its ^>tical 
properties. 

b. Tiy reagent on pure salts of Ca, Sr, Ba, usiog both dilute and concentrated 
xdutions. Try again, this time proceeding as directed above, using HCtHjOi and 
NIW3. 

c. Try the reagent on mixtures of Ca and St, Ca and Ba, Sr and Ba. 

d. Try effect of the reagent on salts of Pb, Zn and Fe. Then make mixtures o£ 
Ba and these elements and test. 

t. Make a preparation of KiBBFe(CN)i, measure the angles of the crystals and 
determine the optical properties of the compound. 

BehaoioT witk Ammonium or Potassium Bichromate. 

The ref^ent is applied to the test drop in solid form, Method 
///, page 252. 

From acetic add solution, barium chromate BaCrO* is im- 
mediately predpitated, orthorhombic, in the form of minute 
light-yellow globular masses, or tiny rods with rounded ends. 
Strontium chromate will not separate from add solutions but 
only from neutral or slightiy alkaline solutions. Calcium is 
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precipitated by bichromate from neither add, neutral nor am- 
moniacal solutions. 

The strontitun salt of the formula S1C1O4 appears from 
ammoniacal solution as exceedingly tiny yellow globulites or 
dumb-bell-like aggregates; it is dimorphic, being either ortho- 
rhombic or monoclinic. If the fonner, it is isomorphous with 
the barium salt. 

When this test is used, acidify the dilute drop with acetic 
add, then add the fragment of bichromate. Do not stir, and 
avoid rubbing the glass with rod or wire. Barium chromate 
sq>arates at once if present. After several minutes decant if 
a predpitate has formed. To the decanted solution or dear 
drop add a small drop of ammonium hydroxide and examine 
the preparation for dumb-bells of strontium chromate. 

If both barium and strontium are believed to be present it 
is best to warm the preparation to cause as complete a predpi- 
tatlon of barium chromate as possible before adding the am- 
monium hydroxide, but care must be taken to avoid unduly 
concentrating the drop. It is also usually better to allow the 
ammonium hydroxide to flow into the drop from one ^de rather 
than add it directly to the middle of the drop. 

Normal potassium chromate produces, with barium salts, a 
predpitate similar to that obtained with dichromate, but is not 
to be recommended as a reagent because of its property of also 
predpitating strontium compounds in add solution. 

Ordinarily the predpitate of barium chromate is mostly 
amorphous in appearance. Here and there, however, will be 
found areas where there are recognizable crystals. A high 
power is always required for the recognition of the form of the 
crystals, hence the drop to be studied must be spread out quite 
thin. 

Free mineral adds interfere with the test. 

In addition to barium and stroutiimi, it must be remembered 
that dichromate will also yield crystalline predpitates with 
silver, lead, mercury and thallium, but in these cases nitric add 
may be present. 
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EZPBRIHENTS. 

a. Try reaction on lalts of Ba, Sr and Ca, in add, neutral and ammoniacal solu- 
tions, and both in coocentnted and in (Ulute solutions. 

b. TrymixtuRsofCaaodBa.STUidBa; usesolutiousaddi&edwithHCtHiOi, 
decant the deai solution, and to it add NH,OH. 

c. Tty the leagent upon Ba and Sr salts in HNOi solution. Then tiy it upon 
Ag, Pb and meiamius salts in HNOi solution. 

Behavior -wUh Primary Sodium Carbonate. 

Aq abno&t saturated solution of the reagent is added to the 
dilute ammoniacal test drop by Method /, page 351. 

Calcium carbonate CaCO« separates in very small disks and 
rhombs (H or O). 

Strontium yields Epherulites often of considerable ^ze. 

Barium separates as minute spider-like aggregates and tiny 
spherulites, the latter often uniting to form spindles and dumb- 
bell-like masses. 

The addition of the reagent in solid form gives nearly as good 
results. 

Warming the preparation increases the rapidity of the reac- 
tion and leads to the formation of better crystals. 

Unless the test drop is qtiite dilute an amorphous precipitate 
results. 

Ammonium carbonate can be substituted for the sodium salt; 
the crystals then differ but little if any from those obtained as 
above, but normal sodium carbonate gives amorphous precipi- 
tates only and therefore should never be employed. 

When shnple salts of the elements caldum, strontium and ba- 
rium are ranployed it is not at all difficult to distinguish between 
them by testing with primary sodium carbonate (or ammonium 
carbonate). But if two or more of these elements are present 
the method fails, characteristic crystals being the exception. 

In the presence of a great excess of the reagent a double 
carbonate of caldum and sodium separates, having the formula 
CaCOi • NaaCOs • 5 H2O, which crystallizes in stout monoclinic 
prisms somewhat resembling the short, thin prisms of calcium 
sulphate. Strontium and barium prevent the formation of the 
double salt. 
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Elements of the magnesium group interfere. Lithium like- 
wise interferes. But the chlorides of iron and aluminum and 
the salts of boric add have no appreciable effect on the reaction. 

When in doubt as to the nature of a precipitate formed by the 
treatment with HNaCOi, decant the supernatant solution, which 
b ea^ly done since the crystab of calcium carbonate adhere to 
the glass slide, wash the residue, and then add dilute sulphuric 
add. If the predpitate is due to caldum, characteristic crys- 
tals of CaSOt ■ 2 HtO appear. 

Primary sodium carbonate is of more value as a group reagent 
than as an identification test. Moreover, chance formations of 
crystals of alkali carbonates may be met with in the progress 
of the systematic analysis of unknown material, particularly 
when testing for zinc (q.v.). 

MAGNESIUM. 

Crystal Forms and Optical Properties of Common Salts 
of Magnesium. 

A. ISOTROPIC. 

B. ANISOTROPIC. 
Hexagonal. — Pyroantimonate. 
Tetragonal. — Fluoride. 

Orthorhombic. — Ammonium-magnesium phosphate ; 

sulphate; primary tartrate. 
Monodinic. — Acetate; chloride; nitrate; primary 
phosphate; ammoniimi-magnesium sul- 
phate; potasdiun-magnesilun sulphate; 
normal tartrate. 
TricUnic. 

DETECnOir. 
A. By Means of Vranyl Acetate and Sodium Acetate. 
This test has aheady been described at length under 
Sodium, Method A, page 275. 



B. By Means of Secondary Sodium Phosphate {HNotPOt) 
in Ammoniacal Solution. 
For the reaction see Ammonium, p^e 286. 
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The detection of magnesium in ^mple salts is comparatively 
easy and rapid, since characteristic crystals are readily obtained, 
but its microchemical identification in complex mixtures is usu- 
ally a matter of not a little difficulty, in as much as this element 
is commonly assodated with others, closely related, which are 
prone to interfere with or prevent the formation of typical 
crystab with the reagents employed for its recognition. 

Two methods are available, the choice of procedure depending 
upon the nature of the salts present in the drop to be tested. 
In all cases where there is a doubt as to the probable composition 
of the material to be examined, it is best to have recourse at 
once to the modification 11.^ 

I. To the solution of the material to be tested, which must 
not be too concentrated, add several fragments of ammonium 
chloride; stir; then add a very slight excess of ammonium hy- 
droxide, and warm the preparation. Qi a precipitate results it 
is best to draw off the clear solution.) To the warm solution add a 
small crystal of secondary sodium phosphate. Crystals of am- 
monium magne^um phosphate NHfMgPOt • 6 HiO soon appear. 

n. To the solution to be tested add a fragment or two of 
dtric add, stir until dissolved, then add an excess of ammonium 
hydroxide. Evaporate to dryness. To the residue add dilute 
ammonium hydroxide. Warm; then add a very small frag- 
ment of secondary sodiiun phosphate. Crystals of ammonium 
magnesium phosphate separate. 

The crystals of the ammonium magnesiimi phosphate sepa- 
rate as skeletons and hemimorphic forms of the orthorhombic 
system (see Ammonium) . 

It should be remembered that a number of elements are 
predpitated by phosphates in alkaline solution; the most fre- 
quently met with in the course of microchemical analyses, either 
in the substance to be tested, or present as reagents from previous 
tests, are, doubtless, Uthium, members of the caldum and mag- 
nesium groups, trivalent metals, manganese, nickel, cobalt, tin, 
lead, silver, copper, and uranium.* Of these elements, lithium, 

' RomiJD, Zdt. anal Chem., ST, 300. 

' Most of these elements will generally have been removed in the progress of 
the analysis before the addition of the sodiiun pho^hate. 
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iron, manganese, cobalt and nickel fonn, with ammonium and 
phosphoric add, salts of similar composition to, and isomoiphous 
with, the magnesium salt. 

The ammonium gludnum phosphate, ammonium zinc phos- 
phate and ammonium cadmium phosphate are not precipitated 
in crystal form. 

The advantage of employing modification II lies in the fact 
that owing to the presence of ammonium dtrate, there is little 
danger of the interference of the elements listed above. If in 
following this method, the residue after evaporation is not com- 
pletely soluble in the ammoniiun hydroxide solution, it is best, 
though not essential, to decant the dear liquid before adding 
to it the sodiiun phosphate. 

Reactions I and II work equally well in the cold, but are then 
a trifle slower. Generally, an amorphous predpitate is at first 
produced which begins to crystallize in a few seconds. The 
formation of merely an amorphous predpitate must never be 
taken as evidence of the presence of magnesium. 

In the presence of pho^hates the detection of magnesium 
becomes quite difficult, particularly if other elements are present 
which form phosphates insoluble in ammonium hydroxide. If 
arsenates are also present, a still further complication arises, for, 
as we have already seen, double ammonium arsenates of caldum, 
zinc, etc., are formed, which are isomorphous with ammonium 
magnesium phosphate. 

Of course it may happen that in some cases the mere addition 
of ammonium hydroxide will cause the separation of character- 
istic crystals of ammonium magnesium phosphate. Generally, 
however, it is first necessary to remove the phosphoric add. 
This can be accomplished by tin and nitric add, or by means of 
ammonium tungstate and nitric add (see Phosphates, page 380). 

Precautions. 

[he reaction sometimes fails for lack of suffident ammo- 
iloride, magnesium hydroxide being predpitated. A 
cess of this salt will do no harm, 
modifications fail if there is an insuffidency of ammo- 
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nimn hydroxide, for it should be remembered that there must 
be Qot only enough ammonium present to imite to form the 
proper compound, but that this latter salt will not sqjarate save 
in alkaline soludoQ. 

It must also be borne in mind that the use of too strong 
ammonium hydroxide in excess so reduces the solubility of 
many salts as to cause their separation. Hence it is necessary 
to avoid, in reactions of this character, deciding too hastily as 
to the result of a test. 

BZPBKIHERTS. 

a. Tiy modification I on a sdution of MgSOt, then tiy it on lalts of Fe, Mn, 
Co, Ni, Al, Zd and Cd. Repeat the eiperiments, this time adding the HNa(P04 
before the NIU)H. 

b. Tiy modification II upon the aome salts and combbiatious used in a. 

e. Make mixtures, tiying various combinations of the above with membeis of 
GiDiqw I and II. 



ZINC. 

Crystal Forms and Optical Properties of Common Salts 
of Zinc. 

A. ISOTROPIC. 

B. ANISOTROPIC. 

Eexagonal. 

Tetragonal. 

Ortkorkombic. — Chromate; sulphate.' 

Monodinic. — Acetate; potassium-zinc sulphate. 

Tridinic. 

DBTBCnOH. 

A. By Means oj Ammonium Mercuric Sviphocyanale. 
Apply the reagent by Method /, page 251. 
This reagent furnishes us with one of the best and the most 
generally useful methods for detecting the presence of zinc, 
copper, cadmium and cobalt, and will also furnish evidence of 
the presence of iron, silver, lead and gold. 

' If formed in the presence of ferrous sufpnaie, monocmu'c 
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For the qualitadve examinatioa of simple salts and alloys it 
leaves little to be desired, but in the analysis of minerals, it is 
better to employ the carbonate test first, then corroborate with 
the sulphocyanate reagent. 

Upon adding a rather concentrated solution of the reagent to 
a dilute solution of the metals listed above the foUomng results 
are obtained: 

Zinc yields an ahnost instantaneous precipitation of the com- 
pound Zn(CNS)t • Hg(CNS)j' in pure white feathery crosses and 
branching feathery aggregates. These skeleton crystals, when 
thick, ^pear black by transmitted light and snow white by 
reflected Ught. The normal crystal of the double sulphocyanate 
of zinc and mercury is SEud to be a right-angled prism of the 
orthorhombic system, but under the conditions which obtain in 
ordinary practice, only skeleton and dendritic forms will be 
seen. 

Neither magnesium nor aluminum interfere with this test, 
save that when magnesium is present in very large amount, the 
separation of the zinc salt is retarded, and that aluminum imder 
similar conditions renders the skeleton crystals of the zinc salt 
somewhat less feathery. 

When zinc alone is present the crystals, as has been stated 
above, are snow white and of the form described; but if copper 
is present in minute amoimt, the crystals of the zinc salt are 
colored chocolate brown without undergoing any change of 
form. These brown crystals begin to appear after the white 
ones have separated. More copper than sufficient to yield the 
brown tint produces black crystals of modi&ed form; still a 
greater proportion of copper completely changes the appearance 
of the crystals, and jet black spheres and botryoidal masses 
result. Finally a point is reached where crystals of copper 
mercuric sulphocyanate predominate, accompanied by the black 
crystals just mentioned. In all cases, however, because of the 
much lower solubility of the zinc compound than that of the 

' This salt is generally given as anhydrous. Recent work seems to throw some 
doubt upon this and to indicate the presence of one molecule or less of water of 
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Other complex salts formed, there will always be formed some of 
the typical imcolored zinc mercury sulpbocyanate. 

Copper alone yields beautiful branching dendrites and radiat- 
ing masses of adcular prisms, yellowish green in color. The 
reaction is sensitive and beautiful and constitutes one of the 
most satisfactory tests available for the identihcation of copper. 

The change in color due to the solid solution of the copper 
salt Cu(CNS)i ■Hg(CNS)j -HiO, in the zinc salt is a most inter- 
esting one and one for which no really satisfactory explanation 
is yet at hand. 

The cobalt salt enters into the zinc salt in soKd solution to 
yield light blue crystals. With very small amounts the color 
is exceedingly faint and the crystal form unchanged, but as the 
proportion of cobalt increases, the skeleton crystals of the zinc 
salt become deeper and deeper blue, Ampler, less feathery, and 
gradually assimie the color and appearance of the normal cobalt 
mercuric sulphocyanate. As in the case of the copper-zinc 
compound, these blue crystals are doubtless cases of solid solu- 
tion, but the theory of isomorphous mixttire is more tenable in 
this case than in that where copper is present. 

Cobalt alone yields deep btue-black orthorhombic prisms, 
Co(CNS)2'Hg(CNS)j, usually imperfectly developed and unit- 
ing to form star-like clumps and radiatiQg masses. This con- 
stitutes a valuable method for differentiating cobalt from nickel, 
since nickel yields no double sulphocyanate crystals under the 
conditions which obtain in microchemical testing. 

Small amounts of zinc in the presence of much cobalt camiot 
be detected by this reagent. 

Cadmium yields Cd(CNS)s ■ Hg(CNS)i in briUiant colorless, 
probably orthorhombic prisms, usually several times as long 
as broad but the appearance of these prisms varies with the 
conditions which obtain at the time of their formation, as, for 
example, the concentration, depth of the test drop, amount of 
reagent added, acidity, etc. These variations are, however, 
not of a kind to render the test doubtful, long prisms, either 
singly or in groups being the rule. 

Even a small amount of cadmimn destroys the feathery and 



I 
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branched character of the skeletons of the zinc-mercuiy sulpho- 
cyanate, owing to the fonnation of mixed crystals, and there 
generally results crystallites of the shape of an arrowhead. 
Small amounts of zinc in the presence of much cadmium will 
usually escape detection.- 

Much nickel modifies the crystals of the double zinc salt in 
the same manner as cadmium. With much nickel and very 
little zinc only ^henilites are obtained. 

The presence of both copper and cobalt in a solution contain- 
ing zinc gives rise to the formation of mixed crystals of very 
peculiar color and form. These, peculiarities are accentuated 
when cadmitmi is also present. The experienced worker thus 
will have little difficulty in detecting a number of elements in one 
angle operation. 

Manganous salts in excessively concentrated solutions con- 
taining a trace of free sulphuric add yield crystals closely re- 
sembling those of the cadmium double salt. 

Ferrous compounds, if only in very small amount, do not 
interfere with the formation of the t^ical crystals of the zinc 
salt but in high per cent there will usually be obtained radiating 
groups or feathery dendrites closely resembling the copper salt. 

Ferric salts always yield a pink or red color and have no effect 
upon the zinc compound until a concentration is reached such 
that a deq) blood red color appears. Under such conditions the 
zinc-mercury sulphocyanate first sqiarates as a deep reddish 
brown salt, jet black by transmitted light, yet still retaining the 
typical feathery drendritic form, but in a few seconds these 
imde^o a sudden and remarkable change into masses of curving 
branching filiform crystals. This b especially marked in test 
drops containing sodium or ammonium acetate. 

Lead, unless present in lai^e amount, usually seems to have 
little or no effect on the zinc reaction. Under some conditions 
it seems to interfere, however, and it is, therefore, always best 
to first remove the lead by means of dilute su^huric add. Add 
the add, decant or filter; evaporate the clear solution to dry- 
ness; fimie off the free sulphuric add; dissolve in water; add 
iumnonium acetate, and test as above. 
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Silver gives with the reagent a white amorphous predpitate, 
soon crystallizing in the fonn of small, thin, slender prisms 
with square or oblique ends, somewhat resembling those of the 
cadmium-mercury salt, but very much smaller than the latter. 
In the presence of silver the test for zinc is sometimes masked. 
In such an event, first remove the silver with hydrochloric add, 
and test, after evaporation, in the usual manner. ^ 

EXPERIMENTS. 
a. Apply the reagent, in the mannei indicated, to solutions of puie Zd salts of 



h. Tiy in turn pure salts of Cd, Cu, Co, Ni, Ag and Pb. 

t. To a Zn solution add a very little Cd and test. Repeat the experiment, 
usDgmOTe Cd. 

i. In like mannei try mixtures of Zn and Cu; Zn and Co; Zn and Nl; Zn 
and Fe; Zn uul Mg; Zn and Al; Zn and Pb; Zn and Ag. 

e. Then try more coDq>lei mixtures, as, for eiample: Zn, Cd and Cu; Zn, Cd 
and Co; Zn, Cu and Co; etc. 

In each case prepare several slides under different condidons and note veil the 
ciunges in the appearance in the crystals which separate. 



B. By Means of Primary Sodium Carbonate. 
Apply a large drop of a saturated solution of the res^ent 
by Method /, page 251, to a neutral or very slightly add drop of 
the material to be tested. 

Ad amorphous predpitate of what is doubtless a basic car- 
bonate of zinc is usually at first formed and may persist unless 
the reagent is in large excess; in the latter case, after a few min- 
utes, a double carbonate of zinc and sodium separates at the 
periphery of the drop. The ciystals of this salt are constant and 
peculiar to zinc. No other element yields compounds of like 
appearance. The salt has the fonnula 3 NajCOrS ZnCOrS H,0 
(Deville). It takes the form of tiny colorless triangles and tet- 
raheda or three-pointed or five-pointed agglomerates or rarely 
short stout prisms with pointed ends. The characteristic form 
upon which to base a dedsion are the triangles or tetrahedra. 
The crystals cling tenaciously to the glass, rendering decantation 
easy. After the removal of the mother liquor the double car- 
bonate can be dissolved in add and subjected to other tests. 



i 
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It is unfortunate tltat this, which is one of the most character- 
btic as well as delicate of the microchemical tests for zinc, should 
be c^>en to many difficulties. The chief of these lies in the fact 
that many elements are predpitated as carbonates, and that 
these often bulky precipitates interfere with or ma^ the zinc 
reaction. Among the interfering elements, those most frequently 
met with are doubtless catdum, strontiiun, barium, magnesium, 
cadmium, lead, iron, manganese, cobalt and nickel. Of this list, 
caldum, strontium, barium and lead will probably have been re- 
moved by previous treatment with su^huric add. Zinc may 
be separated from the remaining elements of this list by treating 
with ammonium hydroxide and hydrogen peroxide and finally 
extracting with a drop or two of moderately concentrated sodium 
hydroxide solution. To this dear extract primary sodium car- 
bonate b added. 

Schoorl has pointed out that the best results are to be obt^uned 
from acetic add solutions of zinc to which nonnal sodium car- 
bonate is added. This method is unquestionably the best in the 
analysis of complex mixtures and when the per cent of zinc 
present is low. The Behrens method of direct addition of pri- 
mary carbonate is restricted to simple salts of zinc or to mix- 
tures known to contain no interfering elements. 

If only a very small amount of cadmium is present, it is pre- 
dpitated before the zinc, and by avoiding the addition of an 
excess of the reagent, decanting the dear liquid and adding to 
the decanted liquid a fresh portion of the reagent in suffident 
quantity, the zinc can be predpitated as the double carbonate. 
When considerable cadmium is present this method is not fea^ble. 
In $uch an event recourse may be had to ammoniacal solutions, as 
su^ested by Behrens. The test drop is made strongly ammonia- 
cal and to it primary sodium carbonate is added. Cadmium is 
immediately precipitated, while the zinc remains in solution. 
The clear solution is decanted at once. After a few seconds 
zinc separates from the decanted solution as the double car- 
bonate in the forms described above. Some little skill and 
experience is generally necessary in order to obtain good 
results. 
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Precautions. 

Salts of ammonium must be absent or present only in small 
amoimts. 

The separation of typical crystals is always slow and cannot 
safely be hastened. 

It is essential that an excess of the reagent be employed. 
Failure not infrequently results from a neglect of this precaution. 
This is particularly true if the test drop is acid. Because of the 
necessity of adding large amounts of primary sodium carbonate, 
the test drop must be of greater volume than is usual in micro- 
chemical testing. 

EXrasnfEHTS. 



. Experiment with Zd in the presence of the interfering elements ooted above. 



C. By Means of Oxalic Acid. 
The reagent is applied by Method /, page 251; see Cal- 
cium, Method B, page 291, Strontium, Method B, Barium, 
Method B, pages 295 and 298. 

Zinc yields ZnCtO^ • 2 U^O as small double spherulites, as 
pseudo-octahedra singly or united in twos, and as thin rhombs. 
The great majority of the crystals separating usually have their 
angles rounded. It is rare that a preparation is obtained giving 
clear-cut crystals. 

These crystals, when examined with a low power, often bear a 
striking resemblance to the oxalates of calcium and strontium; 
therefore to avoid error the alkaline earths should first be re- 
moved. 

Cadmium gives dear colorless monoclinic prisms and tabular 
crystals of the formula CdCjO* • 3 HsO. The prisms are usually 
very long and show a marked tendency to form large X's, and 
radiating aggr^ates. From concentrated solutions octahedral 
crystals are also obtained. The typical prisms of cadmium oxa- 
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late are seen only when working with conqjaratively pure salts. 
In the presence of cadmium the oxalic add test for zinc is un- 
reliable. 

Magnesiiun salts must be absent, for under certain conditions 
a double magneaum-zinc oxalate in hexaj;ons and more or less, 
iiregular plates will separate. 

From a number of other precipitated oxalates, zinc oxalate 
may be separated by dissolving it in ammonium hydroxide and 
decanting from the insoluble predpitate. Upon evaporation 
the ammoniacal solution will deposit zinc oxalate, but no longer 
in the typical form described above, but as masses of raxUating 
curving needles. Unfortunately this method is not applicable 
in the presence of magnesium and cadmium. 

Precautions. 

The solution to be tested should be neutral or only slightly 
add, and rather concentrated with re^>ect to zinc. 

Lead, silver, co[^r, cobalt, nickel, iron, aluminiun, manganese 
and chromium interfere with the detection of zmc by means of 
oxalic add. They should 6ist be removed if reliable results are 
to be obtained. 

As stated above, zinc oxalate may be confused with the oxa- 
lates of caldum and strontium, while magnesium and barium 
seriously modify its characteristic appearance. 



BSPBRXMBITTS. 

a. Teat a puie salt of Zn in dilute and in concentntcd Bolutfon. Repeat tlie 
dperimenti, substituting Cd for the Zn. 

b. Make a preparation ol ZnCiOt • i H|0; draw oS the supernatant liquid, add 
NH/>Hi warm gently and study the preparation. Pi«paie slides o[ dlSennt 
degrees of concentration. 

c. RecrystallizeCdC^fjHiOinthesainemanDeras'theZnaalt. 

d. Test mixtures of Zn and Cd. 

e. Recrystallize the mixed oxalates from NHiOH. 

/. Make mixtures of Zn and the interfering danents listed above. Treat the 
predpitated oxalates with NHiOH. Then try Cd in the same manner. 

;. Try predf^tatiiiK Zn with HECiO.; EsCiOii (NHOiC^t- Then tiy Cd in 
like manner. 



MICROCHEMICAL REACTIONS OF THE COMMON ELEMENTS 315 

D. By Means of Sodium Nitroprusside} 

A^ily the reagent by Method /, page 251, to a neutral 
or shghtly add solution. 

Zinc yields a nitropnisside of low solubility in the fonn of 
spherical grains, botryoidal masses or tiny circular disks of a very 
faint brownish color. Upon standing, a large number of distinct 
faces develop upon the spheres (combination of cube and dodeca- 
hedron ?), These crystals are isotropic. The formula of the 
compound has not yet been established; that of the reagent can 
be written Nag • NO • Fe (CN)i • 2 HjO. If the zinc merely re- 
places the sodium, we should obtain Zn • NO - Fe (CN)( • xHtO, or, 
on the other hand, we may be dealing with a sodium-zinc nitro- 
pnisside. In the presence of free mineral adds there is a ten- 
dency for zinc nitroprus^de to separate in tiny squares and stout 
prisms or in fusiform rods. 

A moderate amount of free mineral add does not appear to 
prevent the reaction but retards the appearance of the crystals. 
Much acetic add (or acetates) retards the separation even more. 
Heat hastens the reaction, but waiming does not appear to be of" 
value in obtaining a better development of the crystal form. 

Cadmium yields tiny rough globulites, octahedra with rough, 
corrugated or even bristling faces, and drusy masses. Cadmium 
nitropnisside polarizes strongly and the largest of the crystals 
exhibit brilliant polarization colors. 

Mixtures of zinc and cadmiimi yield rough globuHtes, most of 
them anisotropic. 

Manganous salts give globulites tiTnilgr in all reelects to those 
obtained with zinc; they appear later and rarely develop to as 
large a size or exhibit the many faces. Like the zinc salt they 
are isotropic. In ordinary routine analysis it is practically iin> 
possible to distinguish between zinc and manganese. 

C(^per yiefds an immediate amorphous pale blue predpitate. 
Often this shows a tendency toward the formation of star-like 
skeleton crystals. Mixtures of capper and zinc yield, in addition 
to an amorphous predjHtate, the spherical grains of the dnc salt, 
but in this case there is a tendency toward spherulites, tiny 
■ SaOiey, Am. J. Sd., SS {igo6], 316- 
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bristling masses and tiny crosses and stars, closely resembling 
the forms obtained with cadmium. They differ, however, from 
the cadmium salt in that they do not polarize. 

Nickel gives a light green amorphous precifntate; <x>balt a 
similar pink one; while iron, if heated, yields a yellow dq;>oat. 

Mercurous salts (nitrate) give a gelatinous amorphous mass 
of a yellowish tint. 

Mercuric salts and those of silver, lead, tin, antimony, bismuth, 
aluminum, magne^um and the alkaline earths appear to give 
no precipitates and to yield no crystals even in concentrated 
solution or upon evi^ration. 

Precautions. 

The solution should be neutral or but faintly add and should 
be moderately concentrated with respect to zinc. 

If no result is obtained upon the first test, make a second, 
employing a con^derably greater amount of the unknown 
substance. 

Heating the preparation hastens the reaction. 

If a precipitate is obtained, anc, cadmium, copper, nickel, 
cobalt, iron or manganese are present and, conversely, if no pre- 
cipitate appears, these elements must be absent. 

Sodium nitroprusside is thus a convenient group reagent. 

EXPBSIHEHTS. 

a. Try the reagent upon several diSeient concoitntioiis of Zm. 

b. Try with Cd, then with mixtures of Zn ind Cd. 

c. Try salts of Cu, Ni, Co, Mn, fint u pure salts, then as mixtuiei iritb Zn. 



CADMIUM. 

Crystal Forms and Optical Properties of Common Salts 
of Cadmium. 

A. ISOTROPIC. 

B. ANISOTROPIC. 

Bexagonal. — Iodide, ammonium-cadmiiun bro- 
mide; ammonium-cadmium chloride; potas- 
sium-cadmium chloride. 
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Tetragonal. 

Ortkorkombic. — Bromide. 

Mmoclinic. — Acetate; chloride; sulphate. 

Trictinic. 

DBTBCTIOn. 

A. By Means of Ammonium Mercuric Sulphocyanate. 
Read Method A, Zinc, page 307. 

The prismatic crystals of Cd (CNS)2 ■ Hg(CNS)i are, in a 
^milai mamier to the zinc salt, colored a faint chocolate brown 
by traces of copper. This brown color intensifies with an in- 
crease in the amount of copper. When considerable copper is 
present, the copper double salt first separates, since it is slightly 
less soluble than the cadmium compound; then mixed crystals 
form, in which the copper apparently predominates over the 
cadmium. These mixed crystals are of a deep bluish green 
color. By this time most of the copper and but little of the 
cadmium have been precipitated, and the concentration has also 
reached such a point that the cadmium double salt begins to 
separate in the crystal forms described on page 309. These 
are, however, still mixed crystals, for they are colored brown 
by the small amount of copper still in solution. 

As in the case of the zinc reaction, iron may sometimes color 
the cadmium salt a reddish brown. 

Cobalt colors the cadmium salt blue. Much cobalt gives an 
intense blue color and alters the crystal form. 

Magnesium and aluminiun have even less effect than in the 
case of zinc. 

Before testing for cadmium with the sulphocyanate reagent, 
it is best to first remove any lead or silver which may be present. 

If a small amount of zinc is also present, mixed crystals con- 
taining zinc and cadmium first separate, whose crystal form can 
be described as non-feathery skeletons; soon after this the 
cadmiimi double salt separates in its typical form. In order 
that this sequence shall be brought about, it is best to employ a 
solution somewhat more dilute than when zinc is ktu>wn to be 
absent. Much zinc usually prevents the formation of any of the 
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prismatic crystals of the cadmium salt, only mixed crystals 
resulting. 

Precautions. 

Cadmium salts of the organic adds, as, for example, cadmium 
acetate, fail to yield a satisfactory test. It is therefore best to 
evaporate the unknown with nitric add and drive off the excess 
of add before adding the sulphocyanate reagent. It follows that 
the addition of sodium or ammonium acetate to very add solu- 
tions to lessen the effect of the mineral add is in this case unwise. 
It is better to evaporate to dryness. 



B. By means of Oxalic Acid. 
Read Method C, Zinc, page 313. 

The typical crystals of cadmium oxalate CdCtO* ■ 3 HtO con- 
sist of long, dear, colorless, monoclinic prisms, singly, in X's, 
or in dusters. The obliquely truncated ends constitute a dis- 
tinctive feature. 

Manganous oxalate MnCtO^ • 3 HiO separates in groups of 
radiating prisms, which the careless observer sometimes con- 
fuses with the cadmiiun salt or vice versa. The ends of the 
prisms of the two salts are quite different however in ^pearance. 



C. By Means of Sodium Nitroprusside. 
See Zinc, Method D, page 315. 

MERCURY. 

Crystal Forms and Optical Properties of Common Salts 
of Mercury. 

A. ISOTROPIC. 

B. ANISOTROPIC. 

Hexagonal. 

Tetragonal. — Mercurous bromide, chloride and 

iodide; mercuric cyanide; red mercuric 

iodide. 
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Ortkorhombic. — Mercuric bromide; mercuric chlo- 
ride; yellow mercuric iodide. 
Monoclimc. — Mercurous and mercuric nitrates. 
Tridinic. 

DETECTION. 
A. As Metallic Mercury by Sublimatum. 

Heat upon a piece of platinum foil or upon a glass slide a 
little anhydrous sodium carbonate until all the moisture it con- 
tains has been expelled, cool, powder and mix a very small 
amoimt with a little of the material to be examined — transfer 
to a small tube of hard glass not over 2 millimeters in interna! 
diameter, thin-walled and sealed at one end. Jar the mixture 
down so as to obtain clean walls. Heat gently over the flame 
of a Bunsen burner turned down to a flame i centimeter high. 
The mercury compound will be decomposed and tiny globules of 
metallic mercury will condense upon the walls of the tube. 
Examine under the microscope. With a stiff hair or glass rod 
drawn down to a hair genUy rub the ring of sublimate. Examine 
again. The mercury will have united into larger globules. 

Introduce into the tube two or three small fragments of iodine. 
Then insert the <^>en end of the tube into a piece of cork; warm 
the iodine very gentiy and set the tube aside for a few minutes. 
Yellow and red mercuric iodide will be formed. Warming again 
will hasten the reaction and cause the sublimation of some of the 
mercuric iodide. Rectangular and rhombic plates and dendritic 
masses of both the vermilion colored iodide and the yellow 
modification will be obtained. 

No other known element gives a reaction even remotely re- 
sembling this one. 

From lai^e volimies of liquid the mercury may be removed by 
acidifying with hydrochloric add and dropping in a steel needle 
around which has been wound a tiny spiral of thin gold foil. The 
deposited mercury amalgamates with the gold. The electrolytic 
couple is lifted out after some time, washed, the gold foil removed, 
dried, placed in a subliming tube and the mercury expelled by 
heating. The sublimate is then characterized as above. 
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From drops contaming moderate amounts of mercury, the 
metal may be separated by a fragment of magnesium, or it may 
be deposited upon a bit of copper. If in the latter case the ^>ot 
of depoat be rubbed it becomes silvery white. If the coated 
copper is placed in a subliming tube and heated the mercury 
will be volatilized and will condense in characteristic globules. 

EZPBRIHSnTS. 

0. Teat several niercurous aod mercuric salts by heating tbem witb NoiCOi. 
Examine the sublimates. Rub them gently with a haii-like glass rod aod note 
that the gbbules unite. 

b. Obtain a deporit of Hg upon a tiny bit of Cu foil — i millimeter by 3 nulli* 
meteia — by heating in a drop of a solutiou of an Hg salt addified with HCL 
Dry and sublime. 

c. Intioduce a fragment of iodine in one or more of the tube^ warm gently and 
allow to stand about five minutes. Examine for cryatals of Hgli. 



B. Differentiating between Mercurous and Mercuric Salts. 
Add Hydrochloric Acid. — With mercuric salts there is no 
precipitation. Mercurous salts give an immediate amorphous 
precipitate of a white chloride HgCl. Under unusual conditions 
and exceedingly dilute solutions, mercurous chloride may some- 
times be obtained in the form of slender needles. To charac- 
terize the white precipitate, draw off the supernatant solution 
and add to the residue a drop of dilute ammonium hydroxide. A 
black compound of the formula NHiHgsCl is immediately formed. 
Examined with a } inch or an 8 millimeter objective the black 
compound is seen to consist of a mass of tiny acicular crystals, 
tiny squares, crosses and fusiform grains. 



a. Pred[Htate HgCl, exaoune with the microscope. 

i. Add NHiOH to the white precipitate and examine again. 



Add Potassium Bichromate and Nitric Add. — To the dn^ to 
be tested add nitric acid. Place nearby, a drop of solution of 
bichromate. Warm the drops over the micro-flame and while 
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hot cause the bichromate to flow into the test drop. Mercuious 
salts yield characteristic crystals. Mercuric salts do not.* 

There are generally formed with mercurous salts a number of 
different compounds. There flrst separates a dark red granular 
precipitate, soon changing into dark red crosses, bundles of irregu- 
lar crystals and peculiar dendrites and skeleton masses. Later 
yellow crystalhtes appear. 

In any given test the appearance of the precipitate both as 
to crystal form and color will depend upon the concentration of 
the drops, the degree of acidity and the temperature. 

Mercuric salts give no such precipitates and no crystalline 
compounds will appear unless the preparation is allowed to 
evi^rate practically to dryness. There will then appear light 
yellow feathery dendritic and radiating branching moss-like 
masses. 

Lead yields slender yellow monoclinic prisms, seldom grouped 
in-masses. This element unless present in excess does not appear 
to seriously interfere with the test for mercury. 

Silver separates in dark red pleochroic plates and scales which 
may often mask the mercury compounds. 

EXPERIMENTS. 



C. Add to a Drop of the Material a Tiny Fragment of Potas- 
sium Iodide. — See Method ///, page 252. Mercuric salts yield 
vermilion colored mercuric iodide; mercurous salts a heavy bright 
yellow amorphous precipitate somewhat resembling lead iodide 
in color but instead of being in plates always agglutinated in a 
formless mass. 

With mercuric salts we obtain one of the best and most satis- 

> Bichromate added to hot unaddified HgCli solutions causes the separation 
on cooling of hard star-like masses of ciTstab. Accordiug to MiUon (Ann. chint. 
phys- (3) 18, 3S8) this compound baa the fonnida HgCIi • KiCriO?. Ammomum 
bidutmiate gives ortbotbonibic ni-dded prisms of the compound HgCli-3(NUJt 
Crrf>,. 
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factory tests for mercury. At the moment the potassitmi iodide 
strikes the drop a white or pinkish cloud appears, rapidly chang- 
ing to yellow then to brilliant red. The mercuric iodide Hgli 
first formed is very soluble in excess of the reagent fonning the 
soluble compound Hgit • 2 KI. The precipitate therefore ai^)ears 
as an ever-widening circle about the fragment of solid reagent 
until the latter is completely dissolved. If the outer edge of the 
brilliant red circle is now examined with a moderately high power 
it will be seen to consist of tiny ruby red rhombs and rods to- 
gether with more or less spherical masses and imperfect rosettes. 
Precautions must be taken to avoid adding an excess of reagent; 
otherwise no permanent separation will take place. In order to 
avoid the possibility of error it is always well to add a fragment 
of copper sulphate, which will take up the excess of iodide and 
cause the separation of the mercuric salt. 



See undei Lead, Method A, page 335. 



D. Mercuric Salts can be detected through the FormaUon of 
Double Sulphocyanates. 

This test is the reverse of that employed for the detection of 
Zinc (Method A, page 307); of Copper (Method A, page 339); 
or of Cobalt (Method A, page 366), to which the student k re- 
ferred for details. 

Add to a small test drop (which must not contain much free 
mineral add) a fragment of ammonium sulphocyanate about the 
size of a pinhead. Stir until dissolved. Place next this drop a 
tiny drop of water in which is dissolved a very little zinc sul- 
phate. Cause the test drop to Jlow into ike zinc solution. Char- 
acteristic crystals of zinc-mercury sulphocyanate will appear. 

Instead of zinc sulphate, copper sulphate or cobalt nitrate 
may be employed. 

With simple mixtures, this test is a very beautiful one, but 
with complex material it is sometimes dif&cult to adjust the con- 
ditions especially as regards the quantity of ammonium su^ho- 
cyanate required. 
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EXPERIMENTS. 

a. Test as above HgCli, usiiig ZnSO,. 

b. Try again, this time introdudng a trace of CuSOt. 

c. Tiy this test witli CUSO4 but with no ZnSOt pieseot (which method is most 
satisfactory?). 

LEAD.' 

Crystal Forms and Optical Properties oj. Common Salts 
of Lead. 

A. ISOTROPIC. — Nitrate (I). 

B. ANISOTROPIC. 

Hexagonal. — Iodide. 



Ortkorkombic. — Bromide; chloride;* sulphate; tar- 
trate. 
Monoclinic. — Acetate; chromate; su^hocyanate. 
Triclinic. 



DETECTION. 

A. By Means of Potassium Iodide. 

Apply the reagent, by Method ///, pa^e 252, to the test 
drop slightly acidified with nitric acid. 

I^ead iodide Pblj is at once fonned as a bright yellow precipi- 
tate in a circular band about the reagent fragment. The circle 
gradually becomes larger and larger and at its outside circum- 
ference beautiful hexagonal plates appear. These plates and 
flakes of lead iodide appear greenish or brownish yellow by 
transmitted hght, sometimes even gray, according to their thick- 
ness. By reflected light lead iodide plates glow and glisten and 
display the iridescent colors of thin films, an extremely charac~ 
teristic feature of this salt. 

These hexagons of lead iodide do not belong, according to 

' Lead, silver and copper are introduced at this point rather than in th^ 
proper position in the Periodic System because of their dose relations in quants' 
tlve analysis. 

* ReciystalliKed from hot water PbCU is pseudohexapmaL 
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Behrens, to the hexagonal system, as usually stated, but are 
probably only pseudohexagonal and in reality orthorhombic. 

From neutral solutions containing lead in the form of lead 
acetate, potassium iodide will generally precipitate, in addition 
to the nonnal iodide, basic iodides of variable composition, such 
as Pbli • PbO; VhU ■ 2 PbO (?). 

Lead iodide can be recrystallized from hot water, best if acidi- 
fied with nitric add. On cooling, large, beautifully formed 
hexagons separate. A large drop of water is necessary in order 
that good results may be obtained. 

Heated with hydrochloric add lead iodide dissolves, and on 
cooling crystals of the nonnal iodide Pb^, the normal chloride 
PbCt and a chloriodide PbCl, ■ Pbfc or 2 PbCfe • Pbl, (or both) 
will separate. The chloriodides appear in the foim of needles 
of a faint yellow color. 

Silver iodide sepsirates as a yellowish amorphous mass insoluble 
in hot water and in hot nitric add. 

Mercuric iodide takes the form of red rhombs. Mercurous 
salts addified with nitric add usually give in addition to the 
heavy piedpitate of mercurous iodide the ruby colored rhombs 
of the mercuric salt. 

If cuprous salts are present a white granular predpitate of 
cuprous iodide is formed and iodine is set free. Cupric salts 
-will behave similarly. 

Thallium is predpitated as an exceedingly fine granular pre- 
dpitate. 

Antimony and bismuth salts interfere with the reaction for 
lead. These elements yield with potassium iodide, double 
iodides which separate in neat, well-formed crystals. Solutions 
containing lead, antimony and bismuth, when treated with 
potassium iodide, yield a dark reddish brown, sandy predpitate 
wholly unlike in appearance anything obtained with the different 
elements alone. Boiling the mixed product with water will 
generally cause a partial decompo^tion, and on cooling hexagons 
and irregular plates of lead iodide will appear. In the presence 
of a little bismuth, lead iodide separates as orange red disks and 
plates, or the iodide scales may even appear crimson in color. 
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PrecauHons. 

An excess of the reagent mtist be avoided, otherwise the pre- 
cipitate at first formed will be dissolved because of the fonnation 
of a double iodide of the composition Pblj • 2 KI • xRtO} Not 
infrequently colorless crystals of this double iodide will be seen 
in the immediate neighborhood of the reagent fragment. The 
addition of a drop of water will usu^y cause the decomposition 
of the double salt and a precipitation of the normal iodide. 

Double iodides of lead with many elements are known, most 
of them crystallizing readily,* but it is not often that there will be 
a sufficient separation of these interesting salts to interfere in 
any way with the detection of lead. 

Too much nitric add in the water employed for recr)^ta!lizing 
the precipitate of lead iodide will cause partial decomposition 
and consequently the separation of colorless octahedra of lead 
nitrate. 

EXPERIMENTS. 

a. To & test drc^ contuning Pb(NO))i add KI. Study the pnparation, then 
kdd a drop of water and hat to boiliDg. After the diop has cooled, study it 
again. Rq)eat the experiment, but tlus time use an eioess of KI. Tiy again in 
addified solutiotis. 

h. In like manner test a preparation of Pb(CtHiQi)i, 

c. Moke a prqwration of PbSOi. Decant the mother Uquor, add to the sul- 
[diate icudue a drop of water, addify with HNC^, then add a fragment of KI. 
After a few seconds examine the preparation. 

d. Hoke a mixture of Pb and Ag, test with KI. Then try in turn miitures of 
Pb and Sbi Pb and Bi; Pb, Sb and Bi; Pb and Cu; Pb and Sn. 

e. Test a preparation of HgCk. Then one of Hg(NOi}i. Make a mixture of 
Pb(NO>)t and Hg(NO>), and tert. 



B. By Means of Hydrochloric Add. 
Apply the reagent by Method ///, page 252, to the test 
drop acidulated with a little nitric acid. 

This method of adding the reagent is not so good as allowing 
two drops to Sow together but is adopted so as to conform to that 
for testing for silver and mercury. 

> Brooke, Ch. N., 1898, 191. 

* See Mosnier, Ann. diim. phys. (7) U, 374; Comptes rend., 190, 444. 
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Lead chloride PbCli separates at once in the foini of char- 
acteristic, white, long adcular crystallites belon^g to the ortho- 
rhombic system. There are also seen feathery dendritic X's and 
long irregular ragged prisms. 

The appearance of the lead chloride separating varies with the 
concentration of the solution being tested and with the nature 
of the substances present. If the test dr<^ is not sufficiently 
concentrated the lead chloride will not separate at once in the 
form of the characteristic crystallites, but will appear more 
slowly, prismatic forms being the rule. This question of con- 
centration becomes a most important one if the substance con- 
tains salts with which lead chloride can unite to form double 
salts, as for example chlorides of the alkali metals and ajnmonium, 
for in such an event dilute or even moderately concentrated 
drops fail to yield recognizable forms. Indeed it may be said 
that testing for lead with hydrochloric add is not advisable in 
the presence of members of Groups I and II. 

In neutral solutions of lead acetate there may be predpi- 
tated, in the presence of members of Group I and no excess of 
the reagent, colorless, highly refractive prisms of the formula 
Pb(OH)Cl (» = 2.08 to 2.16) belonging to the orthorhombic sys- 
tem but sometimes also i^pearing as monoclinic prisms. 

Lead chloride is slightly more soluble in water containing a 
little nitric add than in pure water, hence the separation of lead 
as chloride is never complete. 

Lead chloride differs from the chlorides of silver and mercurous 
mercury in being easily soluble in hot water, thus affording a 
ample method of separation. On cooling, the lead chloride no 
longer appears in the forms stated above but assumes that of 
thin pseudohexagonal prisms, rhombs and hexagons. 

Recrystallized in the presence of Group I, double chlorides 
result, which generally separate more slowly. The crystal form is 
quite different from that of the normal salt. It is quite impor- 
tant that the student should be familiar with at least the double 
chloride of cesium and lead (cesium chloroplumbate), since this 
compound not infrequently makes its appearance when testing for 
tin with cesium chloride and is quite apt to puzzle the b^nnra. 
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Alkalies convert lead chloride into a basic chloride to which 
the formula FbClj • 3 PbO • 4 HiO is generally assigned. 

Thallous salts yield with hydrochloric add star- and cross-like 
crystallites differing considerably from those given by lead. 
There is little danger of confusing these two elements, since re- 
crystallizing thallous chloride from hot water, in which it, like 
lead chloride, is soluble, yields well-formed cubes. 

In the presence of chlorides of antimony and bismuth complex 
chlorides of low solubility are sometimes formed, agiunst which 
the analyst should be on his guard. 

Silver gives an amorphous precipitate and mercurous salts a 
fine granular one without resolvable structure. 

EXFERIMBnTS. 

a. To a drop of a concestrated solutioii of Pb(NOi)i add a dn^ of dilute 
HG in the maimet described above. Make several other pieparations varying 
the concentration of the test drops. 

b. Recrystallize a preparation of PbCU by heating to boQing with a Urge drop 
of water. 

c. Recrystallize a preparation of PbCU in the presence of NaCI, another in the 
presence of KO; of NH,a; of CsCL 

d. Test a solution of Pb and Sb. Then one of Pb and Bi. Then one contain- 
ing aU three elements. 

e. To a preparation of PbClj add a drop of NHtOH. 



C. Through.lke Formation of a Triple Nitrite oj Lead, Cop- 
per and Potassium. 

To the moderately concentrated neutral test drop add a 
trace of acetic add, then a fragment or two of sodium acetate 
and of copper acetate. Stir. Then add a fragment of potas- 
»um nitrite. 

There is formed the salt KiCuPb(NO!)ii as tiny squares or 
rectangular plates, or tiny cubes and rectangular prisms which 
are brown by reflected light, jet black by transmitted light. The 
crystals appear to be isometric. 

In this salt the potassium may be replaced by rubidium, yield- 
ing a compotmd of lower solubility, or by cesium which will give 
a salt of less and Anally by thallium, one of least solubility and 
therefore the test of highest delicacy. These salts are probably 
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iscHnorphous- The size of the crystals obtained decreases as 
their solubility decreases. 

This test is a most convenient one if alloys or substances sus- 
pected of containing both lead and copper are being examined. 
It is then only necessary to add to the solution, sodium acetate, 
potassium nitrite and acetic add. If, after waiting a reasonable 
time, no triple nitrite separates, cesium chloride or thallous 
nitrate can be added. 

The nickel salt also forms squares, rectangles and cubes but 
these are light brown by transmitted light not black. 

Cobalt is unmediately precipitated by potassium nitrite as a 
very insoluble double nitrite of potassium and cobalt in the form 
of a reddish brown powder, or in well-defined very tiny cubes and 
octahedra. 

The triple nitrite may be written thus: 

a KNOi • Cu{NO,)i • Pb(NOi),. 
Precautions. 

In very dilute solutions the test fails unless rubidium or cesium 
chlorides are added because of the too great solubility of the 
potassium salt. ConcentraUon may sometimes yield the typical 
black crystals. 

The addition of an excessive amount of potassium nitrite is 
objectionable because of the fact that the triple nitrite is quite 
soluble in solutions of this reagent. On the other hand, it is 
essenUal that the amoimt added be very slightly in excess of 
that called for by theory. It is therefore necessary to proceed 
somewhat cautiously. Add a tiny fragment of nitrite, then 
after waiting a few moments, if no crystals appear add a little 
more. 

Too concentrated solutions of lead yield sandy black precipi- 
tates requiring recrystallization. Recrystallization can be effected 
by adding to the preparation a little water, a trace of acetic 
acid and a slight excess of potassium nitrite, then heating the 
preparation to boihng. Good crystals should appear on cooling. 

Free mineral adds must be absent. 

When the amount of lead is relatively great and <^um chloride 
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is added to increase the delicacy of the reaction a double chloride 
of cesium and lead is formed which separates ^multaneously 
with or even before the triple nitrite. 

EXPERIMENTS, 

a. Test a. prepantioD oontaiuing Pb. 

b. Try another pTeporadon, tbis time mtrodudng RbCI. 

c. Tiy again with CsCl. 

d. By a, series o[ careful dilutions determiiie the linut of the preci{»tfttioD of 
Pb *s the K salt, the Rb salt and the Cs salt. 

t. Test a mixture of Pb and I^) Pb and Co; Pb and Ag. 



D. By Means of Metdiic Zinc. 
Apply the fragment of metal to the center of the drop to 
be tested; see Method ///, page 252. 

The characteristic appearance of the different metals when 
sq>arated from their solution by an element higher in the electro- 
chemical series is often quite sufficient to enable the analyst to 
identify it. The student is already familiar with these peculiari- 
ties through the experiments periormed as outlined on page 254. 

Lead yields beautiful long stiff many branching more or less 
fem-like dendrites, whose side arms are usually at right angles 
to the main stem or rib. Only portions of the formation show 
bright metallic reflections. The chief characteristic of the "lead 
tree" is a long fairly straight trimk or rib with side dendrites of 
irregidar length. 

Of "trees" formed by other metals that of silver most nearly 
resembles that of lead, but is more delicate, more branching, with 
fflde formations at angles other than 90 degrees and exhibits 
splendid silvery white metalUc reflections. 

Tin somewhat resembles silver but the side arms of the " trees " 
are very oblique and parallel one with another, that is, the paral- 
lelism extends across the main axis or rib. The reduction is 
slower with tin. 

None of the remaining metals yield long loose fern-like or tree- 
like forms. Bismuth gives black and gray feathery and mossy 
dendrites with sharp-pointed ends with a characteristic curving 
tendency of the ends of the clusters. The mossy dendrites appear 
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jet black by transmitted light, grayish by reflection, their growth 
is rapid and vigorous, finally occupying the entire area of the 
drop, and is characteristic of bismuth. Antimony yields black 
mossy dendrites but rarely feathery or curving; they appear 
more granular in structure. 

Copper separates as black, compact stout mossy masses with 
sopiewhat tabular or angular ends. 

Cobalt resembles copper somewhat hut forms dendrites less 
readily. Nickel can he made to yield a crystalline deposit only 
with great difficulty; only small mossy patches are usually 
obtainable. 

Gold yields very compact mossy or granular dendrites and 
irregular botryoidal black masses which soon exhibit the char* 
acteristic golden yellow reflections of the metal. 

Precautions. 

To obtain the best results, the solutions should be practically 
neutral or only very sUghtly acid, otherwise the rapid evolution 
of hydrogen will cause the disintegration of the deposited crystal 
masses. If free mineral add is present add sodium acetate. 

Use only cold solutions. 

Employ only a very minute fragment of zinc, otherwise the 
area of metal upon which deposition can take place is so great 
that really characteristic growths will not he obtained. 

In general a moderate concentration is essential to the forma- 
tion of satisfactory dendrites. 

BXPERIHEIITS. 

If a Dumber of elements have not already been tested vndet Method ///. page 
152, try a fragment of Zd in drops of solutions of salts of Pb, Bi, Sb, Sn, Cu, Cd, 
Pt, Au and Hg. 



Crystal Forms and Optical Properties of Common Salts of 

Silver. 
A. ISOTROPIC — Cblondt (I); bromide (I); iodide 

(I or H). 
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B. ANISOTROPIC. 

Bexagonal. — Iodide;' secondary arsenate; sec- 
ondary phosphate. 
Tetragonal. 

Orthorhombic. — Chromate; nitrate; nitrite; sul- 
phate; potassium-^ver iodide. 
Monociinic. 
Tridinic. — Bichromate. 

DETECTION. 
A. By Means of Hydrochloric Acid. 
Apply the reagent by Method /// A , page 254, to the test 
drop previously acidulated with nitric add. 

If silver is present an immediate precipitate should result. 
Examine under the microscope. Silver chloride is so insoluble 
in water that it is thrown down as an amorphous mass. If the 
precipitate is wholly crystalline, either silver is absent or else 
present in very small amount. In order to identify silver in an 
amorphous precipitate it is necessary to recrystallize it. Before 
so doing it is always advisable, and often necessary, to first 
remove the solution from the precipitate and wash the latter. If 
the hydrochloric add has been carefully added and the drop not 
stirred, it is easy to draw off the clear solution from the curdy, 
heavy predpitate of silver chloride. When the amount of pre- 
dpitate is very small it is best to have recourse to the centrifuge 
to accomphsh the separation. After removing the supernatant 
liquid, wash the predpitate once or twice with hot water addified 
with nitric acid. The washed predpitate is then recrystallized 
from concentrated hydrochloric add, or from ammonium hy- 
droxide. 

To the predpitate of silver chloride, at the comer of a slide, 
add a drop or two of concentrated hydrochloric add, and heat 
the preparation over the micro-flame. If the predpitate is not 
completely dissolved, rapidly draw off the hot add, without 
exercising any great care. On cooling, tiny crystals of silver 
chloride separate. Octahedral crystals predominate. 
) Upon heating, Agl becomes isometiic. 
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To the washed precipitate add one or two drops of strong 
ammoniuin hydroxide. After a second or two of contact, draw 
off the anunoniacal solution from any undissolved precipitate. 
Do not heat the preparation. Allow the preparation to stand. 
Almost immediately the drop becomes turbid around the edges, 
because of the separation of minute crystals of silver chloride; 
these crystals increase slowly in aze, but are always very small, 
requiring a moderately high power for distinguishing thdr form. 
From ammoniacal solutions diver chloride seems to separate 
almost invariably in the form of cubes and hexagonal and rec- 
tangular plates. Only rarely are octahedral crystals obtained. 

Of the two recrystallization methods, that with ammonium 
hydroxide will be found to be the better, as well as also the more 
convenient, because of the greater solubility of the precipitate 
in this reagent, and because the employment of ammonium 
hydroxide eliminates many interiering substances. 

I^ead chloride is precipitated in the form of white adcular 
crystals, irregular crystallites and X-like dendrites, soluble in 
hot water and therefore easily removed. 

Mercurous salts yield a granular precipitate, but sometimes 
minute needles. RecrystalUzed from concentrated hydrochloric 
acid tetragonal crystals may be obtained but no cubes and part 
of the salt is converted into "soluble mercuric chloride. Mercu- 
rous salts therefore interfere with the satisfactory detection of 
traces of ^ver by masking the tiny cubes of s^ver chloride. 

Thallous salts yield cubes and stars. 

Treated with ammoniiun hydroxide, diver chloride dissolves 
with the formation of the compound AgCl-2NH, (Isambert). 
If mercurous chloride is present the precipitate turns black imder 
the action of the reagent, an insoluble compound being foimed 
which Barfoed has shown to be a mixture of metallic mercury 
and the compound Hg-NHa-Cl. If, therefore, diver chloride 
is present only in traces in a precipitate consisting chiefly of 
mercurous chloride, ammonium hydroxide may dissolve practi- 
cally no sUver chloride, since the finely divided metallic mercury 
may reduce the greater part of the silver salt to metallic silver. 
(Silver follows mercury in the electrochemical series.) Under 
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suck conditions it is necessary to exercise the greatest care in 
order to avoid missing the little silver which is present. 

Elements forming oxychlorides may under exceptional con- 
ditions be predpitated with the silver. 

It is also well to bear in mind that the addition of hydrochloric 
add may force back the dissodation of certain salts to a degree 
causing the separation of a solid phase. 

Precautions. 

When working with concentrated hydrochloric add or strong 
ammonia, great care must be used to avoid spoiling the micro- 
scope and objectives. It is essential to work rapidly. 

The drop is addified with nitric add because the presence of 
this reagent favors the ^glutination of the partides of silver 
chloride, and hinders at the same time the predpitation of oxy- 
chlorides, etc. 

Decanting after predpitation is advisable, mice the crystal 
form of silver chloride is changed by many compounds when the 
former is crystallized in the presence of the latter. Still other 
compounds completely ruin the test. Although there is, of 
omrse, danger of the occlu^on of some of these objectionable 
salts by the silver chloride, this difficulty is reduced to a mini- 
mtun by avoiding too concentrated test drops and washing the 
predpitate. 

Washing the predpitated silver chloride with hot water re- 
moves the greater part of the lead chloride which may have been 
carried down with the silver. 

BZPESIHEIfTS. 

a. Precipitate with dilute HCl, a test drop contaimng AgNOi. Separate and 
wash the precipitate; then recrystallize it by the above described method, using 
concentrated HCl. Then repeat the experiment, using NH/3H as the solvent 

b. Make a mixture of Ag and Pb, test by both redystallization methods. 

c. Id like manner test a mixtute of AgNO, and HgNOi. 

d. Predpitate with HQ a test drop containing Pb and Ag; recrystalliie the 
predpitate without drawing oS the solution. In like oiamier test mixtures of Ag 
and Zn, Ag and Cd, Ag ai>d Sb, Ag and Pt, Ag and Sn, Ag and Cu. 

t. Try recrystallization o( AgCl in the presence ot pboq)bates, in the presence 
of sul^riiates and in the presence of molybdates. 
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B. By Means of Ammonium BichronuUe. 

Addify the test drop with nitric add. Add a fragment 
of the reagent at the center. Allow to stand a few seconds. 

Dark red triclinic pleochroic crystab of the formula AgiCrjOi 
appear in the fonn of thin plates, havii^ a rectangular or more 
or less symmetrical coffin-like outline. Aggregates of irregular 
broken scales are also abundant. 

Insuffidently addihed drops or those which are very concen- 
trated yield as the first crop of crystals, tiny rods or needles so 
dark colored as to appear black; after a time there will generally 
separate in addition to these rods, the characteristic plates and 
scales mentioned above- 
Cold solutions of lead yield only a bright yellow amorphous 
precipitate. But from hot solutions, thin but long and slender 
monoclinic prisms are formed, not however of lead bichromate 
but having the composition FbCr04. Lead chromate is sohible 
in sodium hydroxide solutions. 

Mercurous salts yield with ammonimn bichromate, in solutions 
addified with nitric add, a nmnber of different compounds (see 
Mercury) varying in composition and appearance according to 
the conditions which obtain. There is, however, little danger of 
confusing these salts with the silver bichromate, since they all 
appear as dark red crosses and bundles of irregular outline. 
These compounds may, however, seriously interfere with the 
recognition of silver if the latter is present only in traces. Mer- 
curous chromate is insoluble in sodiimi hydroxide, a distinction 
from lead.^ 

Silver bichromate can be recrystallized from hot water, but 
better results follow the use of dilute nitric add or of ammonium 
hydroxide. From hot nitric add very beautiful preparations 
can be obtained. According to some investigators the crystals 
which separate on cooling from a hot neutral aqueous solution of 
the bichromate predpitate are not silver bichromate, but normal 
silver chromate AgsCrOi- 
Ammonium hydroxide dissolves silver bichromate with ease. 

> If, however, only a minute quantity of sodium oi potassium bydnudde is used, 
» led baac chromate of lead lesulta. 
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The crystals separating from the ammoniacal solution are, accord- 
ing to some chemists, complex salts, containing one or more mole- 
cules of NHj. ■ The recrystallized product separates in the form 
of needles, skeleton crystals and masses resembling lichens. 

Unless the original predpitation was made in nitric add solu- 
tion both strontium and barium may, under unusual conditions, 
be predpitated. It is well to bear this in mind when recrystal- 
lizing from ammonia. 

In the presence of much lead the reaction often fails. Instead 
of the dark red salt, small yellow prisms of entirely (Merent 
appearance separate. In such an event either £rst remove the 
lead with a drop of dilute sulphuric add and then add the bichro- 
mate, or else add, immediately after the fragment of the reagent, 
a drop or two of dilute sulphuric add. Usually in a short time 
good crystals can be obtained. The use of sulphuric add in 
connection with the bichromate complicates matters, since the 
crystals separating in the presence of the sUver sulphate formed 
in the reaction may be either those of the salt AgjCrjOr or the 
salt Ag3Cr04; the latter compound is usually formed when the 
amount of nitric add is small and that of silver sulphate large. 
Normal silver chromate is isomorphous with normal silver sul- 
phate, normal silver selenate, and anhydrous sodium sulphate; 
all are to be referred to the orthorhombic system. Because of 
this isomorphism of the sulphate and chromate very interesting 
and instructive preparations may be obtained. Silver sulphate 
separates from solution generally in the form of highly refrac- 
tive, transparent, colorless, rhombic octahedra, but in the pres- 
ence of silver chromate these colorless octahedra increase in size, 
turn first yellow, and finally a more or less intense brownish 
red. 

Normal potassium chromate added to neutral solutions of 
silver causes the predpitation of normal silver chromate; but 
when the test drop is first addified with nitric acid the crystals 
separating probably con^st of both the chromate and bichro- 
mate. When recrystallized from hot nitric add the predpitate 
will usually consist of the bichromate alone. When ammonium 
hydroxide is the solvent employed to recrystallize the silver diro- 
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mate, the compound separating is thought to have the fonnula 
AftCrO* . 4 NH,.' 
Nonnal potas^um chrtnnate produces in neutral or slightly acid 
solutions of manganous salts sheaves and bundles of a dnnamon 
brown manganous chromate soluble in excess of add. Bichro- 
mates cause no precipitates in solutions of manganous salts. 

Precautions. 

The test drop must be moderately concentrated with req>ect 
to silver. 

When working with test drops acidified with nitric acid there 
is little danger of any interference by members of the caldum 
group. 

Large amounts of the salts of the alkalies seem to have an 
injurious effect when but little silver is present. 

In all analytical work it is safe to assume that the presence of 
any elements which are predpitated as chromate or bichromate 
in add solution will interfere with the reaction for silver, particu- 
larly when such elements are in excess of the latter. 

Wbite alloys believed to contain silver can be tested for this 
element by drawing across them a streak of a solution of ammo- 
nium bichromate in nitric add. The color of the streak is gener- 
ally suSdent to indicate the presence or absence of diver, but 
if the streak of the reagent be examined under the microscope 
(best with an illuminating objective or some form of vertical 
illuminator) in the presence of silver the characteristic dark red 
crystals of silver bichromate will be easily distinguished. 

BZPERIUEHTS. 

■I. To ft modentdy concentrated neutral test drop add a fragment of 
CNH.),Cr,0,. Then try K.CiO*. 

b. Acidify test drops with HNOi, then add the above reagents in turn. 

c. Decant the mother liquor from a predpitated test drop and reciystallize the 
Ag salt by heating with H^. Try another preparation by heating nith dilute 
HNO|. RecrystaJlize a third portion of the Ag compound, usiag NHiOH. 

d. Make a miiture of AgNO, and PbNO,, addify with HNOi, then add a dic^ 
01 two of dilute HtSOt and finally a. fragment of (NHOtCnOi. 

' LadcDburg, Handwdrterbuch, 10, 713. 
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«. Repeat the last eq)eTiment, adding this time the (NHOiCriDi first, and thea 
theHiSO.. 

/. Test seven] different prepaiations coDtoiiuiig miituies of the Ca gioup 
andAg. 

g. Test a mlxtuie of AgNOi &nd HgNO). 

k. Make a rather concentrated neutral test drop of AgNOi, add a tiny crystal 
of NstSOi. Study the A^SOi, which soon separates. Then add to the prepara- 
tion a fragment of (NHt)iCqOi. Note well all that takes place. If a selenate is 
at band, substitute it in a new preparation for the NaiSOv 



C. By Means of Arsenic Add. 

The reagent is made by intiodudng into a drop of a 
dilute solution of arsenic add a tiny drop of dilute ammonium 
hydroxide; stir. 

Apply the reagent by Method /, page 251, 

Silver arsenate Ag^AsOt (hexagonal) in the form of a fine 
granular precipitate is immediately produced; later, thin plates 
and plate-like prisms appear. The majority of the crystals 
which separate have the appearance of hexagonal plates. Their 
color by transmitted light varies from a reddish yellow in very 
thin plates to reddish brown with a dnge of dirty violet or even 
deep black as the thickness of the crystal increases. 

Crystallites bristling with long slender needles also abound. 

Silver arsenate is insoluble in acetic add, soluble in hot nitric 
add and easily soluble in ammonium hydroxide. Good prepa- 
rations can be obtained by recrystalli^g from dther of the 
latter solvents. 

In case ammonium hydroxide b employed, the colorless solu- 
tion resulting contains the compound Ag^AsO^ • 4 NHg, as has 
been shown by Widman. This tetra-ammonia salt can be made 
to crystallize in the absence of air in colorless needles, but on 
coining in contact with the oxygen of the air they turn red. It 
follows from this that the crystals obtained by recrystallidng 
silver arsenate from ammonium hydroxide are doubtless of vari- 
able composition. 

Although the crystals of silver arsenate are neat, well formed 
and characteristic, the reaction cannot be considered as a satis- 
factory one for silver because of the fact that most of the other 
metals usually assodated with silver are also predpitated by 
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arsenic add, thus seriously interfering with the test. Solution 
of the precipitated arsenate in ammonium hydroxide and draw- 
ing off will usually effect a partial separation at least, and yield 
a more satisfactory test, but on the other hand the rendering of 
the drop alkaUne may lead to the separation of arsenates which 
are sohible in adds but insoluble in alkaline solution. 

Arsenic add applied as indicated may yield with caldiun salts 
a separation of the compound NH4CaAs04 ■ 6 HiO, ortho- 
rhombic, isomorphous with the corresponding pho^hate; the 
crystals appear as large envelope-like crystallites with more or 
less ragged edges. If the solution be dilute hemimorphic fonns 
identical with those of ammonium magnesium pho^hate are 
seen, but generally of a larger size. Strontium yields minute - 
stars and crystalline grains; barium a dense amorphous pre- 
dpitate. 

Members of the magnesium group yield colorless crystalline 
double anunonium arsenates isomorphous with their double 
ammonium phosphates. Good crystalline compounds will be 
obtained with the alkaline earths and with the magne^imi group 
only when considerable ammonium hydroxide has been added 
to the reagent or whea the test drop is distinctly ammoniacal; 
mider these circumstances the detection of silver as arsenate may 
be masked. 

Although silver arsenate is of little value as an icientity test 
for silver it is of con^derable use in detecting arsenates. 
Precautions. 

The arsenic add may be added directly to the test drop to 
dtber neutral or to weak nitric add solutions, but the best and 
most uniform results seem to follow the procedure suggested 
above. 

The amoimt of ammonium hydroxide added to the reagent 
drop must never be suffident to neutralize all the arsenic add 
and give rise to an alkaline solution. 
Note. 

It is of theoretical interest to consider in coimection with the 
arsenic add test for silver, the behavior of compounds of the 
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elements analogous to arsenic as shown by their position in 
the Periodic System. We find, for example, crystalline salts 
o{ silver with phosphorus, as silver phosphate; with antimony, 
silver antimonate; with vanadium, silver vanadates; with chro- 
mium, silver chromates; with molybdenum, silver raolybdates. 
Of these salts the chromates and vanadates can be employed for 
the detection of silver, but the phosphates, antimonates and 
molybdates cannot be made to yield sufficiently characteristic 
results. 

BXPBRIHEnTS. 

a. Test a neutral Eolutioii of AgNOt in tlie manner suggested above. 

b. Reciystallize a preparation of AgiAsOt from HNO|. 
e. Tiy another preparatioo with NIUOH. 

J. Test a mixture of Ag and Pb. Then one of Ag and Hg. 
e. Try the above reaction on salts of Ca, Si and Ba, first alxit, then in mii- 
tuRi but with tK> Ag present. 
/. Try salts of Mg, Zn and Cd. 
g. Try a salt of Ca in the presence of much NHtO. 



COPPER. 

Crystal Forms and Optical Properties of Common Salts of 
Copper. 

A . ISOTROPIC. — Cuprous chloride, bromide and 

iodide. 

B. ANISOTROPIC. 

Hexagonal. 

Tetragonal. — Ammonium-copper chloride; potas- 
sium-copper chloride. 

Orthorkombic. — Chloride; sulphate plus 4 NH,. 

Monoclinic. — Acetate; potassium-copper sul- 
phate. 

Triclinic. — Sulphate. 

DETECTION. 

A. By Means of Ammonium Mercuric Sulpkocyana 

The reagent is applied by Method /, page 251 , to r 

weakly acid solutions ; it must be neither alkaline nor amn 

The appearance, properties and peculiarities of copper 
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eaipbocytataXe have been discussed at length under Zinc on page 
309, to which the student is referred. 

To obtain the tiuly characteristic moss-like and radiating 
crystallites the drop being tested must contain but little copper. 
The double sulpbocyanate is sufficiently soluble to require several 
minutes for its appearance in very dilute solution. 

Since the zinc salt is much less soluble and possesses the pit^ 
erty of adsorbing any coj^r present with a change of color from 
white through brown and black, a little zinc acetate or sulphate 
added to the drop to be tested before the reagent is applied will 
greatly increase the delicacy of the reaction. Infinitesimal per- 
centages of copper may be thus detected. 

The sulpbocyanate test is the most satisfactory and generally 
useful identity test for copper we possess. 

EXPERIHEnTS. 

Hiese have alituly been peifonned under Zinc. 



B. By Means of the Triple Nitrite Reaction. 
When copper alone is to be tested for, proceed as follows: 
To the moderately concentrated drop add a fr^ment or two of 
sodium acetate if free mineral add is present, if not add a tiny 
drop of dilute acetic add, next add a fragment of lead acetate 
and stir until dissolved. Finally add a fragment of potassium 
nitrite. The bladt triple nitrite of potassium, copper and lead 
KiCuFb(NOi)« which is formed has been described under Lead, 
page 327 (q.v). By adding rubidium, cesium or thallous salts 
the deEcacy of the reaction may be greatly increased. 

If nickel is present it will separate as a triple nitrite of similar 
composition KiNiPb(NC>i)«, light yellow or yellow-brown, in 
squares and cubes of larger size. They diflEer from the copper 
compoimd in never being black. 

Cobalt is unmediately predpitated as insoluble potas^um 
cobalt nitrite. 

In testing alloys or mixtures likely to contain lead, copper, 
nickel and cobalt, it is best to modify the above procedure. 
Sodium acetate is first added, then potassium nitrite followed by 
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acetic add. Cobalt will immediately be precipitated. If lead 
and nickel or copper are present the yellow or black or both triple 
nitrites will eventually separate. If none appears, a little lead 
acetate is added; tiny black squares and cubes indicate copper. 
Poweriul oxidizing agents must be absent. 



a. Test tor Cu in CuSO,; in Cu(NO,),. 

b. Try the reacUon in add Eolution; b anunoniacai solutimi. 

c. Try in like manner a mixture of Cu and Ni, Cu and Co. 



C. Other Useful Reactions for Copper, which may arise in 
Testing for Other dements. 

Cesium chloride foims two very characteristic double 
chlorides with copper CsCl ■ CuCU in golden yellow rectangular 
plates, squares and short stout prisms and a less frequently met 
with orange colored salt of unknown formula. These char- 
acteristic double salts frequently appear when testing for tin, 
antimony, or bismuth with cesiimi chloride or on rare occasions 
when testing for aluminiun. Ferric chloride also forms a yellow 
double chloride with cesium chloride. The color and the appear- 
ance of the cesium iron chloride is quite different from the copper 
salt and the combination does not take place so readily. 

Potassium ferrocyanide in acetic acid solutions yields an 
amorphous red-brown predpitate. Added to ammoniacal solu- 
tions there appear after a time white dendrites of copper ferro- 
cyanide ammonia a (NHj) • Cusre(CN)».^ The addition of acetic 
add causes these dendrites to become red. 



ALUMINUM. 

Crystal Forms and Optical Properties of Common Salts of 
Aluminum. 

A. ISOTROPIC— The almas {!). 

B. ANISOTROPIC. 

Hexagonal. — Sulphate; chloride (6 HiO). 
Tetragonal. 

' Behreni, Anldtung, p. 73. 



J42 ELEMENTARY CHEMICAL MICROSCOPY 

Orthorhombic. —Niti&te (usually M). 
Monoclmic. — Nitrate (or O). 
Tridmic. 

DBTEcnoiT. 

A . By Means of Cesium Sulphate. 
Apply the reagent by Method ///, page 252. 

Cesium alum CsAl(SO«)i • 12 HjO separates in lai^e, beauti- 
fully formed, biilliant, colorless octahedra, dodecahedra or in 
combinations of the cube and octahedron (isometric). Dendrites 
and many faced crystal aggregates are also frequent. 

Test drops containing cesium aliun have a great tendency to 
remain in a state of supeisaturation. Often a single large crystal 
only will appear. In such an event, crushing the crystal and 
<lrawing its fragments through the drop will almost invariably 
yield a large crop of weC-formed crystals. 

Schoorl suggests keeping as a reagent a sample of pure cesium 
alum. When testing for aluminum he adds cesium sulphate (or 
chloride) and after concentration to about the point of super- 
saturation, the tiniest possible fragment of cesium alum is intro- 
duced into the preparation and instantly pressed upon and 
crushed with a platinum wire, thus seeding the drop and causing 
the immediate appearance of the alum crystals, providing of 
course that almninum is present. 

Testing for aluminum with cesium sulphate leaves little to be 
desired as to accuracy and elegance, but requires a little practice 
to learn just the proper concentration. Too dilute a test drop 
requires very long waiting. Spontaneous evaporation leads 
almost invariably to supersaturation. Evaporation over the 
micro-flame is very unsatisfactory. On the other hand, the 
addition of the reagent to too concentrated a test drop gives 
rise to the immediate formation of dendritic masses and skeleton 
crystals. It is true that the experienced worker will usually at 
once recognize these dendrites as due to the presence of aluminum, 
but in view of the fact that beautiful and far more characteristic 
crystab can be obtained, the worker ^hould not be satisfied with 
malfonned crystals. 
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In the presence of magnesium sulphate there is fonned a double 
sulphate of magnesium and ce^iun ; hence in dealing with such 
cases it is necessary to add a sufficient amount of cesium sulphate 
to permit of the formation of both the cesium magnesium sul- 
phate and the cesium alum. It is very seldom that the cesium 
magnesium sulphate separates j when it does the crystals are to 
be referred to the monoclinic system. 

Manganous sulphate will likewise form a double sulphate with 
ce^um sulphate separating in monoclinic crystals. 

Cesium alum is one of a group of double sulphates known as 
"alums," having the general formula Ms(SO«)i ■ NjSOi • 24 HjO, 
where — M— can be Al, Cr, Mn, Fe, In, Ga, Tl; and — N— 
Na, K, Rb, Cs, NH,, Ag, or Tl. AU alums are isomorphous, 
and are to be referred to the isometric system. Theoretically, 
therefore, one would be led to expect that the presence of ele- 
ments capable of taking the place of aluminum in alums would be 
liable to interfere with the test for aluminum. But in addition to 
their property of being able to replace aluminum in these double 
sulphates, we must consider the crystallizing power of the com- 
pounds formed. It is herein that lies the explanation of the 
value of cesium sulphate over and above that of any other of the 
sulphates we might be inclined to select. Of the above listed 
alum-forming elements, aluminum is the only one which unites 
with cesium or rubidiimi sulphates to form easily crystaUizable 
alums. The other elements unite with these two sulphates only 
with difficulty, and the alums formed can be regarded, from a 
microchemical standpoint, as difficultly crystaUizable. Sodium, 
potassium and ammonium sulphates readily unite to form more 
or less crystaUizable alums with the other alum-forming elements 
as weU as with aluminum. 

Not infrequently it will be found that cesium alum has a 
marked tendency to adsorb various substances which may be 
present, leading to a modification of the crystal form or to colored 
soUd solutions. 
Precautions. 

Although it is obvious that in the case of simple compounds 
converted into sulphates it is merely necessary to add the reagent 
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and allow the preparation to crystallize, it is esseotial that due 
regard be paid to (i) just the right concentration, (3) the absence 
of much free sulphuric Eicid, (3) the absence of other free mineral 
or organic adds, (4) the absence of colloidal substances. 

To avoid most of these difficulties it is always advisable to 
proceed as follows: To the drop to be tested add ammonium 
hydroxide in slight excess, decant the solution and wa^ the 
gelatinous precipitate with water. Then add a drop of water 
and follow it with a very httle dilute sulphuric acid, only just 
enough to dissolve the aluminum hydroxide. Warm gently; 
cool, and to the drop add a fragment of the rei^ent. After a few 
seconds, beautiful large crystals of ceaum alum s^Mirate. 

Ce^um chloride can be employed as reagent, providing that 
the solution to be tested contains a little free sulphuric add. The 
chloride is, however, not as satisfactory as the sulphate, particu- 
larly in the hands of beginners, for ce^um chloride crystallizes 
in the isometric system, thus sometimes leading to confusion. 
Cesium sulphate, on the contrary, crystallizes in the ortho- 
rhombic system. An examination of a preparation containing 
the latter salt, between crossed nicols, will therefore permit of an 
easy differentiarion between crystals of cesium sulphate and 
those of cesium aliun. 

If cesium sulphate is not at hand it may be prepared from the 
chloride in this manner: Place a drop of sulphuric add at the 
comer of a slide or on platinum foil; add a small crystal of 
cesimn chloride and evaporate to dryness. If no fumes of sul- 
phur trioxide escape, add another drop of add and heat again. 
It is evident, that by this method of treatment, in the majority 
of cases, it is in reality primary cesium sulphate that is formed, 
and not the normal sulphate as implied above. Care must there- 
fore be exerdsed in its use. 

The difficulties often ^q>erienced with this test by the beginner 
are generally due to too much sulphuric add in dissolving the 
aluminum hydroxide and to too much add in preparing the 
cesium sulphate. 
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EXFVIOlISIfTS. 

a. To ft teat drop consutiiig of s solution of Ak(SO0i add s ftagment of the 
reagent. 

b. Precipitate another drop with NHtOH, decant, wash the precipitate, dia- 
tolve in the least possible amount of £tSQt and test. 

c. Try RthSO, as reagent; then K,SO.; Na.SO,, {NHJiSO.. Try CsCl. 

d. Test for Al in the presence of free UQ; free HNOt. 

e. Test pieparatioDS containing Al and Fe; A] and Cr; Al and Mn; Al, Fe and 
Cr; Al and Mg; Al in the presence of phosphates. 

/. Prepare ^des of chiome alum, iron alum, etc., then nuitures of these various 
alums; note isomorplusin. 



B. By Means of Ammonium Fluoride. 

See Method XV, page 268. Apply the fluoride in solid 
form (Method III). 

Use a celluloid object slide. 

From neutral solutions or those containing at the most only a 
trace of free mineral add a double fluoride separates having the 
formula 3 NH4F • AlFi or considenng this to be an alumino- 
fluoride its formula may be written (NHt)aAlFt. It crystallizes 
in very tiny clear-cut colorless octahedra belonging to the iso- 
metric system. 

Alimiino-fluorides of the same formula of potassium, rubiditun, 
cesium and sodium are known; they are even less soluble than 
that of ammonium and therefore can be obtained only in such 
minute crystals as to be useless as a test. Lithium alumino- 
fluoride is also very insoluble. 

The ammonium, potassium, rubiditun and cesimn salts are 
isometric and form isomorphous mixtures; but the sodium salt 
is monoclinic. 

In these alkali fluorine compounds the aluminum can be re- 
placed by titanium, chromium, iron and vanadium. But in the 
case of zircono-fluorides, silico-fluorides (see page 279) and 
plumbo-fluorides the salts have the composition MtRF«, where 
M is an alkali metal and R may be Zr, Si or Pb. 

Crystalline double fluorides of aluminum with copper, nickel 
and ^c have been described, but these are too soluble to appear 
under the conditions which usuaUy obtain in an analysis. 
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Employ only neutral solutions. 

Always have an excess of ammonium fluoride, for if not a 
compound of different formula results appearing as very tiny 
rods, worthless as an identity test for aluminum. 

Salts of lithium, sodium and iron must be absent 

The presence of silicon and analogous elements will generally 
seriously complicate matters, and may ruin the test, owing to 
the formation of silico-fluorides, etc (See ammonium silico- 
fluoride tests, under sodium and barium.) Aluminum silico- 
fluoride is gelatinous, and does not crystallize. 

Testing for aluminum with ammonium fluoride generally yields 
results a trifle quicker than Method A , but the delicacy of the 
reaction is very little greater. Moreover, Method B is subject 
to many complicaUons and interferences, and there is always 
danger, in spite of great care, of damaging objectives by the 
corrosive vapors arising from the test drop, ^ce objectives of 
moderate power and therefore short working distance must be 
employed. For these reasons, testing with ammonium fluoride 
cannot be considered as being as satisfactory as the cesium 
sulphate method. One of the chief reasons for inserting the test 
in this series is the fact that crystals of ammonium alumino- 
fluoride may occasionally appear when ammonium fluoride is 
being employed for other purposes, and the presence of ahi- 
minum is not suspected. 

The method of testing for aluminum by heating with ammo- 
nium fluoride in a platinum cup has been described under 
Method XV, page 270 (q.v.). The results thus obtained are in 
most cases somewhat more reUable than those given above but 
require more time, patience and care. 



TIN. 

Crystal Forms and OpticaJ Properties of the Common S<Uts 

of Tin. ' 
A. /SOr.ROi'/C.—TetTsaodide (I); potassium chloro- 
stannate (I). 
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B. ANISOTROPIC. 
Bexagonal. 
Telragonal. 

Orthorkombic. — Tetrabromide. 
Monodinic. — Stannous chloride + 2 HjO; stan- 
nous fluoride, stannic chlorides. 
Tridinic. 

DETECTIOH. 
A . By Means of Cesium Chloride. 
Apply reagent by Method /, page 251. 
In testing for tin it is best to evaporate to dryness repeatedly 
with moderately concentrated nitric acid, thus converting the 
element into the insoluble dioxide. The dry residue is extracted 
repeatedly with dilute nitric add to remove interiering elements 
and finally dissolved in aqua regia and the excess of add removed 
by evaporation. Dissolve the moist residue in water. There 
is thus obtained a compound which we may term cblorostannic 
add,' with which cesium salts yield an immediate predpitate 
of cesium chlorostannate CsgSnClt in the form of tiny colorless 
highly refractive regular octahedra and cubes. Rubidium gives 
a similar compound of peater solubility and therefore yielding 
larger crystals, but of suffidently high solubility to render the 
separation of the crystalline phase too slow to be of practical 
use. These three chlorostannates are isomorphous. The am- 
monium salt is more soluble than the above and the presence of 
ammonium compounds is therefore objectionable; the same is 
true of sodium which yields NaiSnCU • 5 HiO. 

Both iron and copper are apt to be adsorbed by the tin oxide, 
in such an event yellow or red double chlorides of copper or iron 
and cesium will eventually make their appearance. Occasionally 
if much iron is present the crystals of cesium chlorostanoate are 
colored yellow. 

Lead if present may give octahedra of ceaum chloroplmnbate 
CaJ>bCl,. 

' This compound may also be n^aided as a hydialed stanmc chloride. 11 
evaporated to dryness there will be obtained SnCli ■ xHtO, where x is 3, 5 or S. 
All three salts are ayitaUine and all can be referred to -the monodinic system. 
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As already noted aotimony gives hexagons and bismuth rhombs 
of the corresponding cbloroantimonate and chlorobisnuthate. 

In the event of no precipitate appearing after some time, add a 
fragment of potas^um iodide. This may lead to the fonnation 
of cesium iodostannate CstSnl* of less solubility than the chloro- 
stannate. The iodo-compound separates in yellow cubes and 
octahedra.^ 

In the case of simple salts or mixtures it is usually sufficient to 
convert into chlorides by evaporating with hydrochloric add; 
then dissolve in water, acidulate with hydrochloric acid and add 
the drop of ce^um chloride solution. But in such an event one 
must remember that double chlorides of Sb, Bi, Cu, Fe, Al, Zn, 
Cd, Pb, etc., will almost invariably separate if present. 

If much tin is thought to be present use rubidium chloride in 
preference to cesium chloride. 

Note. — It is of considerable theoretical interest to note that 
in the compounds of the type just con^dered MjRClc, MiRfirs 
and MiKU, M may be K, Rb, Cs, (NH*) and R may be Se, Te, 
Sb, Fb, Sn, Pt, Ir, Os, Pd, Ru. All salts of this series are iso- 
morphous (Groth). 

EZPERIBIEnTS. 

Defer untfl Bl u being studied. 



ARSENIC. 

Crystal Forms and Optical Properties of Common Salts of 

Arsenic. 
A. ISOTROPIC. — Trioxide (I, also, but rarely mono- 

clinic). 
B. ANISOTROPIC. 

Hexagonal. — Triiodide; silver arsenate (second- 
ary, normal is I?). 
Tetragonal. — Secondary potassium arsenate. 
Orthorhombk, — Caldum-ammonium arsenate; 
magnesium-ammonium arsenate. 

* It Is probeble that the product actually obtained ia a solid solution of Ca^n^ 
iaCstSnCU. 
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Monoclinic. — Primary ammonium arsenate; pri- 
mary sodium arsenate. 
Triclinic. 

DBTBCnOK. 
A. Through the Formation of Arsine and its Reaction vdth a 
Crystal of Silver Nitrate. 

Use the fet il t in g tube, Fig. 133, page 248, as a generator, 
as indicated in Figs. 138 and 139. 




A[q>&istus for the Detection oF Anenic 

Fit the side tube with a plug of soft wood P. Introduce two or 
three fragments of arsenic-free zinc Z, and through a pipette 
dilute hydrochloric acid A (the acid will not flow into the lower 
part of the tube until the plug P is loosened), fnsert a loose 
plug of absorbent cotton C which has been soaked in lead acetate 
and dried. The plug P is next withdrawn. The add is allowed 
to flow upon the pure zinc; a tiny drop of water s is introduced 
into the side tube and the plug reinserted. This drop makes a 
tight seal and prevents loss of gas. The tube is now tipped 
downward and a tube drawn down to a capillary and containing 
loosely a tiny crystal S of silver nitrate and one L of lead acetate 
b attached by means of a short piece of rubber tube R. From 
time to time the crystal S is examined to see if it changes color. 
If after some minutes S remains clear and colorless remove P, 
insert the material to be tested by means of a bit of drawn-out 
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glass tubing or a fr^ment of solid may be pushed in by i 
of a platinum wire. Close the tube by means of a dn^ of water 
and the plug P. The reaction may be hastened by wanning A 
over the micro-flame. If arsenic b present the crystal of silver 
nitrate turns yeUow due to the formation of a onnpound beGeved 
to have the composition AsA^ • AgNOa, and rapidly changes 
to black through the reduction to metallic sHvct. The lead 
acetate remains unchanged unless hydrogen sulphide is evolved. 

In add solution antimony will yield stibine which reacts iq>on 
silver nitrate in a similar manner althoi^ the yellow compound 
b practically never seen. Pho^hine or hydrogen su^ihide turn 
the silver nitrate black at once, but the sulphur compounds should 
have been held back by the lead acetate cotton. The crystal L 
is introduced merely to make sure that any blackening of S can- 
not be due to volatile sulphur compounds. 

To differentiate between arsenic and antimony we may sub- 
stitute fragments of aluminum for the zinc and a solution of 
potassium hydroxide for the add. Under these conditions, no 
stibine is evolved, only arsine passes off with the hydn^en. 
Metallic antunony is precipitated in part and dqjosited in part 
upon the aluminum. 

In place of a crystal fragment of sUver nitrate we may employ 
a fragment of mercuric bromide or a textile fiber soaked in mer- 
curic bromide and dried; in the latter case a much finer capillary 
tube can be used and the delicacy of the reaction is somewhat 
increased. Asine turns mercuric bromide red or brown. 

B. By Reduction to MetaUic Arsenic and Subsequent Oxidalum 
to Arsenic Trioxide. 

The powdered material is mixed with a small quantity 
of dry anhydrous potassimn ferrocyanide and introduced into a 
thin walled tube of hard glass drawn down to a point and fused. 
The tube is tapped gently to cause all the material to collect in 
the tip of the tube. Heat the material gently at first and finally 
raise the temperature to a red heat. The arsenical compound is 
reduced; arsenic is set free and condenses upon the walls of the 
tube as a brownish mirror. Antimony will yield a black or metal- 
lic mirror; mercury a sublimate of tiny silvery spheres. Certun 
compounds of carbon or sulphtur may yield dq>odts upon the 
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glass closely resembling the arsenic mirror. It is therefore 
essential to carry the test a step farther; to this end, cut off the 
closed tip of Uic tube and heat the mirror over the micro-fiame. 
The arsenic will be vaporized and oxidized, collecting upon the 
cool walls as AsjOi in the form of glistening colorless highly re- 
fractive (« = 1.755) isometric crystals in the form of octahedra 
or as derivatives of the octahedron. These crystals are soluble in 
potassium hydroxide solutions and are precipitated therefrom 
in the form of octahedra by stroi^ nitric add. 

ARSENATES. 

By Means of Silver Nitrate. 

Apply reagent by Method /, page 251, to the ammoniacal drop. 

This reaction has already been discussed at length under Silver, 
Method C, page 337. 

By Means of Zinc Chloride in Ammoniacal S<4uUon. 

To the test drop add ammonium hydroxide, then apply the zinc 
chloride by Method /, page 251. 

Ammonium xiac arsenate NHiZnAsO* • 6 HiO separates in 
the same forms as those described for ammonium magneaum 
phosphate (q. v.) with which it is isoraorphous, as also with the 
compound NH4ZnP04 ■ 6 HjO; but the crystallites of the am- 
moniiun zinc arsenate are more feathery than those of the 
ammonium magnesium phosphate. Phosphates must be absent. 

ARSENITES. 

By Means of Silver Nitrate. 

Apply the reagent by Method /, page 351, to the ammoniacal 
drop. 

Lemon yellow sUver arsenite is immediately precipitated first 
as an amorphous mass, later crystallizing in a variety of fonns. 
The first crystals appear as exceedingly tiny adcular crystals in 
masses, stars and crosses, later as fusiform grains, and still later 
as thin rods with notched ends, or long irregular adcular prisms. 
Eventually some oxidation takes place and there will appear 
crystals of silver arsenate. Silver arsenite is soluble in adds 
and in ammonium hydroxide, hence the amorphous predpitate 
partially redissolves. 
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BZPERIMBNTS. 

a. Test by Method A the folloiriiig: solutiong of AsA; of NaAaOi; of 
HiEAsOt; ODC drop of commerdal HiSOi; one drop of commerdal HCl; ti^Dg 
first the AgNOi crystal and then the HgBri fiber. 

b. Test the above compouDda by Method B. 

e. Teat the same compouDds with AgNOi; and finally with ZdCIi. 



ANTIMONY. 

Crystal Forms and Optical Prop^ties of Common Salts 
of Antimony. 

A. ISOTROPIC. 

B. ANISOTROPIC. 

Hexagonal. — Red tri-iodide; strontiuin-aiitinioDyl 

tartrate; lead-antimonyl tartrate. 
Tetragonal. — Barium-antimonyl tartrate (T or O). 
Orthorhombic. — Yellow tri-iodide (O or M) ; ba- 
rhmi-antiinonyl tartrate; potassium-anti- 
moiiyl tartrate; sodhim-antiinoDyl tartrate. 
Monodinic. — Antimonyl chloride. 
Trklimc. 

DETECTION. 
A . By Means of Cesium Chloride. 

Apply reagent by Method 7, page 251, to the drop acidi- 
fied with hydrochloric add. 

A double chloride of cesium and antimony of the formula 
2 CsCl ■ SbClt • 2} HsO separates in hexagons and elongated ^- 
nded plates. Many of the hexagons show a system of straight 
or curving ribs extending from the center to the angles of the 
hexagons. 

Bismuth yields rhombs or long plates showing an hexagonal 
outline, and having a lower solubility than the antimony salt. 

Copper yields a series of double chlorides varying in color from 
bright yellow to deep red. These salts usually separate in rec- 
tangular prisms, but the red compound sometimes assumes forms 
closely resembling the iodo-compounds referred to below. 

Tin causes the immediate precipitation of tiny regular octa- 
bedra of the formula CsiSnCla, a salt of chlorostannic add. 
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Cesium chloride has remarkable powers of forming more or 
less difficultly soluble double chlorides with a large number of 
elements and we may thus expect to often find in preparations 
to which cesium chloride has been added an abundant crop of 
well-formed crystals, whose origin is puzzling unless we know 
what elements are present. 

The cesium chloride test is made more satisfactory and much 
more sensitive by obtaining an iodo-salt instead of that described 
above. This is accomplished by adding a fragment of potassiiun 
iodide to the test drop after applying the cesium chloride. Crys- 
tals of a double iodide of cesiimi and antimony having the same 
form as the double chloride are obtained but they are deep orange 
yellow or orange red instead of colorless. The composition of 
these crystals is not well established, but the weight of evidence 
seems to be that three molecules of Csl unite with two or three 
molecules of Sblj, rather than with Sbl4. 

The test thus performed is an excellent one, but requires con- 
^derable experience in order to properly control the conditions. 
The test drop must be neither dilute nor concentrated and only 
just sufficient hydrochloric acid should be present to prevent an 
antimonyl compound from forming. It is also better to adopt 
for this iodide modification the method of applying the reagents 
suggested by Schoorl,* namely adding a fragment of cesium 
chloride to one ^de of the drop and a fragment of potassium 
iodide to the opposite side. 

The double iodide of bismuth separates in rhombs and elon- 
gated hexagons, rarely in the regularly formed hexagons of the 
antimony salt. Their color is a deeper orange (or even a red) 
than that of the antimony double iodide. 

Tin forms yellow cesium iodostannate in regular octahedra. 
Precautions. 

When iodine separates it is an indication that too small an 
amount of potas^um iodide is present. 

In the event of a precipitate resulting upon the addition of 

hydrochloric acid at the beginning (Ag, Pb, Hg, Cu) sufficient 

add should be added to complete the reaction. Decantation or 

* Bdtrlge c. mikrocbem. Anal. Wiesbaden i9og, p. 49. 
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filtration should then be resorted to aad the dear solution care- 
fully concentrated to remove the excess o{ add until a drop of 
water causes a predpitate of antimonyl (or bismuthyl) dJoride. 
Then very carefvUy add hydrochloric add with thorough stirring, 
until the predpitate jtuf dissohes. 

EZPBRUCEnTS. 

Dder until Bi is being studied. 
ANTBIONATES. 

The composition of the various antimonates commerdally 
available appears to be qmte uncertain. The only one of im- 
portance is the potassium salt sold variously as potassium anti- 
monate, metantimonate or pyroantimonate; it usually conforms 
fairly dosely to the formula HiKiSbiOr • 6 HiO. It is difficultly 
soluble even in boiling water. 

Sodium salts in neutral solution yield, with antimonates of this 
type, very insoluble sodium pyroantimonate, separating as tiny 
lenticular grains or larger fusiform crystals singly or uniting in 
more or less globular masses. From dilute solutions what appear 
to be tetrahedra, octahedra or rectangular prisms are formed. 
Although appearing to be isometric the crystals are to be referred 
to the tetragonal system. 

Magneaum salts in neutral solution yield HjMgSbjOr ■ 9 HjO 
first as an amorphous predpitate, later crystallizing in thin 
transparent colorless hexagonal plates, and as small, irregular 
spherulites. OccaMonally stars or rosettes or short hexagonal 
prisms are obtained. The magneaum salt is dimorphic, being 
dther hexagonal or monoclinic according to conditions. 

Of the two tests that with sodium is the more satisfactory. 

If it is necessary to neutralize a test drop in testing for anti- 
monates use potassium carbonate. 

Ammonitim salts interfere with the sodium and magnesium 

tests. 

BISMUTH. 

Cryslai Forms and Optical Properties of Common Salts 

of Bismuth. 
A. ISOTROPIC. 
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B. ANISOTROPIC. 

Hexagonal. — Sulphate (9 HaO). 
Te^agonal. — Bismuthyl chloride. 
Orthorhombic. 
Monoclinic. 

Tridimc. — Nitrate (?); bismuthyl nitrate. 
DETECTION. 

A . The Addition of Water to neutral or very faintly add so- 
lutions followed by the fonuation of a heavy white amotphous 
or granular precipitate should lead to the suspicion of the 
presence of bismuth. From the chloride, the compound BiOCl 
is obtained and from the nitrate BiONO* • H^O. 

B. By Means of Potassium Sulphate. 

This test has been discussed at length under Sodium, 
Method B, page 276, and also under Potassium, Method B, 
page 3S4, to which the student is referred for details. 

Neither arsenic, antimony, nor tin yield a crystalline depodt. 
The test is therefore one of the most satisfactory for the recog- 
nition of bismuth, providing lead is absent. Lead yields a gran- 
ular or amorphous (or rarely crystalline) precipitate with potas- 
sium sulphate. It is therefore necessary to first remove the 
lead by precipitating with sulphuric add in the presence of 
nitric add before proceeding to test for bismuth. With this 
end in view add to the solution to be tested nitric add, then a 
drop of very dilute sulphuric add — if no predpitate results, 
evaporate until fumes of sulphur trioxide are formed. Then 
proceed as described under Method //, page 252, Experiment a. 
If a predpitate forms with the sulphuric add decant, centrifuge 
or filter the solution to remove the lead, after which evaporate 
with sulphuric add and proceed as above. 

C. By Means of Cesium Cfdoride. 

This test has already been discussed tmder Antimony, 
Method A, pa^e 352. 

The only spedfic difference between the double chlorides of 
these two elements is that with bismuth there is a greater ten- 
dency toward rhombic plates. Conversion into double iodides 
gives a salt darker colored than that with antimony. 
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A great excess of hydrochloric add seriously reduces the 
delicacy of the reaction, while nitric and su^huric usually pre- 
vent the separation of typical crystals. 

The student must bear in mind the caution given under anti- 
mony that ce^um chloride has a strong tendency to form double 
salts, e^)ecially with lead, copper, cadmium, zanc, aluminum, etc 

BXPBRIHBRTS. 
a. Try CsQ upon a aolution of Sn in HCl. 
i. Try the teat upon Sb in HCl solution; upon Bi in HCl wlutkiD. 

c. Tiy converting the cfaloro-salts of these three elements into the iodo ctm- 

d. Try testing for Sb and Bi in turn in the presence al a littk Cu- 

t. Try mixtures in which some of the other metals aic present which form 
ciysUlliiablc double chlorides with CsCl. 

D. Other Important Tests. 
With Primary Potassium OxtUate. (See Manganese, 
"Metbod A, page 359.) 

With Ammonium Bichromate. (See Silver, Method B, 
page 334.) 

CHROMIUM. 

Crystal Forms and Optical Properties of Common Salts 
of Chromium. 

A. ISOTROPIC. Chrome alums (I). 

B. ANISOTROPIC. 

Hexagonal. 
Tetragonal. 

Orthorhombic. —Barium cbromate (orM); calcium 
chromate (or M); potassium chromate; 
silver chromate; sodium chromate; stron- 
tium chromate (or M); zinc chromate.' ' 
Monodinic. — Ammonium bichromate; ammonium 
chromate; barium chromate (or O) ; calcium 
chromate (or O) ; lead chromate; strontium 
chromate (or O) . 
Triclinic. — Potasaum bichromate; silver bichro- 
mate;^ sodium bichromate. 

I In the presence of FeSOi ■ 7 H|0 the salt separates monodinic 
* AgiCrfOi dissolved in water decomposes into A^CiOi and Crd. 
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DBTECTtON. 

A. In simple sails we may obtain the foUomng colors and 
reactions: 

a. Soluble chromales are yellow, bichromates red, their solutions 
yellow. Solutions of chromium salts where chromium acts as a 
base, when heated in acid solution, are green. 

b. Chromium yields with ammonium hydroxide a bluish or 
greyish green or greyish lavender hydroxide. In the presence 
of ammonium salts, especially ammonium chloride, this hydrox- 
ide is partially soluble with the formation of the compound 
CrCU ■ 4 NH«. Boiling drives off the ajnmonia and chromium 
is completely precipitated as Cr(OH}t. 

c. Silver nitrate ^ves in solutions weakly add with nitric add 
a characteristic deep red chromate with both cbromates and 
bichromates (see Silver, Method B, page 334). In neutral 
solutions the bichromate yields a crystalline silver chromate 
somewhat more readily than the bichromate but the difference 
is too slight to be of any practical use in differentiating between 
the salts. 

d. Alkali chromates added to neutral solutions of manganous 
salts give a characteristic manganous chromate, but alkali Im- 
chromates give no such reaction (see Manganese, Method B, 
page 360). 

B. By Conversion into Cesium Chrome Alum. 

To a drop of the solution to be tested add ammonium 
hydroxide. Should a reddish liquid result, boil. Decant the 
solution from the bluish or greenish predpitate. Wash the pre- 
dpitate once or twice. Add a tiny drop of water and then very 
carefully the kast possible amount of dilute sulphuric add which 
will just dissolve the predpitate. Evaporate carefully nearly to 
dryness and add a tiny drop of water. Finally introduce near 
the center of the drop a fragment of cesium sulphate. Cesium 
chrome alum will almost immediately separate in characteristic 
alum crystals, the octahedron and dodecahedron predominating 
(isometric). These crystals have a faint bluish tint by trans- 
mitted light. The peculiar purple color of chrome alum will 
not be seen unless they attain a relatively large size and reflec- 
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tions from their faces become noticeable. To be of value as a 
test for chronuum both the crystal form and color must be taken 
into account. 

Free mineral adds should be absent, as also the salts of organic 
adds. 

In general we must observe the same precautions as in test- 
ing for aluminum with cesium sulphate. (See Aluminum, Method 
-4, page 34a.) 

It is obvious that other "alum" forming elements, such as 
aluminum, iron and manganese, must be absent or present only 
in traces. 

Since all the alums are isomorphous it is often possible to start 
crystallization by introdudng into the test drop an infinitesimal 
trace of potash alum when by chance the preparation shows a 
tendency to supersaturate and no crystals form, or even better, 
add a similar tiny fragment of ce^um alum. In such an event 
we must place our chief dependence upon the color of the crystals 
separating. 

BZPBRIHBNTS. 

Test dmple salts of Cr as described above, then employ more oi less complei 



C. Detection of Chrojtnum in Complex Mixtures such as 
Alloys, etc. 

iiethod of Behrens.' — Place the finely-divided material on 
an object slide. Add a fair-sized drop of concentrated nitric 
add, heat to boiling, decant the add to another slide and treat 
the residue again in the same manner. Repeat until all is dis- 
solved or until sufiident material has passed into solution. 
Unite all the drops and evaporate to dryness. By means of a 
tiny spatula carefully scrape off the dry mass into a platinum 
cup or upon a piece of platinum foil. Add a very small quantity 
of sodium carbonate-potassium nitrate fusing mixture (3:1) and 
heat until a dear fu^on results, adding more fusing mixture if 
necessary, but being careful to use no more than absolutely neces- 
sary. The yellow fused mass is (Ussolved in water, concentrated 
■ Behiens, Anldtiing, i Aul. 186. 
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to small bulk, acidified with acetic add, a trace of sulpburic 
add added and into the drc^, a drop of ^Iver nitrate is caused 
to flow. Silver sulphate will first separate in its characteristic 
foim but will be colored yellow or red through the solid solution 
of silver diromate in it. Later the red-brown or blackish crys- 
tals of silver chromate appear. 

EXPEBIHBNTS. 

a. Look over notebook records of eipeiinieDts made under S3ver — Eq»., 
Method B, page 336. Similar crystals will be obtained upon testing for Cr with 
AgNCV 

b. Test (or Cr in sevenl different Cr oompouDds by Method B. 
e. Test by Method B in Cr salts, mixed with Al, Fe, Cu, N1. 
i. Test lor Cr in chrome Eron. 



MANGANESE. 

Crystal Forms and Optical Properties of Common Salts 
of Manganese. 

A. ISOTROPIC. 

B. ANISOTROPIC. 

Hexagonal. 
Tetragonal. 

Ortkorhombic. — Potassium permanganate. 
Monoclinic. — Acetate (ous); chloride (ous); am- 
motiium-manganous sulphate; potassium- 
manganous sulphate; sodium-manganous 
sulphate. 
Triclinic. — Sulphate (ous) . 

DETEcnon. 

A. With Manganous Salts Oxalic Acid or Primary Potassium 
Oxalate forms Ckaracteristic Crystals of Manganous Oxalate. 

Obtain a thin uniform film of dry potassium oxalate upon 
the shde; Method IV, page 255. Draw across this film the 
neutral solution of the material to be tested or a solution sUghtly 
addified with acetic add. Six-armed stars of MnCi04 • 3 HiO 
separate. These stars result from the intersection of thin twinned 
prisms. They polarize strongly,, extinguish parallel to their 
length and exhibit brilliant polarization colors. 
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This test is excelleot when pure manganous salts are being 
dealt with, but is seriously affected by much alkali and ammonium 
salts or by the presence of those elements readily precipitated as 
oxalate, for example, the elements of Group VIII of the Periodic 
System, or those of Group II. 

Free mineral acids seriously interfere. 

With solutions highly concentrated with respect to manganese 
no reaction will be obtained nor will satisfactory results follow 
the use of too dilute test drops. 

Silver, lead, mercurous and stannous salts should be absent. 

EXPERDOITTS. 

0. Test as above MnSO.. Then tiy the Addition of a drop of HiQOi to » tett 
drop by Method 7, page 151. 

b. Try effects of free adds upon the test. 

e. Test mixtures of MnSOi with membera of Group VIII. 



B. By Means of Potassium Ckromate. 
Apply reagent to test drop by Method ///, page 253. 

Sheaves of yellowish brown, adcular, strongly pleochroic 
crystals separate from neutral or feebly add solutions; but from 
drops containing a trace of free-nitric add stout dendritic masses 
and dusters of yellowish brown prisms are obtained. The test 
drop should be moderately concentrated. 

Nitric add greatly slows down the reaction and if present in 
more than traces prevents the formation of crystals. The other 
mineral adds behave in a similar fashion. 

With pure manganous salts this test is excellent, but is of 
little value in the presence of silver, lead, mercury or in fact any 
element forming a difficultly soluble chromate. 

See Silver, Method B, page 334; Mercury, Method B, page 
321. 

Potassium bichromate applied as above gives no crystalline 
predpitate. 

EXPERIMENTS. 

a. Test a drop of MnSOi with KiCiO,; with KiCriOr. 

b. Repeat the test, previously acidifying with HNOii withHCI; irithHCiHA. 
e. Repeat in the presence of Ag, of Pb. 
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C. Through Fusion with a Mixture of Sodium Carbonate and 
Potassium NUrate. 

The fusion should be made in a small platinum cup or 
upon platinum foil, using the smallest possible amount of the 
fusing mixture which will react with the unknown. It is always 
wise to first obtain the hydroxide or oxide and employ this 
material for the fusion. 

If manganese is present a green color is obtained, due to the 
formation of manganates of sodium and potassium NatMnOi, 
KjMnOt. 

Iron and chromium mask the reaction. 

BXPEKIHEKTS. 
0. TettuveraldiffcRnt Mn compounds by furing on platiDum foil oriD a bead 
(mPtiriie. 



D. By Means of Phosphates in Ammoniacal Solution. 

Manganous salts are precipitated as NHiMnPO* • 6 HiO. 
See Magnesium, Method B, page 304; Nickel, Method B, 
page 365; Cobalt, Method C, page 367. 

The hemimorphic crystals obtained usually grow somewhat 
longer than those of magnesium but are otherwise identical. 
They are proved to be due to manganese by adding hydrogen 
peroxide which causes them to turn brown. 



£. By Means of Sodium Bismuthate. 

Dissolve the material in concentrated nitric acdd and 
evaporate the solution to dryness. Dissolve in dilute nitric add, 
add several small portions of sodium bismuthate, stirring after 
each addition, allow to stand a short time; a pink or purple color 
results with a precipitation of brown oxide of manganese. Next 
add very careftdly in tiny fragments just sufficient, no more, 
sodium thiosulphate to dissolve the precipitated oxide. A 
colorless milky drop results; add a drop of nitric acid (i : 4) 
and stir thoroughly. Now again add carefully and slowly a 
very little at a time sodium bismuthate. A beautiful pink or 
purple color is developed due to the permanganate formed. 
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To complete the test add a fragment of rubidium chloride, 
stir, add a drop of water and allow a drop of perchloric acid to 
flow into the drop. Crystals of rubidium perchlorate are imme- 
diately formed, taking up the permanganate in solid solution and 
yielding pink or purple crystals. 

BZPBSIHBNTS. 

Test this method first upon pure Mn salts, then upon mtxtures of otber dements 
withMD. 



IRON. 

Crystal Forms and Optical Properties of Common Salts 
of Iron. 

A. ISOTROPIC. Iron alums (I). 

B. ANISOTROPIC. 

Hexagonal. — Chloride (when sublimed). 

Tetragonal. 

Orthorhombic. — Ammonitmi-feiTic chloride; oxa- 
late (ous). 

Monoclinic. — Sulphate (ous);' ammonimn-ferrous 
sulphate; sodixmi-ferric oxalate; potassium- 
ferric oxalate. 

Tridinic. 

DETECTION. 

A . By Means of Potassium Ferrocyanide. 
To the test drop, apply a fragment of the reagent by 
Method ///, page 252. 

A dark blue precipitate or color indicates iron. The precip- 
itate is soluble in alkalies, insoluble in adds. It is therefore 
always best to acidify with hydrochloric acid before adding the 
ferrocyanide. 

The presence of much copper may seriously interfere with the 
test because of the formation of brown copper ferrocyanide. 

' But if magnesium sulphate is present, ortbocbombic 
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EXPERIUBHTS. 

a. Teat for Fe in limple salts. 

b. Test in atmpkx mixtum with other dements wbidi will be predpitAted by 
K^FeCCNV 



NICKEL. 

Crystal Forms and Optical ProperHes oj Common Salts 
of Nickel. 

A. ISOTROPIC. 

Anmionia nickel nitrate (I). 

B. ANISOTROPIC. 

Hexagonal. 

Tetragonal. 

Orthorhombic. — Sulphate. 

Monodmic. — Acetate; chloride; nitrate; sulphate; 
anunonium-nickel sulphate; potassium- 
nickel sulphate. 

Tridinic. 

DETECnOIT. 

CH, - C = NOH 

A. By Means of Dimethyl Glyoxime, I 

CH, - C = NOH 

To a drop of the solution to be tested add ammonium hydroxide 
until in slight excess. Decant the solution of the hydroxides 
which have been dissolved by the ammonium hydroxide, from 
those which ate insoluble. Close to the clear ammoniacal drop 
place a large drop of a freshly prepared saturated solution of 
dimethyl glyoxime. Cause the ammoniacal drop to flow into 
the reagent. 

Nickel yields an immediate rose-pink or magenta-colored 
precipitate — at first amorphous in character, later changing into 
a felt of exceedingly fine adcular crystals. Near the edges of 
the crystalline mass tiny needles form in star-like and irregular 
bristling clusters. Often a yellow precipitate is first formed, 
changing only slowly into pink. 

The nickel salt of dimethyl glyoxime has the formula 
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Ni(C4HTNiOi)j. No Other element yields a similar aiq>eariiig 
compound. 

The reaction is an exceptionally sen^tive one; exceedingly 
small amounts of nickel may be thus detected save in the pres- 
ence of large amounts of cobalt or copper. Neither cobalt '■ nor 
copper alone yield a precipitate, but both these metals mask or 
prevent the formation of the typical nickel compound; a yellow 
amorphous precipitate results in which can be foimd only a few 
masses of the jnnk needles. 

Copper can be easily removed by deposition upon a jMcce of 
zinc foil prior to the addition of the ammonium hydroxide. 
This is accomplished by placing the weakly add drop upon a 
clean bright piece of zinc. As soon as a black spot is formed 
the drop is decanted to a new position, and as soon as it is ob- 
served that the zinc is not at once stained the drop is decanted 
upon an object slide, ammonium hydroxide added and the test 
for nickel appUed. 

Cobalt may be removed by adding to the almost neutral drop, 
a fragment or two of potas^um nitrite, warming to hasten sohi- 
tion, and then adding a drop of acetic add. Potassiiun cobalt 
nitrite is predpitated. After a few seconds the liquid is de- 
canted from the predpitate which clings tenadously to the glass 
and ammonitun hydroxide is added, ignoring any few tiny par- 
ticles of the nitrite whidi may have been carried over. The 
glyoxune test can now be applied with assurance of detectii^ 
nickel if present. 

An excess of neither ^ver nor zinc appears to influence the 
reaction for nickel. 

Dimethyl glyoxime gives with iron salts a red color. In 
testing for nickel, therefore, we often obtain an indication of 
the presence of iron in spite of the fact that ammonium hydroxide 
has been added; for in the presence of ammonium salts the 
addition of ammoniimi hydroxide to ferrous solutions will not 
predpitate all the iron, owing to the formation of soluble double 

' All the aamples of cobalt salts sold as C.P. tested by the BUthcr have given k 
slight predjHtate with the reagent, probably due to tracts of nickd present in the 
materiaL 
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salts, such as (NH4)iS04 ■ FeSO. or a NH4CI • FeCli. Non- 
volatile organic adds prevent the predpitation of ferric hydroxide 
and the ferric salts thus remaining in solution will react with 
the glyoxime. 

B. Other Tests for Nickel. 

1 . Triple nitrite of lead nickel and potassium KaPbNi(NOj)e. 
See Lead, Method C, page 327 ; Copper, Method B, page 340. 

2. Ammonium nickelous phosphate NHiNiPO* • 6 HjO. 
See Magnesium, Method B, page 304. This salt is isomorpbous 
with the magnesium salt. 

Note. — The addition of hydrogen peroxide causes no change 
in the color of the crystals of ammonium nickel phosphate, but 
will turn those of cobalt brown. 

EXPEKIHEHTS. 

a. Try the glyoxime reactioD on alU of Ni in NHaOH ud in add solution ; and 
In different concentrations. 

b. Tiy test upon Co compounds. 

c. Moke a mutture ol Ni and Co and test. 
J, Test for Ni in Che presence of much Cu. 

Bemove the Cu from a drop by means oE metallic Zn and test again. Then tiy 
the detection of Ni in the presence of much Fe. 

e. Apply the phosphate test to a Ni salt and as soon as the crystals are well 
formed, allow a dn^ of H|(^ to flow into the drop. Repeat the process with a 
Co salt 



COBALT. 

Crystal Forms and Optical Properties of Common Salts of 
Cobalt. 

A. ISOTROPIC. 

B. ANISOTROPIC. 

Hexagonal. 
Tetragonal. 
Orthorkombic. — Ammonium-cobalt pho^hatei 

purpureo-chloride (pseudotetragonal). 
Monoclinic. — Acetate; chloride; luteo-chloride; 

nitrate; potassium-cobalt sulphate; roseo- 

chloride; sulphate. 
Tridinic. 
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DBTECnON. 
A. By Means oj Ammonium Mercuric Sidphocyanate. 
See Zinc, Method A, page 307; Copper, Method A, page 
339- 

Mercury cobalt sulphocyanate Hg(CNS)i • Co{CNS)j sepa- 
rates as dark blue prisms, usually in irregular clusters. Its 
solutions have the tendency to supersaturate and it is therefore 
necessary to give the reaction considerable time, or even evapo- 
ration over the micro-flame may be advisable. Crushing the 
first crystals appearing near the circumference of the drop and 
drawing the fragments across often expedites the reaction. 
Nickel yields no crystals and does not interfere unless in ex- 
. cesavely great amount 

Precautions. 

The test drop should be neutral or only slightly add with 
acetic acid, but must not be alkaline. 

Better results are to be obtained with mineral acid salts than 
with those of organic adds. 

EXPERIHERTS. 
The itudent should refer to fais notes under Zn, where the results of bis ex- 
perieDce with the lesgcDt iqMtii Co should be found. 



B. By Means of Potassium Nitrite. 

To the neutral or sUghtly add drop add a fragment of 
potassium nitrite. Stir. Then warm and add a drop of acetic 
add. 

Potassium cobalt nitrite 3 KNO2 ■ Co(NOi), • ij HjO is im- 
mediately predpitated in the form of tiny cubes; so minute as 
to simulate an amorphous or finely-granular deposit. These 
crystals appear black by transmitted light, yellow by reflected 
light. From hot solutions there may sometimes be obtained 
crystak recognizable as cubes and octahedra. 

This test has its greatest value in a negative way since fulure 
to obtain the very insoluble double nitrite may be considered as 
indicative of the absence of cobalt. 
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Upon obtaining a yellow precipitate, decant the supernatant 
liquid, convert the double nitrite into the chloride, nitrate or 
su^hate and test for cobalt by Method A . 

BXPBRIMEHTS. 

These have already been tried under Lead, Method C, page jig (q.v.). 



C. Other Tests for Cobalt. 
As ammonium cobaltous phosphate NHiCoPO* -SHjO; 
isomorphous with the magnesium, nickel and manganese am- 
monium phoEphates. See Magnesium, Method B, page 304. 
Add hydrogen peroxide and warm. The cobalt compound 
turns brown. 



The following brief outline may serve as a guide to the steps 
to be taken in the microchemical analysis of the simple "un- 
knowns" which will be given to the student for practice. 

1. Examine the material with a low power. 

2. If foimd to consist of several components, try to isolate 
them, using forceps, or scraping off particles with a knife point, 
a hie or a tiny drill. 

3. Test solubilities in water, HNOi, and NH4OH and note 
whether the solutions obtained yield crystals on evaporation. 

4. Subject the crystalline material to polarized hght and deter- 
mine whether it is isotropic or anisotropic. If the latter, whether 
it exhibits parallel or oblique extinction. This should afford 
a clue as to the probable nature of the salts obtained. 

5. Add a drop of dilute HCl — presence or absence of Pb, 
Ag, Hg, (Cu). Decant, and test solution as in 6. To residue 
add NILOH. 

6. Add a drop of dilute HsSO* — presence or absence of Ca, 
Sr, Ba, Pb, Ag, Hg, (Sb, Bi), and salts of low solubility. 

7. Add to a drop, a drop of ammonium mercuric sulpho- 
cyanate — presence or absence of Zn, Cu, Cd,Co,Fe, (Ag), (Pb), 
(Au), (Mn). 
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S. Add to a dix^ a little CsCl and KI — preseace or absence 
of Pb, Sn, Hg, Ag, Sb, Bi, (Cu). 

9- Add to HCl sohitioB HjPtCU — presence or absence of K, 
NH4, Na. 

10. Add zinc-sulphide-fiber, then at once a drop of NH4OH 
— presence or absence of Pb, Ag, Hg, Cu, Bi, Cd, As, Sb, Sn, 
Ni, Co, Fe, AI, Cr, Mn, Au, and salts insoluble in NH,OH. 

11. Or instead of proceeding as in 10, add HKCgO* — pres- 
ence or absence of Ca, Sr, Ba, (Mg), Zn, Cd, Sb, Sn, Pb, U, Mn, 
Fe, Ni, Co, Cu, Ag, (Hg), (Cr). 

12. Test for the adds. 

13. From the solubility tests, optical behavior and above 
reactions make a list of the elements which are probably absent 
and proceed to make identity tests for those which can be 
present. In all tests applied observe carefully the precautions, 
notes and interferences given in the discussion of the test. 

14. Make special tests for siUcates, titanates, etc. 

THE COMMON ACIDS. 

The detection of the add radicab (anions) by microchemical 
reactions is much more difficult than the identification of the 
bases (cations). This is largely due to the relatively high 
concentrations employed, to rapid evaporation taking place 
during manipulations and to the fact that through the adtUtion 
of reagents many complex salts are formed of lower solubilities 
than those originally existing in either unknown or reagent. 

In the elementary course whose outUne b covered by this 
textbook the identification of the add ra(Ucals in simple salts 
or ^mple mixtures alone is undertaken. With materials of this 
nature the qualitative analysis is comparatively easy and no 
elaborate directions or schemes of procedure are necessary. 
Most of the tests for the adds have already been studied and it 
is merely necessary in most cases to reverse the test for the 
bases to enable us to properly identify the adds. 

The behavior of the crystals, obtained in a test, toward polar- 
ized light will be found to be of great value in identifying the 
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salts present in a mixture. The student should have acquired 
therefore, early in the course, the habit of examining his prc^ 
orations between crossed nicols. Proceeding in this manner in 
connection with the qualitative tests we can usually determine 
the true nature of the salts present. 

In testing for the acids it is essential that the student shall 
always examine the preparations before they evaporate to dry- 
ness and that he shall carefully observe the various precautions 
which have been given in the discussion of the various tests for 
the bases. 

When dealing with an unknown substance first spread out 
a litUe of the dry material upon a slide and examine it with 
a low power. If the material is not homogeneous, endeavor 
to pick out particles of its different components, using a plat- 
intim wire or glass rod. Then work upon each component 
separately. 

Try the solubility in water, adds, etc. 

Test the reaction toward litmus-silk (Method VIII, page 260) 
or other indicator. 

If the material is crystallizable, make observations as to its 
probable crystal system. Test the crystals between crossed 
nicols. 

Finally make rough estimations of the refractive indices by 
the immersion method or make melting-point determinations, or 
both, if possible. 

For convenience in microchemically testing for the acids we 
may make use of the following slight modification of the Bunsen- 
Treadwell classification of the adds, based upon the behavior 
of their salts toward silver nitrate, and toward barium chloride, 
in neutral and in nitric add solutions. 

In case a free acid is to be dealt with it is best to add ammo- 
nium hydroxide in slight excess and drive off the excess, after 
neutralization, by evaporation to dryness. Then proceed as 
follows: 

I. To « drop of the moitnttij concentrated aqueona aolntica ol the im- 
known apply a drop of concentrated aolution of aDrer nitrate by Mettod /, 
pageas"- 
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A. No precipitate is produced and no crystalline deposit is ob- 
tained until the drop concentrates through spontaneous ev^x>- 
ration. See I. A, below. 

B. A colored precipitate is produced. See I. B, below. 

C. A white or colorless precipitate is produced. See page 371. 
After a few seconds apply a small drop of nitric add (i : 3) to 

the zone of precipitate. 

1. The precipitate dissolves in whole or in part. If only in 
part, decant the solution and apply a fresh drop of nitric add 
to the residue, to ascertain if the unknown consists of a mixture 
of both soluble and insoluble silver salts. 

2. The precipitate is unaffected. 

n. To anotlm drop of the dllnte aqnaona ■ointiaB idd & drop of buimi 
chknide MdatioiL Set pa^ 151. 

A. No precipitate results. See page 372. 

B. An amorphous, ^anular or cryslaUine precipitate is pro- 
duced. See page 372. 

1. The precipitate is soluble in whole or in part in ruiric add. 

2. The precipitate is ins(duble in nitric add. 

nL To ■ ^rop of the dflnte aqneont •alati(a of tte onknown material add 
a drop of nitric add. A gnmilar or amorphooa predpttato rwnlta. See pace 



I. A. No Precipitate Tvith Silver Nitrate. 
Chlorate. 

Fluoride; silicofluoride.^ 
Nitrate. 
Perchlorate.' 
Sulphate.* 

I. B. The Precipitate is Colored (by Reflected Light). 
Arsenate. Red, brown or thick crystals black. 

Arsenite. Yellow. 

Chromate, bichromate. Red, brown or black. 

> Ciyitals separate slowly (nmi moderately amcentrated solutkoi ot evoi 
from dilute solutions on long standing. 
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Ferricyanide. 


Yellowish-red, or brownish-red. 


Iodide. 


So faintly yellow as to appear white. 


lodate. 


So faintly yellow as to appear white. 


Manganate, permaiiganate. 


Violet. 


Nitrite. 


Colorless unless in masses, then 




greenish. 


Pliosphate. 


Yellow. 


Sulphide. 


Black or brown. 



I. C. 1. The White or Colorless Precipitate Dissolves. 



Salts. 

Acetates. 

Borates. 

Carbonates. 

Cyanates. 

lodates. 

Nitrites. 
Oxalates. 

Sulphates. 
Sulphites. 
Tartrates. 

Tbiosu^)hates. 



Crystalline; prisms and plates. 

Granular. 

Amorphous or granular. 

Dense amorphous. 

Granular or crystalline in tiny stars or fine 
needles. Difficultly soluble in HNOt. 

Long slender needles. 

Granular or crystalline; short stout prisms, 
rhombs or hexagons. 

Prisms, rhombs and crystallites. 

Granular or crystalline; prisms. 

Amorphous becoming crystalline; crystallites 
and prisms. 

Dense amorphous, or granular, white changing 
to yellow, red-brown or dark brown due to 
formation of silver sulphide. When much 
su^hur separates the precipitate may ap- 
pear to be insoluble in HNOi. 



The Colorless Silver Salt is IrtseUMe in Nitric Add. 



Chloride. 
Bromide. 
Iodide. 



Hypochlorite. 
Ferrocyanide.' 
Sulphocyanate. 



■ Thru ydlowish red or biown when drop of nitric add is apfJied. 
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n. A. No Immediate Precipitaie is Obtained with Barivm 
Cfdoride. 

Acetate. 

Arsenate.' Ferrocyanide,* 

Borate.' Iodide. 

Bromide. Nitrate. 

Chlorate. Nitrite. 

CUoride. Oxalate.* 

Cyanide. 

Cyanate. 

Ferricyanide. 



n. B. I. 


Barium Chloride gives a Precipitate Soluble in Nitric 


Acid} 






Sdts. 




nitric Kid Ui^Oied. 


Arsenites. 




Amorphous. 


Carbonates. 




Amoiphous or granular; becoming 


Cbromates, bichromates. 


Yellow granular, or crystalline, only 






slowly soluble in nitric add. 


Cyanates. 




From concentrated solutions, in 
prisms. 


Fluorides. 




Granular. 


lodates. 




Stars and dendrites. Only slowly 
soluble. 


Phosphates. 




Amorphous or granular. 


Sulphites. 




Granular or crystalline. 


Tartrates. 




Granular. 



n. B. 1. The Predpilate obtained with Barium Chloride is 
Insoluble in NUric Add. 
Silicofluoride. 
Sulphate. 

Chromate, bichromate and lodate precipitates are only 
slowly soluble in nitric add. 
I mth ccmceDtTated solutions of these salts buium diloride wiD ^e • slowly 
(onDcd crystal dqw^t 

* Concentrated nitric add precipitates barium nitrate in large colorieis, iso- 
metric crystals. 
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m. Nitric Acid produces an Amorphous or Granular Pre- 
cipitate. 

Molybdate. 

Silicate. 

Tungstate. 

Titanate. 

Zirconate. 
Note. — It must be remembered that the addition of strong 
nitric add will cause a crystalline precipitate in the case of many 
salts of low solubility. 



A somewhat better scheme of separation of the acids has been 
proposed by C. G. Hinrichs ' based upon the behavior of their 
salts toward acetic and sulphuric adds when heated. 

Group I. — Salts which when heated with strong acetic add 
are decomposed and certain components are volatilized. 

Carbonate (COj). 

Cyanide (HCN). 

Hypochlorite (to CI). 

Hyposulphite (SOi). 

Nitrite (oxides of N). 

Sulphide (H^S). 

Sulphite (SOj). 
Group II. — Salts which when heated with stroi^ sulphuric 
add are decomposed and certain components are volatilized. 

Acetate (HCjHA). 

Borate (B(OH),). 

Bromide (HBr). 

Chlorate (HCIO,). 

Chloride (HCl). 

Cyanate (COi and NH,, latter forms (NH4)iS04). 

Ferrocyanide (HCN). 

Ferricyanide ^ICN). 

Iodide (HI). 

Nitrate (HNO»). 

* Hinridw, Miciodiemical Analysis, p. it6, SL Louis, 1904. 
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' Group III. — Non-volatile with su^huiic add. 
Arsenate. 
Arsenite. 
Chromate, Mchromate. 

Manganate. 
Permanganate. 
Phosphate. 
Sulphate. 
The separation by the above method may be carried out as 
described under Distillation, page 245. 

ACETATES. 

o. With Silver Nitrate in concentrated, approximately neutral 
solution, pearly scale-like crystals of silver acetate are obtained. 
Later these develop into long thin prisms with more or less 
irregular sides and ends. Those in which ax edges are de- 
veloped give terminal angles a trifle over 90 degrees, and extinc- 
tion almost parallel with their length (extinction angle 8 degrees). 
To confirm the test distil a portion acidified with phosphoric 
add. In the absence of pho^horic add, sulphuric add may 
be employed. 

b. With Mercurous Nitrate added to concentrated solutions. 
Colorless plates and prisms; the thin six-sided prisms have their 
terminal angles equal to 100 degrees and exhibit parallel ex- 
tinction. 

c. With Sodium Chloride and Uranyl Nitrate in approximately 
neutral solutions. Sodium uranyl acetate is obtained. See 
Sodium, Method A, page 274. Add the uranyl nitrate to the 
drop of unknown, and draw this solution across the dry film of 
sodium chloride. 

ARSENATES. 

a. With Silver Nitrate. See Silver, page 337 ; Arsenic, p^e 351 . 

b. With Zinc Acetate and Ammonium Chloride in Ammotiiacal 
Solution. See Magnesium, page 306. 

ARSENITES. 

a. With Silver Nilraie. See Arsenic, page 351. 
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BORATES. 

a. Wilk Ammonium Fluoride in Dilute EydrodUoric Acid Solu- 
tion. Add to the drop on a celluloid slip NaCl, or BaCl:, then 
the reagent, then a trace of HCl. See Sodium, page 279. 

Precautions. — Silicon, titanium and zirconium must be ab- 
sent. The test drop must be moderately concentrated. 

b. Test mik a Turmeric Linen Fiber. See page 261. 

BROMIDES. 

a. Staining Starch Yellow. 

To a diop of the solution to be tested add a trace of dilute 
sulphuric add, warm gently. Cool. Add a very little potato 
starch, just enough to give a few granules in the center of the 
drop. Introduce at the center of the drop a small crystal of 
ammonium persulphate. Bromine is set free and colors the 
starch granules yellow. If iodides are present the starch will 
be colored blue or violet. 

Too long and too high heating will result in the loss of hydro- 
bromic add. 

The preparation must be cool when the starch is added, 
otherwise the granules will be destroyed. 

The preparation must be examined at once, otherwise the 
yellow color will have disappeared. 

b. Silver bromide (and silver chloride) is soluble in ammonium 
hydroxide; silver iodide is not. 

CARBONATES. 

a. Characterized by Effervescence with hydrochloric or su^huric 
add. Gas bubbles visible in gelatin. See page 363. Cyanates 
give a similar reaction, carbon dioxide being formed by the reac- 
tion between cyanate and add. 

4, In Solutions of Carbonates, Lead Acetate produces character- 
istic crystals of lead carbonate. 

c. To test the character of the gas given off, place in the distilling 
i^iparatus, Fig. 130, page 245, exfwsing a drop of lead acetate 
to the vapors. 
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CHLORIDES. 

a. Witk Silver NitraU. See Silver, page 331. 

b. With Lead Nitrale. See Lead, page 325. 

CHLORATES. 

a. Test the material ivith Rubidium Chloride and a little Potas- 
sium Permanganate to be sure perchlorates are absent (see Ex- 
periment a, Method IX, page 362). Then Convert into PercUo- 
rates as follows: 

Dissolve a little of the material in a drop of water at the comer 
of an object slide, evaporate to dryness. Add a drop of sul- 
phuric acid, evaporate to dryness and heat until white fumes 
escape. Add a second drop of add and heat until the excess 
of sulphuric acid has been driven off. Cool. Add a tiny drop 
of potassium permanganate (just sufficient to color the drop) 
and a crystal of rubidium chloride. Allow to stand for a short 
time and examine. Characteristic crystals of rubidium per- 
chlorate will separate, colored pink or violet through adsoiption 
of the permanganate. 

The chlorate is only partially converted into the perchlorate, 
hence this test is not always successful, and is of little value in 
complex mixtures. 

CHROMATES; BICHROMATES. 

a. Test •with Silver Nitrate in nitric add solution. See Silver, 
page 334; Chromium, page 357. 

6. Test mth Strontium Acetate. See page 301. 

c. Bichromates give no separation of crystals with Manganous 
Sulphate; Chromates do. See Manganese, page 360. 

CYANIDES. 

a. Place the material in the glass crudble of apparatus. Fig. 
130, page 345; moisten with dilute sulphuric add, cover with a 
slide bearing a drop of silver nitrate. If no tiny prismatic 
crystals are obtained and no clouding of the silver nitrate, 
cyanides are absent. If a douding of the drop results, make a 
fresh test, this time substituting for the sulphuric add, a saturated 
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solution of primary sodhun carbonate; hydrocyanic add will 
be set free and will give a characteristic silver cyanide. 

b. Set free the vt^rs of the add and expose to them a drop 
of sodium picrate. A blood red solution results. 
CYANATES. 

a. To a drop of <x>ncentrated solution add at the center, a 
tiny crystal 'of cobalt acetate. The crystal will be immediately 
surrounded by a deep blue colored zone and a blue amorphous 
predpitate. The blue zone increases in diameter and eventually 
may reach the circumference of the drop. Upon evaporation 
deep blue tetragonal dendrites, and tabular and prismatic crys- 
tals of a compound corre^wnding to the foimula KiCo(CN0)4 
will appear. Note that to obtain this compound the cyanate 
must be in excess. With sulphocyanates tested thus a deep 
blue liquid is obtained on evaporaUon, but the blue dendrites 
which may separate have a different habit. 

Cyanides yield no blue, but a brown color instead. Even a 
small amount of cyanide will prevent the blue zone, but the 
crystal will be blue surrounded by a yellow or brown zone. 

b. Treat a drop with dilute sulphuric add in the distilling 
apparatus, Fig. 130, page 245. Evaporate very gently almost 
to dryness; add a few fibers of freshly ignited asbestos and pro- 
ceed to test for ammonia. See Ammonium, Method A , page 286. 
With sulphuric add cyanates yield carbon dioxide and ammo- 
nium sulphate. 

Precaution. — Always make a blank test upon the reagents 
to be sure of their freedom from ammonium salts. 
FERRICYANIDES. 

o. Give off Vapors when heated with sulphuric add which 
produce silver cyanide. See Cyanides, a, page 377. 

b. To the test drop add sodium acetate, then apply a sohtHon 
of Benzidine Hydrochloride^ by Method /, page 251. Light blue 
prisms and stars will soon appear. 

Ferrocyanides do not give this reaction. 

c. Give no color with dilute solutions of pure Ferric Salts. 

I BehreoB, Z. an&L Chem., 48, 431- 
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FERROCYANIDES. 

a. Give a Blue Precipitale with Salts of Iron and a brown one 
with salts of copper in acetic add solutioa. 

b. With Quinoline Eydrocldoride yield upon wanning cubical 
ciystats. 

IODIDES. 

a. To a drop of solution add dilute su^huric add, a little 
potato starch and a tiny fragment of ammonium persulphate. 
The starch is turned bhie or violet in the cold. See Bromides, 
page 375. 

b. The silver nitrate predpitate is insoluble in ammonium 
hydroxide; distinction from chloride and bromide. 

c. Yield characteristic hexagonal plates with lead nitrate. 
See Lead, page 323. 

lODATES. 

a. Dissolve in water, add a very tiny drop of dilute su^huric 
add, a little potato starch and finally a crystal fragment of 
morphine sulphate. Iodine is set free and the starch granules 
turn blue or violet. 

Iodides do not give this reaction ; nor will iodates give reaction 
a under iodides. 

NITRATES. 

a. With Nitron Sulphate in Acetic Acid Solution. Apply the 
reagent by Method /, page 251. 

There is immediately formed a heavy predpitate, consisting of 
masses of exceedingly minute needles. In a few seconds sheaves 
of adcular prisms appear and later there are formed long thin 
prisms with square ends, giving polarization colors and parallel 
extinction. Nitron nitrate has a very low solubility even in 
warm water, hence the reaction b a delicate one. The sheaves 
of white crystals, appearing brownish by reflected ' light, are 
diaracteristic. 

In dilute solutions none of the salts of the common adds inter- 
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fere save iodides and bichromates. With these salts there may 
be obtained crystals which closely resemble the nitrate but these 
crystals disappear upon even gentle warming; nitron nitrate will 
not. 

From concentrated solutions there may be obtained under 
favorable conditions, precipitates with chlorates, perchlorates, 
pho^bates, chromates, bichromates, iodides, ferro- and ferri- 
cyanides, oxalates and tartrates, but in no case in dilute solu- 
tions with gentle warming should there be any dif&culty in 
differentiating between such precipitates and the crystals ob- 
tained with nitrates. 

NITRITES. 

a. With Silver Nitrate there is obtained a felted mass of fine 
needles with long adcular prisms at the outer edge of the mass, 
changing into short stout prisms with imperfectly developed 
ends. These crystals are colorless under the microscope and do 
not show their greenish tint until viewed in masses by reflected 
Hght. 

b. With Potassium Iodide and Starch. Add to the drop to be 
tested a crystal of potassium iodide, then a little potato starch 
and finally a trace of dilute sulphuric acid. The hydroiodic 
add set free by the acid is oxidized by the nitrous add; iodine 
is liberated and stains the starch blue or violet or black. 

Always test the potas^tun iodide, with starch and dilute sul- 
phuric add, to ascertain its purity and to be certain that no 
appreciable blueing of the starch takes place with the reagents 
alone. 

Only traces of iodine are liberated from iodide when treated 
with a crystal of morphine sulphate as described under iodates, 
page 378. 

OXALATES. 

a. With Strontium Acetate. See Caldum, page 291 ; Stron- 
tium, page 295. 

b. With SUver NUrate or Lead Nitrate. See Caldum, page 291. 
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PHOSPHATES. 

a. To the drop to be tested, add a drop of Nitric Add. Then 
apply a drop of Ammonium Molybdate by Method /, page 251. 
Warm gently. Phosphates yield a yellow precipitate appearing 
amoiphous under the microscope unless a magnification of over 
200 is employed. A similar reaction will be obtained if silico- 
molybdates or arseno-molybdates are formed. 

This reaction is of value if arsenic and soluble ^licates are 
absent and as indicating whether much or little phosphate is 
present. If a heavy precipitate is obtained, apply test b. 

b. To the Ammoniacal Solution add Ammonium Chloride and 
Magnesium Acetate, proceeding as described under Magnesium, 
page 305. Arsenates must be absent. 

Note. — Phosphates frequently interfere with the detection 
of certain bases and must be removed before rehable reactions 
can be obtained; their removal may be accomplished by means 
of tin in acid solution. Acidify with nitric add, add a few tiny 
bits of pure tin-foil and as soon as the reaction has ceased, heat 
to boiling. Cool and extract the material with dilute nitric 
add. 

SILICATES. 

a. Treat the material upon a celluloid object slide with am- 
monium fluoride, sodium chloride and sulphuric add. Sodium 
silicofluoride is formed. See Sodium, page 278. Boron, zirco- 
nium and titanium must be absent. 

SULPHATES. 

a. To the drop add a trace of Nitric Acid, then a drop of Cal- 
cium Acetate by Method /, page 251. Characteristic needles or 
prisms of caldum sulphate result. See Caldum, page 288. 

b. To the drop add a trace of Potassium Chromate, a trace of 
Nitric Acid and a drop of Silver Nitrate. Characteristic crystals 
of ^Iver sulphate will be obtained, stained yellow through solid 
solution of the silver chromate. See Silver, page 335. 
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SULPHITES, THIOSULPHATES. 

a. To a drop of a solution of potassium iodate add a little 
potato starch and a small drop of dilute sulphuric acid. Ex- 
amine to see that no iodine has been set free. Add a fragment 
of the unknown. The starch is colored blue. 

b. To a moderately concentrated drop of copper sulphate 
apply a drop of a solution of the unknown by Method /// A, 
pi^e 254. Wann gently — sulphites, if pure and undecom- 
posed, yield at the most only a faint cloudiness — thiosul- 
phates give a brown precipitate of copper sulphide and around 
the circumference of the drop lemon-yellow crystals of copper 
thiosulphate. 

SULPHIDES. 

a. The Silver Nitrate Precipitate was Black. 

b. Place a drop of solution or fragment of solid in the distilling 
apparatus, cover with a slide holding a tiny drop of silver nitrate 
and one of lead acetate side by side. Raise the cover and care- 
fully run in a drop or two of dilute hydrochloric add. Cover 
quickly and allow to stand. Both drops turn black. 

c. Proceed exactly as in 6 but invert over the crucible a slide 
carrying a drop of sodium nitroprusside. A beautiful purple 
color results. 

SULPHOCYANATES. 

a. Give a Blood-red Color witk dilule Ferric Chloride. 

b. Add Mercuric Chloride and Zinc Sulphate. There will be 
obUuned the double sulphocyanate of mercury and zinc. See 
Zinc, page 308; Coj^wr, page 340. Add a trace of copper and 
increase the delicacy of the reaction. 

TARTRATES. 

Note. — Before testing for tartrates always neutralize any free 
mineral add present. 

a. By means of Calcium Acetate. 

The solution may be neutral or addified with acetic add. 
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Large, colorless, well-fonned, highly refractive crystals are 
obtained. 

The solution to be tested must be concentrated, otherwise the 
caidum tartrate will not separate save on long standing. Ex- 
posure to alcohol vapors (Method VI, page 357) will hasten the 
formation of a crystal deposit. 

Magnesium salts greatiy retard the separation of crystals of 
calcium tartrate. 

b. Witk Potassium Salts, tartrates yield characteristic color- 
less, highly refractive, orthorhombic, short, stout prisms of the 
primary salt KHCiH^O.. 

c. With Silver Nitrate. 

A granular precipitate only is obtained unless in very dilute 
solution, then there will be obtained tiny squares and rectangles 
and short, stout prisms giving a six-sided outline. 

Most other adds interfere with the detection of tartrates by 
means of the silver salt. 



CHAPTER XV. 

PREPAItING OPAQUE OBJECTS FOR THE MICROSCOPIC 
STUDT OF HITERNAL STRUCTURE. 

In order that alloys and many other similarly constituted 
materials may be properly studied and their internal struc- 
tures ascert^ued it is usually essential that lai^ or small pieces 
be ground down to a plane surface which may be so placed 
imder the microscope as to lie at right angles to the optic axis 
of the instrument. It b further necessary that this plane sur- 
face shall be so smooth as to show no striations due to grinding, 
otherwise these parallel or irregular streaks will confuse the 
observer. Removal of the streaks is accomplished by polishing 
or, in other words, grinding with an abrasive so fine that the 
scratches made are so close together and so shallow that they 
will not be resolved by the objectives used in the microscopic 
examination. If these polished specimens are subjected to the 
action of various solvents, it will be found that in non-homo- 
geneous materials, certain components are easily dissolved and 
certain others are resistant. The specimen thus treated, is said 
to have been etched, and when the etched surface is examined a 
more or less marked crystalline structure is visible. Through 
the judicious selection of the proper etching liquids we are able 
to brii^ into view different components or phases and thus trace 
the changes in structure through changes in percentage compo- 
sition, or through changes in the temperatures to which the 
specimens have been submitted. 

Or instead of submitting the polished surface to the action of 
a corrosive liquid, we can rub it upon a thick, soft cloth charged 
with a fine abrasive powder. The softer components will thus 
be more rapidly worn away than the harder; again we obtain 
evidence of a more or less marked crystalline structure. The 
I is no longer spoken of as having been etched, but 
383 
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is said to have been polisked in rdief. Since in almost all the 
materials commonly studied we deal with coo^nents differing 
in hardness, it is exceedingly difficult to obtain polished ^jed- 
mens which do not exhibit some relief polishing. Practice and 
a light touch are the only effective preventives. 

The wearing or cutting off of inegularities so as to obtain a 
flat surface is termed roughing. Roughing is most easily accom- 
plished by holding the specimens against rapidly revolving ab- 
rasive wheels. 

The most useful American abrasive wheels are emery, co- 
rundum, alundum, crystalon and carborundum. Emery and 
corundum are natural products, while alundum, crystalon and 
carborundum are products of the electric furnace; the first three 
mentioned consist of crystallized alimiina, the last two consist 
of crystalline carbide of ^con. Of these, emery cuts or wears 
away specimens the least rapidly, crystalon and carborundum 
the most rapidly. 

All three steps, grinding, polishing and etching, require 
patience, practice and a certain inherent technical skill. Prac- 
tice, and practice alone, will enable the student to properly 
prepare specimens. The selection of the proper sequence of 
abrasives, the right pressure of the specimen against the grind- 
ing material, the rate of speed or motion in grinding and polish- 
ing all enter into the preparation of the specimen. No specific 
directions can, therefore, be given, but merely a general outline of 
the steps to be taken and the E^>ecial precautions to be observed. 
So, too, in the etching much depends upon the individual. The 
proper concentration of reageat (which differs for different allo)^ 
of the same type), the way in which the specimen is immersed or 
submitted to the action of the reagent, the time of exposure, 
temperature of the room and reagent, thoroughness of removal 
of the etching liquid by washing, etc., each enters largely into 
the preparation of really satisfactory specimens and all con- 
tribute to the elucidation of the problem or to the confusion 
of the investigator. 

Grinding wheels are made from powdered abrasive mixed 
with a suitable binder, pressed into moulds and fired in an oven. 
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The character of the binder and the degree of incipient fusion 
characterizes a wheel as hard or soft. The degree of hardness 
. or softness is technically ^Mken of as the grade or hardness of 
the wheel. American manufacturers usually indicate the grades 
of their wheels by letters of the alphabet, but the scale of hardness 
as indicated by the letters is by no means uniform with different 
manufacturers. Consequently, a letter mdicating a grade can- 
not be interpreted without reference to the scale of hardness of 
the particular firm from whom the wheel was obtained. For 
example, we find that a wheel marked U may be "hard" as 
supplied by one firm, but if we purchase a U grade from another 
firm we will obtain a "very soft" wheel. In selecting wheels 
for grinding specimens, it is safe to be guided by the general 
rule that a soft wheel will cut more rapidly and deeper than 
a hard one, will clear itself more readily, but is more easily 
worn away, and therefore more liable to be spoiled. The soft 
wheels as a rule must be run at higher speeds. Hard wheels 
on the other hand tend to glaze over, caiise more heating of the 
specimen and often yield aggravated cases of surface films or 
surface flow of soft components, but they cut slower, hence do 
not so deeply score or furrow the specimen through injudldous 
pressure and may be employed to better advantage when only 
low speeds are available. 

Besides the grade or hardness of grinding wheels as influencing 
their suitability for certain work, the diameter and the imiform- 
ity of the individual particles employed in building up a wheel 
must be taken into account. The size of the component par- 
ticles is called the grain or grit. Grain is obtained in manu- 
facturing by screening the abrasive powder. The number of 
linear meshes to the inch through which the powder will pass 
is the grain number of the wheel. For example, in a wheel 
marked 50, the component particles will pass through a sieve 
having fifty meshes to the inch. 

The grain numbers employed by different manufacturers are 
not comparable because the size of wire employed in the sieves 
Tised for the grading is not always the same. Since it is the 
number of linear meshes to the inch and not the diameter of 
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the opening that is recorded, the size of the wire greatly influ- 
ences the saeened product. 

Although for industrial purposes abrasive wheels may be 
said to conform closely to the grade and grain indicated by the 
manufacturer, it will be found that in preparii^ ^>ecimens for 
microscopic study, wheels are not easily duplicated and if we 
purchase a wheel to replace one accidentally ruined we are ^t 
to find that it will not do just the work of the one lost. 

Wheels of softer grade and coarser grain (at high speeds) can 
be used for roughii^ chilled iron and steels, — hard and of high 
tensile strength, — than for material like brass — soft and of 
low tensile strength. 

No single type of wheel as to grade and grain will answer for 
all purposes. A laboratory in which a great variety of work is 
to be done will therefore require a series of wheels. 

Table VI. 
CHARACTER OF ABRASIVE WHEEL REQUIRED. 





Cnuiocrit. 
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»to36 
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3° to 54 

14 to 30 
46 to 80 
30tos4 
100 to 180 




























Steel, hard. . . 






hard 




Medium 


Moderately hard compact material 


Medium 







A fairly satisfactory system of study with reference to the 
selection of wheels for different materiab and the proper ^>eeds 
for grinding consists in examining with the microscope the 
roughed surface of the specimen as ground under different con- 
ditions and also the dust or particles falling from the wheel. 
These particles con^st of material torn off the ^)ecimen and 
particles of abrasive and binder. The character of the dust and 
the furrows upon the q)edmen will, with a little experience, 
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indicate at once, to the worker, whether he is employing the 
proper grade, grain and speed' It is strongly urged upon the 
be^nner to carry out experiments in this manner and ^nd 
considerable time, if possible, in ascertaining just what different 
wheels will do under like speeds. 

Table VI may serve as a rough guide to the selection of the 
wheel which will prove satisfactory with the materials indicated. 

If the grinding room equipment is limited to two or three 
wheeb it is evident that the widest range of applicability will be 
found in the following selection: 30 hard, 40 medium-hard, and 
60 or 80 medium, providing a sufficiently high speed is available. 

The operating ^)eed of a grinding wheel is usually expressed 
as "surface velocity" in feet per minute in order that wheels of 
different diameters may properly be compared. 

Suriace vebdty = Diameter wbeel in feet X 3.1416 X K.P.M. of uboi. 

Most small wheels used for grinding are designed to run with 
a surface velocity of from 2000 to 4000 feet per minute. This 
requires that the grinding head shall rotate at the rate of approx- 
imately 1800 to 3000 revolutions per minute for a five or six inch 
wheel, if the data given in Table VI are followed. For slower 
speeds it will be necessary to select finer grains and harder 
grades. In order to permit some latitude in the selection, it is 
best to have the grinding bead and driving motor provided with 
cone pulleys or, better yet, to employ a shimt-wound electric 
motor and rheostat and thus obtain a variation in speeds. 

One of the greatest troubles we encounter when dealing with 
abrasive wheels or papers or powders is the non-uniformity of 
grain size. A few large grains present, often a single one in a 
small area of the grinding surface, will so deeply scratch the 
specimen as to render its proper preparation almost impossible. 
If a wheel is found upon trial to have any such projecting par- 
ticle the wheel should be abandoned at once, and never be em- 
ployed save for the crudest sort of grinding. It is this difficulty 
which leads many workers to discard abrasive wheels for all save 
the roughest dressing of a s[>ecimen and use only laps fed with 
very carefully groimd, sifted and floated abrasive powders. 
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L^>s may be either horizontally or vertically driven. The 
beginner will find that satisfactory surfaces are obtained easier 
upon the horizontal lap but it is open to the objection that it 
does not readily clear itself and any dust or dirt falling upon 
it or any large particle of abrasive will be apt to deeply groove 
the specimen. The vertical lap on the other hand is difficult to 
keep charged with pasty abrasive or thin suspensions of abrasive 
and polishing powders. 

In the case of soft alloys, facing to a smooth surface is most 
easily accomplished by means of files, rough dressing with a 
lo or i3'inch bastard cut file and passing to an 8 or lo-incfa 
single cut. With moderately soft materials such as brass, 
laying a single cut mill file flat upon the work bench and pushing 
the specimen down the file against the cutting edges will be 
found to yield good smooth surfaces with less practice and ^ill 
than by holding the specimen in a vise and pushing the file. 
The specimen should be pushed lengthwise of the file with gentle 
pressure until it reaches the tang end, then lifted off; the file 
turned edgewise and struck a sharp blow upon the bench to 
remove filings, again laid flat and the specimen a^ain laid upon 
the file and gently pushed toward the tang end, and the process 
repeated until a small plane surface is obtained. Specimens 
should never be rubbed back and forth upon an abra^ve surface, 
for it is then almost impossible to keep the striations parallel, 
a matter of not a little importance. 

In order to facilitate smoothing and polishing, the edges of a 
specimen should always be slightly beveled or rounded during 
the roughing. Unless this precaution is taken the begitmer will 
find it difficult to avoid cutting, tearing or destroying the fabric 
carrying the polishing powder. 

After surfacing with wheel or file the specimens are smoothed 
upon laps fed with very fine abrasive powder or upon laps or 
blocks upon which abrasive paper has been smoothly glued. 
Whenever such papers are employed it is best to go over their 
surfaces with a low-power magnifier and reject any sheets which 
show isolated large particles of the abrasive covering. Of the 
fine-grained abrasive papers tried by the author, the French 
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"Hubert" ' papers are the best and most uDifonn of grain. The 
-most useful are numbers 0000, 000, 00, o and i, the last named 
being the coarsest. 

General Methods for Preparing Eard Specimens. — Grind to a 
^ne surface upon the proper wheel, using a high speed and 
holding the specimen so that it just barely touches the rotating 
surface. If pressed too hard against the wheel there will be 
deep scoring and too much heating. Observe great care to 
prevent the specimen from turning in the fingers. A properly 
rough-ground specimen should show aU the striations parallel and 
of approximately the same depth. Next bevel or rotmd the 
edges of the specimen around the ground surface, then apply 
the spedmen to a finer-grained wheel or to a lap fed with 
finer-grained powder, grinding so that the striations are at right 
angles to the first. Continue grinding until when examined with 
a low magnification no vestiges of the first striations remain. 
If now the striations are very shallow, polishing may be begun ^ 
if not shallow, grind with a third finer abrasive; again grinding 
at right angles to the direction last taken and continuing until 
all trace of the preceding grinding has disappeared. Polishing 
is carried out in like manner, using finer and finer powders 
moistened to a pasty consistency with water or oil or other 
suitable vehicle. When oil, vaseline or a similar vehicle has been 
employed in the grinding, especially when dealing with materials 
which have a tendency to adsorb the grease, as for example 
certain rocks, earthenwares, terra-cottas, porcelains, cements 
and concretes, etc., it will be found that polishing proceeds with 
far greater speeds and with much better surfaces when the pol- 
ishing powders are suspended in a solvent for greases and oils, 
than when water is employed. The best of these are alcohols, 
ethers and light petroleum products or mixtures of them. 

With each change in fineness, polish at right angles to the 
former motion. Complete the polishing with the finest washed 
and floated rouge or floated alumina kept well moistened upon 
soft and very close-textured broadcloth stretched upon a wooden 

' Thtae imported papers aa be obtained bom MoDtgomay and Co., 105 
FuItOD Street, New York City. 
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lap. A beautiful mirror surface should have been obtained with 
DO ^gos of striations when examined with a microscope of the' 
same power as will be employed after etching. Wash the E^>ed- 
mcn carefully, and dry by gently pressing with lens paper. 
Never rub when drying and always avoid touching the polished 
surface with the unprotected fingers. 

If oil has been used as the vehicle, wash first with gasoline or 
benzene, and follow with alcohol and ether. 

General Methods for Preparing Soft Specimens. — The beginner 
should never attempt to grind and polish soft specimens upon a 
rotating wheel or lap. Even the roughing is best done with a 
file or by nibbing upon abrasive paper or cloth glued upon 
blocks of wood. Great care must be observed in rubbing the 
specimen so that it shall never turn. The lines of abrasion must 
'be kept parallel. Every few minutes the block should be turned 
on edge and struck upon the bench with a sharp blow in order to 
clear it from loose particles and dust; if this is not done deep 
scoring of the surface is sure to follow. When passing from one 
abrasive to a finer one, turn the specimen to a. position at right 
angles to the other and rub very gently until every trace of the 
former scratches has disappeared. The polishing is carried out 
in the same manner upon close-textured soft cloth stretched 
upon blocks and covered with a thin paste of rouge or alumina, 
endii^ up with the finest possible floated rouge. It will be found 
convenient to pass from a grain of 220 to F, to FF, to FFF, then 
to ordinary rouge or "rotten stone" and finally end up with the 
finest particles obtained by washing and decanting the finest 
commercial rouge. Wash and dry the specimen with lens paper. 
But even lens paper will scratch the surface of soft alloys or 
other soft material. 

When dealing with very, soft materials, after washing with 
water, shake of! the last drops and pour absolute alcohol over the 
polished surface, shake, repeat the operation and then remove 
the last traces of alcohol with a few drops of ether. 

Grinding Hard Friable Material like Glass or Porcdain. — 
Employ lap heads of block tin fed with emery powder and water 
■m turpentine. Emery does not cut as fast as carborundum. 
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crystaloQ or similar abrasives, but also does not so deeply score 
the spedmen and therefore the time lost in grinding is usually 
gained in polishing. 

For grinding, the lap head should rotate quite slowly, one or 
two hundred revolutions per minute being the maximum foe 
ordinary work. In polishing a somewhat higher g)eed may be 
employed with advantage. Polish with fine rouge and complete 
the finish with "putty powder." 

Etching. — This step has for its object the development of 
the crystalline structure of the ^edmen. It is based upon the 
principle of submitting the polished specimen to the action of a 
corrosive liquid of such a nature as to dissolve some components 
more rapidly than others. 

The surface to be treated being a mirror surface, free from all 
stiiations, it follows that the slightest attack by an etching 
liquid will be easily seen by means of the microscope. 

Suppose, for example, we have an alloy consisting of a single 
crystalline phase and an eutectic. Two systems of attack 
would reveal the nature of its structure; a reagent could be 
employed which would dissolve the eutectic leaving the crys- 
talline phase unattacked, or another reagent could be selected 
which would first dissolve the crystals leaving the eutectic. 
Whenever it is possible, specimens should be etched by both 
systems, for then the probability of misinterpretation of appear- 
ances is much reduced. The development of the structure of a 
specimen so as to render its microscopic study successful requires 
considerable practice. 

Small specimens are grasped in rubber-tipped or cloth-covered 
(binding tape) forceps and dipped, polished surface down, or 
polished surface sidewise, into the etching liquid; immediately 
removed, washed in running water, dried with lens paper and 
examined. If the structure has not been sufficiently developed, 
it is again dipped and again washed and examined. This process 
is repeated until the etching is sufficiently deep to make the 
crystal phase or phases interpretable. Too long immersion 
leads to uneven etching, to crystal sections with badly eroded 
edges and often to serious pitting. With many of our etching 
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liquids gases are formed; the tiny gas bubbles clinging to the 
surface, if not at once dislodged, prevent a unifoim attach and 
a specimen is obtained of no value for study. The only course 
left open is to regrind and polish anew. 

In cases where much gas is evolved better specimens may 
often be obtained by dipping a small wad of absorbent cotton 
into the etching liquid and gently brushing the wet cotton upon 
the surface, washing in running water from time to time. In 
other cases stretching a piece of soft clean chamois leather upon 
a board, moistening with the reagent and nibbing the specimens 
lightly upon this surface will give good results. 

With most alloys there is obtained upon the completion of the 
polishing a thin film of the softer components more or less com- 
pletely covering the surface, due to suriace flow during the 
mechanical treatment. Not infrequently this surface film is 
of such a character that after etching the appearance of the 
etched surface is such as to entirely mislead the investigator. 
With some alloys dipping for a few seconds in exceedingly dilute 
acid (sulphuric is best) will remove the film , yet not appreciably 
etch the preparation. This often essential step requires con- 
siderable practice in order to duly appraise the time of exposure 
to the acid to just dissolve the surface film and yet not attack 
the polished surface. 

The following are a few of the most generally useful of etching 
reagents. For the development of certain spedEc structures 
the student must consult the literature dealing with these prob- 
lems. 

Ammonium Hydroxide + Hydrogen Peroxide} — Immerse the 
alloy in ammonium hydroxide diluted to such a strength (1:4) 
that the alloy is not rapidly etched. Add hydrogen peroxide 
from a pipette dropwise. This method ^ves better results 
than mixing the reagents before the specimen is immersed. 
Great care must be observed to avoid too rapid an attack and 
too deep etching. Excellent for alloys high in copper. 

Ferric Chloride. — Prepare a hot, almost saturated solution 

of ferric chloride ; filter, and add an equal volume of concentrated 

■ Ramuy, Cbem. N., 87 (1903), 191. 
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hydrochloric acid. For use, dilute one part of this stock solution 
with twenty parts of distilled water. If upon trial the etching 
is too energetic, dilute still more; if not energetic enough, add 
more stock solution. 

Useful in studying bronzes of high tin content and copper 
alloys in general. 

Ferric Chloride + Alcohol. — Robin' prepares this reagent as 
follows : 

Ferric ebbtide 5 

Water 5 

Hydrochloric add 30 

lao-amyl alcohol 30 

Etliyl alcohd 30 

The etching is rapid and needs careful attention to prevent 
over treatment, one to three minutes being the average exposure 
required. 

Valuable in studying aluminum bronzes and brasses. 

Hydrochloric Acid + Absolute Alcohol. — To 100 cubic centi- 
meters of absolute alcohol add i cubic centimeter of concentrated 
hydrochloric acid. This is the general etching reagent of 
Martens and Heyn for all iron-carbon alloys. Apphcable to all 
specimens but must be used with care. With extra hard steels 
and certain alloy steels this reagent does not work well. In 
these cases Martens suggests the nitric-alcohol reagent. Neither 
reagent is permanent, but must be freshly prepared for use. 

Hydrochloric + Nitric Acid. — Mix three parts of dilute hy- 
drochloric acid with one part of dilute nitric add, add 2 or 3 
drops of platinum chloride per 100 cubic centimeters of mixture. 
A valuable etching liquid for copper-nickel alloys. 

Nitric Acid + Absolute Alcohol. — To 100 cubic centimeters 
of absolute alcohol add 4 cubic centimeters of concentrated 
nitric acid. Prepare Just before using. Useful in the case of 
very hard steels and with certain alloy steels. Especially 
valuable in developing Troostite. 

Picric Acid + Alcohol. — Employ a 5 per cent solution of 
picric add in absolute alcohol. 

' Traits de M£ullographie. 
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Useful for all iron-carboa alloys, eq>edally those high in car- 
bon. Pure iron (fenite) is not appreciably attacked save after 
long exposure. 

With low carbon steels a higher concentration than s per ceot 
is advisable. 

This reagent not only etches but stains the specimen. Often 
a surface film, especially with high phosphorus irons and steels, 
is formed of such a character as to mask the structure. Gentle 
nibbing with a finger tip in washing will usually clear away the 
obliterating film. 

Stiver Nitrate. — Dissolve $ grams in lOo cubic centimeters 
of water. After washing, rub the surface very lightly with a 
finger tip to remove the surface film formed. Long etching 
must be carefully avoided. 

Useful with antimony, bismuth, tin and lead alloys, e^iedaUy 
babbitts. 

Sodium Hydroxide. — One of the best etching reagents for 
aluminum-zinc alloys. Start with a very dilute solution and 
increase the concentration until the proper strength is obtained 
which yields the best results with the particular alloy being 
studied. 

Sodium Picraie. — Prepare a 20 per cent solution of sodium 
hydroxide, dissolve in it 10 per cent of sodium picrate. The 
reagent is poured over the polished steel specimen in a small 
casserole and heated to boiling for about ten minutes. This 
method was proposed by Le Chatelier and is one of the most 
valuable for differentiating between cementite and ferrite. 

Sulphurous j4ctti.'— Valuable in the study of steels. Cement- 
ite is not attacked by a solution of i part in 25 parts of water. 
Serves to develop Martensite, Austenite and Troostite, but the 
appearances obtained are different for these oimponents from 
those obtained with other reagents. 

> ZdL aooig. Chem., 66 (igio), 63. 
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detection by hydiochloric add 315 

metallic zmc 329 

potassium iodide 313 
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^diero-ciyitals 169 

Splwnilites 169 

Spectioect^ ocular 106 

Stage, attachable mecbanical 113 
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